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ABSTBACT i 

Described are basic laboratory methods for diagnosing 
and investigating diseases of importance to developing countries* ^ 
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techniques in haematology, blood chemistry, blocd transfusion, and 
the examination of urine and cerebrospinal fluid. . N umerous 
illustrations accompany the stepwise descriptions of procedures. At 
the end of the volume is a description of the composition, 
preparation, and storage requirements for all reagents needed. 
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Preface 



This book is a revised version of a WHO manual by Etienne L6vy-Lambert, 
Basic techniques for a medical laboratory (1974), major revisions having 
been carried out by Miss M. Chetsbrough and Dr L.M. Prescott. The 
original version was tested in the field and comments and suggestions from 
national experts in several countries as well as from WHO staff have been 
used in the revision. 

The manual is intended mainly for the use of laboratory assistants in 
developing countries during their training and thereafter in their work. It 
can also be used for routine work in clinical or health laboratories. In the 
selection of techniques particular attention has been paid to the low cost, 
reliability and simplicity of the methods and to the availability of resources 
in small laboratories. 

The illustrations have been revised by Lynne Cullen Dennis and Pierre 
Neumann. 

WHO expresses its thanks to all those who have assisted in the preparation 
of this manual. 
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Aim of the Mar^^ 



Laboratories . • i i 

The manual is inter-ded for use mainly in medical laboratories in developing countries. It is designed peJ uculaM^ 
for u^rShera^^^^^^^ In such countries, i ,.., in small or medium-s.ze^^^ 

hospitals and in disper^sarles and rural health centres where the laboratory ^fj^'^j^^^^^^^^ 

The language used h.-^s been kept as simple as possible. Common technical terms are employed, howev r, when 
necessary. 



Techniques 

The manual describes only direct examination 
procedures that can be carried out with a microscope 
or other simple apparatus. For example; 

- the (examination of stools for parasites 

- the examination of blood for malaria parasites 

- the examination of sputum for tubercle bacilli 

- the examination of urine for bile pigments 

- the leukocyte type number fraction 

- the dispatch of stools to specialized laboratories 
for the detection o? cholera vibrios. 




© © 




The intention is to provide an account of basic laboratory techniques that are useful to peripheral laboratories 
and can be carried out with relatively limited routine equipment. ^ rural health centr- 

Some laboratories may not be able to perform all the techniques described. For example, a rural health centr. 
laboratory may not be able to carry out blood chemistry or VDR L tests. 
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How4o Use the Manual 



1. How to find the required technique 

The manual is in three parts according to the subject matter: 

Part I — General laboratory procedures 

Part II - Parasitology 
Bacteriology 
Serology 
Mycology 

Part III — Examination of urine 

Cerebrospinal fluid examination 

General haematology 

Blood chemistry and blood transfusion 
A list of the techniques classified according to the subject matter appearsan the table of contents. An alphabetical 
list appears in the index. For example, references to Gram staining will be found: 

- in the table of contents under Bacteriology (Part II, B, 28) 

— in the index under Stain, Gram. 



2. Reagents 

Each reagent has been given a number. The reagents required and their numbers are indicated in the description 
of each technique. An alphabetical list of all of the reagents used, with the numbers assigned to them, their 
composition, methods of preparation and storage requirements will be found at the end of tht) volume. Por 
example for Gram staining a reagent needed is crystal violet (reagent No.15). The composition of crystal violet 
and the method of preparing it are given in the alphabetical list of reagents at the end of the manual. 



3. Equipment 

No articles are included that are very expr isive or difficult to obtain. The items required for each technique are 
listed at the beginning of the corresponding sijction. A list of the apparatus needed to equip a laboratory capable 
of carrying out all the examinations described can be found on pages 104-107. ^ ^ ^. ^ u«**i^ 

When certain articles are not available the technician should do his best to find substitutes: thus empty bottles 
that formerly contained antibiotics for injection ("penicillin bottles") or other drugs can be kept; racks for test- 
tubes and slides can be made locally; empty tins can be used to make water baths; etc. 
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Ttie Responsibility Of tne uiDoraiory wcrRw 



The laboratory worker carries out laboratory examinations to provide 
Information for doctors (or their representatives) in order to benefit 
patients. He therefore plays an important role in helping patients to get 
better. At the same time, in the course of his work he gains a lot of 
information about patients and their illnesses. Th^ laboratory worker, like 
the doctor, must regard this information as strictly confidential; only the 
doctor who requests examinations should receive the reports on them. 
When patients inquire about test results they should be told to ask the 

doctor. - , 

In most countries of the world there are high moral and professional 
standards of behaviour for doctors and qualified laboratory personnel. 
Every laboratory worker handling clinical materials must maintain these 
standards. 



Units of Measurement 



In the laboratory you will work extensively with both quantities and units 
of measurement, and it is important to understand the difference between 
them. 

Any measurable physical property is called a quantity. Note that the word 
"quantity" has two meanings: the scientific meaning just defined and the 
everyday meaning "amount of". In scientific usage height, length, speed, 
temperature and electric current are quantities, whereas the standards in 
which they are measured are units. 



Quantities and units in the clinical laboratory 

Almost all your work in the laboratory will involve making measurements 
of quantities and using units in reporting the results of those measurements. 
Since the health and even the life - of a patient may depend on the care 
with which you make a measurement and the way in which you report its 
results, you should thoroughly understand {a) the quantities you measure, 
{b) the names that are given to those quantities, and (c) the units that are 
used to measure the quantities. 



New units and names for quantities 

A simple standardized set of units of measurement has been the goal of 
scientists for almost two centuries. Over the years numerous different 
systems have been proposed, but all but one of them have, for one reason 
or another, proved unsatisfactory. The exception is a version of the metric 
system that was introduced in 1901 . Since then this system has been 
gradually expanded, and in 1960 it was given the name International System 
of Units and the international abbreviation "SI". Units of measurement 
that form part of this system are called "SI units". These units have been 
used to an increasing extent in the sciences, especially chemistry and physics, 
since 1901 (long before they were called SI units), but most of them were 
introduced into medicine only after the system was renamed "International 
System of Units". Some countries have already made the change to the use 
of SI units in medicine, others are now in the process of making it, and in 
others the change is only in the planning stage. Furthermore, in some 
countries the change is being made not on a nationwide basis but in one 
locality (or even in one laboratory) at a time. 

To accompany the introduction of SI units, medical scientists prepared 
a systematic list of names for quantities. Some of these names are the same 
as the traditional ones; in other cases, however, the traditional names were 
inaccurate, misleading or ambiguous, and new names were introduced to 
replace them. 

This manual primarily uses SI units and the new names for quantities. 
However, since many of the areas and laboratories in which it will be used 
have not yet made the change to SI units, traditional units and traditional 
names for quantities are also included and the relationship between the two 
is explained. 

The following section gives a brief description of the SI units and of the 
new quantity names that are used in this manual. 

to 



SI units used in this manual 

All S! units are based on seven S/ base units. Only four of them are used 
In this manual; they are listed in ihe accompanying table. 

Name of quantity Name of SI base unit Symbol for SI base unit 
length metre m 
mass kilogram kg 
time second s 
amount of substance mole mol 

The first three of these units will be familiar to you, although the quantity 
name "mass" may need explanation; the last quantity name and unit will 
undoubtedly require explanation. Mass is the correct term for what is 
commonly called "weight". (There is a technical meaning of the term 
"weight": it is a measure of the force with which the earth's gravity attracts 
a given mass. Mass, on the other hand, is independent of the earth's 
gravitational attraction. The two terms are mixed up in everyday usage; 
furthermore, we speak of measuring a mass as "weighing".) "Amount of 
substance" and its unit, moie, are very important in medicine and they 
will affect your work in the laboratory more than any other quantities or 
SI units. When two or more chemic^il substances react together, they do not 
do so in relation to their mass. For example, in the reaction 

sodium hydrochloric ^sodium ^carbon ^ ^^^^^ 

bicarbonate acid chloride dioxide 

1 kg (1 kilogram) of sodium bicarbonate does not react with 1 kg of 
hydrochloric acid. On the contrary, 1 mol {1 mole) of sodium bicarbonate 
reacts with 1 mol of hydrochloric acid. Whenever chemical substances 
interact, they do so in relation to their relative molecular mass (the new 
name for what used to be called "molecular weight"). Use of the mole, 
which is based on the relative molecular mass, therefore givers a measure of 
equivalent amounts of two or nore different substances (use of mass units 

does not). ^ . ^ . t-u 

The great majority of the SI units are called Si derived units. These are 
obtained by combining the SI base units (by multiplication or division) as 
appropriate. Some common SI derived units are shown in the accompanymg 
table. 

Name of quantity Name of SI derived unit Symbol for S/ derived unit 

area square metre m^ 

volume cubic metre 

speed metre per second m/s 

You will see that the unit of area is me::re x metre ^ metre squared or 
square metre; the unit of volume is metre x metre x metre = metre cubed 
or cubic metre; and the unit of speed is metre divided by second = metre 
per second. All the SI derived units are obtained in this simple way. In 
some cases, however, it is necessary to multiply and divide several times, 
and the resulting expression becomes very cumbersome; for example, the 
unit of pressure is kilogram divided by (metre x second x second). To 
avoid this difficulty such units are given special names. For example, the 
unit of. pressure is called the pascal. 

If only the SI base units and derived units were available, measurements 
would be difficult because these units are too large o/ roo small for many 
purposes. For example, the metre is far too big for convenient measurement 
of the diameter of a red blood cell. To overcome this difficulty, the SI 
incorporates a series of prefixes, called Si prefixes, which when added to 
the name of a unit multiply or divide that unit by a certain factor, giving 
multiples or submultiples of the unit. The SI prefixes used in this manual 
are listed in the accompanying table. 

Name of prefix Symbol for prefix Multlpticatlon/dMsion factor 

mega M mult, by 1 million (x 10*) ^ 



kilo 



k mult, by 1 thousand (x 10^) 



centi c div. by 1 hundred (x 0.01 or lO"^) 

miiii m div. by 1 thousand (x 0.001 or 10""^) 



micro 
nano 



/i div. by 1 million (x 10'*( 

n div. by 1 000 million (x lO"*) 
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For example, 1 kilometre (symbol: km) = 1 000 metres (1 000m); 1 centi- 
metre (1 cm) = 0.01 metre (0.01 m or IQ-^m); 1 millimetre (1 mm) = 0.001 
metre (0,001 rti or 10'^m); and 1 micrometre (1 /um) = 0,000001 metre 
(0.000001 m or 10'^m). Most of these prefixes will already b i familiar 
to you when they are applied to the metre. All you have to remember is that 
they have the same meaning when they are applied to any other unit. 

New quantity i^ames 

It was stated above that, to accompany the change to Si units, certain 
new nc.mes for quantities were introduced. There are not very many of these; 
quantity names such as length, height, area, volume, and speed remain 
unchang-id. Most of the new names are related to concentration and related 
quantities. The difficulty with concentration is that it can be expressed in 
several different ways. Traditionally all of these were called simply 
"concentration", which was misleading. Now each different way of 
expressing concentration has its own special name. Before these new names 
can be described, it is necessary to explain the unit of volume called the 
"litre". You are probably familiar with this unit of volume, and may have 
been surprised not to find it mentioned above in the discussion of SI derived 
units. It was not mentioned there because the litre is not, strictly speaking, 
an SI unit. The SI (derived) unit of volume is the cubic metre, but this is 
far too large to be convenient for measurements of body fluids. A sub- 
multiple of the cubic metre is therefore used: the cubic decimetre. The 
prefix "deci" was not listed above because it is not used in this manual, but 
it means division by 10 (or multiplication by 0.1 or 10"M. A decimetre is 
therefore 0.1 m, and a cubic decimetre is 0.1 x 0.1 x 0.1 m^ ~ O.OOrm^ 
(or 10"^ m^; that is, one-thousandth of a cubic metre). The name "litre", 
although not part of the SI, has been approved for use as a special name for 
the cubic decimetre. The litre and its submultiples, such as the millilitre, 
are used mainly for measuring relatively small volumes of liquids and some- 
times gases; volumes of solids and large volumes of liquids and gases are 
usually measured in terms of the cubic metre or one of its multiples or 
submultiples. The litre is a very important unit because it is the unit used 
in the clinical laboratory for reporting all concentrations and related 
quantities. However, you may encounter (for example, on graduated glass- 
ware) volumes marked in terms of submultiples of the cubic metre. At the 
end of this section you will find a table of equivalents in the two systems. 

Having explained the litre, we can now return to the names for different 
ways of expressing concentration. First, suppose that we have a solution of 
salt. The mass of dissolved salt divided by the volume of solution is called 
the mass concentration. A more general definition of mass concentration is 
"the mass of a given component (e.g., a dissolved substance) divided by 
the volume of solution". The unit in which it is measured is gram (or milli- 
gram, microgram, etc.) per litre. In the SI system mass concentration is 
rarely used; it is used only for substances ^hose relative molecular mass 
("molecular weight") is uncertain, such as proteins. 

Now suppose that we have another solution of salt, only this time the 
amount of dissolved salt is expressed in terms of "amount of substance". 
The amount of substance of salt (that is, the number of moles of salt) 
contained in the solution divided by the volume of the solution is called 
the amount of substance concentration, or, for short, the substance 
concentration, A more general definition of substance concentration is 
"the amount of substance of a given component (e.g., a dissolved substance) 
divided by the volume of solution". The unit iiri which substance concen- 
tration is measured is mole (or millimole, micromole,etc.) per litre. In using 
SI units all concentrations are expressed in terms of substance concentration 
wherever possible. 

This use of substance concentration instead of mass concentration is the 
most important difference between the use of SI units and the use of 

traditional units. 

In the traditional system mass concentration was used almost exclusively 
(although it was not called "mass concentration", which is a relatively new 
name). However, mass concentration was not, in the traditional system, always 
expressed in terms of "per litre". Sometimes "per litre" was used, sometimes 
"per 100 ml" (that Is, per 100 millilitres or 1/10 litre), and sometimes "per 
millilitre". Different countries {and even different laboratories in the same 
country) followed different practices, making for considerable confusion. 
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For particle or entities that are not dinolved it is not possible to use 
either mass concentration or substtince concentration;^ dif^r«nt qut.ntity 
must be used. For example, the blood contains many different kinds of cell. 
These cells are suspended In the blood, and we must have a way of express- 
Ing the number of cells in each litre of blood. In this case the quantity name 
is number concentration, which is defined as "the number of specified 
particles or entities in a mixture divided by the volume of the mixture . 
The unit in which number concentration is measured in number per litre. 
In the traditional system number concentration was called a "count" and it 
was expressed in the unit "number per cubic millimetre". 
Sometimes the quantity that is of concern is not the actual number of 
cells pel' litre (number concentration) but the proportion of cells of a given 
type - that is, the fraction of the total number that is accounted for by 
cells of that type. This quantity is called number fraction, and the unit in 
which it is measured is 1 (unit/, "one"). At first sight this may seem a little 
confusing, but in reality it is very simple. Unity, or the number "one", 
represents the whole; 0.5 represents one half, 0.2 one fifth, 0.25 one quarter, 
0.1 one tenth, and so on. For example, five kinds of leukocyte (white cell) 
occur in the blood. The number fraction of each type might be 0.45, 0.35, 
0.10, 0.08 and 0.02. (If you add these fractions, you will find that the 
total is 1 .0 - the whole). 

In the traditional system this quantity had no name and results were reported 
as percentages instead of fractions. For example, a number fraction of 0.5 was 
reported as 50%, and a number fraction of 0.08 was reported as 8%. From this 
you will see that percentage divided by 100 gives number fraction. 
Another quantity that is measured by the unit "one" is volume fraction. 
This is defined as the volume of a specified component of a mixture divided 
by the total volume of the mixture. For example, if the total volume 
occupied by all the erythrocytes (red cells) in 1 litre (1 000 ml) of blood 
is 450 ml, the erythrocyte volume fraction is 450/1 000 = 0.45. The 
erythrocyte volume fraction is important for the diagnosis of many diseases 
and you will often measure it in the laboratory. 

In the traditional system volume fraction had no special name: instead, each 
different volume fraction had i different name. Erythrocyte volume fraction, 
for example, was called "packed cell volume" (which was misleading because 
it did not specify what kind of cell was measured and because it was reported 
as a percentage, not as a volume). 
From the above explanation you will see that number fraction is "number 
per number" and volum^^ fraction is "volume per volume" - that is, they 
are both ratios. For convenience, we say that the unit for reporting a ratio 
is "one". 

On the following pages you will find a table of new and traditional 
quantity names and of SI and traditional units, with conversion factors. 



UNITS OF VOLUME 
Equivalent submultiplet of the cubic metre and of the litre 



Name 


Symbol 


Equivalent in terms 
of cubic metre 


Name 


Symbol 


Equivalent in terms 
of litre 


E( 


cubic decimetre 


dm^ 


= 0.001 m^ 


= litre 


1 


= 0.1 litre = 




(no special name) 


lOOcm^ 


= 0.0001 


= decilitre* 


dl 




(no special name) 


lOcm^ 


= 0.00001 m^ 


= centilitre* 


cl 


= 0.01 litre 




cubic centimetre 


cm^ 


= 0.000001 m^ 


= mitlilitre 


ml 


= 0.001 litre 




cubic millimetre 


mm^ 


= 0.000 000 001 m^ 


- microlitre 


Ml 


= 0.000001 litre 





^Seldom uied in the laboratory. 
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NEW QUANTITY NAMES AND SI UNITS, TRAUITIUNAL fcUUIVALtralS, ANU wwvcnoiwni rMuiv/no 



Nev quantity name 



SI unit 



Traditional quantity name 



Trad, unit 



Conv. factors & examples* 



erythrocyte number concentration 
(see page 366) 



no. xlO*Vl erythrocyte count 



millions/mm^ no conv. factor: 

4.5 millions/mm^ = 4.5 x 10*^ /I 
5.0 X 10*^ /I = 5.0 millions/mm^ 



erythrocyte volume fraction 
(see page 379) 



1 packed cell volume or 

haematocrit 



% packed cell volume 38% x 0.01 

= erythrocyte volume fraction 
0.38 



erythrocyte volume fraction 0.4 
X 100 = packed cell volume 40% 



leukocyte number concentration no. x lO'/l 

(b!ood) 

(see page 360) 

leukocyte number concentration no. x 10^/1 
(cerebrospinal fluid) 
(see page 342) 



leukocyte count 
(blood) 



leukocyte count 
(cerebrospinal fluid) 



no./mm^ 8 000/mm^ x 0.001 = 8.0 x lO'/l 
7.5 X lOVl X 1 000 = 7 500/mm^ 



no./mm^ no conv. factor: 

27/mm^ = 27 x 10^/1 
25 X 10 Vl = 25/mm3 



leukocyte type number fraction 
(e.g. lymphocyte number fraction) 
(see 397. 343) 



1 differential leukocyte 

count {e.g. lymphocytes) 



% lymphocytes 33% x 0.01 = 

lymphocyte number fraction 0.33 

lymphocyte number fraction 
0.33 X 100 = lymphocytes 33% 



reticulocyte number concentration 
(see page 416) 



no. X 10 /1 reticulocyte count 



no./mm^ 



86 000/mm^ x 0.001 = 
86.0 X lOVl 
91.5X 10^/1 X 1 000 = 
91 500/mm^ 



reticulocyte number fraction^ 
(ree page 416) 



10" 



reticulocyte count 



or 
o/oo 



(a) 0.50%xJ[0 = 5x 10^^ 
12 X 10"^ X 0.1 = 1.2% 

or 

ib) 50/00 = 5x 10'^ 
12 X 10'^ = 120/00 



thrombocyte number 
concentration 



no. X lO'/l thrombocyte count 



no./mm^ 220 OOO/mm^ x 0.001 = 
220 X lO'/l 
250 X 10^/1 X 1 000 = 
250 OOO/mm"^ 



• The •xamples ihow fint the convertion of actual numerical values in traditional units into values in St units, and then the conversion from SI into 
traditional units. The conversion factor is underlined. 

* In this case, number fraction is reported not as a fraction of 1 . but as a fraction of 1 000. in order to avoid inconveniently small numerical values. 
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New quantity name 



glucose, substance concentration 
(blood and cerebrospinal fluid) 



SI unit Traditional quantity name Trad, unit 



mmol/l glucose, mass concen- 
tration^ (blood and 
cerebrospinal fluid) 



Conv. factors & examples* 



mg/lOOmI 81 mg/IOOmI x 0.05S5 = 
4.5 mmol/l 

4.2 mmol/l X 18.02 = 75.7 
mg/IOOmI 



haemoglobin (Fe). substance 
concentration 



mmol/l haemoglobin, mass 
concentration^ 



g/100 mi Mb 13.7 g/100 ml x 0.621 = 
Hb(Fe) 8.5 mmol/l 

Hb(Fe) 9 mmol/l xJL§l * 
Hb 14.5 g/100 ml 



haemoglobin, mass 
concentration^ 



g/t haemoglobin, mass 

concentration^ 



g/100 ml 14.8 g/100 ml x 10 = 148g/l 
139 g/l xO.1 = 13.9 g/100 ml 



mean erythrocyte haemo- 
globin(Fe) substance 
concentration^ 



al/l mean corpuscular haemo- 
globin concentration 
(i.e. mass concentration) 



%d 35% X 0.621 =^21.7 mmol/l 

22 mmol/l x 1.611 = 35.4% 



mean erythrocyte haemo- 
globin mass concentration^ 



g/l mean corpuscular haemo- 

globin concentration 
(i.e. mass concentration) 



%d 35% X 10 « 350 g/l 

298 g/l xOJ. 29.8% 



protein, mass concentration 
(cerebrospinal fluid) 



protein, mass concen- 
tration^ 



mg/100 ml 25 mg/100 ml xO.01 = 0.25 g/l 
0.31 g/l X 100 = 31 mg/100 ml 

g/i no change 



urea, substance concentration 
(blood) 



mmol/l 



urea, mass concentration 



mg/100 ml 



15mg/100ml xOJ6; = 
2.5 mmol/l 

2.9 mmol/l x 6.01 = 
17.4mg/100ml 



urea nitrogen*, mass 
concentration 



mg/100 ml urea niT.rogen. 7 mg/100 ml 
x 0.357 = urea. 2.5 mmol/l 



. Th. .«n,p.« rt>ow fim eonvrsion o( «.u.l numeric. v.lu« in traditional unit, into v,lu« in SI uniu. and than tha eoov.r»ion Iron, SI into 
traditional units. Tha convarsion factor if undaHined. 

Matt concantration is what w« maasurad. but tha term "mass concentration" vm» not usually used. 

^ For explanation, taa tha text. „ 
d M«n corpuacular haamoglobin concantration v». «.matim.. axpr««d in tha form o( a decimal fraction in.t.«J ot a percantaaa. for example 035 
■,.,r.^nr%Z2c,7Z^ of the conversion ,«:tor, li.ted must be multiplied or divided by 100. a. in tha .ollow.n9 example..- 

0.36 x62,1 ■ 21 .7 mmol/I 
22 mmol/l x 0.01811 - 0.354 

0^6 X 1000 * 360 fl/l 

. in th. ,r«ll..onal .y.t.m urM ^ JS'ls^^'i^lrm. of ura. and ««T«tim« In tenns of urea nitron ii.e. tha nitrogen content of the 
u«»». Convenlom «of both W»»am. are *,own. j _^ 
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PARTI 

GENERAL LABORATORY PROCEDURES 




ERIC 



1.The Microscope: 
Adjustment and Maintenance 



Many of the diseases prevalent in hot climates are communicable diseases, transmitted by organisms that can often 
be seen under the microscope in specimens taken from patients. Direct microscopy is therefore indispensable in 
laboratories in tropical countries. 

A clinical laboratory without a microscope or with a microscope that is not properly maintained cannot be 
considered properly equipped. 



1. COMPONENTS OF THE MICROSCOPE 

The various conr^ponents of the microscope can be 
classified into 4 systems: 

(a) the support l ystem 

(b) the magnification system 

(c) the illumination system 

(d) the adjustment system. 




A. The support system 

This consists of: 

1. The foot 

2. the limb 

3. the revolving nosepiece (objective changer) 

4. the stage 

5. the mechanical stage, which gives a slov^' controlled 
' movement to the object slide. 
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B. The magnification system 

This consists of a system of lenses. 

The lenses of the microscope are mounted in 2 groups, 
one at each end of a long tube - the body tube: 

— the first group of lenses is at the bottom of the 
tube, just above the preparation under examination 
(the object), and is called the objective 

- the second group of Senses is at the top of the tube, 
where the microscopist applies his eye, and is 
called the eyepiece. 




1. THE OBJECTIVES 

(a) Magnification 

The magnifying power of each objective is shown 
by a figure engraved on the sleeve of the lens: 

- the X 10 objective magnif ies 10 times 

- the X 40 objective magnifies 40 times 

- the X 100 objective magnifies 100 times. 
(The xlOO objective is usually marked with a red ring to 
show that it must be used with immersion oil.) 

(b) The numerical aperture (N A) 

The NA is also engraved on the sleeve, next to the 
magnification, e.g: 

- 0.30 on the X 10 objective 

- 0.65 on the x 40 objective 

- 1 .30 on the X 100 objective. 

The greater the NA, the greater the resolvmg power 
(the ability to reveal closely adjacent details as 
separate and distinct). 

(Moreover, the greater the NA figure, the smaller the front lens 
mounted at the base of the objective. The front lens of the 
X 100 objective is the size of a pin-head, so handle it with care.) 



(c) Other figures may be marked on \he sleeve: 

the recommended length in mm of the tube 
(between the objective and the eyepiece) - 
usually 160 mm 

the recommended thickness in mm of the coverslip 
used to cover the object slide — e.g., 0.17. 

The screw threads of all objectives are standard, 
so the objectives in the revolving nosepiece are 
interchangeable. 
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(d) Working distance of an objective 

This is the distance between the front lens of the 
objective and the objein slide when the image is 
in focus. 

The greater the magnifying power of the objective, 
the smaller the working distance. 
" X 10 objective: the working distance Is 
5-6 mm 

— X 40 objective: the working distance is 
0.5-1.5 mm 

— X 100 objective: the working distance is 
0.15-0.20 mm 




(e) Resolving power 



The greater the resolving power of the objective, 
the clearer the image and the greater the ability to 
reveal closely adjacent details as separate and 
distinct. 

The maximum resolving power of a good medical 
laboratory microscope is about 0.25 pm (the 
resolving power of the normal human eye is 
0.25 mm). 

Immersion oil increases the resolving power by conserving many 
light rays that would bs lost by refraction if a dry objective 
were used. 




2. THE EYEPIECE 
Magnification 

The magnifying power of the eyepiece is marked 
on it: 

— An X 4 eyepiece magnifies the image produced 
by the objective 4 times 

— An X 6 eyepiece magnifies the image 6 times 

— An X 10 eyepiece magnifies the image 10 times. 
If the object is magnified 40 times by the x 40 
objective, then 6 times by the x 6 eyepiece, the 
total magnification is 6 x 40 = 240. 

To calculate the total magnification of the object 
observed, multiply the magnifying power of the 
objective by that of the eyepiece. 
Microscopes used in medical laboratories have a 
magnifying power of between 50 and 1000. 




Monocular and binocular microscopes 

Monocular microscopes (only one eyepiece) give better 
illumination and are recommended for use with x 100 
oil-immersion objectives when the source of light is 
daylij^t . . 

Binocular microscopes (2 eyepieces but only using 1 
objective at a time) are less fatiguing for the eyes when 
long examinations have to be made. Electric illumin- 
ation is, however, essential for the x 100 objective. 
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c. 



The illumination systeir 



1 . The source of light 

Electric light should preferably be used, since it is 
easier to adjust. It is provided by a lamp built into 
the microscope benek-th the stage, or by an external 
lamp placed in front of the microscope. 



Otherwise, daylic^it can be used. The microscope 
must never be used, and should never be stood, in 
direct sunlfght. It should be well illuminated but 
used in a subdued light. If there is bright sunlight 
a bottle or a round flask of clear glass and full of 
water can be placed in front of the microscope to 
reduce the intensity of the light. 



2. The mirror 

The mirror reflects rays from the light source on 
to the object. One side has a plane surface, the 
oth<3r a concave surface. The concave side forms 
a low-power condenser and is not intended to be 
used if there is already a condenser. 



3. The condenser 

The condenser brings the rays of light to a common 
focus on the object to be examined. 

It is situated between the mirror and t?ie stage. 
It can be raised (maximum illumination) and 
lowered (minimum illumination).. It must be 
centred and adjusted correctly. 



4. The diaphragm 

The diaphragm, which is within the condenser, is 
used to reduce or increase the angle and therefore 
also the amount of light that passes into the 
condenser. 

The wider the diaphragm the wider the angle and 
consequently the greater the N A and the smaller 
the detail seen. But the contrast is correspondingly 
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5. Filters 

In some microscopes coloured filters (particularly 
blue filters) are fitted below the condenser. These 
can be left in place or removed according to the 
type of preparation being examined. 



D. The adjustment system 
The system comprises: 

1 . The coarse adjustment screw 

This is the largest screw. It is used first to achieve 
an approximate focus. 

2 . The fine ad/ustmen t screw 

This moves the objective more slowly. It is usf d 
to bring the object into perfect focus. 

3. The condenser adjustment screw 

This is used to raise the condenser for greater 
illumination or to lower it to reduce the 
illumination. 

4. Condenser cen tring screws 

There may be 3 screws placed around the 
condenser: one in front, one on the left and one 
on the right. They are used to centre the condenser 
exactly in relation to the objective. 

5. The iris diaphragm lever 

This is a small lever fixed on the condenser. It can 
be moved to close or open the diaphragm, thus 
reducing or increasing both the angle and the 
intensity of the light. 





ii. SETTING U? THE MICROSCOPE 

V^-.en a new microscope is received in the laboratory, it is important to know how to set it up. 

1. Position of microscope 

Place it on a firm level bench (check with a spirit level) of adequate size but not too high If electric 
illumination is to be used tho microscope ntust be placed in the shade, away from the wmdow. Place a square 
felt pad under the microscope. If no felt is available, use a piece of heavy cloth. 



2 . Fitting the accessories 

- Screw the objectives into the revolving nosepiece, 
following this order in a clockwise direction: 

— (x 3 or X 5 objective) 

— X 10 objective 
^ — X 40 objective 

— X 100 (oil-immersion) objective. 
The screw threads are stands* 

- Put the eyepiece(s) In place. 

— Fix the condenser under the stage. 

— Fix the mirror on the foot. 



3. Positioning the lamp 

If electric illumination is to be used, place the lamp 
20 cm in front of the microscope facing^the mirror, 
which should be fixed at an angle of 45°. Place a 
piece of paper over the mirror. Adjust the position 
of the lamp so that it shines on the centre of the 
mirror. 

If the lamp is fitted with a lens, the filannents in the bulb are 
projected on to the piece of paper covering the mirror. This 
makes It possible to centre the beam more precisely. In some 
models the bulb is turned until a clear image of the filament 
is obtained. 




Preliminary adjustment of the mli'ror 

Use t;ie plane side of the mirrc; . Remove any 
coloured filter*. Open the iris diaphragm to the 
maximum. Raise the condenser. Place a piece of 
thin white paper over the lent at the top of the 
condenier. This piece of paper should show an 
image of the electric bulb, surrounded by a circle 
of light. 
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Adjust the mirror so thaf the image of the bulb is in 
the exact centre of the circle of light (or the brightest 
part if daylight is being used). 




5. Centring the condenser (if centring is provided for) 

It is very important to centre the condenser correctly. This is quite frequently overlooked. 

(a) Place a slide preparation without a coverglass on the stage. Lower the condenser. Open the iris diopf vagm. 
Examine with the lowest power objective (x 3, x 5 or x 10). Look through the eyepiece and bring into 
focus. ^ 



(b) Close the diaphragm. A blurred circle of light 
surrounded by a dark ring appears in the field. 




(c) Raise the condenser slowly until the edges of the 
circle of light are in sharp focus. 



(d) Adjust the petition of the mirror (if necetsary) 
so that the circle of light is in the ^^xact centre of 
or luperimpoted upon the bright area surrounded 
by the dark zone. 
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(e) Using the centring screws of the condenser, 
adjust so that the circle of light is in the exact 
centre of the field. Check for other objectives 
also. 



6. Adiustment\xf diaphragm 



Open the diaphragm completely. Remove the 
eyepiece and look down the tube: the upper lens 
of the objective will be seen to be filled with a 
circle of light. Close the diaphragm slowly until 
the circle of light takes up only 2/3 of the surface. 
Do this for each objective as it is used. 




7. Adjustment of eyepieces 
Selection of eyepiece 

The X 5 or X 6 eyepieces give good results for the medical laboratory. With a high-power eyepiece there will 
Je ifireasleJ mS^^ion but perhaps no great increase in detail . The eyepiece to use is a matter of choice. 

Binocular adjustment 

In binocular microscopes the interpupillary distance (the distance between the pupils of the eyes) can be 
adjusted to suit the operator. ^ 
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Focusing the ri^t and left eyes 

One of the eyepiece holders (usually the left) has a 
focusing collar. If thUiillar is on the left eyepiece 
holder, close your left eye end, using the x 40 objective, 
bring the i'^sqe into focus for your right eye with the 
ri^t eyepieci*. y 

Then close your right eye and look through the left 
r/epiece. If the image is in focus, no adjustment is 
needed. If the image is not clear, turn the focusing 
collar until it is in focus. The microscope is now 
adjusted to suit your own binocular vision. 



III. FOCUSING THE OBJECT 

1 . Using a fow-power objective (x 5orx 10) 

Rack the condenser down to the bottom. 

Lower the objective until it is just above the slide preparation. 

Raise the objective, using the coarse adjustment screw, until a clear image is seen in the eyepiece. 

Occasioniily i clear image cannot be obtained although the objective has been lowered as far as possible. This is bwause the fine 
adiustment screw has been turned right to the end. Turn it back as far as it will go in the other direction and then focus by raising 
the objective. 

Rack the condenser up sJicjhtly if there is insufficient illumination. 



2. Using a highiiower objective (x 40) 

Rack the condenser half-way down. 
Lower the objective until it is just above the slide 
preparation (the working distance is very short 
-about 0.5 mm). 

Using the coarse adjustment, raise the objective 
very slowly until a blurred image appears on the 
field. 

< Bring into focus using the fine adjustment. Raise 
the condenser to obtain sufficient illumination. 

If the microscope has no condenser, use the concave side of the 

iTilrror. ■ 




3. Using the oil-immersion objective (x 100) 



Perfectly dry stained preparations must be used. 

Place a tiny drop of immersion oil on the part to be examined (use synthetic oils, which do not dry, in 
preference to cedarwood oil, which dries quickly). 



Rack the condenser up as far as it will go, and open the 
iris diaphragm fully. Lower the x 100 objective until 
it IS in contact with the oil. Bring it as close as possible 
to the slide, but avoid pressing on the preparation 
{modern objectives are fitted with a damper). 




Look through the eyepiece and turn the fine adjustment 
very slowly upwards until the image is in focus. 



If the illumination is inadequate, use the concave side of the 
mirror as recommended for the x 40 objective. 

Important: In most microscopes now it is not the objective 
holder but the stage that is moved up or down by the coarse and 
f.ije adjustment screws. In this case the screws must be turned in 
the opposite direction to bring the image into focus. 



Depth of the field 

The Image is seen in depth when a low-power objective is used. The depth of focus is small and the impression 
of depth intensified when higher^power objectives (x 40, x 100) are used, and the fine adjustment must be used 
to examine every detail from the top to the bottom levels of focus of the object observed (e.g., the different 
nuclei in a spherical amoeba cyst). 



4. Images seen under the microscope 

Remember !that the circle of light seen in the 
eyepiece is called "the microscopic field". 

How to establish the position of objects seen 

Objects obServed in the field can be placed in 
relation to the hands of a clock. 
For example, a schistosome egg is placed at 
"2 o'clock" in theillustr?ition. 




Inversion of images 

The image seen is inverted by the lenses: 

- objects seen at the bottom of the field are 

actually rt the top 
~ objects seen on the left hand side of the field 

are actually on the right. 

Moving the object 

If you move the slide to the right, the object 
examined moves to the letl. 
If you move the slide tovy/ards you, the object 
examined moves away from you. 




Changing objf^ctives 

Modern microscopes are made so that vy/hen you change 
from a low-f ower objective to a more powerful one to 
examine the same object, the object remains more or 
less in focus. If this is not the case, raise the nosepiece 
before changing to the more powerful objective and 
refocus. 

Before changing objectives, make sure that the object 
examined is in the middle of the field, so that it is not 
lost after the change. 
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IV. ROUTrr^F MAINTENANCE OF THE MICROSCOPE 

The microscope needs daily attention to keep it in good working order and thus to ensure reliable laboratory 
reailts. Special care is required in hot and humid climates. 

1 . Equipment 

1 . Piece? of old cloth and a fine soft linen handkerchief, already washed 

2. Special lens tissue paper or, if unavailable, white absorbent paper (toilet paper) 

3. A piece of chamois leather, if possible (otherwise a non-fluffy rag) 

4. A little bottle of xylene (or toluene) 

5. A plastic cover , . . . * 

6. A small rubber bulb and, if possible, a fine paintbrush (or a special brush for cleanmg lenses) 

7. In hot, humid climates — 
Laboratories with electricity: 

- a warm cupboard heated by 1 or 2 Hght bulbs (40-watt) 

Laboratories without electricity: . , ._. ^ 

- if possible, a desiccator 15- 20cm in diameter with not less than 250 g of dry blue silica gel (which 
indicates humidit*/ by turning pink). 



2. Cleaning the objectives 
Dry objectives 

Breathe on the lens and wipe with a soft cloth, moving the cloth across and not circularly. 
OiNmmersion objectives 

Remove the oil with lens paper or absorbent paper. If there are traces of old immersion oil or if cedarwood 
oil has been used, moisten the paper very slightly with xylene or toluene, then wipe again with dry paper. 
Every evening before putting the microscope away, remove any dust on the objectives by puffing air with 
the rubber bulb. If necessary, remove any remaining dust using the fine paintbrush. 
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3. Cleaning we eyepieces 

- Clean the upper surface of the upper lens (where you apply your eye) with a soft doth or tissue paper 
r !!ntholnJ«Pr surface of the lower lens inside the microscope t^ . ^ 

: SSer^^ d7s^inS tL efepi^^^^^^ the upper lens and clean the inside lenses us.ng only a.r from 
the rubber bulb and the fine paintbrush. 

4 Cleaning the condenser and mirror 

The condenser is cleaned in the same way as the objectives with a soft cloth or tissue moistened with xylene. 
The mirror is cleaned with a soft cloth moistened with alcohol. 

5. Cleaning the support and stage 

Clean with chamois leather or a soft non-fluffy cloth 

Never use xylene, which may remove the black pamt from the microscope 

Th^ stage can be cleaned thoroughly using absorbent paper impregnated with petroleum jelly. 



V. ADDITIONAL PRECAUTIONS TO BE TAKEN IN HOT CLIMATES 
A. Hot humid climates 

. u * u %4 ,i;«.o+«c if no nrArautions are taken fungus may develop on the microscope, particularly on the 
;:S^rt^etS!!n';h"e°^^^^^^^^^ u'nder th'e paint 'and the instrument will soon be useless. 
This can be prevented as described below. 



1 . Laboratories mth electricity 

Every evening place the microscope in a warm 
cupboard. This is simply a cupboard with a tight- 
fitting door, heated by one or two 40-watt light 
bulbs (for a cupboard just big enough to take 1 - 4 
microscopes one bulb is enough). The bulb is left 
on continuously, even when the microscope is not in 
the cupboard. 

Check that the temperature inside the cupboard is 
at least 5° warmer than that of the laboratory. 
For example: 

- temperature of laboratory: 26 

- temperature inside cupboard: 32 C. 

Important: the microscopes must be kept in the 
warm cupboard even if the laboratory is air- 
conditioned. 





/ * 



*Gauze or cotton wool plugs 
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Laboratories without eiectricity 

The microscope can always be kept in the open air, 
in the shade but near a sunny spot. 
Never put the microscope in its wooden box (even 
overnight) but always use a cover. The microscope 
muf^t, however, be cleaned daily to get rid of dust. 




Ideally, the laboratory should be visited every 3 months by a specialist, who takes the microscope to pieces and: 

- inspects the surfaces of the lenses and the prism for the first signs of fungus 

— lubricates the metal parts with a special liquid oil that has cleaning properties. 



B. Hot dry climates 

In hot dry countries the main problem is dust (sandstorms, etc.). Fine particles work their way into the threads 
of the screws and under the tenses. This can be avoided as follows: 



1 . Always keep the microscope under a airtight plastic 
cover when not in use. Put it away in its wooden box 
every evening. 

2. At the end of the day's work, clean the microscope 
thoroughly by blowing air on it from a rubber bulb. 



Finish cleaning the lenses with a lens brush or fine 
paintbrush. If dust particles remain on the surface of 
the objectives, remove with lens paper. 

if there is a wet season lasting more than a month, 
take the precautions reccmnriOTded above for hot 
humid climates. 
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SOME THINGS NOT TO DO 

1 . Never clean the lenses of the objectives and eyepieces with ethanol. 

2. Never dip the objectives in xylene or ethanol (the lenses would become unstuck) . 

3. Never use ordinary paper or cotton wool to clean the lenses. 

4. Never touch the objectives with your fingers. 

5. Never clean the supports or the stage with xylene. 

6. Never clean the Inside lenses of the eyepieces and objectives with cloth or paper (this might remove the 
anti-reflecting coating); use a fine paintbrush only. 

7. Ney^er leave the microscope without the eyepieces unless the openings are plugged. 

8. Never keep the microscope in a closed wooden box in hot humid countries. 

9. Never put the microscope away with immersion oil on the objective. 

10. Never carry the microtscope by the limb with one hand: use both hands, one under the foot, the other 
holding the limb. 



THE McARTHUR MICROSCOPE 

The McArthur microscope is an instrument that, while capable of the highest r^^f '£"""^^7^^^^ 
unusual forms of work, is no larger than a miniature camera, weighs less than half a kilogram, and can be used 



in the hand. 



It is used in tropical medicine for the examination of blood films and dissections of 

su^eyr of blo<Kl films and the cerebrospinal fluid for carriers of sleeping sicknMs; of urine and stools for eggs. 
3VutSn tuberculosis surveys, and also for the dissection of snails m •ch|Sto»mia^^ and the rapid 
diagnosis of cholera (which can be done within seconds and with no adjustment whatever). 
The instrument has automatic focusing and gives a direct instead of an inverted image, is extremely rugged, and 
h«%S7anae "ac^ri« including equipment for immersion, dark-ground illumination and phase contra«. 
ft Ln be uJId^or theSS^^^^^ in considerable volumes of fluid, in blood c^nts and in a varie-ty 
of other operations in rural surveys in circumstances in which no other microscope can be used. 
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2. Uboratoiy Glassware 
and Small Apparatus 



ERIC 




Beaker 




Conical testing 
glass 



Test tube 



Petri dish 





Erienmeyer 
flasic 




Filter funnel 




Flat-bottomed 

round flask 
(Florence flask) 




Evaporating 
dish 



Kahn or 
precipitin tubes 



Crystallizing 
dish 



3 



Round -bottomed 
centrif jge tube 




Desiccator 



niaiiweri for mMSuring voluma (pipettes, meaiuring cylindert, volumetric flatkt, etc.): 
See fo<lo«vinfl tactions. 
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Round -bottomed 
flask 




Watch glass 



V 



Conical 
centrifuge tube 




Staining trough 
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3. Cleaning Glassware 



PROCEDURES FOR CLEANING 

1 . Glass containers (Erlen^neyer flasks, beakers, tubes) 

2. Pipettes 

3. Microscope slides 

4. Small apparatus (syringes, needles, etc.) 



i. GLASS CONTAINERS 
A. New glassware 

Glassware that has never been used is slightly alkaline. 
In order to neutralize it: 

— prepare a basin containing 3 litres of water and 
60 ml of concentrated hydrochloric acid (i.e., a 
2% solution of acid) 

— leave the new glassware completely immersed in 
this solution for 24 hours 

— rinse twice with ordinary water and once with 
c^nineralized water 

— dry. 



B. Dirty glassware 

1 . Disposal of specimen containers (see page 40) 

2. Preiiminary rinsing 

Rinse twice in cold or lukewarm water (never 
rinse bloodstained tubes in hot water). Glassware 
that has been used for fluids containing protein 
fluids must never be allowed to dry before first 
being rinsed and then washed. 



3. Soaking in detergent soiution 

Prepare a bowl of water mixed with washing powder 
or liquid detergent. Put the glassware in the bowl 
and brush the inside of the containers with a test- 
tube brush. Leave to soak for 2—3 hours. 



4. Rinsing 

Remove the articles one by one. Rinse each one 
thoroughly under the tap, then soak them all in a 
bowl of ordinary water for 30 minutes. Rinse each 
article in a stream of clean water. (Do not forget 
that traces of detergent left on glasswsre can lead 
to false laboratory results.) 

5. Draining 

Place containers (beiikers, flasks, measuring 
cylinders) on the pegs of a wall draining rack. Place 
tubes upside down in a wire basket. 

6. Drying 

Place in wire baskets and dry in the hot air oven 
at 60 ""C. Otherwise, place the baskets in a sunny 
spot in the laboratory and cover with a fine cloth. 




7. Plugging 

The clean dry giassware should be put away in a 
cupboard to prot-»ct it from dust. It is recommended 
that containers should be plugged with non- 
absorbent cotton wool or the mouths covered 
with little caps made from newspaper or, preferably, 
thin sheeting of paraffin wax or clinging plastic (e.g., 
Parafilm or Saran), if available. 




IL PIPETTES 



1. Immediate rinsing ^, ^ 

As soon as a pipette has been used, it must be rinsed at once in a stream of cold water to remove blood, urme. 
serum, reagents, etc. 

2. Soaking in water 

ammonium compound or 2% phenol) for 24 hours. 



Soaia^ ^g in di wrgm 
Follow the instruct. 



i rinsing 

^iven above for laboratory glassware. 



4. Blocked pipettes «... x n - 

IB) Put t^m in a iM^nder with dichromate cleaning solution (reagent No. 16). Slide them carefully nuo 

(b) into another cylinder (it can be used 4 times). 

(e) iSe to soak in ordinary water for 30 minutes, then repeat m clean water for 30 mmutes. 

Warning' The dichromate solution is highly corrosive and should be used with extreme care. If accidentally spilled on skin, eye 
or clothing, wash at once with copious amounts of water. 

5. Drying o 

Dry Pyrex pipettes in the hot air oven at 60 and ordinary pipettes in the incubator at 37 C or m the air. 



6. Using the vacuum pump 

This is a small metal or glass (fragile) instrument 
that is attached to the tap. 

(a) Turn the water on hard to drive a strong jet 
through the pump. This causes air to be sucked 
into the side arm of the pump and the rubber 
tubing attached to it. , u . 

(b) Fit this rubber tubing over the tip of the pipette 

(c) Dip the other end of the pipette into the rinsing 
liquid, which is sucked through the pipette and 
discharged by the pump into the sink. 






Hi. MICROSCOPE SLIDES 
A. New slides 

1 . Soaking in detergent solution 

Prepare a lowl of water with washing powder or liquid detergent using the amount of detergent recommended 
by the ma ufacturer. Piece the slides in the bowl one by one and leave to soak overnight. 

2. Rinsing in water 

Rinse each slide with tapwater and then soak in clean water for 15 minutes. 

3. Wiping and drying 

Wipe the slides, one at a time, with a soft, non-fluffy cloth. Place them on a sheet of filter paper, one by one. 
Leave to dry. Examine each slide. Reject slides that are stained, scratched or yellow and those that have dull 
patches on them. 

4. Wrapping up 

Divide the slides into piles of 10 or 20 and wrap in small sheets of paper. 



5. Numt)ering 

In some laboratories the slides in a series of 5 
packets are numbered in advance from 1 to 100 
with a diamond pencil (thus the packets contain 
slides 1 -20, 21 -40, 41 -60, 61 -80 and 81 -1 00 
respectively). 




B. Dirty slides 

1 . Slides soiled with immersion oil 

Take the slides one by one and rub them with 
newspaper to remove as much of the oil as 
possible. 

2. Slides with coverslips 

Using the tip of a needle or forceps, detach the 
coverslips and drop them into a beaker of water 
(for cleaning of coverslips, see page 32). 




3. Soaking in concentrated detergent solution 

Prepare a bowl containing: 

— cold or lukewarm water 

— detergent (in the amount recommended by the manufacturer). 
Leave to soak for 24 hours. 

DetBrg^nti containing enzyme are excellent for removing blood films. 
Note: When slides have been uitd for infected ipedmeoi (urine, itooli), they should be placed in a disinfectant solution. 

5$ 



Cleaning slides 

Prepare another bowl containing a weak detergent solution (1 Bml of domestic detergent per litre of water). 

^ZZ^'J^r^SX^^n^ drop . ..to tne bowl », wea^ detergent. 
Leave to soak for 1 or 2 hours in the bowl of weak detergent. 



Rinsing slides 



Take the slides out one by one, preferably using forceps. If you use your fingers pick thern up by the edges. 
mnsVthern separately under the tap, then soak them for 30 minutes in a bowl of water. Th.s .s the best 
method. 

Quick metiiod 

Empty the bowl of weak detergent solution and fill with clean water. Change the water 3 times, shaking the 
bowl vigorously each time. 

6. Wiping, drying and wrapping up 

Follow the instructions given above for new slides. 



C. Coverslips 

Coverslips can be recovered after use, cleaned and used again. For cleaning: 

1 . Soak in a weak detergent solution with added disinfectant made up in a large beaker as follows: 

- 200 ml of water 

- 3 ml of detergent •«^«^*or.t 

- 15ml of bleach or 5 ml of a quaternary ammonium disinfectant. 

Leave to soak for 2-3 hours, shaking gently from time to time. 
2 Rinse out the beaker with tap water 4 times, shaking gently. 
3*. Give a final rinse with demineralized water. x„^.,„ 
4 Drain the coverslips by tipping them out carefully on to a pad of gauze. 

I; iSVlSf eVrl^sn^'viM^^ them out, use special coverslip forceps. If possible. 



IV. SYRINGES AND NEEDLES 

As soon as a sample has been collected, remove the 

plunger and rinse the barrel and plunger. Fill the barrel 

and insert the plunger; force the water through the 

needle. Finally remove the needle and rinse the hub 

cavity. 

1 . Syringe with blocked piston 

To loosen the piston, several methods may be used: 

(a) Soak for 2 hours in hot water (about 70°C). 

(b) Alternatively, pipette 50% acetic acid into 
the nozzle of the syringe with a fine Pasteur 
pipette. Stand the syringe on its end, piston 
down. Leave for 10 minutes. 

(c) Soak the syringe for several hours in a bowl 
of 10 vol. hydrogen peroxide. 

2. Rinsing and soaking needles 

As soon as the needle has been used, rinse it while 
It is still attached to the syringe and leave it to soak 
in the same way as the syringe. 

3. Blocked needles 

Use a nyfon thread dipped in 50% acetic acid. 
Otherwise use a stylet. 
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Sterilization means the freeing of any object or substance from all life of any kind. The equipment treated then 
becomes free from living micro-organisms. 

In the medical laboratory materials are sterilized for 3 main purposes: 

1 . In preparation for taking specimens (needles, syringes, tubes, etc. must be sterile) 

2. To disinfect contaminated materials 

3. To prepare the apparatus used for bacteriological cultures (Petri dishes, Pasteur pipettes, tubes, etc.). 

Sterilization is achieved in :he medical laboratory either by moist heat (autoclave, boiling) or by dry heat (hot air 
oven, flaming). 



I. THE AUTOCLAVE 
Principle 

Water is heated in a closed container. This produces 
saturated steam under pressure, with a temperature 
of over 100 ^C. 

All types of organisms are killed when apparatus is 
heated for 20 minutes at 120 "^C in this steam under 
pressure. 

Components of the autoclave 

1. Boiler 

A large deep cylinder in which the apparatus to 
be sterilized is placed. 

2. Basket 

A big wire basket that holds the materials to be 
sterilized. 

3. Basket support 

A support in the bottom of the autoclave that 
holds the basket above the water level. 

4. Drainage tap 

A tap fitted at the base of the boiler that drains 
off excess water. 

5. Lid 

The lid covers and seals the boiler and is fitted with 
a rubber washer. 

6. Lid clamps 

These clamps, together with the rubber washer, 
seal the lid and prevent steam from escaping. 

7. Air outlet val^ 

A valve at the top of the boiler Qf m th§ M ysid 
to let air out when the water is firgt heatad« 

8. Safety valve 

A valve at the top of the boiler or on the lid that 
lets steam escape if the pressure becomes too high 
and so prevents an explosion. 

9. Temperature 99uge or pressure gauge 

A dial at the top of the boiler or on the lid that 
shows the pressure, the temperature, or both. 




Graduations on the gauge ^ . **• » :„ji^,»jnn 

All gauges.lndlcate the temperature in degrees Celsius I °C); some also have a second set of figures md.cat.ng 
the pressure. 

Heating the autoclave 

The heating system may be built into the instrument in the form of: 

— electric elements or 

— gas burners. 

Otherwise, the autoclave is heated over: 

— a butane gas burner or 

— a paraffin oil (Primus) stove. 



How to use the autoclave 

1 . Preparation of material for sterilizatior) 
Syringes 

These are placed in large glass tubes plugged with 
non-absorbent cotton wool (the pistons and barrels 
in separate tubes), or they are wrapped \x\ gauze and 
placed in metal trays. 



Needles 

Needles should preferably :3laced separately in 
small test -tubes that are then plugged. Place a pad 
of :ion-absorbent cotton wool at the bottom of each 
tuba to protect the tip of the needle. 
Otherwise, arrange them in metal trays with the points 
stuck into a folded gauze pad. 
The metal trays are placed uncovered in the autoclave. 



Glassware 

Specimen tubes, Petri dishes, etc. Wrap in brown paper 
and tie with string. 

Pasteur pipeues 

These are placed in large tubes which are then plugged. 
Alternatively they may be wrapped in several layers of 
brown paper. 




2. Sterilization procedure 

(a) Fill the bottom of the autoclave with water (up to the basket support). 

Make sure that the water does not touch the basket. If necessary, drain off excess water by opening the 
drainage tap. 

(b) Put the basket containing the material to be sterilized in the autoclave. 

(Sterilization indicators can be added, i.e., indicator papers that turn black when the right temperature is 
reached.) 

(c) Close th3 lid, making sure that the rubber washer i& in its groove. Screw down the lid clamps evenly and firmly 
but not too tightly. 

(d) Open the air outlet valve. 

(e) Begin heating the autoclave. 

(f) Watch the air outlet valve until a jet of steam appears. Wait 3 or 4 minutes until the jet of steam is uniform and 
continuous. This shows that all the air has been driven out of the autociave. 

(g) Then close the air outlet vaive. Tighten the lid clamps and reduce the heat slightly. 

(h) Watch the gauge. When the desired temperature is reached (i.e., 120 °C), the heat must be regulated to maintain 
it. Reduce the heat until the needle on the dial remains at the temperature selected. 

(i) Start timing at this point: 

— Materials for collecting specimens (syringes, needles, tubes): 
20mir)utesat IX^'C. 

— Containers of infected materi?. (sputum pot, tubes of pus): 
30 minutes at 120°C. 

— Bacteriological culture media: 

foiiow the instructions of the bacteriologist or the chief laboratory technician. 



3. Turning off the heat 

(a) Turn off the heat as soon as the required time is up. 

(b) When the temperature falls below 100 °C, open the air outlet valve to equalize the pressures inside and outside 
the autoclave. 

(c) When the hissjng sound stops, unscrew the lid clamps. Take off the lid. Leave to cool, then carefully remove 
basket of sterile equipment. If drops of water have formed, dry in the incubator at 37 C, if possible. 
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Some things not to do 

1 . Never touch the drainage tap or outlet valve while heating under pressure. 

2 Never touch the safety valve while heating under pressure. 

a! Never heat too quickly to bring up the pressure, once the outlet valve is closed. 

4* Never leave the autoclave unattended while the pressure is rising, , 

s! Never leave the autoclave to cool for too long. If it is left for several hours without the outflow valve being 

opened, a vacuum forms and the sterilized material may break. 




IS. USING A PRESSURE COOKER 

Pressure cookers are large saucepans designed to cook food very quickly using steam under pressure. They are 
used in some small laboratories to sterilize specim^jn collection equipment. 



Model with revolving valve 

1 . Fill the bottom of the cooker with water. Place 
the material to be sterilized in the basket held 
above the water level by a support. The wrapped 
articles should be placed upright (never lay them 
flat). 



2 Fit on the lid. Screw it down with Its knob. 
Place the revolving valve {VI) on Its shaft in 
the lid. 

3. Start heating on the stove. The valve soon begins 
to turn, letting a jet of steam escape. 

4 Walt until the jet of steam is continuous, then 
lower the heat so that the valve keeps turning 
slowly. Leave on moderate heat for 20 minutes. 

5 Turn off the heat. Leave to cool (or cool under 
the tap). Pull off the revolving valve so that air 
can enter. Remove the lid. Take out the 
sterilized material and leave to dry. 

6. Never touch the safety valve (V2), which is fixed 
to the lid. 




Model with fixed valve 

1. Put the water and material to be sterilized In the cooker as described above. 
0 Onen the valve in the lid: Start heating. . 

5*. Turn off the heat. Leave to cool (or cool under the tap). 

6. Open the valve $o that air can enter. Remove the sterilized material, etc. 

7. Never touch the safety valve. 
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III. STERILIZATION BY BOILING 

This method should be used only where there is no 
alternative. Use a special boiling pan or, if not availabie, 
a saucepan. Fill with water (preferably demineralized 
water). Heat over the stove. 

Glassware (syringes) ^ould be put in while the water 
is still cold. 

Metal articles (needles, forceps) should be put in when 
the water is boiling. 

Leave articles used for collecting specimens (needles, 
syringes) to boil for 20 minutes. 
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IV. STERILIZATION BY HOT AIR OVEN 

This method of sterilizing by dry heat can be used 
only for glass or metal articles (syringes, needles, 
pipettes, etc). 

1 . Prepare the material to be sterilized in the same 
way as for the autoclave method. Cotton wool 
plugs should not be too thick, so that the air can 
penetrate. Raise the lids of the metal boxes 
slightly and arrange them so that they face the 
back of the oven. 

2. Set the thermostat at 1 75 °C and switch on the 
oven. If there is a fan, check that it is working. 




3. Watch the thermometer. When the temperature 
reaches 175 °C, continue heating for a further 
60 minutes. If the material is heavy or bulky or 
if there are powders, oils, petroleum jelly, etc., 
heat at 175 °C for 2 hours. 



4. Switch off the heat. Wait until the temperature 
falls to40 ""C. Open the oven door. Close the lids 
of the metal boxes. Remove the sterile material. 
The wnpping paper used should have turned 
brown. If white wrapping paper turns pale yellow, 
the oven is not hot enough; if it is blackened, the 
oven is too hot. 



V STERILIZATION BY FLAMING 



This is a method that should be used only for metal 
articles such as forceps and scalpels. It is not 
suitable for general use. 

1 . Place the articles in a metal tray. 

2. Add about 10 drops of ethanol and ignite. 

3. Tilt the tray one way, then the other, during 
flaming. 

Bacteriological loops, vaccinating needles, or lancets 
for taking capillary blood samples should be heated 
in the flame of a gas burner or spirit lamp until they 
are red hot. 



5. Disposal of Specimens and 
Infected Material 



Important: The specimens examined in the laboratory (stools, pus, sputum, urine, etc.) are often infectious. After 
examination they must be destroyed in such a way that all risk of infection is avoided. 

The specimens msy be disposed of: 

— in cardboard cartons or plastic pots that can be destroyed (stools, sputum) 

— in glass jars and bottles that can be cleaned, sterilized and used again. 

All disposable containers are used once only. 



DISPOSABLE BOXES CONTAINING STOOLS 
OR SPUTUM 



These may be burned (incinerated) or buried in the 
ground. 

Incineration is the easier and more effective method. 

A. Incineration 
Making an incinerator 

1 . Use an old metal drum. 

2. Fix a strong metal grating (g) firmly about 1/3 
of the way up the drum. 

3. Cut a wide opening or vent (v) below the level 
of the grating. 

4. Find a removable lid (I) for the drum. 
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How to incinerate 

1 . At the end of each morning's and afternoon's work, 
place all used stool and sputum boxes on the grating 
of the incinerator. 

2. Always keep the metal drum tightly closed (both 
lid and vent) except during incineration. 

3. Incinerate once a week, or more often if necessary. 
Fill the bottom of the drum with paper, sticks, 
wood shavings, etc. 

4. Remove the lid. Light the.fire and keep it burning 
until all the infected material has been reduced to 
ashes. 



The ash produced is not dangerous and can be 
thrown on the refuse heap. 
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B. BURIAL 

(a) Dig a pit 4-5 metres deep and 1-2 metres wide. 

(b) Make a lid that fits tightly over the pit. It is 
advisable to strengthen the upper rim of the pit 
by lining it with bricks or stones. 

(c) Throw stool or sputum boxes and other infected 
material into the pit twice a day. Replace the 
lid immediately. 

(d) Once a week, cover the refuse with a layer (about 
10cm thick) of dried leaves. 

(e) If possible, instead of using dry leaves add a layer 
of quicklime once a week. 




STERILIZATION AND CLEANING OF NON-DISPOSABLE dONTAINERS 

This is a more difficult procedure (so, where possible, use disposable containers). 

The iars and bottles may contain: 

- very infectious material (stools, sputum, pus, Ubh) 

- other specimens (blood, urine). 



A. Stool containers 

the stools. Clean the jars with detergent and water, as described on page 29. 



B. Sputum pots and tubts of pus and CSF 

*TRefe are several possible methods. 
Usirjg an autoclave 

This is the best method. a ^ .. • * 

1 Place the jar, as they are in the autoclave and sterilize for 30 mirjutes at 120°C to destroy all organisms. 
2. aS thiv haS coSled, empty the contents into the sink or the lavatory. 
Z. Clean with water and detergent. 
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Boiling in detergent 

Keep a large pan especially for this purpose. 
Boil sputum pots: 

— for 30 minutes 

— in water containing washing powder in a strong 
solution (or/ even better, sodium carbonate crystals), 
60 ml per litre of water. 















\ • * O 

\ 1 













Using formaldehyde solution (reagent No. 26) or phenol 

Pour into each sputum pot: 

~ 10 ml of undiluted formaldehyde solution, or 

- 5 ml of 5% phenol. 

Leave for 24 hours. 



C. Urine bottles 

Empty the bottles into the lavatory. 
Fill them with: 

— a 10% solution of commercial bleach, or 

- a 2% solution of phenol. 

Leave for 24 hours. 



D. Tubes of blood 

Tubes of fresh blood collected the same day should be: 

— rinsed in cold water 

— left to soak in a detergent solution (see page 29). 

Tubes of ''old" blood kept for several days at room 
temperature where organisms may multiply in them 
should be: 

— filled with a 10% solution of commercial bleach 

— left for 1 2 hours and then rinsed and cleaned. 
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6. Measurement of Volume 





niv^-roHtre 


millilitre or 
cubic centimetre 


litre 


Abbreviation 


pi, mmM"c mm") 
= 1/1 000 ml 


ml, cm^ 
- 1/1000litre 


1 

= 1000 millilitres (ml) 


Tho unit used most 


often in the laboratory is the mill! 


itre (ml). 





The following apparatus is used for measuring volume 
in th laboratory: 

1 . Measuring cylinueis 

2. Pipettes 

3. Volumetric flasks 

4. Burettes 

5. Graduated dropping pipettes 

6. Graduated conical testing glasses 




1. MEASURING CYLINDERS 

Various volumes can be measured with these, but 
without great accuracy. 

Use a measuring cylinder with a capacity close to 
the volume required. For example: 

- to measure 45ml, use a 50-ml measuring cylinder 

- to measure 180ml, use a 200-ml measuring cylinder 

- to measure 850ml, use a 1000-ml measuring 
cylinder. 




Reading the / ve/ 

A concave meniscus (M) forms at the surface of water 
(and most other liquids) in narrow glass tubes. 

The reading should be made at the graduation mark 
(G) corresponding to the lower part of the meniscus. 

To avoid errors in reading, stand the cylinder on a 
bench and adjust your eye level to the surface of the 
liquid. 
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2. PIPETTES 

(a) Graduated pipette 

The following graduation marks are marked at the 
top of the pipette: 

— the total volume that can be measured 

— the volume between 2 graduation marks. 




There are several types of graduated pipette: 

1 . A pipette with graduations to the tip (A). 
The total volume that can be measured is 
contained betv^en the 0 mark and the tip. 

2. A pipette with graduations not extending to 
the tip (B). 

The total volume is contained between the 
0 mark and the last mark before the tip 
(this type is recommended for quantitative 
chemical tests). 

Various volumes can be measured using graduated 
pipettes. For example: 

- a 10-ml pipette can be used to measure 8.5ml 

- a 5-ml pipette can be used to measure 3.2 ml 

- a 1 -ml pipette can be used to measure 0.6 ml. 




(b) Volumetric pipettes 

These are intended to measure a precise volume 
with a high degree of accuracy (A and B). B are 
considerably cheaper than A, yet are quite precise 
enough for clinical analyses. 

There are two other types: 



A pipette with a single graduation mark, which is 
intended to be filled to the mark. After discharge 
of the contents, the pipette is allowed to drain 
for 15-^5 seconds (according to size, marked on 
bulb) and the last drop is expr«sed against the 
side of the recipient container. It should not be 
blown out. 

A pipette with 2 graduation marks. In skilled 
hands this may be more accurate, but it is less 
reliable for the less expert because rt is easy to 
overrun the lower graduation when discharging. 
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To pipette dangerous fluids 

1 . Use a pipette with a safety bulb (S) near the 
mouth opening 

2. Plug the pipette with cotton wool (non-absorbent) 
|C) or 

3. Aspirate the solution with a rubber bulb pipette 
filler (this is far the best method). 





How to hold the pipette 

Hold the pipette in a vertical position to check that the 
liquid reaches the desired graduation mark (G). The 
mark should be level with the bottom of the meniscus 
formed by the liquid. 

The tip (T) of the pipette should be held against the 
side of the receptacle. 





3. VOLUMETRIC FLASKS 

These are graduated to measure a certain volume when 
filled to the graduation mark. 

They have various capacities: 

- 2000 and 1000 ml 

500 ml 

- 250 and 200 ml 

100ml 

- 50 and 25 ml. 

Volumetric flasks are more accurate than measuring 
cylinders. They should be used for the preparation 
of reagents. 

For example: 1 litre of sodium chloride solution 
(reagent No. 45) is prepared by washing 8.5 g sodium 
chlorido, dissolved in water in a beaker, into a 1000 ml 
flask through a funnel and diluting (while mixing) to 
the 1000 ml mark. 
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Alternatively, the substance{s) can be dissolved in a 
small container and the solution poured into the flask 
along a glass rod. 

Rinse the container several times, pouring the liquid 
into^tbe flask along the glass rod each time. Fill to 
the graduation mark. 

<This hoethod is recommended for the preparation of 
titrated chemical reagents.) 




Temperature of the liquid 

The temperature at which liquids should be measured 
is etched on the flask {after the capacity figure). 

For example: 

- 200ml: 20 °C. 

Liquids expand with heat and contract when cold. 
Never measure hot liquids, or cold liquids just taken 
from the refrigerator. 




Stoppers 

Volumetric flasks should have plastic (preferably) or 
ground glass stoppers. Be careful not to lose them, so 
tie them to the neck of the flask with a piece of thread. 



Cost 

Volumetric flasks are very expensive, so use them with 
great care. 
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4. BURETTES 

These are graduated glass tubes with a glass stopcock 
at the lower end. Burettes are filled from the top with 
the liquid to be measured. They are of 10ml, 20ml, 
25 ml and 50 ml capacity. 



Stopcock and tap (A) 

The stopcock and tap should be kept well greased. 
To grease a clean stopcock properly, apply the tiniest 
smear of petroleum jelly with a finger tip down the 
two sides of the stopcock away from the capillary 
bore. Then insert the stopcock in the burette and 
rotate it until a smooth covering of the whole stopcock 
is obtained. Keep the top plugged or covered {B). 




5. CALIBRATED DROPPING PIPETTES 

Ordinary calibrated dropping pipettes often deUver 
20 drops per ml of distilled water, thus 1 drop - 
0.05 ml. 

Hold the dropping pipette absolutely vertical to 
measure the drops. Check that drops do not contain 
any air bubbles. 
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Calibration of dropping pipettes 

Using a volumetric pipette, measure 1 ml of water into 

a small tube. 

Draw the water into the dropping pipette to be 
calibrated. 

Count the number of drops delivered from the ml of 
water. 

Repeat the procedure 3 times to check the accuracy. 




6. GRADUATED CONICAL TESTING GLASSES 



These are not very accurate. Avoid using them for 
laboratory tests. 



ACCURATE 


LESS ACCURATE 


INACCURATE 


Pipettes 

Volumetric flasks 


Measuring cylinders 
Calibrated dropping pipettes 


Conical testing 
glasses 



SOME THINGS NOT TO DO 

1 . Never measure the volume of hot liquids (they will have expanded). 

2. Never heat graduated glassware in a flame. 

3. Never leave graduated glassware to soak in an alkaline solution (sodium hydroxide, potassium, ammonia). 



7. Balances 



UNITS OF WEIGHT 





miUigram 


centigram 


decigram 


gram 


kilogram 


Abbreviation 


mg (10*^ g) 


cg(IO-^g) 


dgdO'^g) 


g 


kg(IO^g) 


Corresponding 
value 


1 

1000^ 


10 mg 
1 

100^ 


lOOmg 
1 

^« 


1000 mg 
1000 


lOOOg 



Sensitivity of 8 balance 

This corresponds to the smallest mass that makes the pointer move over one division on the scale. For example: 
if the sensitivity of a balance is 1 mg, this means that a mass of at least 1 mg is needed to move the pointer. 
For routine laboratory purposes, the sensitivity of a balance can be considered to be the smaHest mm that it wi 
measure accurately. 



1. OPEN TrtO-PAN BALANCE 

This h^ pans supported by shafts. It may be designed 
for use with separate weights, as illustrated, or incorporate 
a graduated arm with a sliding weight ("Harvard trip 
balance") . It is used to weigh large amounts (up to several 
kilograms) when a high degree of accuracy is not required, 
e.g. 22.5 g, 38 g, 8.5 g, 380 g. 

Sensitivity: 0.5 g (500 mg). 

If the pans are made of easily scratched or corroded 
material, protect them with rings cut out of strorHW>lastic 
or old X ray films of equal weight. 
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2. ANALYTICAL BALANCE 

This balance has 2 pans su^ended from a cross-beam 
inside a glass case. 

U$e the balance: 

~ to weigh small quantities (up to 20 or 200 g, 

depending on the model) 
— when great accuracy is required: e.g. 3.85g, 

0.220g,6.740g. 

Sensitivity: 0.5 mg -0.1 mg, depending on the model. 




Components of the balance 



08 = 
KE = 



S 
Pt 
P 
B 



AS 



cross-beam. This is the structure from which 

the pans are suspended. 

knife edges (KEl, KE2, KE3). These support 

the beam at the fulcrum during the weighing 

and give sensitivity to the balance. Those on 

the beam support the suspended pans. 

stirrups (S1,S2) 

pointer 

pans 

beam release screw (or pan arrester control). 
Arrests the pan so that the sudden addition 
of weights or chemicals will not injure the 
delicate knife edges. 

adjusting screws (AS1. AS2). Used only for 
initial adjustment of the unloaded balance to 
a reading of zero. 



Set of mights for use with analytical balance. 
Single piecesih2, 5, 10,20,50, 100, 200 and SCO g. 
Single fractional pieces: 2,5, 10, X, SO, 100, 200 
and 500 mg. 





Instructions for use 

1 . The cross-beam must always be at rest (beam release screw tightened) before the weights and the substance ♦ 
to be weighed are placed on the pans. 

2. The cross-beam must always be put back at rest before the weights and the substance weighed are removed 
from the pans. 

3. Always place the substance to be weighed on a piece of paper folded in 4, or in a watch glass or porcelain dish. 

4. Always use forceps to pick up the weights. 

5. Check that the pans are balanced by unscrewing the beam release screw, after closing the glass case. 

6. Use adjusting screws AS1 and AS2 to obtain a perfect balance when compensating for the w(iight of the 
receptacle in which the substance will be weighed. 

- When the screw is turned away from the central support the weight is increased 

— When it is turned towards the central support the weight is decreased. 



3. DISPENSARY BALANCE 

This balance also has 2 suspended pans, but it has no 
glass case and no rests. 
Sensitivity: 5-10 mg. 

The dispensary balance is more accurate than the open 
two-par. balance, but weighs only up to 50 g. (After 
using the dispensary balance, put it away in a closed 
cupboard.) 



4. WEIGHING PROCEDURE 

(a) Place the bottle containing the substance to be 
weighed to the left of the balance. 

(b) Place on the left-hand pan the receptacle (folded 
paper or dish) in which the substance will be 
weighed. 




(c) Place on the right-hand pan the weights equivalent 
to the weight of the receptacle plus the amount 
of the substance to be weighed. 



(d) To measure out the substance to be weighed: 

- hold the bottle tilted in your left hand 
(label upwards) 

- tap the neck of the bottle gently with your 
right hand so that the powder or crystals 
to be weighed fall little by little 

- use a clean spatula when weighing small 
amounts of substances. 
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(e) As soon as the substance has been weighed, move 
the bottle to the right hand side of the balance. 
Thus place: 

~ the weighed substances on the right 
— the unweighed substances on the left. 

This avoids confusion. 




(f) Read the label 3 times: 

- before taking the bottle off the shelf 

- while weighing the substance (label facing 
upwards) 

- after weighing, when you move the bottle 
to the right of the balance. 




EKLC 
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8. Centrifuges 



Centrifugal force 

A body is rotated in a circular movement (CM) at speed. 

This creates a force that drives the body away from the 
centre of the circular movement: centrifugal force ig). 

You should always follow the manufacturer's instruc- 
tions in centrifuging, but it is possible to calculate the 
revolutions per minute (r/min) from g for an individual 
centrifuge. Measure the radius (r) of the rotor arm and 
use the formula: 

g = r >: ir/min)2 X 118 X 10'*' 

For example, if the radius is 25cm, 500^ is about 
1300 r/min. 




Centrifuges consist of 

— a central shaft or spindle (A) which rotates at 
high speed 




- a head (E), fixed to the shaft, with buckets for 
holding the centrifuge tubes 

- tubes (T) containing the liquid to be centrifuged, 
which are fixed to the head. 



Witen the spindle rotates the tubes are subjected to 
centrifugal force. They swing out to the horizontal 
and the particles in suspension In the liquids in the 
tubes are thrown to the bottom of the tubes. 
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The particles are compacted at the bottom of the 
centrifuge tubes, forming the centrifuge deposit. 

The deposit can be separated from the supernatant 
fluid and examined. It may contain: 

— blood cells 

— parasite eggs (in diluted stools) 

— cells from the urinary tract (in urine) 
etc. 




DIFFERENT TYPES OF CENTRIFUGE 
A. Hand centrifuge 

This is operated manually by turning a handle. 
It takes 2 or 4 tubes. 



Uses 

1 . To examine urinary deposits 

2. To concentrate certain parasites in stools. 

The speed is insufficient for satisfactory separation 
of red cells from plasma in blood. 




Important: 

1 . Clamp the hand centrifuge firmly on a stable support (edge of a table). 

2. Balance the 2 diametrically opposite tubes perfectly as indicated in instructions for use, page 54. 

3. Keep your distance while centrifuging. ^ ^ . 

4. To stop the centrifuge, do not slow down the turning of the handle. Pull the handle out of the mj 
a sharp movement. 

5. Remove the tubes slowly and carefully (so as not to disturb the deposit). 

6. Lubricate the spindle of the centrifuge regularly. ^ 

Warning: The hand centrifuge can cause serious injury, so follow the instructions above carefully. 



B. Electric centrifuges 

In certain areas battery-operated centrifuges may 
be used. 

Centrifuges are used with two types of head: 

1. ''Swing out'' head 

The head is designed to swing the tubes out to a 
horizontal pitwitiop during centrifuging. This is 
the type mm ii equ^tly needed. 
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2. ''An^e'^head 

' This holds the tubes at an angle of about 45° 
during centrifuging. It is useful for certain 
techniques, e.g. agglutination tests in blood group- 
ing by the test-tube method. It is not essential, 
however, for any of the techniques described in 
this manual. 



Accessories for electric centrifuges 
Buckets (tube holders) 

There are several types, depending on the model: 

(a) buckets designed to hold one round-bottomed 
or conical tube only 

(b) buckets that hold 2 round-bottomed or conical 
tubes 

(c) buckets that hold 9 small (precipitin) tubes etc. 



Some models are fitted with: 

- a timer (T) that stops the centrifuge automatically 
when the time is up (e.g. after 5 or 10 minutes) 

- a revolution counter (RC), i.e., a dial with a needle 
that indicates the speed of the machine during 
centrifuging (this is useful for some methods of 
concentration of parasites). 



INSTRUCTIONS FOR USE 

1 . Balancing the buckets 

If the tubes are numbered, place them as follows: 

— tube 1 opposite tube 2 

— tube 3 opposiio tube 4. 




Balance the tubes that are opposite each other by 
v^ighing them in their buckets on the open two- 
pan balance. To baiance: 

either add more of the liquid to be centrifuged 
! to ihe lighter tube 

or add water to the bucket containing the 

li#iter tube (using a wa^ bottle). 

If ohly^one tube of liquid is to be centrifuged, 
balihce it with an identical tube filled with water. 



2. Preventing breakage of tubes 

Always pad the bottom of the buckets with the 
rubber cushions provided with the machine. This 
protects the bottom of the centrifuge tubes. 

Using a wash bottle, add a little water between 
each tube and its bucket. 




Starting and stopping the centrifuge 

(a) Start the motor and gradually increase the speed, turning the knob slowly until the desired speed is reached. 

(b) Stop the centrifuge gradually (some models have *i brake that can be applied). 

(c) Remove the tubes slowly and carefully. 

(d) Never open the centrifuge until it has come to a complete stop. 

(e) Never try to slow it down with your hand. 



4. Cleaning and lubrication 

Keep the bowl of the centrifuge very clean. Rinse the buckets after use. Remove any spots of blood, etc. 
Lubrication should be carried out by a specialist, according to the manufacturer's instructions. 



Important: If you fall into the habit of centrifuging without balancing the tubes beforehand, the 
centrifuge will soon break down. 



ERIC 
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9. Water for Laboratory Use 



The medical laboratory needs an adequate water supply for its work. It requires: 

1 . Clean water 

2. Distilled water 

3. Demineralized water (if possible) 

4. Buffered water (if possible). 

In some areas water is scarce and highly contaminated. How can clean water be obtained? 



CLEAN WATER 

A. Quality controi 

1. Fill a bottle with water. 

2. Let it stand for 3 hours. 

3. Examine the bottom of the bottle. If there is a 
deposit, the water neefis to be filtered. 




B. Filtering 

1 . Using a porous ung fazed porcelain or sin tered 
glass filter (Chamlmland type or other) 

(a) This can be attached to a tap. 

(b) Alternatively, it can be kept immersed in a 
container of the water to be filtered. 

Important: Filters of this type must be dismantled 
once a month and washed in boiling filtered water. 



Using a sand filter 

This can be made in the laboratory. You will need: 

(a) A filter reservoir (a large container such as 
a metal drum, a big earthenware pot or a 
perforated bucket) 

(b) Sand 

(c) Gravel. 
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C. Storage of water 

If water is scarce or comes from a tank or well, always 
keep a large supply in reserve, pre ferabfy in glass or 
plastic containers. 

Decant water that has been stored before filtering it. 



D. Water supply 

If there is no running water in the laboratory, set up 
a distributor as follows: 

1. Place the container of water on a high shelf. 

2. Attach a rubber tubing to the container so that 
the water can flow down. 

3. Clamp the rubber tubing with a Mohr clip or a smal 
screw clamp. 




DISTILLED WATER 
A. Preparation 

This is prepared using a still, in which: 

— ordinary water is heated to boiling point 

— the steam produced is cooled as it passes through 
a cooling tube and condenses to form distilled 
water. 

The following types of apparatus are available: 

1 . Copper stills (alembics) 

2. Glass stills. 

They are heated by gas, kerosene or electricity, 
depending on the type of still. 




Copper or stainless steel alembics 

One of the simplest models is the alembic supplied 
by UNICEF(ref: 01 .680.02). 

(a) Fill the reservoir with the water to be distilled. 

(b) Connect the cold water tube to a tap. 

(c) Heat the reservoir with: 

— a Bunsen burner, or 

— a kerosene heater (Primus type). 

The still can produce 1 or 2 litres of distilled water 
per hour, depending on the efficiency of the 
heating system. 
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2. Glass stills ^ 

These are more fpagtie, but almost always produce 
purer water. The distillation method is the same. 
Make sure that the running water circulates freely 
round the condenser (C). The water can be heated 
in the flask by an electric element (E). 

Important: 

(a) Collect the distilled water in a glass or plastic 
container that is protected from the atmosphere. 

(b) Do not distil the last 1/4 of the water heated. 




B. Quality control of distilled water 

Usea17g/I (17 gin 1 litre of solution) (1.7%) aqueous 
solution o: silver nitrate (AgNOa) (reagent No. 43). 

Put in a beaker: 

- 10 ml of distilled water 

- 2 drops of nitric acid 

- 1 ml of the silver nitrate solution 

The water should remain perfectly clear. 

If a slight whitish turbidity appears, the quality of the 

distilled water is poor. 

The pH of distilled water is normally between 5.0 an J 
5.5 (i.e., it is acid). 




C. Uses for distilled water 

1. For the preparation of reagents 

2. As a last rinse for some glassware before drying. 

Important: 

1 . Do not use commercial distilled water (the type sold for filling car batteries) for the preparation of laboratory 

2. FraSy prepared distilled water is preferable; if this is not possible store the distilled water in glass or plastic 
containers, which should be washed periodiceliy. 

3. Always use distilled water prepared the same week. 



Go 




DEMINERALIZED WATER 

Pjinciple 

Demineralized water is prepared by passing ordinary 
water through a column of ion -exchange resins. 

The apparatus consists of a long cartridge filled with 
ion-exchange resin granules. 

The water filters through the column of granules, which 
retain all the mineral ions (i.e., all the dissolved mineral 
salts). This water free from ions is called demineraiized 
water. 




A. Preparation 

1 . Check that the cartridge is completely filled with 
ion-exchange resin granules. Some demineralizers 
have 2 cartridges through which ths water passes 
successively. 

2. Connect the inlet tube of the apparatus to the 
water supply (a tap or a small tank placed above). 
In some models the water flows in at the top of the 
column, in others at the bottom. 

3. Let the water flow in slowly. 

4. Collect the demineralized water in a closed 
container. 




B. Quality control of demineralized water 

1 . Apparatus with a control dial 

This measures the conductivity of the water. The 
more complete the demineralization, the lower the 
electrical conductivity of the water. 

(a) Check that the control system is fitted with a 
battery in good working order. 

(b) To check that the battery is charged, press the 
button marked "zero test". The needle on 
the dial should swing to zero. 

(c) Let water flow into the cartridge. 

(d) When demineralized water begins to flow out 
at the other end, pre» the button marked 
"water test". The needle should register a 
resistivity of over 2 megaohms/cm (2 Mf2/cm). 

(e) If the needle stops at a point below 2 or stays 
at zero, the cartridge of ion-exchange resins 

has been used for too long and must be replaced 
or reactivated. 

The apparatus may be graduated in resistivity 
(Mn/cm) or in conductance (siemens, S). Most 
modern instruments manufactured in Europe use 
Siemens. 
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2. Apparatus without control dial 

Using an indicator paper, determine: 
- the pH of the ordinary water fed into the 
apparatus 

- . the pH of the demineralized water that flows 
out at the other end. 

If the pH remains the same (usually below 6.5), 
the resin is no longer active. Good-quality ^ 
demineralized water should have a pH between/ 
6.6 and 7.0. 

An additional check can be made using a 17 g/l 
(1.7%) solution of silver nitrate (AgNOs ) (reagsnt 
-"-i^o. 43). Pass a weak solution of sodium chloride 
(cobktn^g salt) through the resin, then carry out 
the test described above for the quality control of 
distilled v^fster. If a slight whitish cloudiness 
appears the resin must be replaced. 



3. Change of colour in resin 

Some resins change colour (e.g., they may turn 
black) when they are exhausted and need to be 
replaced. Consult the instructions for use supplied 
by the manufacturer. 

4. Replacement or reactivation of ion^xchange resins 

This can be done in one of the following ways, 
depending on the model: . 

(a) The cartridge is replaced by another filled with 
resins and ready for use. 

(b) The column of the apparatus is refilled with 
resin or a mixture of 2 resins. 

(c) The exhausted resin can be reused following 
reactivation, i.e., by passing a solution of 
ammonia through the apparatus. 

Follow the instructions for use supplied by the 
manufacturer. 




C. Uses for demineralized water 

Demineralized water is slightly less pure than distilled water, for it may still contain traces of organic matter. It 
is, however, pure enough for: 

- rinsino glassware before drying . . ■ ^- 

_ preparing almost all the reagents used in medical laboratories, including stains. 

piftilled water can be saved by preparing demineralized water in the laboratory (especially for rinsir - ^;assware). 



BUFFERED WATER 

Distilled water is usually acid and demineralized water becomes acid on exposure to the air. For a number of 
laboratory pr6(»iures (preparation of stains, etc.) the pH of the water has to be around 7.0 (neutral v*<ater) and 
kept neutral. This is achieved, if possible, by dissolving buffer salts in the water (buffered water). 



A. Materials 

(a) 10 ml and 1000 mi measuring cylinders 

(b) 1000 ml volumetric flask 

(c) Lovibond type comparator (UNICEF ref. No. 
931200), if available. Otherwise, pH indicator 
papers, narrow range 

(d) Distilled (or demineralized) water 

(e) Bromothymol blue indicator 

(f) Disodium hydrogen phosphate (Na2HP04.2H20), 
hydrated 

(g) Potassium dihydrogen phosphate (KH2PO4), 
anhydrous. 




B. Method 

1. Weigh out 3.76 g of disodium hydrogen phosphate 
accurately. 

2. Transfer the chemical to a 1000 ml volumetric 
flask through a funnel. 




3. Rinse out the weighing container into the 
volumetric flask several times with water. Rinse the 
funnel into the flask. 

4. Weigh but accurately 2.1 g of potassium dihydrogen 
phosphate and proceed as in 2 and 3. 

5. Add a little more water and mix the solution until 
( the chemicals are dissolved. 

V6. Com plete to the 1 -I itre mark with water. 
7f Replace the flask stopper and mix the solution well. 
8. Store the solution in a white giMS reagent bottle 
. and keep in a refrigerator (reagent No. 12). 




9. Pipette into a comparator tube: 

- 10 ml of the buffered water 

— 6 drops of bromothymol blue. 

Mix. 



10. Place this tube (containing buffered water and 
indicator) in the comparator (tube 1). 

Place beside it another tube containing water 
alone (tube 2). ) 



1 1 . Compare the colour of tube 1 (seen through 

window 1 ) with the colour of the disc seen through 
window 2. 

Turn the disc until both windows show the same 
colour. 

Then read off the pH shown at the bottom right 
hand corner. 



I2.p/y 7.0 fo 7.2; the buffered water is satisfactory. 
pH beiov^ 7.0: the water is acid. 

If the water is acid make a fresh solution, using 
distilled water that has been boiled for 10 minutes 
in an uncovered round flask (this gets rid of the 
carbon dioxide). 



13. If the water is still acid after boiling: 

- * add 5 drops of phenol red for every litre of 

wat'dr 

- neutral ize by adding a 2 g/l (0.2%) solution 
of sodium carbonate, one drop at a time, until 
the water turns pink. 



14. pH above 7,2: the water is alkaline. 

Add 5 drops of phenol red for every litre of water. 

Neutralize by adding a 5g/l (0.5%) solution of 
acetic acid, one drop at a time, until the water 
turns orange. 




If no phosphate compounds are available: 

- neutralize distilled or demineralized water directly, 
as shown in steps 12-14 above. 

If no Lovibond comparator is available: 

- use pH indicator papers (see Instructions for use 
on page 3^). 



Note: The pH can also be corrected by adding small quantities of 
the buffer salts: 

— disodium hydrogen phosphate to increase the pH if the water 

is acid (pH below 7.0) 
~ potassium dlhydogen phosphate to reduce the pH if the water 

is too alkaline (pH above 7.2). 



10. Making Glass Equipment 



Glass is nroriuced bv the fusion at a very high temperature of a mixture of sand and potassium (or sodium). This 
fo^s l ^lncai^^^^ Sometimes boric acid is added to the ingredients to produce borosilicat 
£ (Pyrt etct wES ?f Ss brittle and more resistant to heat. Certain pieces of equipment can be mad. m the 
medical laboratory by heating ordinary glass. 



A. MATERIALS 

1. Hollow glass tubing: 

~ external diameter: 4-8 mm 

- thickness of wall : 0.9-1 .0 mm 

2. Glass rods: 

- diameter: 4-8 mm 

3. Glass cutter, diamond pencil or file 

4. Cloth 

5. Bunsen burner (or, better, a small gas or 
petrol blow-lamp). 




B. MAKING A PASTEUR PIPETTE 
1 . Use glass tubing 4-6 mm in diameter. 

Using the file, mark off the required lengths 
of tubing: 

— 15cm for small pipettes 

— 18-25 cm for large pipettes. 

Etch the nnark right round the tube, forming a 
circle. 




Wrap the part to be broken in a cloth. 
Hold the tube with both hands, one thumb on 
either side of the etched mark. 
Snap by pressing with your thumbs. 




3. Round off the end of each piece of tubing as 
follows: . , 

- heat the end, holding the tube almost vertical 
just above the blue flame of the burner 

- keep turning slowly 

- stop when the glass becomes red hot. 




/ 
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4. Stand the tubes in a beaker or a can, heated ends 
up, and leave to cool. 



5. Wash all the pieces of tubing prepared (following 
the instructions given on page 30). 




Rinse and dry. 



6. Pulling the pipette is carried out as follows: 

- heat the middle of the length of tubing 
over the blue flame 

— keep rotating until the glass becomes reddish. 

At this moment the flame will turn yellow. 




Remove the tubing from the flame, still rotating 
continuously, and pull the 2 ends apart slowly, 
keeping your hands perfectly level. The glass 
stretchf*s. 

Pull to the length required {10-20 cm). 




8. Leave to cool. 

Cut off the drawn portion at the exact length 
required. 

Round off the sharp edges by holding them for 
a few seconds in the flame. 

Alternatively, separate and seal the two pipettes 
by heating the pullednout portion in the flame. 





C. MAKING A STIRRING ROD 



1 » Use a solid glass rod about 5 mm in diameter. 

Cut the rod into lengths of 15, 20 or 25 cm 
according to requirements, using a file. The 
cutting technique is the same as for glass tubing. 



Round off the ends by rotating them over the blue 
flame of the burner, until about 1 cm of the rod 
is bright red. 



Flatten the heated end against the (dry) tiled 
working surface with a 500g or 1 kg weight. 



4. Heat the other end and press it gently down on 
the tiled surface. 



GIsss rods can be used to decant liquids or to pour 
them slowly. 
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D. BENDING GLASS TUBING 

1 . Heat the spot where the bend is to be made, 
rotating the tubing over the flame until the glass 
turns pale red and sags. 



2. Bend slowly to make a right angle {follow the 
corner of a tile). 



Poor bends 

(A) The glass was too hot. 

(B) The glass was not hot enough. 



E. MAKING A WASH BOTTLE 

You need: 

— a round flask 

— two pieces of glass tubing 

— a cork or rubber stopper. 

Pierce the stopper with a cork borer. Moisten the ends 
of the tubing with a few drops of water (for cork) or 
glycerol (for rubber) before inserting them in the 
holes. Protect your hand with a cloth. 



11. Specimen Containers 



m 

Different types of containers are used for the collection of specimens such as stools, blood, urine and sputui 
in the laboratory. 



I. CONTAINERS FOR STOOLS 
Seepages 114 and 268. 



II. BOTTLES AND TUBES FOR COLLECTING BLOOD SPECIMENS 
A. Without anticoagulant 

- Use clean dry tubes of 5-20 ml capacity, depending on requirements, 

- Draw off the serum following clotting and centrifuging (see page 285), 

- If the serum is to be sent to another laboratory, sterilize tubes and bottles. 

The best type of tube to use is one that can be centrifuged: this avoids excessive handling of the specimen. 



B. With anticoagulant 

1 , An ticoagulants for haematological tests 
(a) EDTAdipotassium salt solution 

Put 0.5 ml of the solution (reagent No. 18) in 
each of a series of 5 ml bottles (or 0.2 ml in 
2 ml bottles). Leave the open bottles to dry at 
room temperature or place them in an incubator 
at 37°C if one is available. Use for: 




— blood cell counts 

— haemoglobin estimation 

— blood grouping. 



(b) Heparinized tubes 

This anticoagulant is expensive and not very stable 
in hot climates. Heparinized tubes are usually 
obtained commercially or prepared by central 
laboratories and are already marked to show the 
level to vy/hich blood should be added. 

(c) 3£% trisodium citrate 

Preparation: see reagent No. 54. 

Used for the determination of the erythrocyte 

sedimentation rate. 

Use 1 ml trisodium citrate solution per 4 ml of 
blood (or 0.4 ml per 1.6 ml bicod). 

Important: Never carry out a blood cell count on 
citrated blood. 



2 . Anticoagulant for biochemical tests 

The usual choice is: 

— sodium fluoride (NaF). 

Use lOmg of fluoride powder per 10 ml blood, or 
2mg per 2 ml blood. 
Used for: 

— blood glucose estimation 

— blood urea estimation (certain techniques). 

Warning: Sodium fluoride is a poison. 



3. Precautions to be taken when using anticoagulants 

(a) Mix as soon as the blood is collected by inverting the bottle several times gently and evenly. Do not si 

(b) Use clean bottles. Dry before adding anticoagulant. Warning: Traces of detergent will dissolve the red 
cells. 

(c) Store bottles containing anticoagulants in a dry place. EDTA dipotassium salt solution and sodium fli 
are stable at room temperature but trisodium citrate and heparin must be kept in the refrigerator. 

(d) Employ the correct proportions. Use bottles and tubes with a graduation mark, or stick on a label so 1 
its upper edge corresponds to the required amount of blood (2 ml, 5 ml, etc.). 



Ml. BOTTLES FOR COLLECTING OTHER SPECIMENS 

The most satisfactory procedure is for pafents to pass urine specimens close to the laboratory. 

Use clean dry wide-mouthed Erlenmeye^ t? asks of 250 ml capacity or clean wide-mouthed bottles for direct 

examination and routine biochemical tests (see page 305). 

Collection of water for bacteriological examination (see page 279). 

Bottles for collecting cerebrospinal fluid (see page 350). 



!V mo SAh J JARi FOR COLLECT SPUTUM 

Glass, scrfei.v ,r i^i plastic jifs with lids 

can be used, or t^mW cartons can be made in the 
laboratory using cardboard and a stapler. These cartons 
can be used once only for sputum collected in the 
laboratory. 



1. Cutout pieces of cardboard 18 cm square and fold 
them as shown in the diagram: 

— first from corner to corner 

- then into 9 equal squares. 



2. Fold the diagonal creases in each corner square 
inwards. 







3. Fold 2 of the comers back against one side, and the 
other 2 against the other side. 



4. Staple the 2 folded comers on each side of the box, 
which is now ready to receive the specimen. 



S. Burn these cartons and plastic jars after use, as 
described on page 39. 
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12. Dispatch of S(^ii^ii» 
to a Reference Latoratoi^ 



The peripheral laboratory sends specinarns to reference laboratories or more specialized laboratories for 
examinationsthatcanno^becarriedout locally. For example: . , r »_ u . -u 

^ serological examinsu ..s fortreponem-*oses or typhoid; culture of stools for detection of the cholera vibr 

histological examination of biopsy ma. lal. 
The following table shows, for each type of specimen and each examination: 

— which container and preservative (where necessary) to use 

— how much of the specimen to send 

— how long the specimen will keep. 



Typ6 of 
specimen 


Laboratory 
examination 


Container and 
preservative 


Amount of 
specimen 


Preserv 
time 


CDI ITI IM 


f^i ilti irp of 

tubercle bacillus 


45-ml bottle with 25 ml 
of 0.6% soUtion of 
cetylpyridinium bromide 
(see page 255) 




10 day 




Other organisms 


No preservative 




2 hour 


THROAT 
SWABS 


Culture of 
diphtheria bacillus 


Tube of coagulated serum 
(see page 273) 

Cotton wool swab 




24 hoi 
4 hour 


CSF 


Culture of 
meningococcus 


Special bottle containing 
"Transgrow" medium (see 
page 350) 

or Stuart medium 




4 days 
24-41 






CSF in a sterile airtight 
bottle sent in a vacuum 
flask filled with water at 
37 °C 


2 ml 


12 hoi 




Other organisms 


Sterile bottle 


2ml 


2 hou 




Chemical tests 
(glucose, protein, 
chloride, etc.) 


Sterile bottle 


2-4 ml 


2 hou 


URETHRAL 
PUS 


Culture of 
gonococcus 


See page 245 

Special bottle of 
"Transgrow" medium 


1 swab 
of pus 


4 day 






or Stuart medium 


1 swab 
of pus 


24 ho 


OTHER PUS 


Bacteriological 
culture 


1 sterile tube 


1 ml 


2 hou 



Type of 

specimen 


Laboratory 
SAaiTiindiiori 


Container and 
3reservative 


Amount or 
specimen 


rreservi 
time 


BLOOD 


Blood cell counts 


EDTA dipotassium salt 
solution (reagent No. 18) 


5ml 


12hou 




Blood grouping 


EDTA dipotassium salt 
solution or tube without 
anticoagulant 


5 ml 


12hou 




Cross-matching 


Tube without 
anticoagulant 


5ml 


12hou 




Prothrombin time 
(Quick's test) 


0.5 ml trisodium citrate 
(state the anticoagulant 
used on the label) 


4.5ml 


2 hour 




Thrombotest 


Commercial plastic 
tubes containing 0.5 ml 
of 3.8% trisodium 
citrate (reagent No. 54) 


4.5ml 


24 hoi 




^^ical 
exdiM^rtation for 
treponemes, 
salmonellae, etc. 


Sterile tube without 

anticoagulant 

Send serum or dried drops 

of blood as appropriate 

Upp naaps 9f)5 and 287) 


10ml 


3 days 




•'igical 
e/.. nation 
viral infections 


Send successive specimens 
of serum: 

ood taken at the 
3t of t^' e disease 
— blood taken after 2-4 
weeks (to detect 
increase in antibodies) 








Tests for glucose 


5mg sodium fluoride 


5 ml 


2 hou 




Other biochemical 

tests: 

bilirubin* 

cholesterol 

serum iron lipids 

proteins 

liver function 

uraemia 


Bottle without 
anticoagulant 

Send serum 


10ml 


48 he 




Enzyme estimations: 
amylase 
phosphatases 
transaminases 

LI CI 1 1 1 ■ III luSb9 


Bottle without 
anticoagulant 


5ml 


2 hoi 




Blood culture 


Special sterile flask 
containing 50 ml broth 
raised as quickly as 
possible to 37 *C after 
adding the specimen 


5 ml 


24 h< 


STOOLS 


All stot 1 cultures 
including cholera 
vibrio 


Cary>Blair transport 
medium (reagent No. 14) 




4 we 




All stool cultures 
except cholera 
vibrio 


Buffered glycerol saline 
(reagent No. 10) 




2 we 




Examination for 
parasite eggs, 
larvae and cysts 


30*ml bottle containing 
1 5 ml of 1 0% formaldehyde 
SOiUiion \rcayciii ixui^o/ 


About 5 ml 


Keef 
inde 




I ype Of 
specimen 


UKXMTftTCNY 

examination 


preservative 


specimen 


time 


STOOLS 
(cont.) 


Amoebae: vegetative 
forms 


10-ml tube thiomersal, 
iodine and fomaldehyde 
solution (reagent No.39) 
r%r P\/A /«e« oaaes 1 73 

and 174) 




Keei 
inde 


URINE 


Biochemical tesi5: 
glucose, protein, 
acetone, etc. 


Clean dry bottle 
(sealed) 


2G-50ml 
(depending 

on 1 1 ui 1 1(^1 

of tests) 


2 he 




Urinary deposits 


Clean dry bottle 

or bottle containing 

R Hrnrx 10% formaldfihs/de 

solution (reagent No.26) 


30 ml 
30 ml 


2 he 
2d2 


Schistosome eggs 


For concentration: 
2 ml commercial bleach 
and 1 mi nyurocnioric 
acid 


100 ml 


Kee 
ind( 


R af^+ a r ■ n 1 mil a 1 

Dauieriuiuyiual 

culture 




20 ml 


1 hi 


Pregnancy test 


Sterile bottle 


20ml 
(first urine 
of day) 


12- 

(or 
refr 


Hormone estimation 


Bottle containing preservative supplied by the biochemistry U 
with instructions regarding method of collection, amount nee 
transport time 


ibora 
ded i 


1 lirm f^ol f*i ill i c 

vjririary uaiuuiua 


Clean dry bottle 




Ke( 

ind 


BIOPSY 
TISSUE 
FROM AN 
ORGAN 


Histological 
examination 


See page 75 
for details 

The following fixatives 
are used: 

— formaldehyde saline 
(reagent No.25) 

- Zenker fixative 
(reagent No. 61) 






HAIR, 
NAILS, 
CUTANEOUS 
TISSUE 


Examination for 

fungus 

(mycosis) 


Paper envelope or screw-capped bottle (do not 
use tubes with rubber stoppers or plugged with 
cotton wool) 


At 
we 
tin 
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PACKING. 



Always observe the regulations in force in the country. 
Double pack specimens. 

Place the specimen in the bottle or tube and seal 
hermetically (fixing the stopper with stickingi^laster). 
Check that the bottle is labelled with the patient's 
name. 



Place the sealed bottle in an aluminium tube with a 
screw cap. Wedge it in the tube with absorbent cotton 
wool. 

Wrap the request form around the metal tube. 
It should show: 

- the patient's NAME (written in capital letters) 
first name, sex and age 

- the nature of the specimen 

- the examinations required (with the physician's 
diagnosis, where appropriate). 



Place the metal tube in a strong cardboard or wooden 
box for dispatch. Wedge it tightly with non-absorbent 
cottonwool. 

Mark on the label on the outside of the box: 
URGENT FRAGILE 

and if appropriate: 



INFECTIOUS MATERIAL 



Biopsy 

To diagnose certain diseases of the organs, the physician removes a piece of tissue with forceps or a 
The piece of tissue is called a biopsy specimen. It is examined under the microscope after a thin sec 
cut and treated with a special stain. 



Histology - pathology 

The cells of tissue and organ biopsy specimens can be studied under the microscope. Microscopical 
of the cells is called histopatho/ogy. 

Pathology is the study of the changes and deformities in the cells caused by various diseases. This t 
examination can be most important, particularly for the diagnosis of cancer. 

The laboratory technician must be able to fix the biopsy specimen, to ensure that it is properly disi 
arrives at the pathology laboratory in a good state of preservation. 



A. FIXATION OF BIOPSY SPECIMENS 

The piece of tissue is immersed in a fixative fluid. This procedure should preserve the tissue in a stc 
the living state as possible, by protecting it against bacterial action, autolysis, shrinkage, etc. 

The most suitable type of specimen bottle used is a plastic-capped bottle with a wide mouth (pillb( 
obtainable in 60 ml, 45 ml, 30 ml and 15 ml sizes. 

Fixatives 

The most simple to prepare are: 

~ Formaldehyde saline (reagent No. 25) . ^nn i 

- Zenker fixative (reagent No. 61). Just before use, add 5 ml glacial acetic acid to every 100 ml < 
solution. 



B. FIXATION TECHNIQUE 

1. Amount of fixative 



The volume of fixative required ;s about 50 times 
the volume of the biopsy tissue. Biopsy tissue is 
normally 3-5 mm thick (if it is thicker, fixation 
is difficult or impossible). 



The area of the specimen, however, can vary and this 
is what determines the amount of fixative to be used. 

Amount of fixative: 

— specimen 0.5 x 0.5 cm: 6- 10 ml 
^ specifTten 0.5 X 1 cm: 10-15ml 

— specimen 1x1 cm: 20-25 ml 

— specimen 2 x 1 cm: 30-40 ml 

— specimen 2x2 cm: 90ml. 



7^ 




2. Preparation 

It is essential to act quickly on receipt of the biopsy 

specimen. Never leave It until later. 

First pour the fixative Into the bottle. 

Then pick up the biopsy specimen on a piece of 

stiff paper (do not use forceps, which may damage 

the tissue). 

Drop the specimen into the bottle. 



Labelling 

Cut out a small rectangle (about 3 x 1 cm) of stiff 
paper. Using a lead pencil, write on it the name of 
the patient, the date of collection, etc. Place the 
slip of paper in the bottle with the fixative. 




4. Fixation time 

This will vary according to the fixative used. With 
the two fixatives mentioned above, 24 to 48 hours 
may pass before the specimen is cut and stained, 
but it can be left in the liquid for at least a week. 
Fixed material should bedispatched to the 
pathology laboratory without delay, but a long 
transit period wilt not result in the deterioration 
of specimens. 




Dispatch 

Secure the cap or stopper of the bottle with 
adhesive plaster. 

Place the bottle in a metal tube or box, together 
with the report form (name, date, disease suspected, 
type of tissue sent, investigation requested). 
Then place the tube or box and report in a small 
wooden or cardboard box, pack well with non- 
absorbent cotton wool and dispatch imnnediately. 
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C. HISTOLOGICAL EXAMINATION TECHNIQUE: 
GENERAL OUTLINE 

1 . Fixation of specimen: described on page 75 

2. Embedding the tissue 

After being treated with various substances to 
dehydrate and clarify it, the piece of tissue is 
embedded in a solid block of paraffin wax. 



Cutting 

The block in which the tissue is embedded is 
sliced into sections thin enough to permit 
examination under the microscope. 
The instrument used Xo cut the sections is called 
a "microtome" and is capable of cutting the very 
thin sections needed. 

The average thickness of the sections is 3— S/xm 
(micrometres). 





4. Staining 

The sections are placed on slides and dried and 
the paraffin wax is removed with a solvent (e.g. 
xylene). Then the sections are dehydrated and 
stained. There are various kinds of stain; the 
pathologist makes his choice depending on the 
nature of the specimen and the disease suspected. 




5. Alternative procedure: frozen sections 

For rapid diagnosis the tissue is treated with 
a freezing microtome using liquid gas, which 
freezes the fresh unfixed specimen and cuts 
sections at the same time. This procedure is 
used during surgical operations. 




Dispatch of an organ or tumour 

The same fixatives are used. Immerse the organ or tumour completely in a large bottle filled with fixative. 



14. Registration of Specimens; 
Laboratory Records and IMontiily Reports 



All specimens must be registered and given numbers when they arrive at the laboratory, and the results of all 
investigations must be recorded. This will: 

— avoid the risk of getting the specimens mixed up 

— make it possible to look up a result 

— make the results available for the promotion of public health. 



The laboratory should have: 

— examination request forms that accompany the specimen 

— a register for recording details concerning the specimen and the results obtained 
~ monthly report forms. 



A. NUMBERING THE SPECIMENS 

Give each specimen a number as soon as it is received 
Write this number immediately: 

— on the request form 

— on the specimen container (use grease pencil) 

— on every test-tube used for the specimen 

— on every microscope slide used for the specimen. 

This will prevent any mistakes. 




B, THE LABORATORY REGISTERS 

The registers should be a series of notebooks with numbered pages and with strong hard covers. Each specimen 
should be numbered and recorded in the register for that type if specimen. 

The following series of registers are suggested: 

— Haematology 
Blood chemistry 

— Blood transfusion 

— Blood donors 

— Parasitology 

— Urine analysis, CSF, pregnancy tests 

— Bacteriology, mycology, water analysis 

— Serology (if the samples are few incorporate in the bacteriology register, otherwise keep a separate book). 

■ 

The examples of these registers given on the following pagps should be modified according to requirements. It 
may be necessary, for instance, to have separate registers for urine analysis, CSF, and pregnancy tests. 



It is both helpful and time-saving to have rubber stamps made for the more common tests and results. Examples: 

ForVDRL: NON-REACTIVE 

For parasitology: NO. OF OVA OR PARASITES SEEN 

For bacteriology: NO. OF LEUKOCYTES '■ 

NO. OF ERYTHROCYTES 

NO. OF EPITHELIAL CLLLS 

NO. AND TYPE OF ORGANISMS 



lOQY REGISTER' 



Patient 


S«nt by 


iglW 


Erythrocytes 


Rfltic. 
no. 

fract.^ 


Mean ery, 
Hb cone, 
(g/l)^ 


Leukocytes 


Malaria 


Other tests 


Results 

sent 

(date) 


Vol 
fract. 


Sed. 
rate 
(mm/h> 


No. cone, 
(x 10'Vl) 


Morphology 


No. cone. 
(xlO'/l) 


Type number fraction 


Neut. 


Lymph. 


Mono. 


Eo. 


Other 


MW...R 


DrR. 


11? 




23 




Aniso + + 
Poik + 
Poly + + 


124 




4.2 


0.48 


035 


0.13 


0.04 




Many P. falci- 
parum trophs 




1 Jan. 


KA...S 


OPO 


58 


0.21 


52 




Aniso + + 
Poik + + 
Hypo + + 
Poly + 


71 


276 


5.7 


0.32 




0.04 


0.08 




Moderate nc. of 
P. falciparum 
trophs 




1 Jan. 


Kl ...A 




125 






























1 Jan. 



tion of the column headings, see the relevant sections of the text. The use of abbreviations in these headings is necessitated by limitations of space and is not to be taken as a recommendation that they 
ctice. 

n may also be reported in terms of substance conce.nration: the column heading would then be "Hb(Fel (mmol/l)". In this case, the values quoted in the examples (no. 1 and 2) would be 7.3 and 3.6. 

» are here reported m terms of number fraction. They may also be reported in terms of number concentration. i.e. the number per litre. In this case the column heading would read "reticulocyte number 
(x 10 Vl )" and the values would depend on the erythrocyte number concentrations (which are not reported in the examples given in the table). 

ocyte hiHJmoglobin concentration may also be reported in terms of substance toncentration: the column heading would then be "Mean ery. Hb{Fe> cone. Immol/D". In this case, the example quoted 
have a value of 1 7.1 . 



HEMISTRY REGISTER 



No. 


Patient 


Sent by 


Urea 
(mmol/l) 


Glucose 
(mmol/l) 


Other tests 


Resi'lts sent 
(date) 


1 


Kl ... 


A 


Wardi 


12.8 






1 Jan. 


2 


MW.. 


A 


DrG. 




5.3 




1 Jon. 



0 1- 
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BLOOD TRANSFUSION REGISTER 



Date 


Number 


Patient's 
name 


Sent by 


Patient's blood group 


Group 

ABO 

Rhesus 




Anti- 
A 


Anti- 
B 


Anti- 
AB 


Anti- 
D 


A 

cells 


B 

cells 


0 

ceils 


1 January 


1 


CH ...P 


Wards 


+ 




+ 


+ 




+ 




A Pos 




1 January 


2 


MW... A 


Ward 3 




+ 


+. 


+ 


+ 






B Pos 




1 January 


3 


Kl ...T 


Ward 2 








+ 


+ 


+ 




0 Pos 




1 January 


4 


SI ...P 


Ward 6 


+ 


+ 


+ 


+ 








AB Pos 





URINE ANALYSIS REGISTER 



Date 


Number 


Patient's 


Sent by 


Relative 


PH 


Direct Examination 






name 




density 








1 January 


1 


MO . . .C 


Dr R 


1.008 


7.0 


Leuko 20— 30/HPF Few hyaline casts 




1 January 


2 


LA ... B 


Med. Ward 2 


1.012 


6.8 


Leuko 5-10/HPF Few epith. cells 





CSF EXAMINATION (in urine analysis register or separate) 



Date 


Number 


Patient's 
name 


Sent by 


Macroscopic 
appearance 


Direct Microscopic Examination 




2 January 


1 


FE...W 


DrG 


Cloudy 


Gram: many leukocytes 

A few Gram-neg. intracellular diplococci 




17 January 


2 


LE . . . E 


Dr C 


Clear 







ss, 

ERIC 





Group of 
donor 


Donor 
bottle 
number 


Amount 
cross- 
matched 


Crossmatch 


Haemoiysin test 
for GPO donors 


Signature 


Saline 


Albumin 


Auto 
Saline 


Auto 
Albumin 




APo$ 


5 


540 ml 
















BPbs 


9 


210 ml 
















OPos 


4 


540 ml 
















OPos 


7 


540 ml 










Anti A - No haemolysis 
Anti B - No haemolysis 







Glucose 
sugar 


Protein 


Bile 

pigments 


Urobilinogen 


Ketones 


Chemical 
test for 
blood 


Others (pregnancy 
test, etc.) 


Results 

sent 

(date) 




Neg 


Neg 












1 Jan. 




+++ 


Neg 










Positive 


1 Jan. 





Leukocytes 
(X lO'/l) 


Glucose 

(sugar) 

mmol/l 


Total 
protein 

g/i 


Pandy test 
for globulin 


Others 


Results 

sent 

(date) 




30 


1.5 


0.45 


+ 


Neutrophils 0.94, lymphs 0.06 


2 Jan. 




4 


3.3 


0.25 


Neg 




17 Jan. 
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BLOOD DONOR BOOK Ismail ruled exercise book) 



Date 


Name of donor 


Blood 
group 


Haemoglobin 
(g/i) 


Donor 
number 


1 January 


DO. 


. M 


APos 


141 




1 


2 January 


LO . 


..F 


A Pos 


132 


2 


2 Jan uary 


FE . 


. .W 


BPos 


129 


3 


4 January 


CH . 


..A 


0PG£ 


133 


4 



BACTERIOLOGY REGISTER 



Date 


Number 


Patient's 
name 


Sent by 


Specimen 


Examination 
requested 


Results 


Results 

sent 

(date) 


1 January 


1 


AL . . . 


J 


Dr R 


Sputum 


Smear for TB 


No acid-fast bacilli 


1 Jan. 


1 January 


2 


RE . . . 


A 


Med. Ward 2 


Pus from 
wound 


Gram stain 


Many leukocytes, few 
eryth., few epithelial 
cells, mod. no. Gram- 
neg. rods 


1 Jan. 


1 January 


3 


TO ... 


L 


OPD 
Dr M 


Urethral 
pus 


Gram stain 


Mod. no. intracellular 
Gram-neg. diplococci 
seen; G.C.-positive 


1 Jan. 


2 January 


4 


Well on 
3rd Street 


Sanitarian 
RB 


Water 


Bacteriol. 


Sent to Regional 
Public Health 
Laboratory 


2 Jan. 


2 January 


5 


AM . . 


C 


Dr B 


Sputum 


Smear for TB 


No acid-fast bacilli 
seen 


2 Jan. 


3 January 


6 


LA . . 


R 


Med. Ward 1 


CSF 


Gram stain 


Occ. leuko, no eryth. 
seen; occ. epithelial; 
no organisms seen 


3 Jan. 



PARASITOLOGY REGISTER 



Dale 


Number 


Patient's 
name 


Sent by 


Specimen 


Examination 
requested 


Results 


Results 

sent 

(date) 


1 January 


1 


CR ... 


M 


Dr A 


Stool 


Parasites 


Direct: Mod. no. 
Ascaris lumbricoides 
ova seen 


1 Jan. 


1 January 


2 


RA . . . 


B 


Dr C 


Stool 


Parasites 


Direct'. No ova or 
parasites seen. Cone: 
No ova or parasites seen 


1 Jan. 


2 January 


3 


NE . . . 


L 


Med.Ward 1 


Skin 


Oncho 


No parasites seen 


2 Jan. 


2 January 


4 


MO . . 


T 


Dr R 


Stool 


Parasites 


Occult blood: positive 
Many trophs. of E, hist- 
olytica seen. A few hook- 
worm ova seen 


2 Jan. 



SEROLOGY REGISTER 



Date 


Number 


Patient's 
name 


Sent by 


Specimen 


Examination 
requested 


Results 


Results 

sent 

(date) 


1 January 


1 


LA . . 


. P 


Prenatal clinic 


Blood 


VDRL 


Non-reactive 


1 Jan. 


1 January 


2 


RO . . 


.M 


Prenatal clinic 


BloOu 


VDRL 


Non-reactive 


1 Jan. 


1 January 


3 


ME . . 


. R 


Prenatal clinic 


Blood 


VDRL 


Non-reactive 


1 Jan. 


1 January 


4 


LE .. 


.T 


Prenatal clinic 


Blood 


VDRL 


Non-reactive 


1 Jan. 


1 January 


5 


Bl .. 


.N 


Dr M 


Blood 


VDRL 


Reactive, 1:8 


1 Jan. 


1 January 


6 


ST .. 


.C 


Dr L 


Blood 


VDRL 


Non -reactive 


1 Jan. 


1 January 


7 


HA . . 


.J 


OPD, Dr A 


Blood 


VDRL 


N on -reactive 


1 Jan. 


4 January 


8 


MA . . 


.S 


Prenatal clinic 


Blood 


VDRL 


Non-reactive 


4 Jan. 
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C. THE MONTHLY REPORT 

At the end of every month the laboratory should submit a monthly report to the director of laboratory services at 
The central level or! if there is none, to the department of public health at both the provincial and the central level. 

Value of the report: 

(a) It helps to keep a check on the laboratory's activities and is useful for adequate staffing, ^^'J^^^^'^^^^^ 
supplies by the central stores, and for the preparation of the budget for laboratory services at the national 
level. Reports based on the number of tests done are the most suitable for laboratory management. 

(b) It is an aid in public health surveillance of the area covered by the laboratory since it reports the number of 
positive results obtained for various communicable diseases. 

An example of a monthly report is given below. 



LABORATORY 

MONTH ENDING 

LABORATORY 

1 . Number of examinations carried out 

1235 

Haematology — general 27 

Blood chemistry 24 

Blood donors 28 

Blood transfusion service 

Urine analysis: 237 

direct examination ^2 

chemistry 

Pregnancy tests 

CSF: 2 

direct examination 2 

chemistry 

Parasitology: -|g2 

stools gQ2 

2 (lymph glands for 

trypanosomes) 

Bacteriology: ^2 

Gram stains ^-j 

A-F stains -| -j 

Wayson stains 2 

mycology * 

Serology: ... 

VDRL: qualitative ' 

quantitative 

2. Number of specimens sent to specialized laboratories 

.8 

Water for bacteriological analysis 22 

Specimens for bacteriological culture ^ 

Sera for serology 2 

Tissue biopsies q 

Other 

COMMUNICABLE DISEASES RECORD* No. of Positives 

1 . Bacteriological 

^ ^ 11 

Gonorrhoea ' q 

Leprosy \ 0 

Plague 7 

Tuberculosis 

2. Parasitological 

14 

Amoebiasis 22 

Ascariasis ^ 

Fllariasis qq 

Hookworm 253 

Malaria q 

Onchocerciasis 2 

Schistosomiasis 

* The list of notifiable diseases varies from country to country. It is established by the central public health authority 
in the light of: 

(a) international regulations on reporting communicable diseases 

(b) diseases prevalent in the area. 

o_. 92 
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15. Storage, Invrntory, Ordering Supplies 



A. STORAGE 

1. Glassware 

Keep glassware on the shelves of a cupboard away 
from dust. Erienmeyer and round flasks should be 
plugged with non-absorbent cotton wool or covered 
with brown paper (or preferably with thin sheeting 
of paraffin wax or clinging plastic such as Parafilm 
or Saran, if available) and arranged by type and size 
Graduated pipettes should be kept in drawers 
divided into sections. 




2. Chemicals and reagents 

These should be arranged in strict alphabetical order, as indicated on- page 465. 

Acids and inflammable and dangerous chemicals (indicated by appropriately coloured labels) should be stored 

separately in a special section. Unopened stocks can be kept in crates filled with sawdust. 

Poisons (also indicated by appropriately coloured labels) should be stored separately in a locked cupboard. 



3. Heavy equipment 

Some instruments, e.g. spectrophotometers, can be kept in an air^ionditioned room if the climate is hot and 
humid. For storage of microscopes, pages 24 and 25. 



B. STOREKEEPING AND INVENTORY 
1. Stock cards 

A stock card should be prepared for every chemical, stain, piece of glassware, etc. 
Here i^ a sample stock card: 



STOCK CARD 



ORDERED FROM 


ORDERED 1 RECEIVED 


ISSl 


JED 


IN STOCK 


Date 


Quantity 


Date 


Quantity 


Date 


Quantity 
















2 bottles 




1 May 


2 bottles 


20 May 


1 bottle 






3 bottles 












10 July 


1 bottle 


. 2 bottles 












3 Sept. 


1 bottle 


1 bottle 




15 June 


2. bottles 


10 Sept. 


2 bottles 






3 botljes 



When you order an item, indicate: 

- in the column headed "Ordered from" - where you sent the order 

- in the column headed "Ordered" - the date and the quantity ordered. 

When you receive an item, indicate: 

- in the column headed "Received" - the date of receipt and the quantity received 

- in the column headed "In stock" - the total in stock in the laboratory after the item has been 

received. 

When an item has been used up (or broken), indicate: 

- in the column headed "Issued" - the date of issue and the amount issued 

- in the column headed "In stock" - the total left in stock after the item has been issued. 

Classify the stock cards in strictly alphabetical order and keep them in a box or filing dravyer. Each item can be 
given a number, which is then entered in the stock card after the heading "Item No.". 



2. Inventory 

Make an inventory of all laboratory supplies every 6 months. Count the quantity or number of each item in 
stock and check that the figure corresponds to the one shown in the "In stock" column of the stock card. 



C. ORDERING SUPPLIES 

A well organized laboratory should submit an ord.r to the central supply stores every 3 months. To draw up the 
order, check the stock cards one by one. 

It makes it easier to estimate the quantities required if a table such as the following is added to the bottom of 
each stock card. 



QUANTITY USED 
PER MONTH 


Jan. 


' Feb. 


March 


April 


May 


June 


July 


Aug. 


Sept. 


Oct. 


Nov. 


Dec. 


19... 


























19... 


























19.., 



























In the case of chemicals, stains and reagents, order the quantity used in a 3-month period, taking into account any 
recent increase or decrease in the amount used. For example: 

— 8 bottles of Giemsa stain have been used in a year 

— This gives an average of 2 bottles used every 3 months 

— Order 2 bottles every 3 months (or 4 bottles every 6 months if orders are submitted twice a year). 
Expiration dates 

Some reagents (blood grouping antisera, VDRL and other antigens, etc.) have to be used before a certain date. 
Make a note of the expiration date on the stock card. 



16. biecinciiy: sluing up 
Simple Eiectiicai Equipment 



A mains electricity supply is not essential in a peripheral laboratory; almost all the techniques described m this 
manual can be carried out without electricity from the mains by using battery-operated or gas-operated equipment. 
If the laboratory does have an electricity supply, however, the following valuable equipment can be used: 

— an electric lamp for the microscope (stable illumination makes adjustment easier) 

— an electric centrifuge (much faster than the manually operated type) 

— a microhaematocrit centrifuge (rapid detection of anaemia) 

— a spectrophotometer or colorimeter (much more accurate estimation of haemoglobin) 

— an eiectric sterilizer, water bath 
etc. 

You may have to make simple connexions or repairs in the laboratory. The explanations given below are intended 
to help the laboratory technician to do this and are limited to the steps to follow in each case. It is recommended 
that inexperienced person?, start by carrying out the procedures in the presence of an instructor. 

NOTE: In many countrios the electrical equipment will be different from that described here, which has been 
chosen as an example to illustrate the basic principles. 



THE ELECTRICITY METER 

This measures and records the amount of electricity 
used. It indicates: 

- the voltage - measured in volts (220 V, 110 V, etc.) 

- the current strength - measured in amperes (A) 

- the frequency of the current, e.g. 50 hertz (Hz) 
(cycles per second). 

Some types of meter have: 

- a red button marked "OFF", or a flip-switch; 
when the button is pushed or the switch flipped, 
the electricity supply to the whole building is 
cut off (the mains fuse) 

- a green button; when it is pushed or the switch 
flipped back the other way, the electricity supply 
is restored. 




The "OFF" button or flip-switch may act as a circuit-breaker, automatically cutting off the current when 
circuit i« overloaded. When this happens, press the green button or flip the switch to restore the current ai 
ascertaining and correcting the fault that caused the cut-off. 
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A. SETTING UP A NEW PIECE OF EQUIPMENT 
1 . Voltage 

Check that the voltage marked on the instrument 
is the same as that of your electricity supply. The 
instrument has a place on it showing the voltage 
with which it must be used. The voltage of your 
electricity supply is marked on the meter. 




2. Dual voltage equipment 

Some instrumonts can be used with 2 different voltages: these are dual voltage instruments. 

There is a device on the instrument that enables you to select the appropriate voltage, i.e., the voltage marked 

on your electricity meter. • 



Depending on the instrument, this device may be: 

(a) a lever that can be moved to the 110 V position or 
the 220 V position, etc. 

(b) an unwired plug that can be transferred from the 
110 V position to the 220 V position, etc. 

(c) a screw that can be turned to the 110 V position or 
the 220 V position, etc. 




11 0 - 120^ 



220 ' 2^0v 



3. The wattage of the instrument 

^ This is measured in watts (W) and is marked on the plate that shows the correct voltage for the instrument. 
Each piece of electrical equipment in the laboratory uses a certain amount of power. The total must not 
exceed the power of your electricity supply. The latter can be worked out from the figures shown on the 
meter: multiply the voltage (V) by the current strength (A). For example: 

voltage: 220 V 

— cu rrent strength : 30 A 

- wattage of the electricity supply: 220 x 30 = 6600 watts 
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4. Using a transformer 

If the Instrument provided is intended for use with a voltage different from that of the laboratory circuit 
It can be used with a transformer. For example: 

- the centrifuge provided only works at 1 10 V 

- the voltage of your electricity supply is 220 V 

. - ask for a 1 10 V - 220 V transformer, indicating the wattage of the centrifuge 



plug the centrifuge into the 1 1 0 V connexion 
of the transformer supplied 
plug the 220 V lead from the transformer into 
the electricity supply (wall socket). 




5. Switching off electrical equipment 

After an instrument has been switched off, it must be unplugged from the wall socket. If left oluqaed in it 
can cause a fire. 



B, WHAT TO DO IN CASE OF ELECTRICITY 
FAILURE 

If an instrument does not work, check the following: 

1 . the fuses 

2. the plug at the end of the cable 

3. the cable 

4. the wall socket 

5. the voltage of the instrument and that of the 
circuit. 



Useful tools 

— a screwdriver 

— wire-cutters 

— flat-nose or taper-nose pliers 

— fuse wire 

— various spare parts: plugs, switches, etc. 






BEFORE DOING ANYTHING 
Cut off the current: 

— either by pressing the button or switch marked 
"OFF" on the meter 

— or by removing the mains fuse. 



1. Changing a fuse 

Remove the cover from the fuse-box. 
If it is a screw-type fuse, the fuse wire is stretched 
between 2 screws. If the wire is broken or melted, 
the current no longer passes: the fuse has blown. 
Loosen the 2 screws. Remove the old fuse wire. 



Replace it with new fuse wire of the same gauge (thickness), or with thinner wire if the same size is not 
available. Fix the wire in an "S" shape, with a loop at either end. If the fuse is of the screw-type {see diagram 
above), the wirOs^must pass beneath the little washers under the screws. 



If it is a two-pin fuse, fix the fuse wire to the base 
of the pins, and then tijhten the pins with pliers. 





Once tha fuse has been repaired, check the v^ole 
circuit before switching on the electric current. 

^^r— — — 



2. The plug 

If a fault is suspected in the plug at the end of the 
cable, the plug must be taken apart. 
There are many different types of plug. Some have 
a screw on the outside that can be unscrewed. 



Inside the plug, the 2 wires of the cable are fixed 
to the terminals (T) of the contact pins (P). Check 
that the terminal screws are tightened. Sometimes 
this is all that is needed to repair the plug. 



To fit a new plug, remove the insulating material 
for a length of 1-1 .5 cm from each of the 2 wires 
making up the cable. This can be done by scraping 
with a knife but take care not to damage the wire 
inside. 



Twist the exposed ends of both wires to give 
a smooth core that will fit neatly into the 
terminal when the screw has been loosened. 



Insert each exposed end Into one of the terminals 
of the plug. Tighten the terminal screws and replace 
the terminals. They should hold the wires firmly; 
check by pulling the wires gently. 



Threei:>in plugs 

Two of the pins are connected to the electric current; 
one is live and one \sneutraL The third (usually the 
middle) pin is connected to the ground. It is most 
important to connect each of the three wires in the 
cable to the correct pin, and the plug usually contains 
instructions that should be strictly followed. If there 
is the slightest doubt, consult an electrician. 




The ground wire is covered in green or green and yellow Insulating material (G). It provides an escape for the 
electric current in case of poor insulation, thus avoiding passage of the current through the human body. 



3. The cable (lead) 

If the cable is burned or broken, ask an electrician to make the connexion in accordance with the safety 
regulations in force. 





(a) Switches 

There are many different types of switch. 
They have to fc>e unscrewed and opened if you 
want to check that they are working properly. 
Make sure that the two incoming wires and 
the two outgoing wires are firmly fixed in 
their respective terminals by screws, 1 , 2, 3 
and 4. 



(b) Extension lead 

An extension lead is a cable with a male plug 
(M) on one end and a female plug (F) on the 
other. The female plug is fixed to the cable by 
two terminals inside the plug, just like the 
normal male plug. 
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4. Wall sockets 

To check a wall socket, plug in a lamp In good working ofSf^r. Some sockets are fitted with a small 
replaceable fuse. If this is not the case, it is usually wise to call in an electrician to repair a wall socket. 



C. SETTING UP A LAMP FOR THE MICROSCOPE 

If you have a microscope with a mirror, a lamp can be 
made to provide illumination. A porcelain ho\deY for 
a light bulb is fixed on a v^/ooden base and the whole is 
encased in a wooden or tin box with an opening for the 
light. Cut slits in the top of the box to enable the bulb 
to cool. 



Alternatively, a flap can be fitted above the opening 

to serve as a shutter. Use an opaque electric bulb of 

the "daylight" type (blue white): 

~ 60 watts for a monocular microscope 

- 100 watts for a binocular microscope. 





SOME THINGS NOT TO DO 

1. Never take electrical equipment apart without first cutting off the current. 

2. Never touch electrical equipment with wet hands (water is a good conductor of electricity). 

3. Never plug a new piece of equipment into the electricity supply without first checking the plate to see 
whether the voltage marked is the same as that of the laboratory circuit {110 V, 220 V, etc.). 

4. Never remove a plug from a socket by pulling the cable. 

5. Never replace melted fuse wire by wire that is thicker. 
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A fault in the plumbing of the laboratory (a dripping tap, a blocked sink, etc.) can hamper laboratory work 
considerably. Some simple procedures to remedy the situation are describe '^elow, in case a plumber is not 
readily available. 



A. MATERIALS 

— An adjustable wrench 

— A pipe wrench 

— A set of screwdrivers 

— A bottle brush 

— Rubber washers for taps 

— Rubber stoppers such as those u:sed in penicillin 
bottles 

— Plunger for clearing choked pipes 

— Towand jointing compound, if available. 

Important: Before starting any plumbing operation, cut off the water at the mains. 



B. TAPS 

Components of a tap 

A tap is made up of two nerts: 

— the body B, through vvhich the water flows 

— the head H, which controls the flow of water by 
means of a rubber washer W. 

Between the head and the body, there is a joint (J) of 
rubber or tow. 





If the tap continues to flow when turned off 

— the washer needs to be replaced. 

(a) Unscrew the head of the tap using an adjustable 
wrench (turn in a counterclockwise direction). 




(b) Rerhove the worn washer from the base of the 
head (B). If the washer is embedded, pull it 
out If it isacrewQd on, unscrew it. 



^c) Ri^laoe it with a new wafher of the same type. 





• \ loo 




2. 



(d) 
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has been replaced, the seating (S) that receives 
the washer is probably^fautty. In this case 
plai^j rubber!stoppeifin the hole. This will 
act is a temporary seal unti'l a plumber can 
be called in. 



If water leaks jout of the head of the tap 

- the joint needs to be replaced. 

(a) Unscrew the head of the tap using an 
adjus.^able wrench. 

(b) Replete the joint with a new one of the 
same type. 

If the joint is made of tow: 
(a) Remove the old joint/ scraping the screw 
thread with a pointed knife. 




(b) Wind new tow around the screw thread, 
-starting at the top and winding in a 
clockwise direction. 




(c) Smear jointing compound over the tow. 

(d) Replace the head of the tap on the body and 
screw down as far as it will go. 



Replacing the whole tap 

Unscrew the faulty tap, usirig a pipe wrench (turn 
in a countercipckwise direction). : 

Take the new tap; the body ends in a large screw 
(S) . Wind tow around the threacl^fld smear with 
jointing compound as described above. 



m 

m 



-J into the waterj^ipe in the wall 

fnjilabiof;!^ 

le wrench. 
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i C. SINK TRAPS 

Compomntt of a link trap 

The link trap contiitt of : 

- the body, fixed to die link outflow by a joint J1 

- the iwan neck of the U-ihaped trap, fixed to the 
body by joint J2. 

r - The whole is attadied to the waste pipe by joint J3. 

The waste water flows into the trap^ which is 
1 pernrMinently filled with water (the seai). This prevents 

foul air from the wasts pipes and sewers from coming 

up into the sink. 

Sink traps may become blocked so that waste water 
from the sink or basin cannot drain away. 




Unblocking with a piungair 

Place the plunger over the waste pipe. Let a little 
water flow around it to help it stick. Press down on 
the wooden handfe to flatten the plunger. Pull it up 
and then push it down hard again. Repeat this 
procedure several timeii, as fast as you can. The 
suction cauied may break up what(7ver ii blocking 
the link; 




Unbtocking with chamicali 

Uie a commercial product intended for the 
purpbie/lf ^ii ii not available, use 2S0g of 
lodium hydroxide pellets. Put them in the 
bottom of the sink or basin, over the waste pipe. 

^our two litres of boiling water on to the 
pellets (avoid splashing). 

Leave to act for 5 minutes. 

Rinie thoroughly with cold water from the tap. 




Unblocking by emptying the link trap 

Places bucket beneatti the trap. Unscrew joint J2 
using the adjustable spanner. Clean the trap with 
a bottle bru#) or piece of wire. Clear away all 



l^illftitia iihi'i^ deposit (limestone) in the trap, 
f%#ilke it apart completely. Heat the components in 
K^Hiitida^ (20 ml acid per litre of water). 




if the trap is laaking 

If foul smells come up through the waste pipe of 
the sink, the permanent re^rvoir of water {the 
"'^seaO at the bottom of the trap must have leaked 
because of a fault in joint J2. Screw the joint down 
tightiy, or replace it with a new one. 

Important: Never pour strong acids down a sink. 




18. Rrst AlQi in Laboratory Accidents 



ACCIDENTS i^THi LABOR ATORY 

Accidents in the medical laboratory may be caused by: 

i A dds 
or . 

2. Alkalis 

— splashes on the skin 

— splashes in the eye 

— swallowing. 

3. Toxic substances 

4. Heat 

— open flames 

— hot liquids 

— inflammable liquids 

— explosions. 

5. Broken glass 

In addition to the above, there may be injuries involving infected material, bodily damage by electric 
shock, etc. 



Useful first aki equipment 

— 5% aqueous sodium carbonate 

— 2% aqueous sodium bicarbonate (in an eyedrop bottle) 

— 5% acetic acid 

— Saturated solution of boric acid (in an eyedrop bottio) 

— Soap powder solution: Sg per litre of water 

— Cotton wool and gauze 

— Merbromin (Mercurochrome) and tincture of k)dine. 

These Items should be readily available in the laboratory. They must not be kept in a locked cupboard. 



Acid bums 

(Nitric, sulfuric, hydrochloric and trichloroacetic acids) 

In all cases: Wash immediately with large quantities of water. 

1. Acid splashes on the skin 

(a) Wash thoroughly and repeatedly with water. 

(b) Bathe the affected skin with cotton wool soaked in 5% aqueous sodium carbonate. 



2. Acid splashes in the eye 

(a) Wash the eye immediately with large quantities 
of water sprayed from a wasii bottle (or rubber 
bulb); «)uirt the water into the corner of the 
eye near the nose* 




Alternatively, hold the eye under the running tap. 

(b) After washing, put 4 drops of 2% aqueous 
sodium bicarbonate into the eye. 

(c) Refer the petierit to a physician. Continue to 
apply bicarbonate sohjiion to the eye pending 
the physician's arrival. 



I .5ai:G!;|j::':i:il:i5r 
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3. Swaffowing acids 

Accidental swallowing while using a pipette: 

(a) Call a physician. 

(b) Make the patient drink some 5% soap solution immediately (alternatively, give him 2 whites of eaa mixed 
with SOO ml of water or milk). If neither of these is available, he should drink ordinar^watlr 

ic) Make him gargle with the soap solution. 

(d) Give him 3 or 4 glasses of ordinary water. 

(e) If the lips and tongue are burned by the acid: 
— rinse thoroughly with water 

-7 bathe with 2% aqueous sodium bicarbonate. 

Alkali burns 

(Sodium, potassium and ammonium hydroxide) 

in aii cases: Wash immediately with large quantities of water. 

important: Alkali burns are as serious as, and often more strious than, acid burns. 

1. Aiicaii spiashes on ti)e sicin 

(a) Wash thoroughly and repeatedly with water. 

(b) Bathe the affected skin with cotton soaked in 5% acetic acid (or undiluted vinegar). 



Aiicaii spiashes in tf)e eye 

(a) Wash immediately with large quantities of water sprayed from a wash bottle (or ruboer bulb) - squirt the 
wa* T mto the corner of the eye near the nose. ' ^ 

?J SlUrh^Jr*^ ^1^^ "^^^ "^^^^ ^ saturated solution of boric acid (apply drops repeatedly), 

(c) Refer the patient to a physician at once. ^ t icpcaic jiy/. 



3. Swallowing alfcal is 

Accidental sallowing while using a pipette: 

(a) Send Jor a physician 

(b) Make^the patient drink at once: 

/rV Moifol^i^'^^^^^ of acetic acid (or Jemon juice, or dilute vinegar: 1 part vinegar to 3 parts water). 

(c) Make him gargle with the same acid solution. wwu. 

(d) Give him 3 or 4 glasses of ordinary water. 

(e) If the lips and tongue are burned by the aJkali: 

- rinse thoroughly with water 

— bathe with 5% acetic acid. 



ERIC 



99 



Poisoning 

This citn be caused by: 

— inhaling toxic vapours or g^es {e.g. chloroform) 

— accidental swallowing while pipetting a poisonous solution. 

In all cases: 

(a) Send for a physician or qualified nurse, specifying the toxic substance involved. 

(b) Place the victim in the open air while waiting for the physician. 



Burns caused by heat 

These fall into two categories: 

1 . Severe burns affecting large areas of skin (e.g. burns caused when burning ether or boiling water is spilled over 
the victim). 

2. Minor burns affecting a small area of skin (e.g. burns caused by hot glassware or a Bunsen flame). 



1. Severe burns 

(a) If the victim is or fire {e.g. splashed with burning ether or other inflammable solvent), roll him in a blar.ket 
or overall to smother the frames. 

(b) Inform the physician on duty at the casualty department immediately, specifying that a patient with severe 
burns will have to be moved. 

(c) Lay the victim on the ground. Do not remove his clothing. Cover him if he is cold. 

(d) Do not apply any treatment to the burns: this must be left to the physician. 

2. Minor burns 

(a) Plunge the affected part into cold water or ice-water to soothe the pain. 

(b) Apply merbromin (or tincture of iodine) to the burn. 

(c) Apply a dry gauze dressing loosely. 

(d) If the burn becomes infected or does not heal, refer the patient to a physician. 
Never tear off the blisters that form over burns. 



Injuries caused by broken glau 

1. Clean glass 

(a) Disinfect the skin in the normal way (using merbromin, tincture of iodine, etc.). 

(b) Cover with an adhesive dressing (ready-made type). 

(c) If the cut bleeds profusely, stop the bleeding by pressing down on it with a compress. Refer ttie patient 
to the casualty departnient. 

(d) If the cut bleeds heavily with the blood spurting out at intervals, try to stop the bleeding with a con^press 
and call a physician or qualified nurse. 

(e) Continue to press on the wound while awaiting the physfcian's or nurse's arrival. (He or she will decide 
whether a tourniquet should be applied.) 

2. Glass containing infected material 

Glassware containing stools, pus, bacterial cultures, etc.: 

(a) Check whether the cut is bleeding; if not, squeeze hard to make it bleed for several minutes. 

(b) Bathe the whole area (the edges of the cut and inside the cut} with tincture of iodine or a ^rgical 
antiseptic. 

(c) Wasli thoroughly with soapy water. 

(d) Bathe again with tincture of iodine. 

(e) Refer the victim to the physician if the material involved is known to be very infective (bacteriai cultures, 
pus, etc.). 



Bodily damage by electric shock 

rare TS?!?r^v'Sr?fr^^^^^ <^20 °r 220 V) is usually used in the laboratory and electric shocks are 

faS and aspS ''""^ ''"'"^ P^«'<="'«^'V with wet hands. The symptSre 



(a) Before doing anything else, cut off the electn^nity 
at the mains fuse* 

(b) Send for a physician. 

(c) Begin giving artificial respiration immediately 
(mouth to mouth), and massage the heart 
externally if necessary. 




PRECAUTIONS FOR THE AVOIDANCE OF ACCIDENTS 
Handling acids and alkalis 

1 . Diluting sulfuric acid with water 

Always add the sulfuric acid to the water drop by drop, stirring the mixture after each drop Do this 
preferably in a s\vk. Never pour water into sulfuric acid (because of the danger of splashing). 

2. Boul^ of acids and alkalis 

Keep them on the lovyer shelves of the cupboards. When you take one out, hold it firmly upright with a dry 
nana, uo not keep acids and alkalis in bottles with ground glass stoppers (they may get stuck). 

3. Pipetting 

Where poMible, use small measuring cylinders for measuring acids and alkalis. If more accurate measurement 
IS required, use a pipette plugged with non-absorbent cotton wool or with a rubber tube attached. Pipette 
slowly, watching the level of the liquid. 



Haatitig glassware and liquids 

1. Test-tubes 

Never heat the bottom of a test-tube; the liquid inside might sputter. Heat the middle of the tube, shaking 
gently. The mouth of the tube should be facing away from the worker and any other person, towards an 
empty work space or a sink. 

2. Ordinary glass and Pyrex 

Only Pyrex glassware and porcelain receptacles can be heated over a Bunsen flame. Ordinary glass will break. 

3. Inflammable liquids 

^"'Yxf?**^^"?^!*^'?' of inflammable liquids such as ether, ethanol, acetone, benzene, toluene and carbon 
Gisumde should be kept in the laboratory. 

IMi9^//VG.- Ether will ignite at a distance of several metres from a flame. Never place a bottle of eth^r on 
a workbench where there is an open flame (Bunsen burner, spirit lamp, etc.). Carbon disulfide Is even more 
dangerous. 

4. Butane gas 

5'!'^^" * 9^ always light the match and hold It to the burner before turning on the gas tap. 

Turn off the mam valves of all bottles of butane gas every evening. Replace the rubber connecting pipes once 

8 year. 
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The pian below sets out the possible arrangement of a peripheral medical laboratory attached to a health centre. 
It shows a laboratory capable of carrying out some or all of the techniques described in the manual. The plan is 
limited to one room, since often this is all that is available for the laboratory. 
The room should be at least 5 metres by 6. 




Seats for 
patients 



If 2 rooms are available, it is recommended that the blood transfusion service be placed in the second room. If 
there Is no transfusion service, the second room can be used for washing and sterilization. Dirty and/or contaminated 
material should be removed from the laboratory working area as quickly as possible both for the safety of the 
workers and to avoid errors and cross-contamination. 



bj dicuSii^^^^ ' ^"^'^'^ arrangement of a peripheral laboratory. It will obviously be modified 




1 . Outpatient's table 

2. Blood bank refrigerator 

3. Hand centrifuge 

4. Microscopes 

5.. Haematolc^y area 

6. Colorimeter 

7. Blood transfusion area 

8. Water bath 

9. Centrifuge 

10. Syphilis fierology and biochemistry area 

11. Reagent refrigerator 

12. Reagent shelf 

13. Glassware shelf 



14. Balance 

15. Staining box 

16. Sputum area 

17. Bunsen burner 

18. Sinks 

19. Drying pegs 

20. W^e sink 

21. Blood dcnor bed 

22. Records 

23. Stool preparation area 

24. Urine prepairation area 

25. Reception of specimens 

26. Gas bottle 



20. List of Apparatus Needed 
to Equip a Peiip^ 



The following is a list of the apparatus needed to equip a laboratory capable of carrying out all the examinations 
described in the manual. Such z icboratory would usually be located in a small rural hospital (district level) which 
might have between 60 and 100 beds. A health centre laboratory not attached to a hospital would require less 
equipment as it would probably not carry out blood transfusion work, VDR L, etc. 

The quantities of the different expendable items proposed are sufficient to enable a laboratory with one or two 
technicians to perform 20-50 examinations per day for b period of 6 months. 



I. LABORATORY INSTRUMENTS 

A. Essential items 

1 . The microscopes 

— One microscope with an inclined binocular tube, a mechanical stage, three objectives (x 10, x 40, x 100), 
eyepieces (x 5, x 10), condenser and plane/concave mirror. If mains electricity is available, an electric 
microscope lamp, for use in haematology. 

— One microscope with an inclined monocular tube and accessories as listed above, for use in the other 
sections of the laboratory (parasitology, urine analysis, bacteriology, etc.). 

At the health centre level one monocular microscope is sufficient. 

2. The centrifuge 

— An electric centrifuge with microhaematocrit head attachment and reader. 

— A hand-operated centrifuge with 4 buckets. 

3. The bafarjce 

An analytical balance is necessary if reagents are to be prepared in the laboratory. Accessories: a set of weights. 

4. Refrigerators 

Wherever a transfusion service is established a separate refrigerator must be set aside for this scr\'ice. 
Other reagents ( VD R L and pregnancy tests, etc.) and materials (some transport media, specimens, etc.) 
can be kept in a compartment of the hospital's or health centre's refrigerator. 

5. A thermostatically controlled water bath (37 ""0-56 ""CJ 

Used for cross-matching, VDRL tests, inactivation of sera, and other tests where a constant temperature is 
needed oyer a relatively long period. 

6. A rotating machine for VDRL tests 

Essential in any laboratory where the VDRL test is done routinely. 

7. A differential counter 

Although a hand tally counter can be used, the differential counter saves time and improves efficiency. 

8. A photometer or colorimeter 

Necessary for blood chemistry and for accurate haemoglobin determination. A battery-powered model is 
supplied by UNICEF (ref. 09-309-93 or 09-310-00). 



B. Additional items 

1 . The autoclave 

When the laboratory is in a hospital, the hospital sterilization service can be used. If the laboratory is in a health 
centre one of the following is needed: 

— a pressure cooker 

- a sm?!! autoclave (electric or heated by oil stove or butane gas). 

2. A hot air oven 

If the laboratory is fairly large, a small hot air oven is useful for drying glassware and for sterilization in 
conjunction with the autoclave. 



3. Balances 

If the laboratory is required to prepare a wide range of reagents, a two-pan balance with the corresponding 

set of weights might be acquired. ■■^1^^ 

4. A de-ionizer or a still for making distilled water 

pJi^S^gf "'^^"^ apparatus for demlneralizing water by means of cartridges of ion-exchange resins (see 

A still can be used instead of a demineralizer. A model supplied by UNICEF {ref 01-680-02) is made of 
stainless steel and is therefore durable. 

thi lis?^ reagents are supplied ready for use or if distilled water is provided, this item may be withdrawn from 
II. EQUIPMENT FOR COLLECTION OF SPECIMENS 

Syringes, graduated, 20 ml 2 

Syringes, graduated, 10 ml in 

Syringes, graduated, 5 ml ! . ! 20 

Needles {hubs to fit syringes) size 18G (1.2 mni)'x Vo'mm \\\\\\\\\\\\V \\\ 6x12 

Needles (hubs to fit syringes) size 19G (1.0-1.1 mm) x 40 mm 6x 19 

Needles (hubs to fit syringes) size 20G (0.9 mm) x 40 mm 2x19 

Needles (hubs to fit syringes) size 22G (0.7 mm) x 40 mm 6x12 

Needles (hubs to fit syringes) size 23G (0.6 mm) x 32 mm 2x12 

Needles (hubs to fit syringes) size 25G (0.5 mm) x16mm 3x12 

Rubber tubing for tourniquet, 2-5 mm bore o niprpc 

Lancets for taking capillary blood \ .\\\\V.\V ' W lOx 12 

Cotton wool, white, absorbent 2 x 500 a 

Cotton wool, non-absorbent 2 x 500 q 

Bottles, previously containing antibiotics, reagents,' etc. for injection (5! 10, 20 ml')' \V.\\\\\\\\\\ As many as 

possible 

Additional equipment desirable 

Needles, sterile, disposable, for taking blood as needed 

Needles, stop, 18G 12 

Lancets, sterile, disposable, for taking capilla;y blood as needed 

Scalpel with disposable blades (for leprosy) 1 

Curved clamp forceps without teeth (for leprosy) . . . ; i 

Boxes, plastic or cardboard, disposable, for stool collection 500 

Applicators, wooden (12 cm x 1 mm) (can be made locally) 500 

Bottles, 2.5 nil and 5 ml, preferably plastic 50 

Bottles, white glass, wide-mouthed, 50 ml, with metal screw cap and rubber washer, 

for sputum collection 25 

Bottles, white glass, 25 ml, with metal screw cap and rubber washer, for various specimens W W. 25 

Bottles, wide mouth,.all varieties, for urine collection 20-40 

Forceps, punch for skin biopsies (for onchocerciasis) 1 

Tongue depressors, wooden 50 

III. GLASSWARE " 

Glass rods, solid 6 mm diameter 3 

Beakers, flat: " 

- plastic 50 ml . 4 

- plastic 100ml 4 

- plastic 250 ml 4 

Staining troughs, rectangular, for 20 slides 4 

Funnel, glass, 60mm diameter . 1 

Funnels, glass, 90 mm diameter \ 2 

Funnel, plastic, 200 mm diameter 1 

Measuring cylinders, graduated, with stoppers, glass: 

- 25ml 3 

- 100ml \ 3 

- 250 ml 2 

- 500 ml f 

- 1000ml \ W W . W \ . .\\\\VWV/W\VW\\V.\\\V.V.\ 1. ^ 

Flasks, Erienmeyer, Pyrex, wide-mouthed, 260 ml 3 

Flasks, Erienmeyer, Pyrex, wide mouthed, 500 ml ! ! ! 2 

Drop bottles, plastic or glass, 1 00 ml \ W W W 12 

Drop bottles, brown glass, 100ml 3 

Reagent bottles, plastic or glass: 

- lOOmI 20 

- 500 ml 10 

- 1000ml 10 
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Flasks, volumetric, glass, with stoppers: 

- 100ml 4 

- 250ml ; 2 

- 500ml 2 

- 1 litre 1 

Microscope slides, 25 x 75 mm (1 .1 to 1 .3 mm thick) 2 x 1000 

Coverslips, square, 20 x 20mm (0.13 to 0.16mm thick) 20 x 100 

Wash bottles, plastic, 500 ml 2 

Wash bottles, plastic, 1000 ml 2 

Watch glasses, 50 mm diameter * 2 

Pipettes, graduated from the top and not to tip: 

- 1 ml (subdivided 0.01 ml) 12 

- 2 ml (subdivided 0.01 ml) 10 

- 5 ml (subdivided 0.1 ml) 10 

- 10 ml (subdivided 0.1 ml) 6 

Pipettes, Pasteur 2x144 

Test tubes, Pyrex, 1 50 x 16 mm 50 

Test-tubes, Pyrex, 85 x 15 mm (Kahn tube) 100 

Test-tubes, Pyrex, 50 x 6 mm (cross-matching tube) 20 

Centrifuge tube, conical, 15 ml 40 

Centrifuge tube, conical, 15 ml, graduated in 0.1 ml 6 

Glass tubing, wall 1 to 1 .5 mm, diameter 7 to 8 mm 1 kg 

Additional items 

Petri dishes, glass: 

- 112 mm diameter 4 

- 156 mm diameter 4 

Evaporating dishes, 75 mm (75 ml) 2 

For the VDRL test: 

- Bottles, clear glass, 30 ml, with ground glass stoppers, 35 mm diameter, flat-bottomed 3 

- Pipettes, graduated to tip: 1 ml (subdivided 0.1 ml) 5 

0.2 ml (subdivided 0.05 ml) 30 



IV. HAEMATOLOGICAL APPARATUS 

Pipettes, Sahli, 0.02 ml, with rubber tubing 30 

Pipettes, blood, 0.05 ml 20 

Counting chambers: 

— Improved Neubauer (bright line if possible) 3 

— Fuchs-Rosenthal 1 

Coverglasses, optically plane, for counting chambers 12 

Tally counter 1 

Tubes, Westergren, for erythrocyte sedimentation rate , 30 

Stands, for Westergren tubes 2 

Microhaematocrit capillary tubes, heparinized 1000 

Microhaematocrit tube sealing compound 1 set 

(10 trays) 

Blood-collecting bottles, for transfusion 300 

Blood-collecting sets 30 

Opal blood-grouping tiles 3 



V. BACTERIOLOGICAL AND BIOCHEMICAL APPARATUS 

Nickel-chromium alloy (nichrome) wire, 1 mm diameter 

Loop holders 

Wooden block for loopholders 

Protein standard tubes 

Test-tube racks, large, 12 tubes 

Test-tube racks, small, 12 tubes 

Wooden test-tube holders 

Forceps, stainless steel, for slides 

Bunaen burner for use with butane gas 

Butane gas cylinders 

Tripod with asbestos gauze 

Urinometer 

Spatulas, various sizes, for reagait weighing 
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1 metre 

4 

1 

1 set 

4 

4 

2 
2 

.1 

as needed 
1 
1 

3 



VI. LABORATORY RECORDS AND REPORTS 



Record books, hardbacked, large 

Record book, hardbacked, small (for blood donors) ' * ? 

Glass-marking pencils, wax, red \ 

Glass-marking pencils, wax, blue ..,/,./,/,,,,[,,[. 
Glass marker, diamond point. , [ 

Pencils, lead 1. ]] ^ 

Pens, ballpoint, black or blue ink 

Pens, ballpoint, red ink (for recording positives) . o 

Cellophane tape 2 

Adhesive tape, white [ [ ] 3 rolls 

Labels for patients' bottles ! //..,]][][.[/] ^ 
Prepared laboratory request forms (preferably standardized centrally) /.^V/M]]].]]] ^as^eeded 



VtL MISCELLANEOUS 



pair 
pair 



Timer, 0-60 min, with alarm 

Spirit lamp 

Hammer 

Pliers 

Pliers, electrician's 

Screwdrivers (small, medium, large) " 

Round metal file, 5 mm " 

Small ampoule files 

Saucepan, flat-bottomed with lid, 30cm f 

Hot plate ' _ ' ' * 

Mortar ahd pestle (10cm) 

Bowls, plastic, 50 x 30cm 

Bucket, plastic, 12 litres 

Rubber bulb (for cleaning pipettes)! 

Scissors (medium, large) 

Vacuum pump, metal " 

Thermometer, 0— 100 °C 

Stoppers, rubber 

Stoppers, cork .////.//.[[///,,[./, 

Corkscrew 

Test-tube and bottle-cleaning brushes (various sizes) 

Filter paper, 15cm, No.1 

pH paper, narrow range (6.8-7.2). 

pH paper, wide range (0-12) 

Litmus paper 

Lens paper 

Toilet tissue 

Towels and clean rags 

Immersion oil needed 

' * '\ o bottles 

^ (10 ml each) 



set 
set 



4 boxes 
6 books 
6 books 
6 vials 
2 packets 
2 rolls 
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PART II 
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A. PARASITOLOGY 



Introduction 



The study of parasites that cause disease in man is called 
medical parasitology. A parasite is an organism that lives 
in or on another living organism of a different species 
and obtains its food from it. 



The organism from which the parasite takes its food is 
called the host. 



A parasite such as a tick that lives on its host is called an 
ectoparasite. 



A parasite that lives in Its host, such as a hookworm or 
an smoeba, is called an endoparasite. 




Laboratory diagnosis in medical parasitology may 
include examination of stools, urine, sputum, b^cod, 
cerebrospinal fluid (CSF), and other secretions or 
tissues. 
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1. What to Look For. Collection of Stools. 



The following stool examinations are carried out in the 
laboratory; 



1. PARASITOLOGICAL EXAMINATION 

This is the detection of parasites such as: 

(a) worms visible to the naked eye (see page 143). 




(b) eggs or larvae of those worms, visible only under the 
microscope (see page 122). 
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(c) protozoa (single-celled microorganisms), which may 
be found in a motile (vegetative) form (see page 147) 
or in a non-motile, resistant form as cysts (see page 
155). 



2. SACTERIOLOGICAL EXAMINATION 

This is the detection of bacteria that cause disease 
by the culture of stools (see page 268). 



3. CHEMICAL EXAMINATION 

This is principally carried out to detect the presence of 
occult blood (see page 1 75). ^- 

Other chemical tests are less frequent. 



COLLECTION OF STOOLS 

The reliability of th« results obtained will depend 
largely on the care taken In collecting the stools. The 
following precautions ^iduld be taken in collecting 
stools for parasitological examination. 



1 . Collection of a suflfcien t quantity 

Thh is necessary in order: 

- to permit detection of parasites, if in low 
concentration 

— to prevent rapid drying of stools. 

The specimen should contain at least 4 ml (4 cm^ ). 



2. Provision of a container for the patient's use 

Every effort should be made to give tie patient one 
of the following types of container for collection of 
the specimen: 

(a) a waxed cardboard box 

(b) an empty tin with a lid 



(d) a glass jar especially designed for stool collec- 
tion, with a spoon attached to the stopper. 



(a) Stools must be examined within one hour of 



(b) If a number of specimens are received at the 
same time, pick out liquid stools and those con* 
taining mucus or blood and examine these first, 
for they may contain motile amoebae that die 
quickly. 



(c) a light plastic box 



3. Examination of stooh while fresh 



collection. 





THINGS NOT TO DO 

1 . Never leave stool specimens exposed to the air in containers without lids. 

2. Never set aside stool specimens for examination at the end of the morning (i.e., 2 or 3 hours late?'). 

3. Never accept stools mixed with urine (e.g. in a chamber pot or bedpan). 

4. Never place the container with the stool specimen on the examination request form. 

For collection of stool specimens with preservatives for bacteriological txamination (cholera culture, culture for 
other bacteria causmg dysentery) see page 268. 
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2. Slide Preparation 



> 



MATERIALS 

~ Microscope slides 

— Coverslips, 20 mm x 20 mm 

— Wooden applicators, or wire loops (0.46 mm nickel- 
chromium alloy wire) 

— Grease pencils 

— Sodium chloride solution (reagent No. 45) 

— Lugol iodine solution (reagent No. 36), diluted 
5 times. 



METHOD 

1 . Take a slide and put: 

— 1 drop of sodium chloride solution in the middle 
of the left half 

— 1 drop of the iodine solution in the middle of 
the right half 




2. Using an applicator or wire loop, take a small 
portion (about this size: O) of the stool. If the 
stools: 

— are formed, take the portion from well inside 
the sample (parasite eggs?) and from the surface 



— contain mucus or are liquid, take the portion 
from the bloodstained mucus on the surface or 
from the surface of the liquid (amoebae?). 









3. Mix the sample with the drop of sodium chloride 
solution on the slide. 







4. Using the applicator or wire loop, take a second 
portion of stool from the specimen and mix it with 
the drop of the iodine solution. 




Place a coverslip over each drop (apply coverslips as 
shown to avoid the formation or air bubbles). 
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Mark the number of the specimen on the slide with 
a grease pencil. 




7. Examine the preparations under the microscope. 
For the Mline preparation use x 10 and x 40 
objectives and a x 5 or x 6 eyepiece. For the iodine 
solution preparation use a x 40 objective. As the , 
eggs and cyits are colourless, reduce the amount of 
light using the condenser aperture or lower the 
condenser to increase the contrast. 
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8. Examine the first preparation with the x 10 
objective, starting at the top left-hand corner as 
indicated. 



To ensure that no field h overlooked, pick an object on 
the edge of the field of vievy/ and move the slide across 
the microscope stage, examining the field, until the 
object reaches the other edge of the field. Repeat the 
procedure over the whole area. 

For each field examined change at least once to the x40 
objective to check for the presence of protozoa, which 
are very small. 

Then examine the iodine solution preparation with the 
X 40 objective. 
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Principle 

The eggs of the pinworm (Enterobius vermicularis) are 
usually collected (particularly in children) in the folds 
of skin around the anus. They rarely appear in the 
stools. 



MATERIALS 

— Adhesive cellophane tape 

— Spoon 1 0 cm long or, better, a wooden tongue 
depressor 

— Slide 

— Microscope. 





4. Hold the completed taps swab in your right hand, 
pressing the slide firmly against the spoon. 



5. Separate the patient's buttocks with your left hand. 
Press the end of the spoon covered with tape against 
the skin round the anus in several places. 



6. Take the slide and fold the tape back on to it, sticky 
side down. 



7. Make sure that the tape is firmly stuck flat to the 
slide by pressing it with 2 piece of cotton wool. 
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8. Examine under the microscope, with reduced 
condenser aperture, using a x 10 objective, for 
E. vermiculans eggs which have the following 
characteristics: 

Shape: oval but asymmetrical (flattened on one 

side, rounded on the other) 
She: 50-60Mm 

Shell: smooth and thin, but double line visible 
Content: either a granular mass (1 ) or a curled-up 

embryo of the worm (2) 
Colour: transparent, colourless. 

For photoffmphs of eggs see page 129. 

(After the method of Melvin, D. & Brooke, M. Laboratory 
procedures for tha dlegnosis of intmtinal parasites, Atlanta, 
US Department of Health, Education, and Welfare, Center 
for Disease Control, 1969, p. 138) 



If no cellophane tape it available 

1 . Use a cotton wool swab. 

2. Wipe round the anus (but not inside) with the swab. 




Dip the swab into a tes^ tube containing about 
0.S ml (10 drops) of sodium chloride solution 
(reagent No. 45). Rinse the swab well in the 
solution. 

Draw up the liquid with a Pasteur pipette. Transfer 
it to a slide, cover with a coverslip and examine as 
described in step 8 of the previous method (page 
118). ^ 




4. Eygs and Larvae of Intestinal Parasites 



A. CHARACTERISTICS OF EGGS 

Eggs laid by parasitic worms and found in stools are 
identified by: 

— size 

— shape 
~ shell 

— content 

and occasionally by 

— colour 

— external features. 

For example: the egg of Schistosoma mansoni 

Size: 150/im 
Shape: oval 

Shell: external shell, thin and turgid; internal 

shell, thin, membranous and less 
distinct 

Content: 1 ciliated embryo 

Colour: pale yellow 

External feature: 1 lateral spine 




B. SIZE OF EGGS 

The size can be estimated by comparison with that of a 
red blood cell, which measures 7.5-8 /im 



1 micrometre (1 /im) = 



1 



1000 



of a mm. 




The size in /im given in this manual is that of the long 
side of the egg. 



The size can also be assessed in relation to the micro- 
scopic field: 

- using a x 10 objective, this egg takes up 1/10 of the 
field 

— using a x 40 objective, this egg takes up 1/3 of the 
field. 
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The egg can be measured by inserting a micrometer scale 
slide in the eyepiece of the microscope. 

Another method is to compare the egg with one of 
another species common in the locality whose size 
under the microscope is known (hookworm, round* 
worm, etc.). 
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HOW TO RECOGNIZE EGGS 

The method recommended is: 

is) establish the probable identity of the egg from its general appearance 

(b) make a systematic study of all the characteristics of the egg to confirm its identity. 

In order to gain experience (if possible, under the guidance of an instructor): 

- study the different eggs found m the locality 

- identify, one by one, all the characteristics of each egg as described in the manual. 



ALPHABETICAL LIST OF PARASITIC WORMS WHOSE EGGS ARE FOUND IN STOOLS 
Alphabetical order 

The parasites are set out in alphabetical order and not according to size, shape or other features, since rnethods of 
recognition by elimination can lead inexperienced technicians into error. 

Numerical order 

The eggs are numbered according to alphabetical order and described and illustrated in that order. At the end of 
the section (pages 140 and 141 ) the eggsare shown in a comprehensive table that can be used for a first rapid search. 

Areas of the world 

The area of the world where each egg is most commonly found is indicated. To avoid mistakes, always consult this 
information when you think you have found a rare species. 



INTERNATIONAL SCIENTIFIC NAME 
(generic name & name of species) 



• 1. 

• 2. 

3. 

4. 

5. 

6. 

7. 

8. 

9. 
10. 
11. 
•12. 
•13. 
14. 
15. 
16. 
17. 
•18. 

• 19. 
•20. 
•21. 
•22. 

23. 
24. 
25. 
•26. 



Ancylostoma duodenale 
Ascaris lumbricoides 
Clonorchis sinensis 
Dicrocoelium (various species) 
Diphyllobothrium latum 
Dipylidium caninum 
En terobius verm icularis 
Fasciola hepatica (or gigantica) 
Fasciolopsis buski 
Heterophyes heterophyes 
Hymenolepis diminuta 
Hymenolepis nana 
Necator arfiericanus 
Me tagoi limus yokoga wai 
Opisthorchis felineus . 
Paragonimus westermani " 
Schistosoma bovis 
Schistosoma haematobium * * 
Sch istosoma in tercalatum 
Schistosoma japonicum 
Schistosoma mansoni 
Strongy hides stercoralis * * * 
Taenia saginata 
Tapiia solium 

Tnchostrongylus (various species) 
Trichuris trichiura 



• - commonly found in many cotmti ie5 

' found chiefly In sputum 
found chiefly in urine 
found Chiefly as larvae in stools 



COMMON NAME 
(English) 

Hookworm 
Roundworm, ascaris 
Chinese liver fluke 
Lancet fluke 
Fish tapeworm 
Dog tapeworm 
Pinworm, oxyuris 
Giant liver fluke 
Giant intestinal fluke 
Small oriental fluke 
Rat tapeworm 
Dwarf tapeworm 
Hookworm 
Japanese fluke 
Cat liver fluke 
Oriental lung fluke 

Schistosome (vesical) 
Schistosome irectai) 
Schistosome (oriental) 
Schistosome (intestinal) 
Threadworm 
Beef tapeworm 
Pork tapeworm 

Whipworm 
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Tanrn used for identification of eggi 



granular 
contents 
of egg 




shell (with 
"double" wall) 



shell (with 
"single" wall)' 




the two cell poles 



embryo 




lateral 
spine 



operculum 



spike 

(knob or boss) 



membrane 
(internal shell) 



external shell 





ciliated embryo 




hooklets 

(these are retractile 
structures that shine in 
the light) 




cilia 
internal shell 
external shell 




symmetrical egg asymmetrical egg 



1 pm (micrometre) 



1000 



of a millimetre 



1 red cell measures about 8/im 
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Key to tht idmtif ication of the most prevalent helminth eggs in tropical areas 



operculated 
eggs 



n on -operculated 

eggs 



"small <35/im 
containing 
developed 
larvae 



large > 50 /im 
withotJt 
develdped 
larvao 



ciliated larvae, 
conspicuous 
spine or 
minute knob 



pronounced rinr^med sxtension of shell, 

small knob at the wide end. — Clonorchis sinensis (3) 



"very large - Fasciolopsis buski (9) 
> 1 30^n\ - Fasciola hepatica (8) 



medium size distinct flattened operculum 

70— 120pm with an obvious rim, — Paragonimus westermani (16} 

golden yellow colour. 

minute knob — Schistosoma Japonicum (20) 

tei'minal spine Schistosoma haematobium (18} 

lateral spine — Schistosoma mansoni (21} 



no ciliated 
larvae, 
no spine, 
no knob 



"eggs with 3 
pairs of 
hooklets 



single thick dark brown shell, 
transverse striation, 
spherical or subspherical 

double shelly colourless 
inner shell with polar 
filaments, oval. 



- Taenia (23-24} 



— Hymenolepis nana (12) 



eggs with no 
hooklets 



double shell, dark 
brown external 
shell 



thin clear 

transparent 

shell 



barrel-shaped, 
2 polar plugs, 
smooth shell 

ovoid, no polar 
plugs, 
mamillated 
external shell 

"flattened — Enterobius 
on one side vermicularis (7) 



- Trichuris trichiura (26) 



— Ascaris lumbricoides 
(2) 



larvae 



grey cells 



not 

flattened 



- Strongyloides 
stercoralis (22) 



[ 



— Nscator americanus (13) 
Ancylostoma duodenale (V 
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Hookworm 



Hot 

countries' 



1. Ancytostonm duodena/a 

Size 50-60 

Shape ovai with rounded slightly flattened poles 
{one pole often more flattened than the 
other) 

She/f very thin; appears as a black line 

Colour the cells inside are pale grey (iodine solution 

turns them dark brown) 
Content varies according to the degree of maturity. 



Type A {fresh stools): 

4, 8 or 16 grey granular cells, clear but not refractile 
(blastomeres). 




A 




Type B (stools a few hours old): 

A uniform mass of many small grey granular cells. 




B 




Type C (stools 12-48 hours old): 

The whole of the egg is filled by a small larva (the 
future worm), wrapped around itself. The egg is 
''embryonate". 
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2. AMCSirts lumbrtcoldBS 

There are four types of ascaris egg: 

A. Fertilized egg with double shell 

B. Unfertilized egg with double shell 

C. Semi-decorticated fertilized egg (less frequent) 

D. Semi-decorticated unfertilized egg (very rare). 



Roundworm 
(Ascaris) 



Whole 
world 





A. Fertilized egg with double shell 

Size about 70ium 

Shape oval, or sometimes round 

Shell the two shells are distinct: 

- the external shell is rough, brown, covered 
with little lumps (mammillated) 

- the internal shell is smootf), thick, 
colourless 

Colour the external shell Is brown and the contents 

of the egg are colourless or pale yeKlow 
Content a single round granular central mass. 



i. (Mfertilized egg with double shell 

Sure about 80-90 /im ^larger than typie A) 

more elongated (diiptical or irregular) 
^Iv the two shells afi indistinct: 

«^ the external thbll is brown and puffy, with 
rather jagged lumps 

- the intemal shell is thin (one or two Ifnes 
^ may be visible) 

Content the egg is full of large round very refractile 

(shiny) granules. 



C. Semi-decorticeted fertilized egg 

^ 1^ to type A but without the externa! shell. 

Shell single, smooth, thick and colourless (or very 
pale yellow) 

Content a single round colourless granular central 
mass. 





Py Semi-decortieeted unfertilized egg 

Shell a single smooth thin colourlest shell (double 
- line) 

Content largt roundish colouriesi refractile granules. 
Caution: Do not confuse type D with the egg of 
Ancylostome or the giant fluke. 





mm 



Lancet fluke or Chinese liver fluke Asia 



1 Ctoiforchb MlrmnMls 

Size 25-30 Mm 

Shape distinctive (see illustration opposite) 
Shell fine and smooth but quite thick (double 
line) 

Operculum easily visible at the narrow end of the egg, 

- fitting into ? thickened rim of the shell 
Boss a small knob at the wide end of the egg (P) 

Content a well-organized ciliated embryo 
Colour shell yellowish-brown, contents pale 
yellow. 
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Small fluke 



Whole 
world 




4. D/cnco0//um (various species) 

Size 45-50 Mm 

Shape ow\, rather asyminetrical 
Shell thick, smooth, yellow^ orange or light 

brown 

Operculum ea$iiy visible (0), 

A. fp9s//)pASSfl9e* (form most often found): 

The shell varies in colour; it may be yellow, orange 
or light brown. The egg contains an indistinct dark 
yelfow oval mass, often with 1-4 ref tactile globules. 

B. Eggs from in fected patient (very rare) : 

The shell is; a uniform dark brown. The egg contains 
a ciliated embryo. 

*Bggt in pattage: The patient has t atan shaep or beef liver infected by the flukes. The eggi of the flukes are not digested and, 
although thay appear in the pattenfi itooli, he is not infected. Repeat the examination 8 days later, telling the patient not to eat 
liver or liver products in the noeantime. 




Fish 



Cold countrlesi 
(especially) 
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5, DIphyllobothrtym iBtum 

S&e 70 Mm 

Shape regular oval 

Shell smooth and thin 

Operculum scarcely visible when not raised 

Bo$$ very small, at the opposite end to the 
operculum 

Content a mass of small celts round a large central 

'■"■■■■K cell 

Colour pale yellow. 






Dog tapeworm 



TheiQiiiire foundIn enclosed in a fine 

membnihe. 



SiZ0 

Sh0// 

Cchmt 



Colour 



of the cluster: 150-300 /urn 
of the egg: 30-40 Mm 
round 

thick, slightly granulated, without striations 
a single uniform granular mass with 3 pairs of 
refractile hooklets arranged in the ^ape of a 
fan 

yellow or paSe grey. 





PifllMNIII 

(Qxyurit) 




SiH SO-60Mm 

oval but claarly atymmetrlcal (flattened on on 
one side, rounded on the other) 
smooth and thin; but a double line is visible 
either (A) a smell, granular mast in the shape 
^of^an irregular oval* or (B) the embryo of the 
E Its P»!B*:<^" curled up larva 

^^^^^^^^ T^^^ in the folds of skin 

'<:;:;y:m^ 1 19). 
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Conmnu 
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^Shape oval with rounded poles 
; fSAe// smooth and fine with a double line 
Content a mass of large indistinct cells with clear, 

granular nuclei (adjust the screw of the micro- 
scope to change the focus) 
Colour ranges from yellow to dark brown 
Other 

features finely marked operculum (0) at one pole; the 
cell wall may be visibly retracted. Thickening 
(E) of a small part of the wall at the other 
pole. 

The eggi are in small numbers in the stools (a search can 
be made by duoderMi aspiration in doubtful cases). 
Cases of transmitted eggs are rare. 

gigentke: found in tropical araas of Af rict and Asia. 



Giant liver fluke 




Giant intestinal fluke 



Asi&l 



Siie l46/im 

Shape oval 

Operculum slightly smaller (0) than that of Fasciola 

f hepatica. 

Very similar to the egg of Fasciola hepatica but with the 
following differences: 

(a) Shell thinner, single line, with a marked 
thickening (E) of ^e wall at the 
opposite pole to the operculum 

{b\ Operculum slightly smaller 

(c) (Umtmit cells m^ be refractile with one clear cell 

in the centre of thr 

(d) Quantity the egi^ ail often present in large 

numbers in stools. 





Asia 
(mainly) 



0 



10. HmtmraphymB tmt9rophY0s 

Similar to the egg of Clonorchis sinensis, 
Ske 25-30Mm 

Shape more oval; the operculum does not overlap 
Colour yellow to dark brown 
Shell slightly thicker than that of C. sinensis 
Boss tiny and wart-tfiaped, at the wider end of the 

egg; not always visible 
Content a mass of cells, sometimes with large refractile 

granules (unfertilized) or a ciliated embryo. 






R«ittapaworm v\^hoiei 

world ' 




11. Hymwohpis diminutm 

Rare species (found in children's stools) 

Siie 70-80 Mm (much larger than M nana) 
Sh^ round 

Colour transparent or pale yellow 
^ell very thick; 

- thin external shell with transverse lines 

- very thick inner shell without filaments 
Co/iienf a rounded embryo containing 6 booklets 

arranyed in fan shape. 




137 
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12. Hymmohpis imnn 

Siz0 45-50 iim 

Shape oval, almqtt round 

Shdi double; extamil membrane thin and Internal 
membrane often thicker at the poles, with 
filam^ts coming away from both poles 
(reduce light to see them), mixed with 
granules occupying the space between the two 
membranes 

Colour very pale^ey 

Content rounded mass (embryo) with 6 retractile 
hook lets airranged in fan shape and often 
some well defined granules in the centre. 

Important: Record whether there are many or few e^s 
present. 





Hookworm , 

countries ^^^y 



13. /i0G9tor am^rte^nuM 

The egg is almost identical with that of Ancyiostoma 
duodena/e. 

Size a little longer I70)im) 
Shape poles more flattened 
Content always contains at least 8 cells (never 4 like^A. 
duodena/e in fresh stools). 





14. Mmtrngtmlmusyokagmwrnl 

Similar to the eggs of Qonorchis sinensfs and 
Heterophyes heterophyei 

Size 25-30/im 

Shape oval, with no marked bulge 

Shell quite thick (the thickest of the three) 

Of^rculum more rounded than in H. heterophyes; 

overlapping leu than in C. sinensis 

Boss attheotherpole, tiny or invisible 

Content a ciliated embryo. 




Alto similar to the egg of Clonorchis sinensis 

Sin Menticai (25-30Mm) 
Content a ciliated embryo 

Some differences: 

(a) Shape Sli^tly !«ss wide at the base and with 

less bulge; some eggs asymmetrical 

(b) Operculum less overlap 

(c) Boss rarely visible. 



(inainly)^ 





It is very difficult to differential.^ between the eggs of the four oriental flukes: 



Clonorchis sinensis 
Heterophyes heterophyes 
Metegonlmus yokoQawai 
Opisthorchis felineus 



squat shape, operculum with distinct overlap 
squat shape, darker colour 
thicker shell 

narrow, often asymmetrical shape, boss not visible. 



Oriental lung fluke 



16. PmngonlmuBwwfmmnl 

Eggs mainly found in sputum (if swallowed they pass 
into the stools). 

Slie -lOOAim (smaller than the egg of the giant 

fluke) 

Shape oval, often slightly flattened on one side 
Operculum quite distinct, with an obvious rim (like a 
flat cap) 

Shell distinct thickening at opposite end to 

operculum 
Colour golden brown 

Content clear central space surrounded by squarish 
cells. 



Far East 
{Centra} Africa) 





Africa south 
of the Sahara 



(D 



M. SeNetoeomsi bwie 

Eggs found in the stools of patients who have eaten 
infected beef . 

Stie very large (2(X) Mm) 

Shape spindle^aped, with narrowed extremities 

extending beyond the embryo 
Spine long terminal spine 
Co9*^t small round embryo lying in the centre of the 

egg but not filling it. 

This worm does not cause disease in man « 



Scale 
reduced 
by half 





SchtstosofiHi (vesical) 



Africa 
Eastern Mediterranean 



18. ScMttoMmm hBmmotobitim 

Eggs found in ur^ne (for detection, see page 178) and 
cccasi'onaffy m stoofs. 

Siie 120-ISOMm 

Shape oval, with one well rounded pole 

Spine tenninal, and situated at the other pole 

Shell smooth, very thin 

Co/our grey or pale yellow 

Content a welUfomned broad ciliated embryo 

surrounded by a membrane (internal shell). 





Schistosome (rectal) 



Africa 




19. SchiMoedmm Int^rcoietum 

Similar in appearance to eggs of 5. haematobium, but 
found in stools. 

There are some differences: 

Size slightly larger (150-180Mm) 

Spine terminal ^ihe longer and more tapered 

Shape spindle^aped; less broad (sides particularly 

flattermd tt>w^^^ 
Content a ciliated embi^b surrounded by a membrane 

with 2 deprmicihs (d) or indentations, one on 

each side near the middle. 




Sdiistotome (orisntai) 



20. SchmoMonm Japonfcum 

Size 70^ 

Shape oval, almost round 

Co/^ur transparent or pale yellow 

S)7ihe difficult to see, lateral and very small; may be 

hidden by small granules (?) often found on 

the surface of the egg 
Content a broad ciliated embryo. 




Schistosome (intestinal) Africa south of the Sahara 



Tropical America 




21. SchirtOBonm omnBoni 



Size 
Shepe 

S^ine 



Sheir 

Co/our 

Contmit 



150^ (* 3 eggs oi Ancytostoma) 

oval, with one well rounded pole and one more 

conical pole 

lateral, near the rounded pole; large and 
trianf^lar (if hidden underneath/ adjust the 
focus of the microscope) 
smooth; very thin 
pate yellow 

a brolRl ciliated embryb/surroumled by a 
membrane (Internal shell) as in all 
Sc/Mrftno/ne species* 




Threadworm 



Hot 

countries 






22. Stroiigyloides stmrconlb: A. Larvae 

The larvae are highly motile in the stools. 

Size 200-300/1^ long, 15 /im thick 

Tat'l moderately tapered 

Mouth short 
Digestive 

tube easily visible, with an oesophagus (O) with 

two swellings at one end and an anal pore 
(A) at the other 

Genital 

primordium a rounded clear space near the middle of 
the larva (E). 



ThrMdworm eggs are seldom seen in formed stools 
tacauie they^tiatch before evacuation to produce the 
laiyae datcriblBd above. They may, however, be found 
liquid^bMiliii^ 

can1erilbfi»!^^ y:\-:-''-}'^%iS^fy'^-^:-''-^-:^ 

The eggs are very similar to those of Ancytostoma 
duodena/e. 

Slia SOMin (slightly smaller) 
Shmfa similar to that of Ancylcttoma 
Shal! similar to that of AncyioMma 

rKo-^:^.^-.-..Cokkir similar to that of i4/}cy/brlomtf 

Content a thick larva curled around itself one or more 
times and sometimes motile. 




23. Tmnki MmglnmUi 

The "leggs"** of these two tapeworms are practically 
identical. Ttiiey may be found in stools and T. saginata 
eggs can also be collected from the skin around the anus 
(seepage 119). 

Size 30-40Mm 
Shape round 

Sheii very thick, smooth, with transverse lines 

(reduce illumination) 
Colour - shell: dark yellowish-brown 

— content: light yellowish-grey 
Content a round granular mass enclosed by a fine 

membrane, with 3x2 refractile lancet-shaped 

hooklets (adjust the focus) 
External sometimes the egg is enclosed in a floating 
sac transparent sac. 

* Taenia solium infection is mainly restricted to regions of low 
socioeconomic development in central and southern Africa, 
Latin America and Southem Africa. 
•*The correct term for these "eggs" is "embryophore": an 
embryonate egg that has lost itt outer sac. 



Tapeworms 



Whole 
world 







25. TrtehoBtrongyiM (several species) 

Quite similar to egga of Ancylostoma duodenale 

Size 80-90 Mm (slightly larger than A. duodenale) 
Shape oval, asymmetrical: 

- one pole rounded 

- one pole narrower 

Shell very thin, like Ancylostoma shell 
Content in fresh stools: a mass cf at least 20 small 

round granular cells. The egg quickly develops 

into an embryo. 





ai. TiMiyfte trteMum 

Size 50/im 
Shape barrel-shaped 

Shell fairly thick and smooth, with two layers 

Colour shell orange, content yellow 

Other 

faeturm a rounded, transparent plug at each pole 
Content a uniform granular mass (sometimes divided 
in olds^ls). 

Important: it is important to specify whether there are 
many or few whipworm agga presMit 




1 . Stardi ^mules from plants 
Size 50-100 Mm 

Shape round or oval and elongated, but the outline 
haiways irregular, with rough indentations 

She// thick in places, very irregular, with cracks 

Co/our whitish or greyi^-yellow; iodine solution 
turns it to violet 

Content masses of starch packed closely. 

These granules are the residue of starchy foods such as 
potatoes, beans, yams, cassava. 




2. Digested meat fibres 
Size 100-200Mm 

Shape oval or rectangular with rounded corners 
Co/our yellow 

Content transparent with no granulations or lines 

(or residual lines where meat is not properly 
digested). 





3. Soaps 

Size 
Shape 

Co/our 
Content 



20-100 Mm 

round, oval or Irregular (llkesa section of a 
tree trunk) j 
brownish-yellow or colourle^ 
lines radiating from the centi^nd visible near 
the rim; nothing in centre. 



Air bubbles - oil droplets 

Size variable (can be any size) - 
Shape perfect/y round 

Mhett . a circular ring, very refr«>cHle (several layers in 

■^::%m&W0^ case of oil) 

Note the ^eat differences of size present in the 
preparation.^ 




5. Plant hairs (50-300 ^m) 

Size very variable (50-300 /zm) 

Shape rather rigid, often curved; wide and clean-cut 

at one end, tapered at the other 
Colour pale yellow 

Content a narrow empty central canal between two 
transparent retractile layers. 



6« Pollen grains and fungus spores 

Vary widely according to the part of the world and the 
diet. Their peculiar and distinctive geometrical shapes 
and other features (saw-like or rounded projections, 
etc.) help to distinguish them from the eggs of parasites. 



-COMMON EGGS and some confusing microscopical structures 



1 
13 




Hookworm 




St'jrch granule 



26 



Whipworm 





Soap 



12 




21 




5. mtntoni 




Roundworm 
(fertilized) 




Rourtdworm 
(fertilized; 
leml-decorticated) 



23 
24 




Tapeworm 



22 




Threadworm ilarva) 




Roundworm 
(unfertilized) 




Roundworm 
(unfertilized; 
semi-decorticated) 




Pinworm 




Plant hair 



LESS COMMON EQQS 



EGGS FOUND IN ASIA 




Lancet f lukt (from 
infected person) 




Fish tapeworm 



22 




Threadvvorm (ego) 




19 




Lancet fluke 
(in passage) 



11 




H. diminutB 




Fragment of meat 

(muscle fibre) 



20 



16 




Lurv fluke 









K 









5. /apontcum 
(common) 



10 





C. sinensis 
(common) 



15 



0. feiineus 



14 



M. yoifogami 




9 



Giant intestinal fluke 



HOW INFECTION BY INTESTINAL PARASITES OCCURS 



It is useful for the laboratory technician to understand the ways in which infection by intestinal parasites can 
occur, so that he can give advice on hygiene to those around him and avoid infection himself, particularly in the 
laboratory. 

by walking barefoot on ground contaminated by stools; by playing on the ground (children) 



Hookworm 
Roundworm 

Threadworm 

Schistosomes 
Fish tapeworm 
Flukes: 

— giant flukes 
~ lung flukes 
~ lancet flukes 

— oriental flukes 

Pinwurm 

Beef and pork 
tapeworms 

Cysticercus of 
pork tapeworm 

Dog tapeworm 

Dwarf tapeworm 

Rat tapeworm 

Whipworm 

Trichostrongylus 



by eating raw vegetables and salads without washing them well; by playing on infected ground 
(children) 

by walking barefoot on ground contaminated by stools; by autoinfection;* in the laboratory, 
by touching stools with the hands 

by bathing in streams or ponds contaminated by stools or urine 
by eating undercooked lake or river fish 

by eating unwashed salads 

by eating undercooked river crabs 

by swallowing infected ants (in unwashed salads or in playing in grass - children) 
by eating undercooked river fish 

by contact with infected persons with dirty hands (children playing together) and by auto- 
infection 

by eating undercooked infected meat 

by eating raw, unwashed vegetables or by autoinfection 
by swallowing the fleas of an infected dog (children) 

by eating contaminated vegetables; by contact with persons who have infected themselves; and 
in the laboratory 

by swallowing rat fleas 

by eating unwashed vegetables and salads 

by eating unwashed salads (Asia). 



Protozoa** 

Entamoeba histolytica and Giardia lamblia 

by drinking contaminated water, eating unwashed salads, contact with infected persons with dirty hands, and failure 
to observe the rules of cleanliness in the laboratory 

Balantidium coli by eating unwashed vegetables; by contact with pigs (farms). 



*Auto- or self -Infection: the patient reinfects himself, thus perpetuating his 
**For identification of intestinal protozoa, see pages 147 and 155. 



disease. 
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5. Adult Worms Found in Stools 



Worms brought to the laboratory for identification may 
have been found in stools, in clothing or bedlinen, or 
during a surgical operation. 

What to examine: 

— their length 

— their shape 

— whether flat, segmented or not 

— whether cylindrical (round) or not. 



A. COMMON nOUNOWORMS 

1. Large Roundworm — Ascaris 

Co/our pinkis^i 
Thickness 0,3-0.5 cm 

Length male - about 1 5 cm, with a curled tail 
female — 20-25 cm, with a straight tail 




2. Small Roundworm — Pin worm 
Colour white 

Length female - 1 cm, with a very pointed tail 
male -0.5 cm (males ara less common). 

Pinworms are found in large numbers, especially in 
children's stools, and are motile. 
They may also be found in the folds of skin round 
the anus, where they are collected with a strip of 
adhesive cellophane tape (see page 1 19). 



ERIQ 
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B. SEGMENTED FLATWORMS-. TAENIAE 

Colour ivory white or pale blue 

Length total worm, 3-1 Om; but single mature 
segments (1-3 cm long) or fragments of 
the chain, quite variable in length, are 
usually presented for examination. 

Important 

If there is a delay in examination, separate pieces 
may dry up and roll around themselves, looking like 
roundworms. Moisten them with water to restore 
their shape. 

Examination 

1 . Examine a chain of segments to observe the arrange- 
ment of the lateral pores. 

2. Examine a single segment gently flattened between 
two slides. 






Hold the slide against the light to observe and count the 
uterine branches with the naked eye. 




To exarhine the head (scolex): 

— place:the whole worm in a Petri dish filled with 
water (or on a plate) 

- using forceps, transfer the worm little by little 
into another dish; untangle it, starting with the 
thicker end 




ERIC 




if at the end of a very narrow section (the neck) 
a sweiiing the sixe of a small pinhead is found, 
examine it with a magnifying glati or under the 
microicope (x 10 lAjective). The head is rarely 




1^0 



ft 



Most common 



BEEF TAPEWORa^ 
{Taenia sagtnata) 



Less common 



PORK TAPEWORM 
{Taenia so/tum) 



DWARF TAPEWORM 
{Hymenolepis nana) 



DOG TAPEWORM 
{Dipylidium caninum) 



octangufar 
segments found 
in underclothes and 
in the bed; they 
pass through the 
anus independently 
of the stools 



Small chains of 
3-4 rectangular 
segments found 
in the stoois 



A small worm 2-4 cm 
long 



A worm 5>30cm long 



They are pan of an 
intestinal worm 3^ m 
long 




Pores arranged in 
irregular alternation 



Ivory white 
segment of 1-2 cm 




About 20 uterine 
branches 



Pores generally 
arranged in regular 
alternation 



Pale blue segment 
of 0.5-1.5 cm 




About 10 uterine 
branches 



Pores all on the same side 



Two pores cn opposite 
sides of each segment 



1 mm wide 




Uterine branches hardly 
visible 



Reddish segment of 
0.3-05 cm 




Two bunches of uterine 
branches 





4 suckers 

(2 mm diameter) 
Very thin neck 



2 crowns of booklets 
— 4 suckers (1 mm 
diameter) 





1 invaginated crown of 
booklets -4 suckers 
(0.5 mm diameter) 



4 external crowns of 
booklets — 4 suckers 
(0.5 mm diameter) 



OTHER TAPEWORMS: 

Dlbothriocaphatus is found mainly in cold climates. 



Echinococcus is found in dogs; only the hydatid cyst is found in 
man. 



tffe^!^^^^^ Occasionally found in a patient's organs during a surgical operation. Flukes are found in 



Actual size 



Under a magnifying glass 
(or microscope) 



Hookworm 

A small round worm (like a piece of thread). 
Length 1-1 .5 cm 

Co/our white, or red if it contains blood. 

Resembles the pinwcrm. 

Examine the head under the microscope (x 10 
objective). 



Whipworm 

A small thin worm. 



Length 
Co/our 



3-5 cm 
white. 



Looks like a tiny whip, one third being relatively thick 
and the rest thread-like. 

The worm lives in the wall of the caecum or, 
occasionally, the rectum. 



Fluka 

A flat worm with two suckers; looks like a leaf. 

/ 

Large f/uke 2-3 cm Idng, fairly broad, brownish-red or 

dull white^LF) 
Smaii fluke 0.5-^1 cm long, narrower, transparent, 

greyish-red (SF). 



Sehittotoma 

Asmall thin worm. 

X«n^f/i P,5-1.Scm 
Colour white. 

The flat male is rolled around the thread-like female 
worm, which is a little longer. Each worm has two 
luckert near the head. 




6. Amoebae, Flagellates and Clilates: Motlie Forms 



Definitions 

Protozoa are microorganisms consisting of a single cell. 
They may be found in stools in their motile form 
(trophozoites) or as cysts. 

The trophozoites of protozoa are motile: 

— either because of slow movements of the cell 
(amoebae) 

— or because they have rapidly moving f lagella (long 
whip-like threads) or cilia (numerous short hairs). 

Protozoa in motile form are chiefly found in: 

— fluid stools 

stools containing mucus 

— soft unformed stools. 



Classification 

Without f lagella or cilia AMOEBAE 

With ftageHa FLAGELLATES 

Withdiia CILIATES 




Preparation of slides for examination 

1 . Examine only fresh stools (maximum 1 hour old; amoebae become non-motile very quickly). 

2. If you receive a number of stool specimens at once, begin by examining the most fluid specimens containinq 
mucus. ^ 

3. Take a portion from the outside of the stool where mucus appears. 

4. Examine in a sodium chloride solution (reagent No. 45), warming slightly in low temperatures or examine 
directly if the stools are very liquid. Use the x 40 objective. 

5. In iodine solution (reagent No. 36) the trophozoite forms become non-motile. The nucleus is clearly 
stained but it may be difficult to distinguish between trophozoite and cystic forms. 

6. If a drop of eosin, 20 g/l solution in saline (reagent No. 21 ) is added, the whole field becomes stained except for 
the protozoa (particularly amoebae), which remain colourless and are thus easily recognized. 



List of intestinal protozoa 



Some intestinal protozoa are pathogenic; others are less so or are harmless. All these parasites are found throughout 
the world. 



A. AMOEBAE 

1 . Entamoeba histolytica This amoeba, which may cause dysentery or abscesses, is the only amoeba that is 

commonly pathogenic in man 

2. Entamoeba coli Non-pathogenic, but very common 

3. Other amoebae: Non-pathogenic. 

— Entamoeba hartmanni They are difficult to differentiate but differentiation is not really necessary; it is 

— Endolimax nana enough to be able to distinguish them from £. histolytica. 

— lodamoeba butschli 

— Dientamoeba fragilis 



B. FLAGELLATES 

1 - Giardia lamblia 

2. Trichomonas hominis 

3. Chilomastix mesnili 



Pathogenic 

Non-pathogenic 

Non-pathogenic. 



C. CILIATES 

1 . Balantidium coli 



Pathogenic. 



The chief problem for the laboratory, therefore is: 

— the precise identification of: E. histolytica 

G. lamblia 
B. coli 



$otM features useful for the recognition of motile forms of intestinal protozoa 




Nuclear membrane (chromatin) 



A. AMOEBAE 



1 . enumcmlm htBtotyttM (dysentery amoeba) 

Size varies from 12 to 35 /urn (usually as long as 

3 or 4 red blood cells) 
Shape when moving; elongated and changing; 

when not rhoving, round 
Motility moves in one direction; a psajdopodium 

pushes forvi^ard and the endoplasm flows 

quite rapidly into it 
Cytoplasm the ectoplasm is transparent, quite 

different from the fine granular texture of 

the endoplasm (greyish, shot with 

yellowish-green), which may contain 

vacuoles 

Nucleus not visible in the motile form, but when 

stained with iodine solution clearly seen to 
have a regular membrane and a small dense 
central karyosome (a black dot). 

Two motile forms of f. histolytica can be found in 
liquid or diarrhoeal faeces: 

(a) the magna form, measuring 20-35 /um, with 
vacuoles containing more or less digested red blood 
cells (1 to 20 of different i(izes) indicating haemato- 
phagous (blood-eating) activity and so pathogenic 
capability; 

(b) minute form, non-pathogenic, thriving in the 
intestinal cavity /where it eats bacteria or other local 
material that can be seen inside the vacuoles; 
measures 12-20 /um. 



2. Entmmombmeolt 

Size 20-40 Mm (usually bigger than E. 

histolytica) 

Shape oval or elongated, rather irregular 
Motility often non-motile or moving very slowly, 

putting out blunt pseudopodia in all 

directions, gropingly 
Cytoplasm both the ectoplasm and the endoplasm 

granular and difficult to differentiate 

Inclusion 

bodies numerous and varied (bacteria, yeittt cells, 
debris of all sorts), but never red blood 
cells 

Nucleus visible in the fresh state, without staining. 
The membrane is irregular and granular 
(like a bead necklace), the karyosome large 
and eccentric. 



Dysentery amoeba 
Entamoeba histolytica 



Amoeba of the colon ' 
Entamoeba coli 



Motion In a definite direction Haphazard 



MotiUiy 


Fairly motile 


Non-motile or barely motile 


Ectoplasm 


Transparent, quite different from 
the endoplasm 


Little or no Hiffprpntiatinn f mm 
the endoplasm 


Inclusion bodies 


Red blood cells if haematophagous 


Bacteria, yeast cells and various 
debris, no red blood cells 


Nucleus 
(fresh state) 


Invisible 


Visible (nuclear membrane like a 
bead necklace) 


Nucleus 

(after staining 

wUh iodine solution) 


Regular membrane 

Small dense central karyosome 


Irregular membrane 
Large eccentric karyosome 




Entamoeba histolytica 



Entamoeba coli 



3. Other Amo9bM 



Entmmoeba hartmannt 

Size small, always less than lOptm (about the size 
of a red bloodxell) 

All characteristics similar to those of E. histolytica but 
never contains red blood cells. There may be distinct 
vacuoles. 




Endo/imax nana 



Size 
Motility 

Cytoplasm 
Inclusion 
bodies 
Nucleus 



small, S-IOmhi 

many small rounded pseudopodia moving 

slowly in all directions 

very granular with small vacuoles 

various (mainly bacteria) 

(iodine solution) karyosome like an 

ink-spot. 




iodamoaba butaehif 

Size medium-sized, 10-15/im 

Shape compact, leaf -like 
Motility very slow; clear, rounded or finger-shaped 
pseudopodia 

Inclusion 

bodies bacteria, large vacuoles 
Nucleus (iodine solution) a large oval karyosome 
next to a group of granules. 

/. butschli amoebae are rarely seen in stools. 




Dlan^moaba fragfffs 



Size 
Motility 



Cytoplasm 
Inclusion 
bodies 
Nucleus 



small, round, 6-15jLim 

either non-motile (most often), or very 

motile (in very fresh fluid stools), with 

pseudopodia like the blades of an electric 

fan; quickly becomes non-sT^otile under the 

coverslip 

clear ectoplasm 

bacteria 

(iodine solution) 1 or 2 nudei; karyosomes 
split into 4-6 granules (membrane hardly 
visible). 




B. FLAGELLATES 



All these parasites, with the exception of Trichomonas 
hqmihis, can appear in an active flagellate vegetative 
form or as inactive cysts. The cysts are described on 
page 158). 




1. Glardia iamb/la (the longest flagellate) 

Size 10-18ium (size of 2 red blood cells) 
Shape rather elongated: 

front view: like a pear 

side view: spoon-shaped 
MotiHty either moyes forward in little rapid jerks in a 

definite direction, sometimes turning in a 

loop (fluid stools), or hardly motile 
Content 2 large oval nuclei, faintly visible. 




Important: 

— the characteristic movement is seen only in fresh 
liquid stools 

— flakes of mucus in fluid stools ofton contain clusters 
of 6. lamblia in large numbers 

— the vegetative and cystic forms of G. lamblia are 
often found together in soft stools. 



1. Trichomofmm hominis 



Size 

Shape 
Motility 

Undulating 
membrane 



lO-ISjim (slightly smaller than G. 
lamblia) 

oval with 2 pointed poles 

whirls and turns in all directions, seeming 

to vibrate 



present on one side only; extremely motile 
(a rapid wavy movement) 
1 nucleus/diff icult to see 
usually 4. 



Nucleus 
Flagella 

Tricbomonas is the most refjjtant flagellate. It remains 
motile even in old stools. 




3. Chllomsstbt mesnill 



Size 
Shape 

Motility 
Cytoplasm 



Nucleus 



10-15Mni 

triangular and tapered at one end, looking 
twisted 

moves in one definite direction, in a spiral 
greyish -green with: 

— towards the tapered end: a distinct 
spiral marking, around which the 
flagellisite turns (figure-of-eight) 

— near the rounded end: a mouth-like 
cleft (faintly visible cytostome) 

one nucleus, easily visible in unstained 
preparations. 




1 L' 



\ 



C. ClUATES 

1. BalBnMlum eo/l irare) 

Size very large — SOfim (often as big as or bigger 

than a roundworm egg) 
Shape oval, with one pole more rounded than the 

other, transparent 
Cilia covered with many small cilia, which move 

with rapid strokes 
Motility moves very rapidly in stools, crossing th!f 

field in a definite direction and sometimes 

turning in circles 
Nucleus a large kidney^haped nucleus next to a small 

round nucleus 
^^Mouth^' the cytostome: a sort of mouth that contracts 

and expands, drawing in debris. 




Important: If stools are left exposed to the air, without a lid, organisms of the infusoria type may fall on to them 
from the atmosphere/These look rather like Balantidium coli. 



7. Amoebae, Flagellates and Cillates: Cysts 



cJlS maJ h»r^n» "°"-'^°V'^ '■"'''""^ °^ "rtain intestinal protozoa (see page 147 for motile forms). 
^>ysts may have one or several nuclei. ' 



I mportance of cysts 

(a) Clinical importance 

lecVSe'^JJcTf o?Pn^' °^ T^l .^f f^°^«=°"ntrv to country. The essential thing is to be able to find and 

of Entamoeba histolytica, Giardia lamblia and Balantidium col! although their presence in the 
SSeri oVcv^'s.'"'"''^'''' ="3"'^'""" ^^^^ ^^e presence of the vegetative fork's Salthy pe'ljoS^ may bi ' " 

(b) Importance for public health 

S brof'^^d^mSTcaul?.'^ °' ' ^"'^^ °f -y«^ -ay 



Stools containing cysts 

Cysts are usually found In both soft and hard stools. 
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Slide examination 

1 . Preparation in sodium chloride solution (reagent 
No. 45) 

Cysts can be seen as transparent retractile globules 
standing out clearly against the grey background 
They have well-defined shells. 

2. Preparation in iodine solution (reagent No. 36 
diluted 5 times) 

The nuclei become stained. Examine under the x40 
objective. 

3. Counting the nuclei 

Turn the fine adjustment screw of the microscope. 

4. Identification 

It is never enough to recognize a single cyst; identi- 
fication depends on the observation of several in 
succession. 

5. Concentration 

If necessary, use the formaldehyde-ether concen- 
tration method (see page 165) to examine a larger 
number of cysts for surer identification. 

Cysts of several different species may be found in the 
same stool specification. 
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Some features useful for the recognition of cysts of intestinal protozoa 




Regular, thin Irregular, coarse 

chromatin chromatin 



Karyosome 




Small central Large eccentric 

ka ry osome ka ryosome 



Chromatoid body 
(refractile) 




Rounded chromatoid Sharp serrated 
body chromatoid body . 




CYSTS OF AMOEBAE 

Sntmmambm hlitofythiB 

This amoeba causes dysentery. 

Size 12-1 5 Mm (1)4-2 red blood cells) 

Shape round 
Nuclei 1-4 nuclei: 

— membrane thin, regular, circular 

- karyosome small, compact, central (like 
a black dot) 

Cytoplasm (Iodine solution) yellowish-grey and 

granular; looks "dirty" 
Chromatoid ; 
bodies oblong, rounded at ends (sausage-shaped); 

not found.in all cysts 
Vacuole sometimMa large glycogen vacuole (stained: 

reddish-brown by iodine solution) in young: 

cysts with 1 or 2 nuclei. 



Cysts of other amoebae that do not cause disease 

Identification difficult. The main thing is to differen- 
tiate between them and the cysts of £. histolytica. 



1. Entamoeba coll 

Size 12-20 ^m (2-2% red blood cells; a little 

larger than the cyst of £. histolytica) 
Shape round or slightly oval, sometimes irregular 
Nuclei 1-8 nuclei: 

- membrane irregular, thick in parts, not 
a perfect circle 

- karyosome large; diffuse, often 
eccentric 

Cytoplasm (iodine solution) pale yellow, bright (as 
compared with f. histolytica) 



Chromatoid 
bodies 

Vacuole 



sharp or jagged ends (dagger-shaped or 
needle-shaped); not found in all cysts 
sometimes a very large vacuole (stained 
brownish-red by iodine solution) com- 
pressing two nuclei, one at either pole. 
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2. Entomoobo honmmnni 

Size small cyst, 4-8 /im (% to same diameter as 

red blood cell) 
Nuctoi 1-4, identical with those of £. histolytica. 



3. BidoUmax Mim 

Size quite smali^lO Mm 
Shape more or less oval 
Nude! 1-4 

— membrane: cannot be seen 

— karyosome: large, irregular outline 
Cytoplasm clear, without granules; turned deep 

yellow by iodine solution. 




4. lodmma^Hbutschll 

Size ^feK " ' 
Shape 
Nuclous 



Vacuole 



cyst, 8-10 Mm 
varies (round, oval or irregular) 
almost always a single nucleus 

— /rw?n7/7raA7e; cannot be seen 

— karyosome: yery large, oval, pressed 
against a cluster of granules 

a very large glycogen vacuole (stained 
brownish-red by iodine solution, hence the 
name lodamoeba), often taking up half of 
the cyst. 




Di^m^momba fragllls 

Not found in cyst form. 



CYSTS OF FLAGELLATES AND CILIATES 

1. GImnlla Immbtla 

Size 8-1 2 Mm 

Shape oval, one pole more rounded than the other 
Shell often appears to be a thick shell with a 

double wall; in fact, the second wall is the 

membrane of the cytoplasm 
Nuclei 2-4 oval nuclei: 

— membrane: very fine 

— karyosome: small, central, faintly 
coloured 

Cytoplasm clear, refractile when unstained, pale 

yellowish-green or bluish in iodine solution 

Fibril refractile, hair-like line, folded in two or S- 
shaped, placed lengthwise in the centre of 
the cyst (adjust microscope). 




2. CMtomastix mBsniti 



Size 

Shape 

Nucleus 



Fibril 



small cyst, 6-8 Mm 

round, one pole tapered (like a pear) 

a single, large nucleus: 

— membrane: clearly seen^ thick in parts 

— karyosome: small and central 
twisted, like a curled hair. 
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very large cyst, bU-/OAim {the size of a 

roundworm egg) 
Shape round 
Shell thin, double wafi 
Nuclei 1 large kldhey-shanecii nucleus 

1 small nucleus like o thick dot beside the 

large nucleus 
Cytoplasm granular, greenish, filled with inclusion 

bodies. 

Often the ciliated, organized and slightly motile 
Balantidium trophozoite can be seen faintly inside. 
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Conclusion 

It is most important to be able to identify; 

- cysts of ENTAMOEBA HISTOL YTICA 

- cysts of GIARDIA LAMB LI A 

- and cysts of BALANTIDIUM COLL 



1. Blastocystts 



Size 
Shape 

Content 



Colour 



varies from 5 to 20 ym (average lOfim) 
round or oval, sometimes with angular 
irregular edges 

one large vacuole taking up almost the whole 
ceil; the compressed cytoplasm forms a 
granular ringfound it 

very refractile when unstained; the vacuole 
IS not stained by iodine solution, but the 
periphery is pale yellow. 

Some physicians request that the presence of 
B/astocystis be reported, particularly in children's 
stools. 




2. Yeasts 

Size small (5-8 ^am) 
Shape oval, often with buds 
Content often an eccentric cluster of 3-6 small 
0^ granules 

Colour (iodine solution) brownish red. 

Some related forms of yeast are rectangular, with a very 
clear oval cytoplasm inside: arthrospores. 




3. LaukocytM 

Size-^ 10-20 Mm 

Shape round or slightly elongated, with an irregular 
outline 

Content refractile cytoplasm, clear and granular with 

tiny vacuoles 
Nucleus indistinct, sometimes with a star-shaped 

"false karyosome". 

* Artifact: other things, living or artificial, present in tiie stool 
that are not parasites and could mislead the laboratory worker. 




4. Pus 

Pus can be seen by the naked eye as opaque, greyish 
streaks (not transparent like mucus). Under the micro- 
scope it appears as a mass of more or less degenerate 
leukocytes (report its presence). 



5. Coccidia 

These are protozoa that may be parasites of man 
(without causing any significant pathogenic effects) or 
may be found in transit in the stools following the 
consumption of infected food (fish, rabbit, etc.). They 
appear in the stools in a frrm resembling cysts (called 
oocysts or sporocysts). 

Size 15-20;im, depending on the species 
Shape an elongated oval, sometimes tapered at one 
pole 

Colour colourless and transparent (or occasionally 
pale yellow 

Shell a quite distinct, slightly refractile double 
line; sometimes a sort of operculum at one 
pole 

Content three types: 

(a) 4 sporozojtes (small banana-shaped rods), 
each containing^ small round nucleus; some- 
time a few large granules massei at one pole 

(b) one lariie round granular cell 

(c) refractile granules completely filling the 
interior. 



Advantages of concentration 



Concentration of parasitss, sometimes called the "enrichment technique", makes it possible to: 

— examine a greater quantity of stools in less volume 

— detect parasites present in very small numbers. 



Important: 



A direct mhroscopical examination of stools must always be made before preparing a concentration. (Motile forms 
of protozoa are not found in concentrated preparations.) 



TECHNIQUES 

Three different concentration techniques are described: 

1 . Willis sodium chloride solution technique 

2. Formaldehyde-ether or MIF technique 

3. Harada>Morl technique for Strongyloides larvae 

The appropriate technique is chosen according to: 

(a) the equipment available 

(b) the parasites sought 

(c) the time available 

(d) other considerations (such as cost-benefit factors in surveys). 
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— ^w...^ wwwiMiii wiiiwiiw wviuilun \ Willis/ 



Recommended for: Not suitable for: 



Eggs of hookworm, roundworm, M nana. Taenia, 
whipworm (best method for detecting the presence of 
hookworm). 



Eggs of flukes and schistosomes, larvae of threadworm, 
protozoa. 



Principle 

The stools are mixed with a saturated solution of 
sodium chloride (increasing the specific gravity). The 
eggs are lighter in weight and float to the surface, where 
they can be collected. 




MATERIALS 

- 10ml (penicillin) bottles 
-T Wooden applicators 

- Glass coverslips 

- Ethanol > 

- Ether 

- Petri ^ish 

- Willis solution (reagent No. 58). 




METHOD 

(a) Mix in cyirrkler: 

- IClml 98%etHlnbl and 10 ml ether 

(b) Pour into a Petri dish and in it place 30 coverslips 
^ one by one; shake and leave for 10 minutes 

(c) Take the coverslips out one by one and dry them 
with gauze 

(d) . Keep them in a dry Petri dish. 




Placea portion of stool > approximately 2ml (2cm'), 
in a panicillin bottle. Quarter-fill the bottle with 
WHIiaaolution. 
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2. Using an applicator, crush the portion of stool and 
mix it well with the solution. Then fill the bottle to 
the top with Willis solution. The suspension should 
be completely uniform. 




3. Place a coverslip carefully over the mouth of the 
bottle. 




10 min 



Check that the coverslip is in contact with the 
liquid, with no air bubbles. Leave for 10 minutes. 




5. Remove the coverslip with care; a drop of liquid 
should remain on it. 

Place the coverslip on a slide and examine under the 
m icroicope at once, for the preparation dries very 
quickly. Otherwise seat the coverslip with petroleum 
jelly (Vaseline) and wax. 





10. Coniceniratlon Method using Formaldehyde-ether or MIF 



Recomrmnded for: 

All eggs and larvae, and especially cysts of protozoa. 



MATERIALS 

— Electric centrifuge 

— 15 ml conical centrifuge tubes with stoppers 

— Penicillin bottles 

— Funnel 

— Gauze 

— Graduated cylinder 

— Cotton wool swab. 

REAGENTS 

Formaldehyde solution (reagent No. 26) 

Pure ether (if unavailable, ordinary petrol (gasoline) 

Sodium chloride solution (reagent No. 45) 

Lugol iodine solution (reagent No. 36) 

MIF (reagent No. 39), if available. 



Not suitable for: 

Motile forms of amoebae and flagellatesV - — ^ 




FORMALDEHYDE-ETHER METHOD 



1. 



Take about 2 ml (2cm^) of stool. Crush and mix it 
in about 10 ml (10 cm^) of sodium chloride 
solution. 




Filter through two layers of gauze into a centrifuge 
tubegraduated with 10 ml and 13 ml marks. 




3. Centrifuge for one minute at medium ^eed. Pour 
off the supernatant fluid. If the supernatant fluid is 
very cloiidy/wash the deposit again, i^e., mix it with 
10ml of sodium chloride solrition, centrifuge for 
one minute at medium speed and pour off the super- 

- natant fluid. 




4. Add 10 ml of formaldehyde solution (reagent No. 
26) to the deposit (up to the 10 ml mark). 



5. Stir the mixture well and let it stand for 5 minutes. 




6. Add 3 ml ether or petrol (up to the 1 3 ml mark) . 
important: make sure there is no open flame in the 
laboratory. 




7. Stopper the tube. Turn it on its side and shake 
vigorously for 30 seconds. 




8. Remove the stopper carefully. Centrifuge for one 

minute at low speed. 

There will be four layers in the tube: 
s — 1st layer: ether 

— 2nd layer: debris 

— 3rd layer: formaldehyde solution 

— 4th layer: the deposit, containir>g the eg^ and 

cysts of parasites. ■ ■ - 




f it. m layer of debris by rotating the tip of a 
wooden applicator betw^n it and the sides of the 
tube. Tilt the tube and pour off all the supernatant 
fluid. Use a cotton swab to remove any debris 
adhering to the side of the tube. 




10. Mix the remaining fluid well with the deposit by 
tapping the tube gently. 




1 1 . Place two drops of the deposit on a slide. Add a 
small drop of iodine solution to the second drop of 
deposit only. 




12. Place coverslips over both drops. 

Examine under the microscope. 

Pi n 1 (unstained): use x 10 x 40 objectives 

(eggs, larvae?). 

Preparation 2 (stained): use x 40 (cysts?). 
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Stools racsivad in formaldehyde preservative: 

Follow the same method, but in step 1 use distilled water instead of sodium chloride solution. 
METHOD USING Ml F 

SiTn*^? *1 M*i c *?K formaldehyde-ether method, but replace the 1 0 ml of 1 0% formaldehyde solution 
with 10ml of MIF. Then continue, adding 3 ml of ether, etc. yuesumuon 

This is an excellent method of preserving the vegetative forms of amoebae, but the reagent is expensive 



11. Concentration Method for Strongyloides larvae (Harada-Mori) 



Pritiilllfi 

StrcmgyIoi{i0M larvae in stools migrate againf ' fh§ current of capillary water that rises in a paper strip that is 
partially submp^t}^ 1*1 a test-tube, and they accumulate at the bottom of the tube. 



MATERIALS 

- Test-tubes {20 X 200 mm) 

- Strips of filter paper (30 x 1 50 mm ) 

- Spatula. 



TECHNIQUE 

(a) With the spatula spread a small quantity of faecal specimen along a strip of filter paper (previously folded 
lengthwise to keep it straight) but leave the last 4 or 5 cm clean to be put into water. 

(b) Put the strip of filter paper, clean end first, into a test-tube containing filtered or boiled water 2.5 to 3 cm deep; 
the bottom of the strip should not touch the bottom of the tube. 

(c) Record the serial number or name of the patient indelibly on the tube. 

(d) Keep the tube for 7-8 days at laboratory temperature with a cotton stopper or, preferably, sealed with 
cellophane tape. 

(e) Look for the larvae at the bottom of the tube and examine them, after treatment with iodine solution, to 
differentiate Sfro/7^//o/c/e5 from hookworm larvae (see next page). 

Note: Strongy hides larvae can attain the infective stage in these conditions (producing filariform larvae) or nan become adult worms. 
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luARVAE FOUND IN STOOLS 



The larvae most commonly found in stools are those of Strongyloides (threadworm). Occasionally those of 
Ancyiostoma (hookworm) are found. 

- Threadworm larvae: in both fresh and old stools. 

- Hookworm larvae: in old stools (24-48 hours) only. 

The difference between them can be seen under the microscope after staining with iodine solution. 



LARVAE 


Tr;RE DV 


HOOKWORM 


length 
breadth 


200-300 At 


200-300^4 


oesophagus (0) 


two 

swellings* 


two 

swellings* 


mouth (M) 


short: 4n 
r^red cell) 


long \Sti 
(2 red cells) 


posterior 
end 


slightly 
tapered 


very 
tapered 


genital 

rudiment (GR) 


large and 
distinct (22 ;i) 


small 


anal pore 
(AP) 


50^ from 
posterior end 


80 from 
posterior end 



•Latvae with two oesophageal swellings are called rhabditiform 
larvae. 




THREADWORM HOOKWORM 



12. How to Record the Results of Stool Examinations 



Example: 

Mr Amala — Stool examination — 8.5.79, 



The following details should be given when recording 
the results of a stool examination: 

1 . Consistency of stools 

2. Abnormal features seen with the naked eye 

2. Parasites found by microscopic examination 
specifying: 

— specias 

— stage of development 

— quantity 



Soft, unformed stools 
Flakes of mucus present 
Presence of: 

Giardia lamblia 
Vegetative forms 
Numerous 



1, CONSISTENCY OF STOOLS 



They may be: 

— hard and dry 

— firm and formed 

— ' soft and formed 

— soft and unformed 

— semi-liquid (muddy) . 

— liquid and watery. 



2. ABNORMAL FEATURES 

The following may be seen with the naked eye: 

— flakes of mucus (colourless slimy substance like phlegm) 

— mucous membranes 

— bloodstained mucus 

— streaks of pus 

— blood superimposed on the stools, which then are red in parts. 



3. PARASITES 

Species worm eggs: give the common English name (together with the Latin name in the case of schistosomes, 
flukes and tapeworms), 
protozoa: give the scientific Latin name. 

Scientific 

name first name (the genus): write with a capital letter, e.g. Schistosoma, 

second name (the species): write with a small letter, e.g. mansoni. 
Stage eggs, larvae, vegetative forms, worm segments, etc. When describing £. histolytica, always ^ecify 

whether it contains ingested red blood cells. 
Q£/af7r/fK cKcasional (1-2 eggs per slide); a few (3-5); a moderate number (6-12); many (more than 12). 

If no parasites are found, state: ''No ova or parasites seen", and specify whether this result was obtained by direct 
examinatior^or by a concentration method (name method used). Never state categorically: "No parasites". 



EXAMPLES OF REPORTS ON STOOL EXAMINATIONS 

Mr A Stools hard and dry. 

Few eggs of Trichuris trichfura found by direct examination. 
Mr B Liquid stools, shovving bloodstained mucus 

Moderate number of vegetative forms of £. histolytica, a few eggs of hookworm. 
Mr C Firm, formed stools. 

Direct examination: no ova or parasites seen. 
Mrs D Soft, unformed stools. 

No ova or parasites seen by direct examination or after concentration (formaldehyde-ether method). 
Mr E Semi-liquid, muddy stools. 

A few larvae of Strong y /aides stercoralis found by direct examination. 
Mr F Stools soft and formed, showing streaks of blood. 

Occasional eggs of schistosomes (S. mansoni) present. 
Mrs G Firm, formed stools. 

A few segments of Taenia saginata present. 

Mr H Stool specinrien received very small and dried-up. 
Direct examination: no ova or parasites seen. 

State of specimen made examination for vegetative forms of protozoa impossible. 



MODEL STOOL EXAMINATION REPORT FORM 

The technician ticks the appropriate word(s) and fills in the spaces. 



PARASITOLOGICAL EXAMINATION OF STOOLS 








Pationt nn 








APPEARANCE OF STOOLS 




Hard dry 


Presence of: 


Firm well-formed 




Soft 


— pus 


Semi-liquid 


— mucus 


Liquid 


— bloodstained mucus 




— fresh blood 




— occult blood 


MICROSCOPICAL EXAMINATION 




No ova or parasites seen 


by direct examination 




after concentration 






Parasites present 






after concentration 




) 




ADULT WORMS SEEN WITH THE NAKED EYE 






In some countries the report forms include a list of the principal types of parasite that occur. 


Parasites present The technician checks the appropriate word(s) as follows 


Eggs of hookworm 


+ (some *^ggs) 


Eggs of Ascaris 


++ (eggs fairly numerous) 


Eggs of H. nana 


(eggs very numerous) 


Eggs of S. mansoni 


E. histolytica (vsg. form) (with/without ingested red cells) 


Eggs of Trichuris 


E. histolytica (cyst) 



er!c;:472 



Stools may be sent to a specialized laboratory for the identification of rare parasites that are difficult to recognize. 



Preservatives used: 

1. 10% formaldehyde solution (reagent No. 26), for 
wet mounting 

2. MIF (reagent No. 39), for wet mounting 

3. PVA (polyvinyl alcohol)), for permanent staining. 



1. USING 10% FORMALDEHYDE SOLUTION 

Prepare a mixture containing about 1 part of stool to 
3 parts of formaldehyde solution. 



Crush the stool thoroughly with a giass rod. 

Preserves eggs and cysts of parasites. 

Does not preserve vegetative forms of protozoa, 

which are destroyed after a few 

days. 

Preserves specimens indefiniteiy if the bottle is tightly 
closed. 



2. USING MIF 

Just before dispatch, mix in a tube or a small bottle: 

— 4.7 ml of MIF solution 

— 0.3 ml of Lugol Iodine solution (reagent No. 36). 



Add a portion of stool, approximately 2 ml (2 cm^ ). 

Crush well with a g!ass rod. 

Preserves all forms of parasites, including vegetative 
forms of amoebae (those of flagellates deteriorate 
slightly). 

Preserves specimens indefinitely. 
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3. USING PVA 

(a) In a bottle 

1. Pour about 30 ml of PVA fixative into a bottle, 
which should be three-quarters full. 




PVA 



2. Add enough fresh stools to fill the last quarter of 
the bottle, which should now be full. 

3. Break up the stools thoroughly with a glass rod. 
Preserves all forms of parasites indefinitely. 




(b) On a slide 

1 . To examine for amoebae and flagellates, place a 
small portion of the stool on one end of the slide. 




2. Add to the stool : 
~ 3 drops of PVA. 




Spread carefully with a glass rod over about half of 
the slide. 

Leave to dry for 12 hours (preferably at 37 °C). 

Slides can be kept for about 3 months. 

They can be stained on arrival at the specialized 
laboratory. 





ERIC 



74,, 



is 0 



Principle 

Oxygen is produced when the haemoglobin in blood 
comes into contact with hydrogen peroxide. The 
liberated oxygen reacts with aminophenazone (amino^ 
pyrine) to yield a blue colour. 



MATERIALS AND REAGENTS 

— Centrifuge 

— Conical centrifuge tube 

— Applicators 

— 20-ml measuring cylinder 

— Test-tubes 

— 10% acetic acid (reagent No. 2) 

— Hydrogen peroxide (fresh 10-vol. solution) 

— 95%ethanol 

— Aminophenazone, crystalline. 




METHOD 

1 . Immediately before carrying out the test, prepare a 
solution of aminophenazone: 

- put about 0.25 g of aminophenazone in the 
bottom of a test-tube 

- addSmlof 95%ethanol. 




2. Put a portion of stool, approximately 4 ml (4cm^ ; 
in a centrifuge tube. 




3. Add 7 ml of distilled water to the stool and mix 
thoroughly. 




4. Centrifuge at a low speed for about 5 minutes, or 
until the solids are precipitated (a hand-powered 
centrifuge can L^e used). 



Decant the supernatant fluid into another test-tube 
and keep it. 




6. Add to the test-tube containing the supernatant 
fluid, without mixing: 

- 1 0 drops of 1 0% acetic acid 

— 5 ml of the aminophenazone solution. 

To prevent mixing, add with the tip of the pipette 
against the inside wall of the test tube. 




7. Then add: 

— 10 drops of the 10-vol. hydrogen peroxide 
solution. 

Do not mix. 

Let stand for one minute. 




Positive reaction 

A blue colour appears between the two layers of 
liquid: 

— pale blue - positive reaction + 

— dark blue = strong pdiitive reaction ++ 

— blue-b|aci( * very strong positive reaction +++. 

Negative reaction 

No change in colour. ^ ^v. - 




PRECAUTIONS IN THE LABORATORY 

The glassware used must be clean (no trace of blood). 
The result must be read within 5 minutes. 
Control tests may be set up: 

- negative: with distilled water 

- positive: with water containing 1% blood. 



PRECAUTIONS FOR THE PATIENT 

For one day before the examination, the patient should not: 

— eat any meat 

— take any drug containing iron compounds 

— brush his teeth vigorously. 

Note: The benzidine test is no longer recommended because of the carcinogenic properties of that substance. 



15. Examination of Urine for Eggs of Schistosoma haematobium 



The schistosome (bilharzia) worm, the cause of the vesical schistosomiasis found in Africa and the Middle East, lays 
Its eggs in the blood vessels of the bladder wall. The eggs pass into the urine, often accompanied by bicod. 

Direct examination (after centrif aging) 

The urine is centrif uged and the deposit examined for eggs. 



MATERIALS 

- Centrifuge and conical tube, 100, 200 and 1000 ml 
cylinders 

- Clearing agent: 10% sodium hydroxide (reagent No. 
47) 

- Preservatives: hydrochloric acid and commercial 
bleach. 



COLLECTION OF SPECIMEN 

Collect the urine between 1 1 h and 17 h; a greater 
concentration of eggs is found in the urine during this 
period, particularly in the last drops. 

Preliminary exercise 

Just before the specimen is taken, ask the patient to 
perform 20 rapid knee-bends, run 100 yards, or run up 
and down the stairs several times (this results in the 
excretion of more eggs). 




Preservation of urine 

If there is any delay in examining the urine, add for 
every 100 ml of urine: 

— 1 ml of hydrochloric acid (20 drops) 

— 2 ml of commercial bleach (40 drops). 

The urine can then be kept at room temperature 
indefinitely. 




A. DIRECT EXAMINATION 

Centrifuge the urine In conical tubes (10-1 5 ml) for 
5 minutes at low speed or with the hand centrifuge. 

(If the urine is bloodstained, treat as described under 
B below). 




After centrifuging, discard the supernatant urine. 

Mix the deposit evenly by drawing it up and blowing it 
out with a dropping pipette. 

Take a drop of the homogeneous deposit and place it 
between a slide and coverslip. Examine under the x 10 
objective. 




Egg of Schistosoma haematobium 

Stze 120-1 50 Mm 

Shape oval, with one well-rounded pole 

Shef/ smooth, very thin 

Terminal spine at one pole 

Colour gr^y or pale yellow 

Content a broad well-formed embryo with tiny cilia 

around the edges. 
The egg is often surrounded by a mass of leukocytes, 
which may conceal the terminal spine. (See photograph 
of egg on page 134). 




Viability of eggs 

The viability of eggs can be determined only in fresh 
untreated urine. The egg is viable if it is still "alive"; if 
so, the patient is still infected with living worms. 

Examine the egg under the x 40 or x 100 objective (seal 
the preparation with melted wax). Observe whether the 
embryo is moving slightly within the egg. If not, look 
for the flanie cells: there are 4 of them, one at each 
corner of the embryo. A continuous and rapid move- 
ment of the cilia in these cells can be detected, stirring 
up the fluid In the egg. This shows that the egg is alive. 




Add 5 drops of 10% sodium hydroxide (reagent No. 47) 
to the centrifuge tube of urine. This will lyse (dissolve) 
the red cells and leave the deposit clear. The e^s are 
also affected, but the shells remain recognizable. 



If a lot of blood is present, examination is difficult since 
the masses of red cells may conceal the eggs. 



B. BLOODSTAINED URINE 




Egg of Schistosoma mansoni 

This may be found exceptionally in the urine. It has a 
lateral spine: see description, page 135. 



C. EGG-COUNTING TECHNIQUE 

1. Collect whole bladder content and take 10 ml of the well-shaken specimen. 

2. Centrifuge for 3 minutes at medium speed in a graduated centrifuge tube. 

3. Remove the supernatant fluid to the 0.2 ml mark. 

4. Mix the residue very well and transfer to a slide (with a graduated pipette) 0.1 ml of it. 

5. Count the eggs under the microscope, using a low-power scanning objective and the x 5-6 eyepiece. 

6. Multiply the result by 2 to obtain the egg concentration in lOmhof urine. 



Examination of rectal biopsy material 

The physician may ask the laboratory to look for schistosome eggs in biopsy material taken from the rectum. The 
physician performs rectal biopsies to diagnose different schistosome infections or as a follow-up to treatment. 

Examine in a wet preparation. 

Flatten a small fragment of the biopsy material between a slide and a coverslip. 
Examine under the microscope (x 10 objective). 
Schistosome eggs are easy to see and recognize. 

Examination of rectal biopsy material is often useful for the detection of 5. haematobium. A positive result may be 
obtained when nothing is found in the urine. 



t 
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16. Other Parasites Found in Urine 



Apart from schistosome eggs (see page 178), found in Africa and the Middle East, parasites are rarely found in the 

The following may be found in urine deposit after centrifuging: 

1. Flagellated protozoa Trichomonas vaginalis 

2. Microfilariae Wuchereria bancrofti and others 

3. Spirochaetes Leptospira icterohaemorrhagiae 



1. FLAGELLATED PROTOZOA 

Trichomonas vaginalis 

These protozoa are detected in genitourinary discharges 
(seepage 186). 

They may, however, be found still motile and recogniz- 
able in the deposit of fresh urine. 

Size 1 5 

Shape round, globular 

Motility whirls and turns, vibrates 

Undulating 

membrane like the fin of a fi§h, on one side, very 

motile 

Flagella 4 flagella. 




2. MICROFILARIAE 

Wuchereria bancrofti 

Appearance of urine: milky, because chyle is present (it 
comes from the damaged lymphatic vessels in a 
condition called "chyluria"). The microfilariae are still 
motile (size: 200-300 /im long, B/im thick). They move 
in regular curves. For description see page 212. 
The sheath of the organism is visible in the urine. 
Usually large numbers of leukocytes are also present. 
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Onchocerca volvulus 

Very occasionally (in about 5-10% of cases), micro- 
filariae of onchocerciasis pass into the urine. 
They are found still motile. 
Size: 200-300 /xm long, 8/im thick. 
Rigid curves. No sheath. The head is broader: see 
description, page 218. 

Identification can be confirmed by examining a 
cutaneous smear in a wet preparation. 



I 




181 



Accidental blood microfilariae 

Patients with schistosomiasis may also be infected with 
filariae. The schistosome infection causes loss of blood 
into the urine and the blood carries with it blood micro- 
filariae such as W. b'ancrofti, Loa loa and D. perstans 
(see description on pages 212 and 213). 
A large number of red cells will be present. 




3. SPIROCHAETES 

Leptospira icterohaemorrhagiae 

Leptospirosis is transmitted by rats. The disease is found 
most frequently in Asia. If leptospirosis is suspected, the 
urine deposit can be examined directly as a wet 
preparation using darkground illumination, or as a 
Giemsa-stained preparation. 

Length varies greatly; 10-20 Mm on average 
Shape spiral: 20-40 spirals; looks like a squashed 
spring 

Ends tapered, often hooked 
Motilit/ undulates and rotates 
Staining weakly Gram positive; stains better with 
Giemsa stain. 

Leptospira can be isolated by culture, using special 
media. 




Do not mistaka for parasites: 

Spermatozoa, which may be found still motile in the 
deposit of fresh urine from males (see description on 
page 329). 

Contamination of urine with stool: 

If urine is contaminated with stool, parasites which can 

be found in stool specimens may also be found urine J . . 

deposits. -L^* J 



17. Eggs of Pulmonary Flukes; Other Parasites 



PULMONARY fLUKB - Paragonimus westermani 

This flatworm, shaped like a coffee bean, attaches itself 
to the bronchi. The patient is infected by eating under- 
cooked river crabs. The sputum of infected patients is 
rust-brown. 



World distribution of pulmonary flukes 
&^ & 




niore 
common 



Materials 

— Centrifuge 

— Conical centrifuge tubes 

— Glass rod 

— Inoculating loop 

— Slide 

— Coverslips 

— 3% solution of sodium hydroxide (reagent 






4. Pour off the supernatant fluid. 




5. Remove a drop of the deposit with an inoculating 
loop and place it on a slide. Examine between the 
slide and a coverslip under the microscope (x 10 and 
x40 objectives). 




Eggs of the pulmonary fluke 



Size 

Shape 

Colour 

Operculum (0) 

Shell 

Content 



long 

oval, one side often slightly flattened 
golden brown 

flattened, with a visible rim, like a tiny 
hat placed on the egg 
smooth, with a marked thickening (T) 
at the opposite end to the operculum 
clear central space surrounded by cells. 



(see photograph of egg of the lung fluke, page 141 ) 
Er!c,:184 
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OTHER PARASITES FOUND IN SPUTUM 



Hydatid scoiex 

Patients infected with Echinococcus granulosus 
{tapeworm caught from dogs) may sometimes have a 
hydatid cyst of the lung. If the cyst ruptures In the 
bronchi, scolices will be found in the sputum, which 
may be bloodstained. 

Size about ISO/im 

Shape round, irregular or oval, with one pole slightly 
flattened 

Content colourless and transparent, then fine 

granules, but with a distinct ring ofhooklets 
(10-30 hooklets). 

Hydatid disease occurs in sheep-breeding areas: e g , 
Argentina, Australia, Chile, Egypt, New Zealand, North 
Africa, Saudi Arabia, Uruguay. 



18. Trichomonas: Direct Examination of Genitourinary Discharge, etc. 



Principle 

Trichomonas vagina/is is a protozoon that can give rise to a genitourinary discharge (exudate), chiefly in women 
but occasionally in men. It can be detected under the microscope in wet preparations. 

The discharge is fairly clear and whitish or may be greenish grey, foamy or frothy. 



MATERIALS 

— Glass slides 

— Coverslips 

— Warm (37 "^C if possible) sodium chloride solution (reagent No, 45) 

— IPfOculating loop. 



COLLECTION OF SPECIMEN 

Females: The discharge must be taken to the laboratory immediately after being collected (in a tube or on a slide). 
Best on a swab placed in sodium chloride solution in a test-tube; the trichomonas remains motile for some time 
(usually several hours). 

Males: Collect in the laboratory using the method described for gonococci (see page 243). Examine immediately. 



METHOD 

1. Place a drop of the discharge on a slide. 





4. Examine at once under x 10 objective 



Look for tiny round transparent organisms, the size 
of a white cell, moving rapidly in jerks and loops. 



5. Examine using x 40 objective 
to observe the trichomonas. 

Size about IBpim (10-20Mm) 

Shape round, globular 

Motility whirls and turns, seeming to vibrate 

Undulating membrane: like the fin of a fish, on one 
side only; very motile (a rapid undulating 
movement) 

4 flagella: whip-like, very motile; the main 
impression is one of movement. 




Slide with smear 

If nothing is found in the drop examined between the 
slide and coverslip, stain the dry snr>earfon the second 
slide with Gram staen. Look for bactepa (gonococci?). 



Fungi 

Found in thick white (occasionally yellow or colourless) 
discharge. Using the x 40 objective, look for: 

(a) Yeasts 

— round or oval bodies 

— non-motile 

— varying in size (2 --6 Mm) 
some show buds. 

(b) Mycelium filaments (occasionally) 

- filaments with rounded ends 

- varying in length (20-1 00 Mm) 

- 2-4 Mm in breadth. 
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19. Praparation of Thiisk Blood Film and 3taining with Field Stain 



Purpose 

Detection of parasites in the blood 

1 . A drop of blood from the finger is placed on a slide, spread and dried. 

2. It is stained and examined under the microscope for the following: 

~ malaria parasites 
~ microfilariae 
~ trypanosomes 

— borreliae. 

3. The thick film method makes it possible to find parasites: 

— more quickly 

— if there are only a few present. 
Principle 

1 . During staining of the drop of dried blood, the haemoglobin in the red cells dissolves and is washed out by the 
water in the staining solution. 



2. All that remain are: 

~ the parasites and 
— the white cells 

which can be seen under the microscope. 




PREPARATION OF THICK FILM 
Materials 

— Clean glass slides (see cleaning procedures, page 31) 

— Sterile lancet 

— Methanol 

— Cotton wool 

— Grease pencil. 




Method 

Pricking the finger 

1. Find a spot: 

— on the 3rd or 4th finger of the left hand 

- at the side of the finger, which is less sensitive 
than the tip, as shown* 




In babies under 6 months: 
— prick the heel or big toe. 




2. Clean the site: 

- first with a cotton wool swab dipped in ethanol 

- then with a second dry cotton wool swab or 
pledget, to remove any ethanol remaining. 




3. Prick the finger firmly and rapidly. 




4. Wipe away the 1st drop of blood with dry cotton 
wool. 




5. With your right hand: 

- take a slide, holding it by the edges. 
With your left hand: 

- press the finger to produce a drop of blood, 
about this size: 0 




Preparing the film 

6. Make a thick smear in the centre of the slide. Spread 
the blood with the corner of a clean slide to an even 
thickness; smears that are too thick or too thin will 
not stain well. 




A correct thickness enables the hands, but not the 
figures, of a watch to be seen through the smear. 

[A thin blood film may be useful if the identification 
of a species of malaria parasite proves difficult. Spread 
a thin film as described on page 387.] 




7. Label the end of the slide with the patient's number, 
using a grease pencil. Leave the thick film to dry in 
the air. A warm sunny bench is suitable, provided 
the smear is protected from flies and dust. An 
electric fan, if available, will speed up drying and 
keep flies away. 

Thin films should be dried in the air and 
immediately fixed with methanol (methyl alcohol). 




STAINING OF THICK BLOOD SMEARS USING FIELD RAPID STAINS 

In many parts of the world Field stains A and B are used for thick blood smears, because: 

staining is rapid 

— no dilution of the stains is necessary 

— the stains can be used for several days (filter every two days; change when the results are no longer ^od) 

— no buffered water is necessary; clean tap water can be used for wasi^ng the smears. 

Dfluted Giemsa stain, as used for thin films, can also be used for thick smears (see page 393). 




Method 

1 . Dip the dried thick smear into Field stain A: 
— count up to 10. 
Drain the smear. 

Wash in a container of tap water. 



2. Dip into a container of Field stain B: 
— count up to 10. 
Drain the smear. 

Wash well in a container of clean tap water. 

Note: The staining tinries may need altering. 
If the smear is too blue: 

- stain for a longer time with Field stain B. 
If the smear is too pinl<: 

— stain for a longer time with Field stain A. 





3. Dry the smear in the air in a draining rack (with the 
side with the smear facing down). 




RESULTS 

The smear should appear mauve. This will enable a malaria trophozoite to be recognized: 

- the cytoplasm ring stains blue 

- the chromatin dot stains dark red. 

For species diagnosis see pages 200 and 201 
Also recognized in thick films: 

- white cells, type and appropximate number 

- nuclei of normoblasts, staining dark red 
_ reticulocytes, appmring as circular areas of blue dots. 



20. Staining of Thick and Thin ffiims with Qiemsa Stain 



Important: 

For a leukocyte type number fraction (''differential leukocyte count"), films are best stained with May-Grunwald 
and Giemsa stains (see page 393). 



MATERIALS 



10, SO and 100 ml measuring cylinders 

SO and 2S0 ml beakers 

Staining troughs 

Glass rod 

Wash bottle 

Slide forceps 

Slide rack 

Timer 

Giemsa stain (reagent No. 28) 

Methanol in a drop bottle 

Buffered water (for preparation, see page 61). 




METHOD for less than 10 smears. 

Important: 

Stain th^ck film preparations at once with diluted Giemsa. 
First fix thin films for 2-3 minutes in methanol (see page 391 ). 

1. Make a 1 in 10 dilution of Gkmsa stain. 
Example 

Use 18 ml buffered water and 2 ml stain; this will be 
sufficient for 4 smears. Increase the volume if more 
smears are to be stained. 





Leave for 30 minutes. 

(The staining time is given by the manufacturer: you 
may wish to adjust it when you have Msed the 
technique several time >. If the film is too pale, the 
staining time has not been long enough.) 





5. Wash off the stain with buffered water. Do not tip 
off the stain and then wash, as this will leave a 
deposit of stain over the smear. 



6. Drain off the water. Place the slides in a rack to dry. 
Placithtm in a sloping position, the slides with the 
staiiuid films facing downwards to protect them 
from dutt in the air. Drying stained slides by 
blotting them between sheets of filter paper is not 
recommended. 




METHOD for large numbers of smttfs 

1 Using forwps, pick up the slides one by one and slot 
tHem IritdSt rackx>f the staining trough, in a Z 

- - pattirn^--^; -- 

(Thin films have first to be fixed for 2-3 minutes in 
mettianol.) 





3. Remove the lid. 

Slowly pour clean water from a beaker into the 
trough, to remove the deposit on the surface of the 
staining solution. 




4. Gently pour off all the staining solution from the 
trough. 

In sorne laborotories with limited supplies the dilute 
Giemsa is kept for reuse; if it is, it must be used on 
the same day. 




S. Fill tha staining trough with buffered water. 




6. Take out the slides one by one. using forceps. 

Dip each slide in a beaker of ordinary water, gently 
so that the stafned preparation does not become 
unstuck. 
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Drain the slides. 

Place them In a rack to dry (the side with blood film 
facing downwerds). 




21: Identification of Malaria Parisites 



The parasites that cause malaria are found in the blood; 
pan of their development takes place within the red 
blood cells. Malaria tianisitm are detected in blood films 
stained by Field 01 Uiemiurstain. 



PREPARATION OF BtOOD FILMS 

1 . When to collect the specimen 



The parasites are usually most numerous in the 
blood towards the end of an attack of fever, 

Alv/ays collect the blood before antimalarial drugs 
are given. 



2 . For individual patient^ 
Prepare: 

- 1 slide with a thin blood film (see page 387) for 
the detailed examination of species if required, 
and 

- 1 slide with a thick film {see page 189) for the 
detection of parasites. 




3. For mass surveys 
Prepare: 

— 1 slide only per person, with 1 thick film and 
1 thin fitm on each. 



4. Preservation of slides 

Keeping slides more than 4 days before staining is 
not recommended. 

Field stain Is recommended for smears stained 
straight avMiy and Giemsa stain for smears to be 
stained after a few days. 



STAINING 
Fixation \ 

Prior to staining, fix thin films only in methanol. 
Take care not to let the alcohol touch the thick film. 

(See staining techniques, pagtt 191 artd 393). 2; ^ o 



IDENTIFICATION OF MALARIA PARASITES 



MALARIA PARASITE 
(stained) 




1 or more nuclei containing red chromatin 
blue cytoplasm 

occasional granules of black or brown pigment 
the infected red blood cell (pink) 



STAGES OF DEVELOPMENT 



Parasites found in the Blood are at different stages of development 



1. Trophozoite 



Earliest stage with 
1 nucleus living inside 
^he red cell 




more compact 
cytopl^^sm 



or 



nucleus 

— - thin ring 
of cytoplasm 




amoeboid 
cytopls.n 



.2. Schfzont 



Mature trophozoite 
with nucleus 
divided into 8—24 
nudei. 

Fills most of the 
red cell 




nuclei often arranged in a circle 
forming a rosette 



each nucleus enclosed by some cytoplasm, forming 
a merozoite 





male 

gametocyte 



female 
gametocyte 





with 
pigment 



without 
pigment 



3. Gametocyte 



Sexual form with one 
large compact and round 
or elongated nucleus 



Pigment 



Some parasites have granules 
of pigment in their cytoplasm; 
others do not 



tpiliFECTED RED 

:lnthmfiln:$ ^ 
The infected red celh^ may remain tlie same, may have changed colour or shape, or may contain pink spoti 
(Schiiffner'sdots). 









unchanged 
red ceil 



more deeply 
stained coll 



enlarged 
red cell 



oval 
red cell 



cell with 
jagged edges 



cell showing 
stippling (clefts 
or dots) 




in thick films 

The red cells have practically disappeared.' 

The pink Schuff ner's dots can still be seen around the 

parasite. 

The leukocytes remain unchanged. 




parasite 

Schuff ner's 
dots 

white blood 

C3ll 



PARASITE DENSITY 

This is the number of parasites counted in each microscopical field. 

It usually varies according to species and it might therefore be useful to consider the density in the thick 
It is importfpf to report the parasite aensity (see page 203). 




high density: 

20 (or more) parasites 

per field 



medium density: 
2—19 pansites 
per f ie(d 



iow density: 

1 (or less) parasite 

per field 



PARASITE SPECIES 

There are 4 different species of human malaria parasite. 



Plasmodium falciparum 
Plasmodium malariae 
Plasmodium ovale 
Plasmodium vivax 



It is important for the prognosis and treatment of the 
disease that the species involved be identified in the 
laboratory. However, if you cannot identify the species, 
always report the presence of any nnalaria parasites you 



see. 



For example: 

Malaria caused by P. falciparum is much more 
serious than malaria caused by P. malariae and 
sometimes causes death. 

If not properly treated, however, a P. malariae 
infection can last much longer than a 
P. falciparum infection. 



A patient can harbour more than one species of malaria 
parasite at the same time. 



For example:- 

Plasmodium falciparum and 
Plasmodium malariae 

Plasmodium falciparum and 
Plasmodium vivax 



GEOGRAPHICAL DISTRIBUTION 





P. falciparum 


P. malariae 


P. ovale 


P. vivax 


North Africa 


Common 


Common 




Predominant 


West Africa 


Predominant 


Not common 


Common 


Very rare 


Central Africa 


Predominant 


Common 


Rare 


Very rare 


East Africa 


Predominant 


Common 


Rare 


Rare 


Madagascar, Indian Ocean 


Predominant 


Common 


Rare 


Not common 


Middle America 


Common 


Rare 




Common 


South America 


Common 


Rare 




Predominant 


South West Asia 


Common 


Not common 




Predominant 


India to Indochina 


Predominant 




Not common ^ 




Common 


Indonesia 


Predominant 


Not common 


Rare 


Common 


Pacific Islands 


Common 


Not common 


Rare 


Common 
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IDENTIFICATION OF THE FOUR SPECIES OF MALARIA 





PLASMODIUM FALCIPARUM 


PLASMODIUM MALARIAS 


YOUNG 
TROPHOZOITE 


(Stage frequently found) 

Cytoplasm: small fine pale blue 
ring 

Chromatin: 1 or 2 small red dots 


o 

o 

0 


(Stage frequently found) 

Cytoplasm: thick, dense, blue ring 
with some granules of black pigment 

Chromatin: 1 large red dot 




MATURE 
TROPHOZOITE 


(Stage frequently found) 

Cytoplasm: rather thin blue ring, 
or shaped like a comma or 
exclamation mark 

Chromatin: 1 or 2 medium-sized 
red dots 


O 

• 
• 


(Stage frequently found) 

Cytoplasm: either (1) round, 
compact, dark blue, with many black 
particles of pigment, or (2) in band 
form (in thin films only) 

Chromatin: a round dot or a red 
band 




SCHIZONT 


(Very rare) 

Hardly ever found in blood films 
(except in very serious cases) 

Merozoites: 18-32 

Pigment: dark brownish-black 




(Fairly frequently found) 

Merozoites: 8-10 
Each one a large red spot enclosed 
by pale cytoplasm; the 8 spots may 
be arranged irregularly (young form) 
or in a rosette 

Pigment: always seen 




GAMETOCYTE 


(Fairly frequently found) 

Shape: like a banana or sickle 

Colour: blue (male) or dense blue 
(female) 

Nucleus: reddish-pink 

Pigment: a few blue-black granules 
in the centre of the cyto- 
plasm or scattered 
through it 


c 

1 


(Fairly frequently found) 

Shape: large, oval or rounded 

Colour: dense blue (female) or 
pale blue (male) 

Nucleus: 1 round spot of red 

chromatin against one 
edge 

Pigment: large black granules in the 
cytoplasm 




O -1 

UJ -1 

am 
u 


Normal in size 

May show crenation cells containing 
mature trophoic Hes; often contain a 
few red dot;, irregular in size and 
shape 




Normal in size and shape 
No red dots usually seen 




•PARAS5TE 
DENSITY 


often very high density 




Low density 


o 



• Th« parasite density in any area depends mainly on whether the malaria is seasonal or endemic. A^^ults, especially, build up 
immunity In endemic areas and the parasite density is often low. 



PARASITES IN BLOOD FILMS 





PLASMODIUM VI VAX 


Identity of p. ovale 

PLASMODIUM OVALE '""st be confirmed 

by examination of 
a thin blood filnri 


YOUNG 
TROPHOZOITE 


(Stage frequently found) 

Cytoplasm: irregular blue quite 
thick ring 

Chromatin: 1 rather large red dot 




Cytoplasm: regular dense blue ring 
Chromatin: 1 medium-^ized red dot 




MATURE 
TROPHOZOITE 


iNnt f rP4iiiPntl\/ fniinH) 

Cytoplasm: large, blue, irregular 
(sometimes divided into 2, 3 or 4); 
small particles of brownish-orange 
pigment 

Chromatin: 1 red dot 




Cytoplasm: round, compact, very 
blue with a few particles of brown 
pigment 

Chromatin: 1 large red dot 




SCHIZONT 


(Quite frequently found) 

Merozoites: 12-18 large compact 
red granules seen against the pale 
blut' cytoplasm 




Merozoites: 8-14 large red granules 
in a rosette, round a central mass of 
particles of brown pigment 




GAMETOCYTE 


(Frequently found) 

Female: oval or rounded, dense 
blue 

A dense red triangular nucleus, 
often at one end; many particles 
of orange pigment in the cytoplasm 

Male: rounded, pale blue 

A round central pale red nucleus; 
some particles of orange pigment 
in the cytoplasm 


V krV 
W 


Shape: large, oval or round, dense 
blue 

Nucleus: 1 round red spot 

Pigment: a few brown particles in 
the cytoplasm 

Differentiated from: 

— P, vivax by its brown pigment 

— P. malariae by the presence of 
Schiif f ner dots 


0 


RED CELLS 


Enlarged, often pale-staining 
Schuftner dots, especially around 
mature trophozoites 




May appear oval with jagged ends 
Easily seen large red James dots 


Or* S ' 


PARASITE 
DENSITY 


Medium density 




Medium density 





COMPARISON OF INFECTED CELLS IN THE THIN BLOOD FILM 



P, falciparum 



P. malariae 



P. vivax 



P, ovale 



SIZE 
of yourtg 
trophozoite in 
comparison 
with diameter 
of red cell 
(at the same 
stage of 
development) 







1/5 to 1/3 
of diameter 



1/4 to 2/3 

of diameter, but 

often band form seen 



1/4 to 2/3 
of diameter 



1/4 to 2/3 
of di^imeter 



APPEARANCE 
of infected 
red cell 



DOTS 
in the 
infected 
red cell 




Remains 
unchanged 



O 

Often none* 




Re^mains unchanged 
or becomes smaller 
and sometimes 
more deeply 
coloured 




None 




Enlarged and 
often pale- 
staining 




Small pink, 
Schuff ner dots 




Enlarged, oval, 
with torn 
jagged edges 




Large James dots 
always present 



STAGES 
found 



Trophozoites 
or gametocytes 
or both 

together; many 
trophozoites 
can be found 
in one cell 



All forms found 
in the same film 



All forms 
found in the 
same film 



All forms 
found in the 
same film 



NOTE: 

Appearance of monocytes (in malaria cases of long duration): 

- the cytoplasm often contains brown or greenish-black bodies (siderophils). 
Appearance of malaria parasites following infection of an antimalarial drug: 

- the parasites stain poorly and look distorted and indistinct. 

♦ In some red cells Infected with adult trophozoites of P. falciparum a few fairly large pink granules called "Maurer clefts" can be found. 



REPORTING RESULTS 

Positive result 
Specify: 

1 . The species of parasites found 

2. The stage of development of the parasite 

3. The parasite density*. 

Example 

Examination for malaria parasites positive. 

— Plasmodium falciparum 

— many trophozoites 

— a few gametocytes. 

Negative result 

State: no parasites found. 



Important: Do not mistake platelets superimposed 
upon red cells for malaria parasites (for platelets, see 
page 351). 




*Vyhen the parasites are very numerous (very high parasite density), the patient requires urgent treatment. Therefore, if you find a 
high parasite density, state the result clearly in your report and send it without delay to the physician. 



22. Blood Microfilariae: Examination of Wet Preparation, Concentration 



Principle 

Capillary blood 

Mix a fresh smear of capillary blood from the finger with sodium chloride solution, place between a slide and 
coverslip, and examine for motile microfilariae under the microscope. 

Venous blood 

The microfilariae can also be concentrated using venous blood. 



A. EXAMINATION OF CAPILLARY BLOOD 

The examination should be carried out at the right time of day. 

Some species of microfilariae appear in the blood at night only, others only during the day. 



Species 


When TO take a specimen * 


Part of world 


W, bancrofti 


At night (between 22 h and 4h) 


Tropical Africa, Asia, Middle 
and South America, Indian Ocean 


W, bancrofti 
{vBT.pacifica) 


Any time 


Pacific Ocean 


5. malayi 


Mainly at night (between 22 h andAh) 


Asia 


Loa loa 


During the day (between 10 h and 16 h) 


West and Centra! Africa 


Doubtfully pathogenic 
filariae: 

_ 0. perstans 
— M. ozzardi 


Any time 
Any time 


Tropical Africa 
Tropical America 



*The$e periods are not invariable. 



Mattrials 

Blood lancet 
" Cotton wool swabs 
. Slide 

- Coveirtlip 

- Sodium chloride solution (reagent No. 45) 
ErIc- 204 III? 



1 . Sterilize the finger to be pricked with ethanol. 
Choose the 3rd finger. Dry well. Prick with the 
lancet. 




2. Collect the first drop of blood that appears (it 
contains more microfilariae) directly on to the 
middle of the slide. 



3. Add an equal drop of sodium chloride solution. 



4. Mix the blood and sodium chloride solution using 
the corner of a coverslip. Cover the preparation with 
the coverslip. 





(/ 



Prepare 2 thick films on another slide using 2 drops 
nf>ore of blood, for the identification of stained 
microfilariae (see page 189). 

Examine the fresh smear systematically under the 
microscope (x 10 objective with reduced condenser 
aperture). 

The first sign of the presence of microfilariae is 
rapid movement among the red cells. 




Microfilariae in fresh blood smears 
Microfilariae are identified in stained smears. It is 
— of the species seen and its pathogenicity. 



Pathogenic 




Thickness: usually 6-8 /im 

(diameter of a red cell) 

Length: usually 250-300 ^m 

(Va the field in the diagram) 

IV. bancrofti, Loa loa, B. malayi 



!, however, to gain some indication from a fresh smear: 



Doubtful pathogenicity 




Thickness: usually 4 ym 

(Vi the diameter of a red cell) 
Length: usually 1 50 Mm 

(Va of the field in the diagram) 

D. perstans, M, ozzardi 




Identify the species of microfilariae by staining the 
preparation, see page 209. 



B. EXAMINATION OF VENOUS BLOOD 

CONCENTRATION FOLLOWING HAEMOLYSIS 

Materials 

— 5 ml syringe 

— Needles for venepuncture 

— Anticoagulant: 2% trisodium citrate solution 
(reagent No. 53) 

— 2% formaldehyde solution 

— Centrifuge 

— Conical centrifuge tubes. 



Method 

1 « Col lect 4 m I of venous blood . 

Expel into a bottle containing 1 ml of citrate 

solution. 

Mix. 




Measure into a conical centrifuge tube: 
' 10ml 2% formaldehyde solution 
Add: 

— 1 ml of citrated blood. 

Mix. Wait 5 minutes for the red cells to haemolyse. 




3. Centrifuge for 5 minutes at high speed. 
Pour off the supernatant fluid. 
Tap the tube to mix the deposit. 
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4. Place 1 drop of the deposit on a slide. 
Spread the drop to form a thin smear. 
Leave to dry in the air. 

Fix the smear using ether and ethanol in equal parts. 
Leave to dry for 2 minutes. 

Stain Immediately with Giemsa stain (see page 193). 

The microfilariae stain well (for identification, see 
pages 212 and 213). ^ 



C. TECHNIQUE USING A MICROHAEMATOCRIT 
CENTRIFUGE 

Collect venous blood from the patient into a citrated 
bottle as shown above, or take 2 drops of capillary 
blood from the finger and mix with 1 drop of 2% 
trisodium citrate solution. 

1 . Three-quarters fill a microhaematocrit capillary tube 
with the citrated blood. Seal one end of the tube 
with plastic modelling clay or by heating. 

2. Centrifuge in a microhaematocrit centrifuge at high 
speed for 2 minutes. 

3. Lay the capillary tube on a slide and secure the 2 
ends with adhesive tape. 



Examine the dividing line between the blood cells and 
the plasma under the microscope, using the x 10 
objective with reduced condenser aperture. 




Motile microfilariae will be seen at the bottom of the 
column of plasma, just above the layer of white cells. 




The tube can be snapped at this point. With the 1st drop 
from each piece of the broken tube/a thick film can be 
prepared. Stain'with Giemsa to identify the species. 



23. Blood Microfilariae: Staining and Identification 



Principle 

Microfilariae must be stained before they can be identified with certainty. 



MATERIALS - REAGENT 

— Blood lancets 

— Slides 

— Sodium chloride solution {reagent No. 45) 

— Staining trough 

— Dropping pipette 

— Beakers 

— 10 ml measuring cylinder 

— Giemsa stain. 



A. THICK FILM 

Take 1 drop of capillary blood at the right time of day 
(see table, page 204). 

Make a thick smear as described on page 189). 



B. REMOVAL OF HAEMOGLOBIN 

ia) Place thc^ slides vertically in the staining trough filled 
with clean water (if no trough is available, use a 
beaker). 

(b) Leave for 10 minutes (the haemoglobin sinks 
gradually to the bottom). 

(c) Take the slides out and drain them. 



C. STAINING WITH GIEMSA STAIN 

Stain for 30 minutes using a 1 in 10 dilution of Giemsa, 
as described on page 193. 





D. MICROSCOPICAL EXAMINATION 

(a) Cover the stained smear with a fliin film of 
immersion oil. 

(b) Look for microfilariae using the x 10 objective: they 
should stand out well. 

(c) Examine the microfilariae found with the x 100 oil« 
immersion objective. 



E. IDENTIFICATION: SOME USEFUL 
CHARACTERISTICS 

Study in order of importance: 
(a) The size of the microfilaria: 

- its length (in relation to the field) 

- its thickness (in relation to the leukocytes) 
^ as thick as 1 white cell (1 ) 

- as thick as a white cell (2). 



lb) The sheath of the microfilaria 

In the diagram opposite the sheath of the micro- 
filaria is present in (3) and absent in (4). The sheath 
may be stained red by Giemsa stain or remain 
colourless, depending on the species. 

{Important: the sheath is sometimes torn and difficult 
to see. Positive identification cannot be based on thjs 
characteristic alone.) 



(c) The curves of the microfilaria 

There are several types of curve: 

- large curves (5) 
^ many srnall curves (6) 
^ few small curves (7). 



(d) The tail of the microfilaria and its nuclei 
The following features may be seen: 

— nuclei extending to the tip of the tail (8) or 
not (9) 

" a tapered tail (10) 

— a rounded tail (11) 

— a hooked tail (12). 




(e) The nuclei in the body 

These stain purple with Gtemsa stain. They may be: 

weh separated (13) 
— overlapping (14). 




TiJiNtlfFrcATION OF MICROFItARmE 





Wuchereria bancrofti 


Loa lea 


Where 


Tropical Africa 
Asia 

Tropical America 
Indian Ocean 
Pacific Ocean 


Central Africa 

IA/i*<t Africa (from 

Weal 

Nigeria to Gabon) 


WWIlvH 


At night* 


During the day 


Length 


200-300^01 


259-300 


Thickness 


8 pm 

(about 1 leukocyte**) 


O |4ill 

(about 1 leukocyte) 


Sheath 


Pink sheath 


Almost colourless sheath 






Body 
curves 


Regular, large 


Irregular, small 


Tail 


No nuclei at end*** 


Nuclei right to tip 


Rather straight 
tapered tail 


Curved tapered tail 


tfvoy 
nuclei 


Round medium-sized 
nuclei, well separated 


Large round nuclei 
crowded togiither and 
overlapping 



•Except var.pacWtee- any time. 
; ••in thick films the leukocytes always shrink and measure 8-11 Mm. 
& '^•The tail is sometimes broken or coiled, giving a false impression that there are nuclei right to the tip. 

EI^CjiiiBiifc^ 



Sf AiNED WITH GIEMSA STAIN 



Dipetahnema perstans 


Brugia malayi 


Mansonella ozzardi 


Tropical Africa 
South America 


Asia 


Central America 
South America 


Any time 


Chiefly at night 


Any time 


1 50-200 /um 


220-250 /im 


1 50-200 /im 


4/im 

{% leukocyte) 

Mm 


6jtim 

(almost 1 leukocyte) 


4pm 

('A 


ko 


cyte) 


No sheath 


Very pink sheath 


No sheath 








Regular, look like 
loops in string 


Small, irregular 
and many 


Few and small 


Double row of nuclei 
right to the tip 

Straight tail with 
rounded tip 


2 widely spaced 
nuclei at the end 
of tail 

Curved very 
tapered tail ^^..^-^ 


1 row of nuclei 
extending almost to 
tip 

Straight tapered 
tail 


Small nuclei squeezed 
together; indistinct 
(plaited appearance) 


— 

Small angular 
nuclei, squeezed 
together and not 
very distinct 


Small round nuclei 
packed closely in a 
double or triple row 



SOME POINTS TO REMEMBER WHEN IDENTIFYING MICROFILARIAE 

Identification of species can be difficult and experience has shown that mistakes are frequently made. Nevertheless, 
if a systematic study is made of all the characteristics mentioned, it should be possible to identify with certainty 
the species observed. The identification must not be based on a single characterisl'c but on all the features taKen 
together. 



Examples of some mistakes 

1. The tail 

If the tail of kV. bancrofti is broken or folded over, it 
appears to have nuclei extending to the tip like Loa 
loa. 

2. The sheath 

The sheath is sometimes torn or almost colourless. 
In Loa loa, for example, it is seen only as a colour- 
less space bet/veen the tail and the blood cells. 

3. Size 

Some D. ptrstam are very ion% (200 Mm) ; and some 
W. bancrofti and Loa iM art small (2S0Aim). 




4. The curves 

If damaged when the film is being made, tV. 
bancrofti m^S appear twisted and Loa loa may show 
a few curves. 

5. Geographical distribution 

Always bear in mind v^fhere the patient comes from. 
If he is from: 

- The Zaire river basin. Eastern Nigeria or 
Cameroon, the parasite is probably Loa loa 

- Senegal, Ghana, the West Indies or India, the 
parasite is probably IV; bancrofti 

- Thailand, the parasite is probably fl. malayi 

- Guyarit; the parasite is probably M. ozzardi. 

6. Thin films 

Identification of microfilariae in stained thin films is 
not recommended; the microfilariae are shrunken, 
distorted and difficult to recognize. 



mem. 
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24. Onchocerciasis: Examination for Sicin l^lcrofilariae 



Onchocerciasis (river blindness) is a parasitic disease 
caused by the worm Onchocerca volvulus. The male ancj 
female worms live in the subcutaneous tissues of man, 
massed in nodules. The female worms lay larvae (the 
microfilariae) that migrate under thi; :kin. 
Onchocerciasis is prevalent in tropical Africa and in 
parts of Arabia and Middle and South America. It is 
transmitted by a small blackf ly, Simulium, 



Laboratory examination 

A very small piece of the patient's skin is collected. To 
see the highly motile microfilariae, it is examined as a 
wet preparation between a slide and coverslip under the 
microscope. 



MATERIALS 

— Needle (for intramuscular injection 22-gauge 
(0.7 mm) X 40 mm or for subcutaneous injection 
22-gauge X 25 mm) 

— Scalpel or razor blade 

— Sodium chloride solution (reagent No. 45) 

— Slides, cove rslips 

— Ethanol. 





WHERE TO COLLECT THE SPECIMEN 

(a) Patients with nodules 
Look for nodules: 

— on the chest (over the ribs) 

— on the hips 

— on the legs (tibia) 

— on the back (shouldeir-blades). 

The nodules are round and hard, 1— 5cm in 
diameter; when pushed with the fingertips they 
siida about under the skin. Tiake the specimen from 
the skiri in the centre of the nodule. 
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(b) Patients without nodules 
Take the skin specimen from: 

- the top of the buttocks (the upper outer part 
where intramuscular injections are given). 

If the examination gives a negative result, take 
specimens from: 

- the calf (upper outer part) 

- the back (centre of shoulder-blade). 

It is recommended that 6 specimens (2 from buttocks, 
2 from calves, 2 from shou!der-blades) be examined 
before reporting a negative fv^sult. 



COLLECTION OF SPECIMEN 

(a) Preparations 

1 . Flame the scaipel (or razor blade) and the needle 
with ethanol. 

2. Place one drop of sodium chloride solution on a 
slide. 

3. Disinfect the chosen area with a gauze pirf dipped in 
ethanoi. 



(b) Method 

1 . Using your left hand, pierce the skin with the point 
of the needle to a depth of 2 or 3 mm. 



2. Pull the skin away from the flesh with the point of 
the needle. 



3. Place the cutting edge of the scalpel or razor blade 
on the stretched skin above the point of the needle 
(using your right hand). 




4. Cut with a quick stroke the piece of skin pulled up 
by the point of the needle, as close to the needle as 
possible. The specimen should be about this size: 

(2-3 mm) 

it should remain attached to the tip of the needle. 
The specimen should not be bloodstained; the 
biopsy must be bloodless. 




Place the fragment of skin in the drop of sodium 
chloride solution on the slide (using the scalpel or 
razor blade if necessary). Do not flatten the piece of 
skin; if only one microfilaria is present, it might be 
damaged. 




Cover with a coverslip. If any part of the specimen 
is not in contact with the liquid, add more solution, 
injecting it under the coverslip with a Pasteur 
pipette, until the whole area underneath the cover- 
slip is yvef. 




7. Wait 2-3 minutes. Meanwhile, clean the spot from 
which the specimen was taken with ethanol. Apply 
an adhvnive dressing. 




MICROSCOPIC EXAMINATION 

Use the X 10 objective with reduced condenser aperture. 
Examine the edges of the piece of skin. The micro- 
filariae are seen struggling out towards the water. They 
are highly motile. 

Length 200-300 ^m 

Breadth Spm (1 red blood cell) 

Curvature 

of the body rather angular 

Front end slightly broader 

Tail curved and tapered. 

When the specimen contains very few microfilariae, wait 

10 minutes. 

If no microfilariae emerge, look inside the piece of skin; 
by looking through it a microfilaria may be seen 
moving. 



PROCEDURE FOR OBTAINING A STAINED 
SPECIMEN 

A smear is made on a slide by crushing the skin 
specimen. It is fixed using methanol and stained with 
Giemsa stain (see page 193). 

The microfilaria of Onchocerca volvulus shows the 
following features: 

— it has no sheath 

— its front end is broad 

— the body shows rigid curves 

— the tail tapers gradually and ends m a sharp curve 

— it contains large oval nuclei, elongated and stained 
blue-black; they are well separated and do not 
extend to the tip of the tail. 




ANOTHER MICROFILARIA FOUND IN SKIN 
BIOPSIES 

Dipetalonema streptocerca 

This quite rare worm may not be pathogenic. Its micro- 
filaria is found in the skin and shows the following 
features: 

- it is less broad (5 Aim: ^^ red blood cell) 

- it is slightly shorter {200 Mm) 

- the front end is not broadened 

- the tail ends in a rounded crook 

- the nuclei are smaller and reach ths tip of the tail. 




IN CASE OF DOUBT 

1. Examine a fresh blood specimen taken from the finger between a slide and coverslip to look for blood micro- 
; filariae (see page 205). iq->\ 

2. If the examination is positive, make a stained skin smear and a stained thick blood film (see page 193) to 
-.identify the species. ■ ■ . • ' .J- • — 



COLLECTION OF SPECIMENS IN THE FIELD 

If no microscope is available, or during mass 
epidemiological surveys: 

1. Place the piece of skin in a small penicillin bottle 
containing 2 ml of sodium chloride solution. 

2. Wait 1 5 minutes for the microfilariae to leave the 
s*'in. 



3. When the 1 5 minutes are up, fix by adding 2 ml of 
10% formaldehyde solution (reagent No. 26). Mix 
and replace the cap on the bottle. Preservation time: 
several months. 




4. When you return to the laboratory, shake the bottle 
well. 

Centrifuge the liquid (after removing the piece of 
skin) at medium speed (or use a hand-powered 
centrifuge). 



5. Examine th^r? deposit in the centrifuge tube between 
a slide and a coverslip under the microscope. 

The dead microfilsriae are clearly visible unstained, 
with their characteristic angular curves. 




MICROFILARIAE OF THE EYE 

Microfilariae sometimes migrate to the eye, where they can be detected by an ophthalmologist using a special 
instrument. 
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25, TryiJanbsomes: Detaction In the Blood, Concentration 



Principle 

Trypanosomes are detected in the blood: 

- in wet preparations 

- in thick films after staining 

- following concentration by repeated centrifuging. 

Trypanosomes can be found in the blood of patients: 

- v^ith African trypanosomiasis (sleeping sickness) 

- with South Ameriv trypanosomiasis (Chagas' disease) 



Important: 

In African trypanosomiasis trypanosomes appear in the 
blood at intervals for a period of a few days, mainly 
during the first 3 months of the disease and especially 
during bouts of fever. 



A. DIRECT EXAMINATION 

MATERIALS 

— Blood lancet 

— Ethanol 
~ Slides 

— Covers! ips 

— Sodium chloride solution (reagent No. 45) 

— Giemsa stain 

— Buffered or neutral water 

— Filter paper. 



METHOD 

1 After sterilizing the pad of the 3rd finger, prick with 
the blood lancet. Wipe away the 1st drop of blood 
with filter paper. Collect 2 drops of blood: 

— 1 drop on one slide 

- 1 drop on a second slide. 




2. Collect 2 drops of blood on a strip of filter paper. 
Leave to dry. 



On the 1st slide, place: 

^ 1 drop of sodium chloride solution beside the 

drop of blood 
Mix, using the corner of a coverslip. Cover with the 
coverslip. 





Examine the 1st slide with the wet preparation 
under the microscope, using the x 40 objective and 
reducing the condenser aperture. 

Examine the edges of the smear first. 

Look for movement among the red cells; the 
trypanosome displaces them with its f lagellum as it 
moves forward. 




Make sure that it is a trypanosome: 

Length 15-25 Mm (2-3 red cells) 

Breadth S/im (V2 red cell) 

Shape like an elongated fish 

Motility moves rapidly, advancing and contracting 
like a snake, and has an undulating 
membrane extending from a motile 
flagollum at he anterior end. 

Do not confuse with a microfilaria, which is much 
bigger (1 00-300 /im, as long as 10-40 red cells). 
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6 . examination o f thiols films 

Thick films must always be examined, even if the examination of the wet preparation seems positive, to 
sure that the motile organism seen is in fact a trypanosome. Stain with Geimsa stam (see page lyj), or w 
Field stain (see page 191). 



Description of stained trypanosome 
ft, gambiense or T. rhodesiense) * 



iT, gambi 

Length 
Cytoplasm 
Nucleus 

Granules 

Undulating 
membrane (M) 
F lege Hum (F) 



^5-25J^m (1-2 leukocytes) 
pale blue 

large central nucleus, stained reddish- 
purple 

1 compact red body at the posterior 
end: the kinetoplast (K) 

reddish-pink, starting at the kinetoplast 
pink, extending bfim beyond the 
undulating membrane. 




T. gambiense (West and Central Africa) and T. rhocbsiense (East Africa) are identical in appearance. 



If the examination fs negative: 

— repeat the tests for up to 7 days. 

Send the dried drop of blood on the strip of filter 
paper to an immunological reference laboratory for 
testing for immunoglobulin Wi (IgM) and FAT 
antibodies. 
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B. CONCENTRATION METHOD USING VENOUS 
BLOOD 

Examination after centrifuging 3 times 
Materials 

— Electric centrifuge 

— Conical centrifuge tu bes 

— Pasteur pipette 

— 3.8% trisodium citrate solution (reagent No. 54), 



1 . Take a conical centrifuge tube with a 10 ml mark. 
Measure into it: 

— 1 ml of citrate solution. 




2. 'collect: 

- 9 ml of venous blood, 

and add it to the citrate (i.e., up to the 10 ml mark). 




3. Mix and immediately centrifuge at medium speed 
for 3 minutes. 




Draw off all the supernatant plasma and the layer of 
leukocytes above the red cell deposit. 

Expel this supernatant liquid into another tube 
(tube 2). Centrifuge at medium speed for 5 minutes. 




5. Draw off all the supernatant fluid (but keep the 
deposit of tube 2). 

Expel the supernatant fl jid into a third tube 
(tube 3). 

Centrifuge at high speed for 10 minutes. 



■J 




6. Examine the deposits of tubes 2 and 3 between a 
slide and coverslip under the microscop<5. 

The trypanosomes will appear in the deposit from 
tube 3 (and occasionally in that of tube 2), 

Microfilarias will be found in the deposit from 
tube 2. 




Microhaematocrit centrifuge method 

If a microhaematocrit centrifuge is available, anticoagulated venous or capillary blood can be collected into a • 
microhaematocrit capillary tube. The method of collection and examination is as for microfilariae given on page 
208. Motile trypanosomes, if present, can be found in the plasma just above the layer of leukocytes. Movement can 
first be detected using the x 10 objective with reduced condenser aperture, and the trypanosomes can be seen more 
clearly using the x40 objective. 



Other examinations for trypanosomiasis 

African trypanosomiasis is also diagnosed in the laboratory by: 

(a) examination for trypanosomes in lymph node fluid (see page 226) 

(b) testing dried blood collected on filter paper for IgM and antibodies (see method of collection, page ^a/) 

(c) immediate inoculation of the patient's heparinlzed blood into rats or mice (in specialized laboratories) 

(d) examination for trypanosomes in the CSF (see page 347). 
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C. SOUTH AMERICAN TRYPANOSOMIASIS: CHAGAS' DISEASE 



Chagats' disease, which occurs in Middle and South America, is caused by Trypanosoma cruzi and is transmitted by 
bugs. Another trypanosome, 7". rangefi, can be found infecting man in almost the same areas. Although it iij not 
pathogenic, it must be identified and distinguished from 7*. cruzi for the diagnosis of Chagas' disease. 

Important: 

Motile trypanosomes are found in the blood during the acute phase of the disease, and rarely thereafter. During the 
chronic stage the diagnosis is based essentially on immunological methods. 



Examination techniques 

The trypanosomes that cause Chagas' disease are difficult to find in the blood. The same techniques are used as for 
African trypanosomiasis. 

1 . Examination of wet preparations (rarely positive during the chronic stage of the disease). 

2. Examination of thick films repeated several days in succession. 

3. Triple centrifuging and microhaematocrit centrifuge technique if possible. 

4. Detection of antibodies (complement fixation test). 



Appearance of Trypanosoma cruzi 
Description of stained T cruzi: 

Shape Broad forms "C"-shaped; also slender 

forms, generally "S"-shaped 
Length about 1 S^ni in broad forms and 20 /xm in 

slender forms 
Cytoplasm pale blue 
Nucleus large, central and red 
Kinetoplast large and round granule, dark red or purple, 

near the posterior extremity 

Undulating 

membrane narrow, reddish-pink 
Flagellum pink, extending beyond the undulating 
membrane 



Appearance of Trypanosoma rangeli 

Description of stained 7". rangeli 

Shape Only slender forms, with tapering 

extremities 
Length 25-35 /xm 

Nucleus red, near the central part of the cell body 
Kinetoplast small, like a dark red dot, far away from 
the posterior extremity 

Undulating 

membrane visible, narrow 
Flagellum extending beyond the undulating 
membrane. 
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26. Trypanosomes: Examination of Lymph Node Fluid 



African human trypanosomiasis 

In cases of African human trypanosomiasis (also called "sleeping sickness"), trypanosomes are found m the lymph 
glands (in T. gambiense infections) in the early stages, i.e., 2-3 weeks after injection of the parasites by the tsetse 
fly {Gfossina). They disappear from the glands within 2-6 months. 



Principle of examination 

A drop of fluid from the lymph node is collected with a needle. It is examined at once a^ a wet preparation 
between a slide and coverslip. The trypanosomes, which are motile flagellate protozoa, are easily seen under the 
microscope. 



MATERIALS 

— Needte (for subcutaneous injection), 25-gauge 
(0.5 nfim) X 16 mm 

— 5 or 10ml syringe (both ^/ringe and needle must be 
perfectly dry) 

— Slides 

— Coverslips 

— Tincture of iodine 

— Sodium chloride solution (reagent No. 45). 




FINDING A LYMPH GLAND 

Lymph nodes are found among the cervical glands of 
the neck. Feel both right and left sides of the neck, 
from the base of the neck up to the ear. 




Affected glands are swollen and form a round lump 
2-4 cm across. Tliey are elastic and slide under the skin, 
offer Jng itttle resistance to pressure. They do not 
becofiie hard (except in chronic cases). 




COLLECTION OF SPECIMEN 

Preparations 

Prepare the syringe, pulling the piston as far back as 
possible. 

Prepare 3 slides, putting a drop of sodium chloride 

solution on each. 

Wash your hands with soap. 

Have the patient sit down. 




1 . Disinfect the chosen site on the neck with tincture 
of icKjine.* ^ \ 

Take the gland between the thumb and index finger 
of the left hand. 

Hold it steady, at the same time making it stand out. 

*iodine<mu$t be washed off with ethanol to prevent burns. 
Disinfectants such as thiomersal can be used. 




2. Introduce the needle at right angles into the centre 
of the gland, in two stages: 

- first pierce the skin 

— then penetrate the gland, 

(Make sure that you avoid the jugular veins and 
arteries.) 




3. y^ith your left hand: 

— gently knead the gland. 
With your right hand: 

— revolve the needle in both directions! 

The glandular fluid v^ill ooze into the needle. The 
operation should last about V/z minutes. 




Withdraw the needle in one r&pid movement, 
holding your thumb over the hub. Then apply a 
swab dipped in tincture of iodine to the point of 
entry. 

(Never apply the iodine swab before withdrawing the needls, 
for some disinfectant might get on to the tip of the needle, 
make its way into the fluid from the gland and make the 
try panosomes non -fnotile) . 

if ths gland is hardened, draw up the glandular fluid 
. directly into 2 syringe. 




Preparation of slides 

1. Attach the syringe (piston pulled back) to the 
needle. 

Place the point of the needle Sn the drop of sodium 
chloride solution on the first slide. Push the piston 
gently half way down the barrel to discharoe the 
glandular fluid contained in the needle on to the 
slide. 




Repeat the procedure with the second slide, pushing 
the piston to the end of the barrel to discharge the 
rest of the fluid. 




3. For the third slide draw the drop of sodium chloride 
solution up into the needle. Force it out and 
aspirate it several times to rinse the needle 
thoroughly and collect the last traces of glandular 
fluid. 




Cover each of the 3 preparations with a coverslip. 
Examine at once under the microscope (x 40 
objective). 

Wait until the convection currents stop. 



Begin by examining Xh^ periphery of the 
preparation, near the edges of the coverslip, towards 
which the trypanosomes tend to make their way. 




Then examine the rest of the preparation, repeating 
the procedure with the other two slides. 



The preparation will contain red blood cells, leukocytes 
and lymph cells. If any movement is detected between 
the different cells, look very carefully to see if It is 
caused by a trypanosome. The organism is about 20 /im 
long and is often hidden by the cellular elements, which 
are disturbed by its flagellum as it moves. 




The trypanosome 



Size 



15-25/im (2-3 times as long as a red 
blood cell) 
Shape like a long undulating fish 
Appearance (In wet preparations) clear, very refractlle. 



Flagellum and undulating membrane 

In wet preparations, it is chiefly the movements of the 
flagellum located at the front of the trypanosome that 
can be seen. The trypanosome weaves among the 
cellular elements, following a zigzag course. 
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STAINED.SMEARSOF GLANDULAR FLUID 

If the specimen is collected in the field and no micro- 
scope is available, make a large thin smear using the 
corner of a slide. 



Leave to dry. Fix with methanol. On return to the 
laboratory, stain the smears with Giemsa stain 
(see page 193). A description of trypanosomes m 
stained preparations is given on page 222. 




MICROFILARIAE IN GLANDULAR FLUID 

These cannot be confused with trypanosomes as they 
are much larger (100-300 Aim). They may be micro- 
filariae of the blood (see page 204) or they may be 
skin microfilariae (see page 215) picked up by the 
needle. 
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B. BACTERIOLOGY 



introduction 



Direct examination of bacterial smears is generally not sufficient to identify a bacterial species; precise identi- 
fication can only be obtained by culture. This shows the importance of collecting and dispatching specimens to 
referral ?T:boratories. Nevertheless, direct microscopical examination of stained smears is an efficient way of 
studying the presence of bacteria in biological fluids that are normally sterile, such as cerebrospinal fluid (CSF) and 
pleural fluid, and in specimens from other sources. It may provide information of great value for the diagnosis, 
immediate treatment and control of the disease. For example: 

- in specimens from cases of male urethritis at an early stage gonococcal infection can be diagnosed with 
reasonable certainty (in females it is much more difficult) 

- direct microscopy is believed to be the most practical and effective technique for the detection of 
infectious cases of tuberculosis, and it is therefore of high epidemiological importance 

- microscopical examination of stained smears and of spinal fluid and study of the morphology of any 
bacteria present may assist in identifying meningitis (meningococcal, pneumococcal or M. tuberculosis 



The diagnosis of some diseases is also possible through serology; an example is syphilis. Serological techniques are 
also important for seroepidemiologice! surveillance. 



meningitis). 
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27. Preparation of Smears. Fixation 



Principle 

The sample to be examined (pus, sputum, urine centrifugate, cerebrospinal fluid, etc.) is treated as follows: 

— it is spread in a thin layer on a glass slide 

— it is dried completely 

— it is fixed on the slide by heating before being stained. 



MATERIALS 

Inoculating loop: this is a metal wire (usually made of 

nickel-chromium alloy) fixed on to a handle and bent 

into a loop at the other end. 

Make the loop with forceps, taking care that it is 

centred. 

The actual size of the loop should be as follows: — O 

2 mm 



Glass slides: clean with an ethanol-ether mixture and 
wipe with gauze. 

Bunsen burner. 



PREPARATION OF SMEAR 

1 , Flame the loop until it is red-hot: 

- hold the loop just above the blue part of the 
flame 

- hold the instrument as nearly vertical as 
possible. 

Allow to cool (count to 20). 
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2. Take a portion of the specimen to be examined for 
pus by placing the loop flat on the surface of the 
liquid. 
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3. Place the loop on the slide and press slightly flat and 
in the centre (the slide should be numbered). 



4. Still holding it flat against the slide, move the loop in 
an oval spiral, outwards from the centre. 

Leave a space between the specimen and each of the 
4 sides of the slide. 

Let the slide dry completely in the air. 



5. Flame the loop again until it is red-hot to destroy 
any bacteria. 



Unmarked smears are sometimes received in the 
laboratory from outside sources. 

To find out on which side of an unmarked slide the 
smear has been made: 

- turn the slide so that it reflects the light from 
the window 

- the side without the smear will shine 

- the side with the smear will not reflect the light. 



FIXATION 

Check that the smear is completely air<iried. 

Pass the slide through the flame of a Bunsen burner, 
with the smear uppermost. Pass it through the flame 
three times. 

Allow to cool before staining. 



It is sometimes useful to draw a circle around the smear 
with a grease pencil, so that it can be seen more easily. 



Staining of fixed smears 

Gram stain, see page 235. 
Ziehl-Neelsen, see page 249. 
^ Reading of stained direct smears, see page 238. 
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28. Gram Staining 



Advantages 

Gram^aining makes it possible to classify bacteria into 
two groups: 

- Gram positive stained dark purple 

- Gram negative stained pink. 

This makes identification easier. 



GRAM STAINING REAGENTS 

Modified Hucker crystal violet (reagent No. 15) 
Gram iodine solution (reagent No. 31) 
95%ethanol 

Safranine solution (reagent No. 42) 
Tap water. 



TECHNIQUE 

Fix the smear and allow to cool. 

1 . Crystal violet — / minute 

Pour the crystal violet on to the slide. 

Cover the slide completely. 

Leave for 1 minute. 

Rinse with tap water and drain. 




2. Gram iodine solution - 1 minute 

Flood the slide with Gram iodine solution and let it 
stand for 1 minute. 

Drain off the solution and rinse with tap water. 




95% ethanol - / minute 
Cover the slide completely. 
Leave for 1 minute. 
Flood with water and drain. 
Look at the smear : 

f^iilf violet patches remain, treat again with ethanol 
for 15 to 30 seconds. 

Rinse well with water>hd drain. 




4. Safraninesolution - 10 seconds 
Leave on the slide for 10 seconds. 
Wash briefly with tap water at once. 
Drain and allow to dry in the air. 




WHAT TO LOOK FOR 

Bacteria - stained deep violet: Gram positive, e.g. 
staphylococci, streptococci, micrococci, pneumococci, 
enterococci, diphtheria bacilli, anthrax bacilli. 

Bacteria - stained pink: Gram negative, e.g. gonococci, 
meningococci, coliform bacilli, shigellae, salmonellae, 
cholera vibrios. 

See page 238 for direct examination for bacteria. • 



PRINCIPLE OF THE STAINING REACTION 

1 . The violet colour stains all bacteria deep violet. 



2. Iodine solution fixes the violet colour more or less 
strongly in the bacteria. 



3. 95%ethanol: 



Decolorizes certain bacteria when the violet 
stain it not strongly fixed by iodine solution 
Does not decolorize other bacteria when the 
violet stain is strongly fixed by iodine solution. 



Safranine solution (pink): 

— Renins (pink) the bacteria discoloured by 
ethanol 

- Has no effect on the other bacteria, which 
remain dark violet. 
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Gram negative 
bacteria 



(S>QO 
ad 



Gram positive 
bacteria 

O 



SOURCES OF ERROR 

A false Gram positive reaction may occur because: 

- the smear was fixed before it was dry 

- the smear was too thick 

- there was sediment in the bottle of crystal violet 
(filter before using) 

- the Gram iodine solution was not thoroughly 
drained off 

- the ethanol was not left long enough 

- the saf ranine solution was too strong or left on the 
slide too long. 

A false Gram negative reaction may occur because: 

- the Gram iodine solution was not left long enough 

- the ethanol was left on too long and not washed off 
properly. 



29. Mr^rooiganlsms Found by Direct Film Examination 



Germs are very small microorganisms (9.5-5 Mm; lOMm at the most . Most of those you will look /'^^.ej^^^r . 
microscopically or in culture are bacteria and that is why the examination is called a bacteriological examination . 
Other types or germ (rickettsiae, viruses, etc.) are looked for in specialized laboratories. 



A distinction is made between the following: 
Pathogenic bacteria* 

These can cause disease. They are found in the body 
they are infecting and detected by laboratory 
examination. 

Non -pathogenic bacteria 

These are harmless and exist in countless numbers in 
nature. Some multiply normally in man without 
affecting his health and are known as "saprophytes". 



HOW BACTERIA ARE DETECTED IN THE 
LABORATORY 

1 . By direct microscopical examination of smears (of 
specimens of pus, urine, sputum, skin, CSF, nose 
or throat) made on slides and stained (by Gram or 
Ziehl-Neelsen s^^iins). 



2. By bacterial culture: 

— on solid culture media (agar in a Petri dish or 
test-tube) 

— in liquid media (tubes of broth). 




Cultures are essential to determine the exact identity of 
bacteria and, more particularly, to determine whether 
the organisms found in the specimen are pathogenic or 
non-pathogenic. Biochemical, serological (agglutination) 
and other tests are used to identify the organisms 
cultured. 

Never fail to send specimens to a more specialized 
laboratory for culture whenever necessary (for dispatch 
of specimens see pages 268 and 273). 



*Note: Obligatory and facultative pathogens. Obligatory pathogens are those that always cause disease (e.g tubercle bacil i }. 
Facultative pathogens are harmless in certain areas of the body (e.g. collform bacilli, a normal saprophyte of the intestine) but can 
Q cause disease when they invade other areas (the coliform bacillus may infect the unnary tract). 
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Value of direct examination 

Direct examinations are most u^ful in obtaining an indication of the type of organism involved or, in some cases, 
in establishing a diagnosis of the disease (tuberculosis, leprosy, gonorrhoea, etc.). 

For this purpo^, it is essential to give a detailed description of the organisms seen as well as of any other elements 
present (leukocytes, red blood cells, epithelial cells, etc.) (see page 242). 



VARIOUS GROUPS OF BACTERIA SEEN UNDER 
THE MICROSCOPE 

(DIRECT EXAMINATION BY GRAM STAIN) 

1. Gram positive cocci — rounded shape 
May be arranged: 

— in clusters (staphylococci) 
■ in chains (streptococci) 

— in pairs 

— in fours, etc. 

Found in pus, urine, blood and other specimens. 



2. Gram negative diptococci — rounded shape in pairs 
May: 

— be shaped like coffee beans 

— duster in the cytoplasm of the leukocyte. 

Found in urethral pus (gonococci) and the CSF 
(meningococci). 

There are other Gram negative diplococci that are 
generally non-pathogenic. They may be seen in 
throat swabs or sputum specimens. 




3. Gram pofitive bacilli - rod-shaped 

la) Gram po$itiye bacilli with spores 

Long and thick and may have square ends (anthrax) 
or roundel ends (tetanus, siprophytes). The spore 
appears as a large uncoloured area inside the bacillus 
as it does not stain with Gram stain. 




(b) Gram positive bacilli — without spores 

Usually small and variable in shape; the ends may be 
swollt.. and be arranged in rows or like letters. 
Found in throat specimens, blood, skin, etc. 
(diphtheria, diphtheroids, Listeria). 
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4. Gram negative bacilli 

Variable in size, ends rounded or pointed. May be 
large and straight (coliform bacilli), comma reaped 
(vibrio) or short and fat (Proteus). This grOv.: 
includes many species. 
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5» Gram negative coccobacilli 

Quite variable in shape, not as round as cocci but 
not as long as normal bacilli (plague, Haemophilus). 
Found in a variety of body specimens. 



6. Yeasts and actinomycetes 

(a) Yeasts 

Vary in size but are larger than bacteria. May be 
seeh in process of budding. Usually present as 
contaminants but sometimes pathogenic (genital 
discharge, sputum/etc). , 




MActifK>niycetes 

Large granules, sometimes visible to the naked eye 
{white to ye!low colour). 

The centre is Gram negative, the periphery Gram 
(k^tiye^ Found in pus from skin, sputum, etc. 




7. Spirochaetes 

Treponema and Borrelia 

irregular loose spiral — weakly staining Gram 
negative. 

(a) Treponema vincentii (formerly Borrelia vincenti) 

Found together with cigar-shaped Gram negative 
rods (fusiform bacilli) \u throat and mouth 
specimens (Vincent's angina) (see page 272). 

(b) Borrelia recurrentis 

Found in blood films stained with'Giemsa stain. 
Agent of relapsing fever. 



STERILE BODY CAVITIES, FLUIDS, AND "^ISSUES 


NON-STERILE BODY CAVITIES, FLUIDS, AND TISSUES 


In healthy persons the following are sterile: 

— blood 

— cerebrospinal fluid 

— subcutaneous tissue 

— interMi:^^ns (heart, liver, kidney, etc.) 


In healthy persons the following may contain many 
non-pathogenic organisms (saprophytes): 

— respiratory tract (mouth, nose, throat, sputum) 

— gastrointestinal tract 

— skin, ear, and eye 

— urogenital tract (vagina, anterior urethra) 


In disease all of these areas nnay be infected by pathogenic organisms 
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RECORDING THE RESULTS OF DIRECT BACTERIOLOGICAL EXAMINATIONS 

The laboratory report must give a detailed description of all the elements and organisms found and their 



Elements 

Type: leukocytes, red blood cells, epithelial cells. 
Organisms 

Shape cocci, bacilli, etc 

Arrangement pairs, chains, clusters 

Staining properties Gram, Ziehl-Neelsen 

Special characteristics spores, granules, etc . 

Quantity occasional, a few, a moderate number, many. 



Examples of reports 

1 . Pus from abscess (direct bacteriological examination) (Gram stain): 

— many leukocytes 

— a few red blood cells 

— a few epithelial cells 

— a moderate number of Gram positive cocci in clusters. 

2. Urine (direct bacteriological examination) (Gram stain): 

— a few leukocytes 

— occasional red blood cells 

— a few epithelial cells 

— a few Gram negative bacilli. 

3. Sputum (direct bacteriological examination (Ziehl-Nselsen): 

— 5 acid-fast bacilli found/10 fields (2+). 

4. Throat specimens (direct bacteriological examination) (Gram stain): 

— a few leukocytes 

— a few red blood cells 

— a few epithelial cells 

— many Gram positive cocci in chains 

— a few Gram positive rods without spores (diphtheroids) 
" a few Gram negative diplococci 

— occasional Gram negative bacilli. 
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Important: 

It Is rarely possible to diagnose a disease in the laboratory on the basis of the identification of the organisms found 
bv direct bacteriological examination of a specimen. The results of such an examination, however, can help the 
physician to establish a diagnosis when taken together with the symptoms shown by the patient. 
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30. QohococGi: Direct Examination of Urethral Pus. Syphilis 



GONORRHOEA 

The genococcus Neisseria gonorrhoeae is the cause 
of gonorrhoea, a very common venereal disease. 
liS incubation period is 4 to 8 days. 

Genitourir\ary discharge 

Thick yellow pus: gonococcus? 
Clearwhitish fluid: Trichomonas* 
Thick white exudate: fungus?* 

Other exudates: non-specific urethritis 
(not identifiable by direct examination). 

*For Trichomonas and fungi, see page 186. 



Principle 

Smears of urethral pus are stained with Gram stain. 
Gonococci can be recognized by three characteristics: 
they are 

1. diplococci (in pairs) 

2. Gram negative 

3. intracellular (inside the leukocytes). 




Collection of specimen from male 

1. If possible, take the specimen first thing in the 
morning before the patient has urinated. If 
necessary clean the meatus with a swab moistened 
with sterile sodium chloride solution. 

2. Exert a slight pressure on the penis so that a drop of 
pus appears at the meatus. 

3. Remove the pus with a sterile inoculating loop or 
apply directly to a clean slide. 

4. If no pus appears, insert the sterile loop 
approximately 2.5 cm up the urethral canal to 
obtain a specimen. 




5. Preoare two smears that: 

— are as thin as possible 

cover as much of the slide as possible. 




Collection of spacimtn from fem 

the specifTien ihould taken by the physician or specialist nurse from the cervical canal. In cases of chronic 
gonorrhoea, the specimen should be taken just before or just after the menstrual period. 

Direct examination is of great value for the diagnosis of gonorrhoea in males; it is much less so in females. Culture 
is therefore necessary to isolate and identify the gonococci in specimens from females. 



Staining the smears 

Stain with Gram stain (see page 235). . . / oi\ 

Treat thoroughly with ethanol after applying Gram iodine solution (reagent No. 31). 
Wash with water at once after final staining with safranine solution (reagent No. 42). 



Examination of slides 

Pay particular attention to the edges of the smear, 
where the elements are spread more thinly and are easier 
to see and the stain is less concentrated. 

Pus (Note whether there are many masses of 

degenerate leukocytes. The nuclei are 
bright pink and the cytoplasm is colour- 

Gonococci oval, kidney-shaped, Gram negative (pale 

pink), arranged in pairs 
intracellular matted inside the cytoplasm of the 

leukocytes (1) 
Extracellular clusters seen between the leukocytes or 

near ruptured leukocytes (2). 



, Cytoplasm 
. Nucleus 



Evaluation of results of direct bacteriological examination of pus from urethra 



Many teukocytes. 

A few red blood cells. 

A few epithelial ceils. 

A moderate number of Gram 

negative intracellular 

diplococci. 



OR 



Many leukocytes. 
A few red Nood cells. 
A few opithelial cells. 
No Gram negative 

intracellular diplococci. 
A few Gram negative 

extracellular diplococci. 



OR 



Many leukocytes. 
A few red blood cells. 
A few epithelial cells. 
No Gram negative 

intracelluUr diplococci. 
No Gram negative 

extracellular diplococci. 



CONCLUSION 
Gonococci - positive 



Gonococci — suspicion 



Other bacteria rising urethral infections 
Male 

Numbers of the following may occasionally be seen in smears of urethral pus: 

Gram positive cocci (staphylococci) 

- Gram positive bacilli (diphtheroids) 

- Gram negative bacilli. 

The organisms are described on pages 239 and 240. 

Never make a direct examination for gonococci on a smear of a urinary deposit. 
Female 

All kinds of organisms are found in the smears, 
fMirticularly: 

- Gram positive bacilli 

- Gram nenative cocci (saprophytes). 

Culture is therefore ««$e#if/a/. 
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Gonococci ^ negative 



Dispatch of specimens for culture 



A. Using Martin & Lester's "Transgrow"" medium* 

This is the best method, if the medium can be obtained 
from a specializied laboratory. 

30*ml bottles contain 8 ml of solid medium (along one 
side of the bottle) are filled with a mixture of air 
{90%) and carbon dioxide (10%). The bottle should 
remain open for as short a time as possible to prevent 
the escape of gas. 

Note: This medium is usually supplied In flat bottles for 
' convenience, but round bottles, as shown here, may also be used. 




1 . Place the bottle upright. 

Collect the pus specimen on a swab. 
Unscrew the bottle cap. 




Holding the bottle as upright as possible (to prevent 
the gas escaping), rub the swab of pus over the 
whole surface of the solid m^^dium, from one side of 
the bottle to the other, starting from the bottom. 




Replace the cap on the bottle at once. 

Dispatch at nc nnal temperature. 

Preservation time: up to 3 days, but the shorter the 
delay the better. 

This transport medium is also suitable for 
meningococci. 



•US Department of Health, HMSHA Health Reports, 1971, 
Vol. 86, No. 1, page 30. 




Using semi'Solid transport medium for gonococci 

Stuart transport medium (reagent No. 50), can be 
used in small 5-ml bottles with stoppers. 

1 . Collect the pus specimen on a sterile cotton wool 
swab held in sterile (flamed) forceps. 




2. Put the swab into the transport medium in the 
bottle. 

3. Cut off the protruding portion of the swab stick 
with sterile (flamed) scissors. 

4. Screw the cap on the bottle at once. 
Preservation time: 6 hours only at normal temperatures. 




C . Using a Pasteur pipette 

1 . Draw the pus specimen into a sterile Pasteur pipette 
plugged with cotton wool. 

2 Place the pipette as it is in a sterile tube, padded and 
plugged with cotton wool, as shown in the diagram. 

Preservation time: 6 hours only at normal temperatures. 

There are other media; in each case obierve the instructions given by the specialized laboratory. 




SYPHILIS 

Syphilis is another venereal disease, caused by a 
ipirochaete: the pale treponeme (Treponema pallidum). 

The incubation period is about one month. 

The first sisin of the disease then appears, usually on the 
genital organs^ as a chancre, round or oval, 1 or 2 cm in 
diameter, red with hard edges. 




No n ^i w iare a l (andereic) syphWt ; ^ 

This form of the dlstaie it fbuwd in semi-desert regions such as 
the Sahel belt south of the SiKafa and the Eastern Mediterranean 
area. It mainly affecu children. 

^ >^Thls Is a non^ntwal diseaia found in humid tropical climates. It 
* 2 is caused by a different treponeme (r pertanue), which looks 
SdMtt^al to r pallidum. 
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Direct wet examination for treponemes in syphilis and yaws , \^ 

This can be carried out only by experienced personnel in a laboratory equipped with a dark-ground condenser 
microscope. 

The examination is of no value when the patient has treated the lesion with ointment. In that case, wait 3 days 
before making the examination. . 



1 . Clean the chancre with gauze moistened with sterile 
sodium chloride solution. Dry it. 




2. Scrape the edges of the chancre several times with 
the flat blade of a sterile lancet. Do not draw blood. 







5. Place a drop of the fluid on a thin glass slide 
(designed especially for dark-ground microscopy). 





Examine under the microscope using a dark-ground 
condenser. 

The treponemes of syphilis and yaws can be 
distinguished from saprophytic treponemes of the 
skin by their very thin bodies and characteristic 
movement. 

The technician needs special training to recognize 
them. 



Examination of dried and ftained $mears 

This is not recommended because of the presence of saprophytic treponemes on the skin and in the mucous 
membranes. 

Serologtcal examinationlov syphilis and yaws, see VDRL test, page 288. This test should be repeated after 3-4 
weeks if the examination for treponemes is negative. 



31. Tubercle Bacilli. Ziehl-Neelsen Stain: Hot Method 



Principle 



The tubercle bacillus Mycobacterium tuberculosis Is acid-fast and stains red with Ziehl-Neelsen stain (see page 253). 
while almost all other organisms stain blue. 

The technique described below is based on Smithwick, R.W. Laboratory manual for acid-fast microscopy , 2nd ed., Atlanta, US • 
Department of Health, Education, and Welfare, Center for Disease Control, 1976. See also International Union against Tuberculosis, 
Technical guide for collection, storage and transport of sputum specimens and examination for tuberculosis by direct microscopy, 
Paris, lUAT, 1976. 



Collection of sputum 

The quality of the specimen is very important; see page 254 for method of collection for direct examination and 
cayfi 255 if the specimen is to be dispatched for culture. 



MATERIALS 

— Glass slides (new if possible, unscratched) 

— Inoculating loop 

— Cotton woo) plug on metal wire for flaming 

— Alarm clock (timer). 



REAGENTS 

— Corbon fuchsin for Ziehl-Neelsen stain 
(reagent No. 13) 

— Acid-ethanol (reagent No. 3) 

— Aqueous methylene blue (reagent No. 38) 

— Methylated spirit (for burning) 

— Wash bottle of distilled water. 




1. 



PREPARATION OF SPUTUM SMEAR 



Take a purulent portion of the sputum, one for each 
slide, using either c;ne sterile inoculating loop or two 
to form tongs. 



Prepare two slides. 
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2. Make the smears: 
— as thin as possible 

~ covering as large an area as possible, tracing 
concentric circles well separated but not 
reaching the edges of the slide. 



Important: 

When the smears are completed, plunge the inoculating 
loops into liquid disinfectant and shake to remove any 
sputum. Then bring the loop near the flame, wait until 
It is dry, then pass it through the flame. This prevents 
infected sputum from being sprayed into the air on 
exposure to the flame. 



3. Fixation 

Dry in the air and then fix the smears by passing the 
slides three times through the flame. 



4. Place the numbered slides on two glass rods over the 
sink. 



5. Carbol fuchsin staining — 5 minutes with heat 

Cover the slides with carbol fuchsin, filtered before 
use. 

Dip the cotton wool swab in the methylated spirit, 
ignite and pass slowly under the slides to heat them. 



As soon as steam begins to rise, set the timer at 5 
minutes. 

Continue to heat so that steam is seen, but without 
boiling, fpr 5 minutes. 

If the filtered stain starts to dry during heating, add 
more fuchsin immediately to avoid drying. 




7. Wash with distilled water 

Cool. Wash the slides gently with water until the 
water th^t runs off is colourless. 




Decolorization with acid-ethanol 
Cover the slides with acid^thanol , 
Leave for 3 minutes. 

Wash the slides in ordinary tap water and drain. 

Examine the slides; if they are completely 
decolorized, stain with methylene blue as indicated 
under 10 below. 

If traces of fuchsin can still be seen (thick smear), 
apply actd-ethanol again and leave for 1 minute. 




9. Wash with water 

Check that the slides are completely decolorized. 
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10. Methylerie blue staining — 30 seconds 

Cover the slides with the stain. Leave for 30 seconds. 
Wash with tap water for 1 minute. 
Drain and leavetodry on aslide rack. 
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^Use the oil-immersion objective. 
Tubercle bacilli are: 

— bright red on a blue backgrouiid 
straight or slightly curved 

^ quite short ( 1 -4 /im ) 

— often granular 

— arranged in groups of 3-10 bacilli close together, like 
bits of string, or forming letters or forked shapes 
(they are often found near threads of fibrin) . 

A 0.2% solution of malachite green in distilled water 
can be used instead of methylene blue solution. 
The procedure is the same. Malachite green stains the 
backnrbund green; the tubercle bacilli stain red. 
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Do not mistake the following for tubercle bacilli: 

1 . Yeasts, stained more or less red. When heated they 
often break up into groups of large red granules. 

2. Spots of stain deposit (when the slide is not 
properly decolorized). 



Important: 

Another pathogenic acid-fast bacillus is the leprosy 
bacillus (see patj^e 262). Various bacilli that are more 
or less acid-fast are found in nature, even in tap water. 
These sometinris lead to an incorrect laboratory result. 





How to examine slides 

Make a coimplete examination of the first slide using the 
oil-immersiph objective (maximuni illumination, no 
colour filter), proceeding as shown in the diagram. 



Positive slide 

When you have seen about 10 acid-fast bacilli on the first 
slide, examine the second one to confirm the finding. 



Negative slide 

Examine the first slide thoroughly (10 minutes), 
then repeat with the second slide (10 minutes). 



RECORDINQ OF RESULTS 



Numbw of Kid-fast bacilli (AF8) found* 


Report 


Alternatively 


-;-0": ■ '"'-^^ 


Negativa for AFB 




1-2/300 fields 


Numbsr seen 


± 


1-9/100 fields 


Number/100 fields 


1+ 


1-9/10 fiakis 


Numbar/10 fields 


2+ 


1.9/fiaki 


Numbar/fiald 


3+ 


9/fiaki 


9/flald 


4+ 



• Method of Canttr for Otsaasa Control and WHO in: Smithwick, R.W. Laboratory manual for acid fast microscopy, 2nd ad., Atlanta, 
US O0artmant of Hulth, Education, and W^fare, Cantar for Oiiaasa Control, 1^ 



PRINCIPLE OF ZIEHL-NEELSEN 
STAINING METHOD 

The bacillus responsible for tuberculosis in man is 
Mycobacterium tuberculosis: 

— human type 

— bovine ^pe and avian type (rare). 

The bacilli are acid-f ast« i.e., once they are stained red 
by carbo! they cannot be decolorized by acid or 

by ethanol. _; ■ 



Carbol fuchsin:^ 

— stains all the organisms in the sputum red. 



Organisms 
that are not 
acid'fast 



Tubercle 
bacilli 




Acid-ethanol mixture: 

— decolorizes all organisms and cellular elements 
except acid-fast bacilli (tubercle bacilli). 




Methylerie blue: 

— ihiins blue all the organisms and elements 

decolorized by the acid-«thanol mixture, but the 
acid*fast bacilli remain red. 




0 



OTHER PATHOGENIC ORGANISMS 
FOUND IMISPUTUM 

Culture is always necessary for their identification. 
However, the presence of some species may be suspected 
in direct examinations (Gram stain). (See page 239.) 

(a) P/ieu/nococc/vGram positive diplbcc^ci. Each pair is 
surrounded by j capsule that remains colourless. 

(b) Fungi: yeasts, filaments of mycelium with or 
without ppres. They may be pathogenic 
(identification by a specialized laboratory necessary) 
or saprophytes that have multiplied in the specimen 
after collection. 

(c) Actinomycetes (granules): See page 240. 

i Parasites may be found m unstained j3reparations: 
eggs of pulmonary flukes and, very rarely, eggs of 
sd>lst08omes and Sy^Ww^. 




COLLECTION OF SPECIMEN 

Collect the first sputum of the morning. 

17)6 nurse or laboratory techriician must be present and 
the^ following procedure should be followed: 

1 . The patient should be standing, if possible. 




2. He should take a very deep breath, filling his lungs. 



3. He should empty his lungs in one breath, coughing 
ai. lard and deeply as he can. 



4. He should spit what he brings up into the jar. 



5. Label the jar clearly with his name and the date. 
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Jan and boxes used to collect sputum 

Use reusable jars or stiff paper bonces made in the 
laboratory for on-the-spot collection (see page 70). 
For cleaning and disinfecting of receptacles, see page 40. 



After collection 

Check that a sufficient amount of sputum has been 
produced. 

The sputum of an infected person usually contains: 

— thick mucus with air bubbles 

— threads of fibrin 

— patches of pus 

— occasional brownish streaks of blood. 



Important: 

Liquid frothy saliva and secretions from the nose and 
pharynx are not acceptable expectorations. Have the 
patient produce another specimen. 



DISPATCH OF SPUTUM 

Sputum is sent away for the culture of tubercle bacilli, 
which takes 1-2 months, for the establishment of anti- 
biograms or for the inoculation of guinea pigs. 



Fluid transport medium 

A wide-mouthed, screw-top bottle containing: 

25 ml of a solution of G.6% cetylpyridinium 
bromide in distilled water. 





Collection 

M^J7:y±{Ct\\e patient should expectorate directly into the liquid 
IS in the bottle. Screw on the cap and dispatch. 

Preservation time: at least 10 days. 




Pulmonary tuberculosis can also be diagnosed by: 

1. Direct examination (and culture) of gastric lavage fluids (particularly in children): centrifuge the fluids 
at high speed for 20 minutes, make a smear of the deposit and stain like sputum. 

2. Culture of laryngeal swabs. 

For other sites of infection, bacilli are sought in: 

1 . Urine (renal tuberculosis) : see page 305. 

2. The pus of cold closed abscesses (tuberculosis of bone). 

3. The cerebrospinal fluid (tuberculous meningitis, especially in children): see page 349. 

4. Fluid aspirated from glands. 

Examination of stools for tubercle bacilli is not recommended. 
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32. Tubercle Bacilli. Kinyoun Stain: Cold Method 



Principle 

The same reagents are needed for the cold staining 
method but a more concentrated solution of carbol 
fuchsin is used, making heating unnecessary. 

Tubercle (and leprosy) bacilli remain red on a blue 
background. 



Advantages 

The technique is simpler and faster than the hot staining 
method (see page 249). It facilitates examination of 
large numbers of specimens (e.g. in epidemiological 
surveys). 

It does, however, use up a lot of carbol fuchsin. For 
routine work in a general laboratory the hot method 
seems more suitable. 



MATERIALS 

— Timer 

- Kinyoun carbol fuchsin (reagent No. 33) 

— Acid-ethanol (reagent No. 3) 

- Methylene blue (reagent No. 38). 



PREPARATION OF SMEARS 

Follow the instructions given on page 249. 



STAINING 

Place the slides on two glass rods over the sink. 

Do not treat more than 6 slides at a time. 

Shake the bottle of fuchsin well just before using it. 
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Method 



1 . Kinyoun carbol fuchsin — 5 minutes 
(do not heat). 



Pour the fuchsin on to the slides. Each slide must be 
completely covered. 



2. Wash gently with water. 

Rinse each slide thoroughly under the tap or in a 
stream of water from a wash bottle. 

Drain well. 



3. Decolorize with acid^thanol — 2 minutes 
Cover each slide. 

Leave for 2 minutes (thin or thick smears) or until 
no more colour appears in the washing. 

7 



4. Wash gently with water. 
Rinse each slide under the tap. 

5. Gounterstain with methylene blue — 30 seconds 
Wash gently in running water. 

Dry in air. 



^ SLIDE EXAMINATION RECORDING RESULTS 
•& Follow the instructions given for the hot staining 

Wmv^iM^ — ^ ^ — - — — — 



S3, Leprosy: Examination for thfe mm^m In Nodules and SIcin 



Principle 

Cases of lepromatous leprosy show: 

— small nodules on the lobes and rims of the ears 
-~ nodules and larger patches on the face and body. 

Leprosy bacilli are often present in large numbers in lepromatous lesions, but are usually very sparse or not seen at 
all in tuberculoid lesions. The bacillus is known as Mycobacterium leprae or Hansen's bacillus. 

A lesion is incised superficially without causing bleeding. Serous material from the incision is spread on a slide, 
air-dried, fixed for 3 minutes in formaldehyde fumes, and examined under a microscope after staining by a 
modified Ziehl-Neelsen method. Mycobacterium leprae is acid-fast. 



MATERIALS 

— Scalpel 

~ If available, forceps with rounded ends and no teeth, 
or curved clamp forc^?ps with no teeth, or tissue 
forceps 

— Large Petri dish 

— Slides 

— Gauze 
~ Ethanol 

— Commercial formaldehyde (37%) 

— Reagents needed for modified Ziehl-Neelsen 
staining, listed below. 




REAGENTS 

- Carbol fuchsin (reagent No. 13) with solution A 
modified to contain 10 g (instead of 3g) basic 
fuchsin 

- Acid-ethanol (reagent No. 3) modified to contain 
1 ml concentrated hydrochloric acid, 66 ml 95% 
ethanol, and 33 ml distilled water 

- Methylene blue solution (reagent No. 38) modified 
to contain 30 ml 95% ethanol and 70 ml distilled 
water. 
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SPECIMEN FROM EAR 

1 . Examine each ear In good light beamed from the 
side: 

Look for lesions: small swellings (infiltration) with a ^ 
shiny surface, of different sizes. 

Select the most congested lesion or nodule. 




5. 
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2. Clean the area with a gauze swab moistened with 
ethanol. Flame the forceps and scalpel. Scalpels can 
be sterilized beforehand in small glass tubes plugged 
with non-absorbent cotton wool. Avoid iodine. 





Squeeze the ear lobe hard between the blades of the 
forceps to stop the flow of blood to the area. 



Holding the forceps firmly, make a superficial 
incision lengthwise in the middle of the lesion: 

— about 0.5 cm long 

— 2r3mm deep. 

Still squeezing with the forceps, scrape the bottom 
and edges of the incision with the point and blade of 
the scalpel. Collect on the scalpel the colourless or 
pinkish serous material from the lesion. Do not draw 
blood. 






With the flat of the blade spread the serous material 
in a circular motion over an area 5-7 mm in 

diameter on a slide numbered with a diamond — , 

pencil. 2-4 smears from the same patient may be 
put on a single slide. 





Leave the slide to dry in a dust-free place. When the 
smears are completely dry, fix them with formalde- 
hyde funries in a large Petri dish containing a rack. 
Add enough formaldehyde solution to cover the 
bottom. Place the slides on the rack. Cover the Petri 
dish and leave for 3 minutes. 



■ r 

8. Staining the sme^: 

— Flood each slide with freshly filtered carbol fuchsin 
and allow to stand for 20 minutes. 

— Wash this slides gently in tap water (in a beaker with 
the smear away from the stream of water); they 
may be allowed to stand in the beaker until 
decolorization. 

— Decolorize one slide at a time by gently streaming 
with acid-ethanol until this flows clear and 
colourless. 

— Wash the slides again in tap water and allow them 
to stand vyet until counterstaining. 

— Counterstain with methylene blue solution for 
1 minute (see page 251). 

Note: For description of Mycobacterium leprae, see 
page 262. 





SPECIMENS FROM THE BODY AND FACE 

Examine the body and face for: 

A lesions similar to those found on the ear, but often 
larger 

B papulesi flat patches (maculae), or plaques; they are 
lighter in colour or thickened areas of skin looking 
like orange peel, infiltrated. 

A sample can also be taken from an area of skin just 
showing signs of leprous infiltration. 
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Choose the most acutely infiltrated lesion and select a 
site for collection of the specimen. This should be: 

appears to be altering most rapidly: (This is 
important, to ensure that bacilli are detected.) 




1 , Disinfect the area with gauze dipped in ethanol . 
Pinch the site hard with clamp forceps without 




teeth. 



2. Continue to hold firmly. 

With the tip of a scalpel make an incision: 

— 0.5 cm long 

- 2-3 mm deep 

3, Scrape the bottom and edges of the incision with 
the tip of the scalpel. 

Collect a quantity of pulp and serous material. 
(Continue to squeeze to prevent bleeding.) 




With the scalpel spread the specimen in a circular 
motion over an area 5-7 mm in diameter on a glass 
slide numbered with a diamond pencil. 

3-6 specimens from different lesions can be put on 
the same slide. 

Dry and fix the smears as indicated on page 261 . 
Stain as indicated on page 261 . 

Clean the incision with ether or ethanol and apply a 
dressing if there is bleeding. 




DESCRIPTION OF LEPROSY BACILLUS 

Similar in appearance to the tubercle bacillus. Like the 
latter, it is acid-fast and stains rec/ on a blue background 
with the modified ZiehUNeelsen technique, 

S/ze 1-8ium 

Shape longish rods straight or slightly curved 

with rounded ends 
Granulation often granular, with bright red granules 

separatfKt:! by colourless spaces 
Arrangement (a) either in groups of 2-5 arranged in 
parallel 

(b) or in larger groups or clusters 

(c) or in large numbers in circular masses 
called "globi". 
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Indicate degree of positivity: 



RECORDING RESULT 

, .-.^md the result m follows: 

— specimen from plaques or nodules on ear, etc. 

— examination with the x 100 objective, using the x 6 
eyepiece: no acid -fast bacilli seen 

— or, shows anid-fast bacilli (specify whether in globi) 



No bacillus per 100 fields 0 

1-10 bacilli per 100 fields 1 + 

1-10 bacilli per 10 fields 2 + 

1-10 bacilli perl field 3 + 

1-100 bacilli per 1 field 4 + 

viore than 100 bacilli per 1 field 5 + 



/mp. iufUi. Of c/iaminatfon of plaque^ or nodules 

Always begin by examining specimens from plaques or nodules, if any. 



Bacteriological and morphological indexes 

These indexes can be calculated on the request of the physician. 

(a) Bacteriological index. Add all the positive findings from all body sites where a sample has been taken and divide 
the total number of positives by the number of sites. For example: 

site 1 = right ear +++ 
site 2 = left arm + 
site 3 = back ++ 



total 6 + 

bacteriologlcal index 6/3 = 2 + 

(b) Morphological index. Examine 100 bacilli on the prepared slides. Count the number of bacilli that are 

uniformly stained red down their length ("viable bacilli"). If the number of viable bacilli is. for example. 8. the 
morphological index is 8%. This index is used for the first diagnosis and follow-up of multibacillary patients. 



Culture 

There is no method available for the in vitro culture of Mycobacterium leprae. The organism can multiply, 
however, in the foot pads of mice and in the armadillo. 
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34. Leprosy: Exanrtnatlim tor the Bacillus In Nasal Smears 



MATERIALS 

- Plastic or cellophane sheet, thin 

- Cotton wool swab on stick (the wisp of cotton wool 
ihould be as small as possible 

- S!ld#s. numbered with a diamond pencil 

- Tube of sodium chloride solution (reagent No. 45) 

- Reagents necessary for staining by the modified 
Ziehl-Neelsen method: see page 259. 



Specimens are best prepared from an early-morning 
"nose blow". The patient blows his nose thoroughly 
into a small clean dry sheet of cellophane or plastic. 

1. With a small cotton wool swab, slightly moistened 
in sodium chloride solution, transfer some of the 
opaque material from the plastic sheet to a 
labelled microscope slide. 

2. Spread the material as evenly as possible on the 
slide. Two or more smears of the :5ame material 
may be made on one slide. 

3. Leave the smears to dry. ^ ^ , 

4. When completely dry, fix with formaldehyde fumes 
(seepage 261). . 

5. Stain by the modified Ziehl-Neelsen technique 
(see page 261). 

6. Examine under the microscope and record the 
results as indicated for examination for the 
bacillus in nodules and skin lesions (see page 263). 




INTERPRETING THE RESULTS OF EXAMINATION OF NASAL SMEAR 

Type of leprosy Result of examination 

- lepromatous very often positive 

- borderline often positive 

- tuberculoid usually negative 

- indeterminate often negative 



Important: 

Examinations for the leprosy bacillus should be carried 
out chiefly on scraping from skin lesions (ears, face, 
body). This technique is described on page 259. 
Examination of nasal smears is also a routine require- 

Note, however, that nasal smears sometimes contain 
non-pathogenic acid-fast bacilli that are not leprosy 
bacilli. 



35: Plague: Examination for the Bacillus 



Principle 

Confirmation of plague infection requires the isolation 
and identification of the plague bacillus, Yersinia pestis. 
During epidemics or epizootics it is often possible to 
reach a presumptive diagnosis on the basis of the 
presence of the characteristic bipolar stained plague 
bacilH using Wayson stain (reagent No. 57), in specimens 
collected from a bubo by aspiration. 



' COLLECTION OF SPECIMENS 

Miiarials 

- 10 ml or 20 ml syringe with 18-gauge (1 .2 mm) 
or 19-gauge (1.0-1.1 mm) needle 

— Tincture nf iodine 

0%et 

~ ^odium cr, jf i 2 $r teitiz-n /reagent No. 45) 
~ Glass slides 



Method 

1 . Disinfect the skin of the bubo with tincture of 
iodine. 

2. Draw a few millimetres of sodium chloride solution 
into the syringe through the needle. 

3. Holding the syringe between the thumb and finger 
of the right hand, insert the needle into the bubo. 

4. With the left hand, pull back the piston of the 
syringe slowly. Fluid (which may be bloodstained) 
should appear in the syringe. 

If no fluid appears in the syringe, inject the sodium 
chloride solution into the bubo by pressing gently 
on the piston with your thumb. Move the needle 
about in the bubo with a circular motion. Then 
slowly pull back the piston again, until the syringe 
is about half full, if possible. 

5. Withdraw the syringe, and swab the puncture site 
with cotton wool impregnated with ethanol. 

6. Holding the syringe upright, let 1 or 2 drops flow 
from the needle on to a slide, and prepare a smear 
as described on page 232. 

7. If bubo fluid is to be sent to a specialized laboratory 
for culture, a few millilitres should be inoculated 
into Cary Blair transport medium (reagent No. 14) 
and the sealed screw-capped bottle should be 
dispatched in a double container (see page 74). 

8. Immerse the syringe and needle in 5% phenol, 
withdrawing the plunger gently (see page 39 for 
disposal of infected material). 

Important: When handling bubo material, the greatest 
care must be taken to avoid the production of an 
aerosol (the dispersion of minute droplei» in the air), 
which might lead to the accidental infection of others 
and the spread of pneumonic plague. 







2. EXM/IINATION FOR THE BACILLUS 



Matftriais 

- Methanol (chemically pure) 

- Glass slides 

« Wayson stain (reagent No. 57) 
^ Tap water. 



Method 

1. Fixation 

(a) Place the air-dried smears in a staining jar filled with 
chemically pure methanol for 5 minutes. 




(b) Remove the slides and allow them to dry in the 
ab before staining. 



2. Staining 

(a) Cover fixed smears with Wayson stain for 10-20 
; seconds. 




(b) Carefully wash the slides In tap water. 




(c) Allow to dry and then examine under the oil 

immersion lens (x 100), looking at thin areas of the 
stained films for the characteristic plague bacilli. 



Results 

With Wayson stain the polar bodies of K pestis are blue 
and the remainder of the smear is reddish. 



36. Dispatch of Stool Specimens 



It is often necessary to send stools elsewhere for bacteriological culture: 

- for the detection of cholera vibrios ou - « * \ 

- for the detection of other bacteria causing dysentery {Salmonelfa, Shigella, etc.) 

The same method of transport may be used for both if Cary-Blair transport medium (reagent No. 14) is used. 



USING CARY-BLAIR TRANSPORT MEDIUM 

Cary-Blair transport medium will preserve many kinds of enteric bacteria (cholera vibrios, other vibrios salmonella, 
shigella, etc.) for up to 4 weeks. The uninoculated medium may be stored at room temperature for 8-1^ weeKs 
before use, if in a sealed bottle. 



1 . Dip a sterile cotton wool swab in the stool specimen. 



For infanu or other patients without a stool 
specimen take a rectal swab. Moisten the swab with 
sodium chloride solution and introduce the swab 
inio the rectum. Turn the swab several times with a 
circular movement. 



3. Place the swab in a bottle containing Cary-Blair 
medium (% full). If a delay is unavoidable store at 



• rown temperatures- 
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Important: 



1. Never store in the incubator. 

2. Never store in the refrigerator. 



USING BUFFERED GLYCEROL SALINE 

When specinrjens arc to L>e sent for culture of enteric 
organisms other than cholera vibrios and Cary-Blair 
transport mediunrj is not available, buffered glycerol 
saline may be used (reagent No. 10). 

Note: If the buffered glycerol saline in the bijou bottle has 
changed colour from pink to yellow, discard it and prepare a 
fresh solution. 

1. A bijou bottle with a capacity of 7.5 ml is 
recommended. Fill it to within 2 cm of the top. 

2. Place the stool swab or rectal swab in the medium 
and then send it directly to the bacteriology 
laboratory. 



37. Direct Examination of Specimens from 
Dispatch of Specimens 



♦ 

Advantages 

Direct microscopical examination of a stained smear 
prepared from a throat specimen sometimes gives an 
indication of the organism causing an infection. 
Bacterial culture is needed to establish the identity of 
the organism with certainty. 



Organisms responsible for throat infections 

- diphtheria bacilli (Corynebacterium diphthehae) 

- streptococci 

- a combination of spirochaetal and fusiform 
organisms 

- Candida (a fungus) 

- various other less common species. 



MATERIALS 

- Sterile cotton wool swabs in test-tubes for the 
collection of specimens (for preparation of swabs, 
see page 274) 

- Tongue depressor or spoon 

- Reanents for Gram staining (see page 235). 



COLLECTION OF SPECIMEN 

Ideally this should be done by the physician or nurse, 
but the laboratory technician may be called upon to 
take the specimen. 

1 . The patient should sit facing the light (or an electric 
torch can be used). 

2. Tell the patient to open his mouth without putting 
out his tongue, and to say "Ahhhh...". 

3. While he is saying "Ahhhh../' press the outer 2/3 of 
the tongue down with the tongue depressor, using 
the left hand. The tonsils (T) and the back of the 
throat framed by the arches (A) should be visible. 

4. Introduce the swab with your right hand. Do not 
touch the tongue, which is coated with organisms. 

5. Locate the infected (inflamed) part of the throat. 
It will be very red or white depending on the case. 
Usually the infection is located in the tonsils or 
fauces. 

6. Rub the swab firmly against the inflamed part, 
turning it round, and collect membranes, if present. 

7. If nothing abnormal is seen, swab the tonsils, the 
fauces and the back of the soft palate. 



PREPARATION OF SMEAR 

Streak 2 or 3 slides with the swab, using a rolling 
movement to make sufficiently thick broad smears. 

If the smear is to be inoculated on a culture medium or 
dispatched in a transport medium, take two swabs: 

— the first for the medium 

— the second for preparing smears for direct 
examination. 




BACTERIAL EXAMINATION - 
DETECTION OF DIPHTHERIA BACILLUS 

In all cases a smear should be stained by the Gram 
method (see page 235). If diphtheria is suspected a swab 
should be placed on Loeffler culture medium* and sent 
to a specialized laboratory. 

*Obtainable from the national reference laboratory. 



Description of diphtheria bacilli 

Narrovy Gram positive rods, straight or slightly curved 
and often enlarged at one end or both ends. They are 
arranged: 

— in rows (a) 

— or scattered (b) 

— or in V formations (c). 




Reporting the result 

When reporting the presence of diphtheria-like bacilli in 
a throat swab, state that it shows the presence of Gram 
positive bacilli resembling Corynebacterium diphtheriae. 
The reason for this is that diphtheria bacilli can only be 
identified with certainty following culture. 



Other varieties o f bacteria 

Direct examination is of little use if a mixture of 
different species is found. They may be pathogenic or 
non-pathogenic and include: 

- streptococci (a) 

- pneumococci (b) 

- Gram negative diplococci (Neisseria) (c) 

- Gram negative bacilli (d) 

- staphylococci (e), etc. ^ 

The report should give a full description of the 
organisms found (quantity, appearance, reaction to 
Gram stain). 



Combination of spirochaetal and fusiform organisms 

Responsible for the necrotic ulceration of the mouth 
and throat known as Vincent's angina. Large numbers of 
the following are found, mixed and in equal quantities: 

1 . Fusiform bacilli: Gram negative, long, with tapering 
ends. 

2. Treponema vincentii: Gram negative spirochaetes, 
often poorly stained, 10-25/im long, in 5-7 loose 
irregular spirals (often curled at the end). 




Candida 

A fungus responsible for thrush or moniliasis (chiefly in 
infants). The following may be found: 

(a) Yeasts: oval or round spores, 2-4 /im in diameter, 
thin-walled, budding. They are strongly Gram 
positive. 

(b) Mycelium-like filaments: varying in length, 4 iivc\ in 
breadth, with rounded ends. 

To obtain a better presentation of these forms, 
make a wet preparation by dipping the swab in a 
drop of sodium chloride solution and examine 
between a slide and coverslip. 
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DISPATCH OF THROAT SPECIMENS 
(to a bacteriology laboratory for culture) 

1 . Dispatch of swab alone 

As soon as the specimen has been collected, replace 
the swab in its sterile tube and send as it is to the 
bacteriology laboratory. 

Preservation time: 4 hours at the maximum. 




2. Dispatch for the detection of diphtheria bacilli 

(a) Using tubes of coagulated serum (which must be 
stored in the refrigerator): 

Rub the swab over the slanted surface of the serum, 
starting from the bottom and not applying pressure. 
Send the same day. 

Maximum transport time: 24 hours. 




(b) Using Loeffler medium in a special tube for swabs: 
Insert the swab immediately after collection of the 
specimen in the cylindrical space in the centre of the 
medium. Send the same day. 

Maximum transport time: 24 hours. 




3. Dispatch for the detection of meningococci 

This is seldom necessary, except during epidemio- 
logical surveys looking for carriers of meningococci. 
If possible, use the "Transgrow" medium or Stuart 
medium (see page 245). 
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PREPARAtlON OF SWABS 



If possible, swabs should be prepared at the central 
level using a detoxifying technique; if not possible, 
the following technique might be used. 

1 . Prepare some thin sticks of wood (or aluminium 
wire), 18 cm long and 2 mm in diameter. 

Prepare strips of cotton wool, 6 cm long by 3 cm 
wide and as thin as possible. 



2. Roll the cotton wool round one end of the stick. If 
metal wire is used, flatten the end first. 

3. Mould the swab in a conical shape. 



4. Place in a thick Pyrex tube. Plug with non-absorbent 
cotton wool. Sterilize. 
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38; Dired Bacte^^^ Examination of Urine 



Value 

in healthy persons the urine contains practically no 
organisms. Bacteria may be found: 

^ where there is dn infection of some part of the 
urinary tract (lower tract: urethritis; bladder: 
cystitis; kidneysr nephritis) 

— or where bacteria f r6m an infection elsewhere in the 
body are excreted in the urine. 



Principle of direct examination 

The urine is centrifuged at high speed. Microscopical examination of the urinary sediment as described on page 325 
is essential and the most important part of the analysis. However, the deposit may siso be used to make smears that 
are: 

— dried and fixed 

— attained by Gram and Ziehl-Neelsen stains 

— examined under the microscope. 

Culture is always essential for precise determination of the identity of the organisms found and the quantity 
present. 



MATERIALS - REAGENTS 

— Sterile 250 ml Erienmeyer flask with stopper 

— Electric centrifuge 

— Sterile conical centrifuge tubes with stoppers 

— Slides 

— Inoculating loop 

— Bunsen burner 

— Reagents needed for Gram staining (see page 235) 
and ZiehUNeelsen staining (see page 249), 




COLLECTION OF URINE 

The genitalia should be cleansed beforehand (see 
instructions on page 306). 

Collect a midstream specimen in the sterile flask. 
Examine as quickly as possible. (Another way is to 
collect the urine in a conical tube only rinsed in boiling 
water, and to examine immediately.) 




METHOD 

1. In a sterile tube, stoppered either with a screw<ap 
or with a plug of sterile cotton wool fixed with 
gauze and string, centrifuge: 

- 10 ml of fresh urine 

at average speed for 10 minutes. 




2. Pour off the supernatant urine. 



3. Mix the deposit, using the inoculating loop 

(sterilized by flaming), until it forms a homogeneous 
suspension. 



4. Make 2 smears. Let the 2 slides dry. 

Fix by flooding with ethanol and flaming or by 
heating. 



5. To stain: 

slide 1 - Gram stain (see page 235) 
slide 2 - Ziehl-Neelsen stain (see page 249). 



Examine under the microscope (x 100 oil-immersion 
objective). 

Look for pus: many leukocytes stained red by Gram 
stain. 

Look for organisms such as: 

1. Gram negative bacilli 

2. Gram positive cocci 

3. Gram positive diphtheroid bacilli 

4. Gram positive yeasts. 

See page 239 for descriptions of the above organisms. 
Tubercle bacilli: see below. 




RESULTS 

State whether there are leukocytes or pus present. Give 
a precise description of the organisms found. 

Example 

Many leukocytes 

A few red blood cells 

A few epithelial cells 

Many Gram positive cocci in clusters. 

Or 

A few leukocytes 
Occasional red blood cells 
A few epithelial cells 
A few Gram negative bacilli. 

Gonococci 

Never give a diagnosis of gonococci on the batiis of an 
examination of a urinary deposit. Look tor gonococci in 
urethral pus (see page 243). 




URINE CULTURES 

Urinary deposits are inoculated on selective culture 
media. Another simple technique has been recently 
described using direct microscopical examination after 
Gram staining of urine that has not been centrifuged. 
The numbers of pus cells should be recorded as well as 
the appearance and effect of staining with Gram stain 
on the bacteria found. The following table indicates 
how the results may be interpreted. 




Pus cells* 


Bacteria 


Possible interpretation 


>3 


Gram positive cocci or Gram negative bacilli 


Presence of urinary tract infection 


<3 


Gram positive bacilli or mixed flora 


Contaminated or not fresh specimens 


<3 


Gram positive cocci or Gram negative bacilli 
but not mixed 


Bacteriuria without pyuria 


>3 


None 


Urinary tract infection after antibacterial 
therapy 

- tuberculosis 

— rnycoplasma 



*ln the high-power field. 

This procedure is essential: 

- to identify the species of bacteria 

- to determine the numbers of bacteria present (if 
they result from contamination of the specimen 
after collection, very few will be present) 

- to isolate small numbers of organisms 

- to establish the most effective antibiotic for treat- 
ment (antimicrobial susceptibility tests). 
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38. Vitater Samp for Bacteriological Analysis 



Principle 

Various bacteriological f^sts must be carried out to determine whether water is safe for humans to drink. These 
tests are designed to identifY and count the number of organisms that contaminate the water. They are usually 
performed in specialized laboratories. 

Technicians working in field laboratories must be able to collect water samples properly and send them to the 
appropriate laboratory (bacteriology, public health, etc.) for analysis. 

The water sample must be collected under sterile conditions to be sure that no outside organisms contaminate it. 



MATERIALS 

— 250 ml white glass bottle with ground glass stopper, washed and rinsed with distilled water 

— BrGwn wrapping paper 

— String 

— 30 g/ 1 solution of sodium thiosulfate (reagent No. 49) 

— Cottonwool 

— 70%ethanol 

— Thermometer 0-50 ^'C. 

The water sample may be taken from: 

— a tap 
" a well 

— an open water source such as a lake or river. 



METHOD 

Sampling tap water 

A. Preparations 

1. Place in 250 ml sampling bottle: 

— 2 drops of sodium thiosulfate solution. 




2. Replace the ground glass stopper. Cover the stopper 
with a piece of wrapping paper and tie it on firmly 
with string. 





3. Sterilize In the autoclave for 30 minutes at 120 "^C 
at a pressure of about 100 kPa (about 1 atm, 
1 kgf^m^or 15lbf/in2). 
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B. Taking the sample 

1. Dip a cotton wool swab in 70% ethanol. Disinfect 
the tap by lighting the swab and holding it under the 
tap. 



2. Turn on the tap and let the water flow for 2 minutes. 



3. Remove the stopper from the bottle with your left 
hand. Hold the bottle in your right hand under the 
tap until it is % full of water. 



4. Replace the stopper in the bottle immediately. Put 
the paper back over the stopper and tie it around 
the neck of the bottle. 



Fill in the information sheet (see model, page 284). 
If possible, collect a second sample from the tap and 
take the temperature of the water. 

Pack the bottle of water upright in a box. 



Sampling weS«-water 
A. Preparations 

1 . Attach a suitably-sized stone with string to the 
middle of the bottle. ' ^ 

Take a 20 metre length of string rolled round a stick, 
and tie one end round the neck of the bottle. 



2. V<^rap brown paper round the stopper and fix with 
string. 

Wrap everything in a large sheet of paper and place 
in the autoclave for 30 minutes at 120 ""C. 




B. Taking the sample 

1 . At the well, open the sterile package without touch- 
ing the contents. 

Rub your hands with 70% ethanol. 

Remove the stopper from the sampling bottle. Place 
the stopper on the sterile wrapping paper. 



2. Lower the bottle, weighted by the stone, into the 
well, unwinding the string slowly. Do not allow the 
bottle to touch the sides of the well. 




3. Immerse the bottle completely in the water at the 
bottom of the well. 




4. Rewind the string round the stick to bring up the 
bottle full of water. 



5. Pour off the top % of the water collected in the 
bottle. 



6. Replace the stopper. 

' Put the wrapping paper back over the stopper and 
tie around the neck of the bottle. 
Fill in the details on the information sheet. 



Sampling open water sources: lakes, streams, rivers, < 
A. Preparation 

1. A sterile 250 ml sampling bottle without sodium 
thiosulfate solution can be used. 



B. Takirig the sarnple 
1. Hold the bottle near the bottom and plunge it, neck 
downward, below the surface to a level of about 



20 cm. 




2. Turn the bottle until the neck points slightly 

upwards, with the mouth facing the direction of the 
current. If any. 




^ ^ ^^^ >:;:>::'.;;?|M«I»:'; 



3. When the sample is collected, stopper the bottle. Put 
the wrapping paper back over the stopper and tie 
round the neck of the bottle. Label the bottle.clearly 
and send it to the laboratory without delay. 




Dispatch 

Dispatch the sample the same day. Keep water sampleis in the refrigerator before dispatch. 



Pack in a wooden box: 

— with a lid 

— with wooden supports Inside to keep the bottles upright. 



Mark on the outside of the box: 
UP 

DOWN 



URGENT 



p52.- ' Special metal containers are available for the 
iii-ifiV' dispatch of water specimens without spillage or 
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MODEL REQUEST FORM 

This form must be filled In and sent with the water samples. 



Water collected at 
Source of supply: 



(locality) (exact spot) 

Tap Standpipe with pump Well Spring Storage tank River 



Is the water used for drinking? 

Are there latrines in the vicinity? No Yes: metres away 

Temperature of the water ^ 

Name of sampling technician Signature 



•Water temperature at the site. Do not measure the temperature of the water in the sample bottle! 
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40. Dispatch of Serum and Dried Blood Specimens for 
Serological Examination 



Serum 

Serological examinations are carried out to determine whether the blood contains antibodies against various 
infectious diseases. 

The bjood is centrifuged to separate the serum from the clotted red cells. The serum must be kept sterile. 
Dried blooli 

Some serological tests can be carried out on drops of blood collected on filter paper and dried. Just before the test, 
the blood is absorbed into a solvent. 



SERUM 
Materials 



Equipment for taking blood 
Centrifuge ^^ui^^i^.- ■ 

S«»nle rounB^|N3t^ic^ 10 ml centrifuge tube with 

$crmN cap or n^A^ iterite Vacutatner tube, 

oriterile dry syrihge 

Sterile Pasteur pipettes 

Teats 

Forceps 

Sterile 10ml bottle with airtight jcrew cap (rubber 
liner) <?5 
Bunsen burner. 




Collection of serum 

1. Collect 10 ml of venous blood from the arm. 




Remove the needle from the syringe. Expel the 
blood into the centrifuge tube. Stopper the tube of 
.'.bloodjmmediately. 

|t«aye th^^^ to ctot at room temperature. 




4. After 30 minute* to 2 hours, but not more, centri- 
fuge at high speed tor 10 minutes. 

^ If no centrifuge is available, the blood can be left in 
the ref rigeratpf for several hours; the clot will 
separate from the seirum. 



5. Unstopper ttie tube of blood. Draw off the serum 
into a sterile Pasteur pipette. 



6. Expel the serum into the sterile 10 ml bottle. 
Replace the cap immediately. 
For some serological examinations, an antiseptic 
preservative can be added to the specimen (e.g. 
thiomersal)*. Follow the instructions given by the 
reference laboratory* # 

♦Also known at merthiolate and a$ thimerosal. 



I 





Dispatch ; 

1 . Label the bottle with the patient's name and the 
date. 

2. Seal the stopper with sticking plaster. 

3. Wrap the bottle in absorbent paper or gauze. 

4. Place in an aluminium container and wedge with 2 
pads of cotton wool. 

5. Place the container in a cardboard or wooden box. 

6. Make sure that the transport time does not exceed 
3 days. 

Specimens sent by car should be packed in an ice box. 




m 



COLLECTION AND DISPATCH OF DRIED BLOOD 
Materials 

- iSterile blood lancets 

- Whatman No. 4 filter paper <or ordinary thin filter 
paper), ciit into rectangles of 4x3 cm 

- Small plastic bags, if available. 




Method 

1. Take capillary blood from the finger in the usual 
way (page 189). 

2. Collect a large drop of blood in the middle of the 
strip of paper. Let the paper absorb the drop of 
blood completely. Leave to dry in the air. 




Dispatch 

Write the patient's name and the specimen number 
on the paper. Place it in a small plastic bag or an 
ordinary envelope. 



The strips of paper can also be stuck on pins set in small 
blocks of plastic foam in a box with numbered compart- 
ments (mass surveys). 





Pratervation 

Specimens will keep at least 2-3 weeks at room 
temperature in all climates. 

iSf; ^/briad ■blood Jru 

ig^^P^^tM||SW*<|9n«»«^ yavvs and syphilis (immuno- 



i 



Principle 

1: The leaim i$ examined for the presence of reagins, 
antibodies that appear in the treponematoses 5 
(syphilis, yaws, pinta). ; 

2. The prese nce of these antibodies is revealed by a 
* lipoid (ncr treponenial) antigen is a 
suspension of tiny particles. 

3 The reaction between the antigen and the antibodies 
results in //occ£^r/on of t 

agglutination). In tropical conditions the VDRL test 
should be preferably carried out aiAt^^^ 
23-29^C. 




Materials 

- Water bath at 56**C 

- Rotating machine (180 r/min) ^ . - 

- Microscope with x 4 to x 6 eyepiece, x 10 objective 
and mechanical stage. 

- Glass VDR L plates with flat-bottomed ceramic or 
paraffin rings 14 mm in diameter 

- 2 ml syringe (insulin type) . 

- Special needle without bevel delivering 60 drops 
per ml {18-gauge (1^ mm) needle sawn off at the 
tip capillary Pasteur pipette calibrated to deliver 

60 drops per ml) ^. , / < r «i 

-" 0:2 ml pipfrttes graduated in 0.05 ml (or 1.0 ml 
pipettes graduated in 1/100) 
Beakers. 




Reagents 

VDRL antigen, prepared on the day of use. 

known positive sera: positive and weak positive controls 

Knowfvnegatiye sera: negative cpntroL 



Preparation of antigen suspension for VDRL test 

1 ; The antigen is an alcoholic solution of lipids (cardio- 



Materials f of pire^ 

- 30 ml narrow-mouthed bottle with ground glass 
stopper, 35 mm diameter at the bottom 

- 1 graduated pipette, 5 ml capacity 

- 2 graduated pipettes, 1 ml capacity 

- Watch with second hand 

- VDRL antigen 

- VDRL buffer solution, usually supplied with the 
antigen (reagent No. 11). 

Examine the antigen by holding it against the light. If it 
contains particles or precipitate it should not be used. 




1 . Check that tiie bottom of the bottle is perfectly flat 
inside. If not, discard the bottle. 




0.4 ml 



2. Using a 1 ml pipette, measure 0.4 ml of VDR L 
buffer solution, as follows: 

— place the tip of the pipette against the bottom 
of the bottle 

— let the solurkin flow into the bottle. 





3. Using the 1 ml pipette, measure 0.5 ml of antigen 
into the lower half of a 1 ml pipette graduated to 
the tip. Check that the antigen in the pipette is 
perfectly clear (no precipitate). 





' 6 Whiie continuing tp rotate the bottle, gradually 
S ^ relax the priwsure of the finger seaHng the mouth of 
^'■y-i the pipette so that the 0.5 ml of antigen falls drop 
by drop without splashir^ up on to the pipette. 

(This should take about 6 seconds, or 18-20 turns round a circle 
of 6 cm diameter.) 



7. Blow out the last drop of antigen (without touching 
* the solution with the pipette). 

Continue to rotate the bottle, held flat, for a further 
10 seconds. 



8. Using the 5 ml pipette, add at once: 











9 Replace the ground glass stopper in the bottle. 
Shake the bottle up and down about 30 times for 




10 seconds. 




The antigen suspension is ready for use and must be 




used the same day. 





P # The control «ra of graded reactivity (known reactive, weakly reactive, non-reactive) are tetted against the 

^^^H^iii' ....... . ... ^ ........ ...... 



% 0^^^o\ sera should produce the expected reactivity pattern. The non-reactive serum should 



A. VDRL SLIDE QUALITATIVE TEST ON SERUM 

1 . Examine the serum to be tested, to see if it is: 

— clear 

— cloudy 

" haemolysed (pink;do not use). 



2. Set the water bath at 56 ° C. 

Leave the tubes (plugged with non*absorbent cotton 
wool and numbered) in the water bath for 30 
minutes. 

Examine all the sera when removed from the water 
bath and centrifuge again those in which there is a 
deposit. 




3. Meanwhile, check the speed of the rotating machine: 
180 r/min, or. 15 revolutions per 5 seconds. 



4. Num^^ftfings^p ^ le VDRL plate, usingua grease 
or dfai^oild pencil; Tri tr<e sequence shown ii^^e 

- i^pSa;;n^ . ■ ; ■ , ■ ■ - - W^^ 

Make^a note of tipipimbers of the tubes corresjpond- 
ing to the numbers of th<; rings. 



For example: 

Sodium chloride solution: 
Standard non -reiictive seru m : 
Standard reactive lerumr 



ringS; 




5. Leave the sera to cool to room temperature before 
starting the test (IS minutes after removal from the 
^ i water biith). 



ig||8j^ :W|M^ ring: 



ERIC 



^^>^:'rt^:i^ , , ,, 

ilpiitipl(iD^?^^ ' 




) - V Shake the bottle of antigen suspension gently^ and 
''■i^-yM' immediately, in a single movement, draw «bout 
r 0.5 ml of the susoension into the syringe with th« 
specially prepar'id 18-9augene^^ 

Let the 1st drop of suspension fall back Intv^ che 
■ L,.. bottle. 



8. Add 7 drop of the suspension to each ring 
containing serum. 





Place the plate on the rotating machine at once. 
Rotate for 4 minutes. 

Alternatively, rotate the plate by hand, in the 
horizontal plane, at the same speed. 



10. As soon as the 4 minutes are up, place the plate on 
the stage of the microscope. 

Examine the rings in numerical order, under the 
X 10 objective (eyepiece X 10). 




Microscope reading 



Non-reactive serum (NR) 

A homogeneous suspension of fine short nsedle-like 
particles. 

Reactive serum (R) 

Relatively large clumps of particles on a clear 
background. 

Weakly reactive serum (WR) 

Many small clumps among free particles that have not 
been agglutinated. Check this vy/eak reaction by a 
quantitative VDRL test. 

A prozone reaction is occasionally encountered. This 
happens when inhibition of reactivity occurs with 
undiluted serum and maximuxn reactivity is obtained 
only from diluted serum; thus a weakly reactive or non- 
reactive result in the qualitative test may be given by a 
serum that will be strongly reactive when diluted. All 
weakly reactive sera should be retested using the 
quantitative procedure before the results are submitted. 




Record the results as follows 
VDRL qualitative test: 

— serum reactive 

— serum non-reactive 

— serum weakly reactive. 

In cases of syphilis 

the VOR L test normally gives positive results: 

— 3 weeks after the appearance of the primary chancre, i.e.: 

— 6 weeks after exposure to the infection. 

Important: false positive reactions 

Reagins may occasionally be found in small amounts in persons who have not contracted a treponematosis but 
whose sera give positive results. It is therefore advisable to carry out the quantitative VDR L test on all sera found 
reactive. 



B. VDRL SLIDE QUANTITATIVE TEST ON SERUM 

Retest quantitatively all sera that produce reactjve and w^^^^ ^vSo"^^^^^^^ 
The dilutions of the serum to be tested are: undiluted (1:1), 1 .2 J .4. 1 .8, 1.16, ana i .*3^. i wo w^ib may 

up on one slide 



Materials 

Additional equipmefit needed for the quantitative test: 
— . Test-tubes and racks 

- 0.2 ml pipettes graduated in 0.01 ml subdivisions 

- 1 .0 ml graduated pipettes 

- 19-gauge (1 .0-1 .1 mm) needle without bevel (should 
deliver 75 drops of antigen suspension per millilitre, 
when syringe and needle are held vertically, but this 



should be checked for each needle before testing is 
started) ^ . ^ ,^ 

23-gauge (0.6 mm) needle without bevel (should 
deliver 100 drops of sodium chloride solution per 
millilitre when syringe and needle are held vertically, 
but this should be checked for each needle before 
testing is started) 
sodium chloride solution. 



Method 

1 . Place the tubes of serum for quantitation in the 
front row of a rack with a tube containing 0.7 ml of 
sodium chloride solution directly behind each. 



2. Prepare a 1 :8 dilution of each serum as follows: 
- add 0.1 ml of serum to the tubes containing 

0.7 ml of sodium chloride solution 
Use a 0.2 ml pipette graduated in 0.01 ml sub- 
divisions. 




Mix thoroughly and leave the pipette in the dilution 
tube until all the dilutions are completed. 




4. Using the pipette from the dilution tube, transfer 
0.04 ml, 0.02 ml, and 0.01 ml of the 1 :8 serum 
dilution into rings 4, 5 and 6 respectively of a new 
VDRL plate with the rings numbered as shown in 
the illustration. Blow out the remaining serum 
dilution into the dilution tube. 




5. Using the same pipette, add 0.04 ml, 0.02 ml and 
0.01 ml of the undiluted serum to rings 1,2, and 3 
respectively. 




Add two drops of sodium chloride solution to rings 
2 and 5 of each serum with a 23-gauge needle and 
syringe. 




7. Add three drops of sodium chloride solution to rings 
3 and 6 of each serum with a 23-gauge needle and 
syringe. 




8. Rotate the plates gently by hand for about 1 5 
seconds to mix the serum and solution. 




ERIC 



295 




Results 



Report the results in terms of the greatest serum dilution that produces a reactive result. 



Example 
Undiluted serum 



R 
W 

N (rough) 
W 



R 

W = 
N = 



reactive 

weakly reactive 
non-reactive 



1:2 

R 
W 
W 
N 



Serum dilutions 
1:4 1:8 1:16 



R 
R 
R 
N 



W 
R 
R 
N 



N 
W 
R 
N 



1:32 

N 
N 
N 
N 



Reactive, 1 :4 dilution 
Reactive, 1 :8 dilution 
Reactive, 1:16 dilution 
Weakly reactive, undiluted only 



ERIC 



302 



42. Pityriasis Versicolor: Direct Examination 



Pityriasis versicolor is a common skin disease in hot 
climates, caused by the fungus Pityrosporum furfur. The 
face and body are covered with patches: 

— ' pale and discoloured in black-skinned patients 

— yeltowish'brown in white-skinned patients. 



MATERIALS 

— Adhesive cellophane tape 

— Slide 

— Forceps 

— Pad of gauze. " V 

If possible, aiO g/l (1%) aqueous solution of eosin 
(reagent No. 20). Otherwise, examine without staining. 




METHOD 

1 . Choose a rapidly developing patch of infected skin. 
Moisten it with a gauze pad dipped in the eosin 
solution. 

Leave to dry for 1 minute. 

(bb not take the specimen if talcum powder has 
V been used on the skin. Wash first.) 




3. Stick the tape on the skin and press firmly from one 
end to the other, passing a tongue depressor or glass 
rod over it several times. 




ifSIn the adhOTi^^ tape away with forceps. Place it at 
oh<» on at Wide/Sticky side 



Examine the whole slide under the microscope {x40 
objective) until a cluster of large granules (the spores) 
is seen. They are white on a pink background if the 
skin was treated with eosin, and are also visible in 
unstained preparations. 





Change to the oil -immersion objective to examine the 
details: 

(a) The spores: \r / \ 

- in a bunch or cluster 

- S-Sm*^ iridiamater 

- rather thlck^\5fijll^,.^^^^^^^^^^^ 



im 

^^bliiifiirelniiii^ 





REPORTING THE RESULT 

Direct examination for pityriasis versicolor: clusters of spores (and, if applicable, mycelium filaments) present. 



Culture 

No culture has yet been possible. 

Staining with iodine solution. Iodine solution scales the skin and mycelium filaments are mainly found. The 
method is not recommended. 





43, Tinea: Direct Examin ation 



Tinea is an infection of the scalp caused by different 
fungi and mainly affecting children. Patients lose their 
hair in round patches of varying size. 

In the laboratory the fungi can t>e detected by direct 
examination of hair under the microscope. 

The fungi can also be cultured and identified in 
specialized Isbor&torios {mycological culture). 




MATERIALS 

- Sterile (flamed) tweezers 

- Slide 

- Coverslip 

- Lactophenol cotton blue (reagent No. 34), if 
available 

- 200 g/l (20%) potassium hydroxide (reagent No. 41) 

- Spirit lamp. 




COLLECTION OF SPECIMEN 

Choose a likely hair from inside the bald patch, but near 
the edge. Infected hairs are short, broken, twisted and 
duller than the rest; sometimes there is a sort of dry pus 
at their roots. 

Apply the tweezers right at the base of the hair. Pull the 
hiair out firmly but gradually. Affected hairs are usually 
loosely fixed in their follicles and brittle. 





PREPARATION OF SLIDES 



1 . Place one drop of lactophenol blue or 20% 
potassium hydroxide on the hairs. Cover with a 
coverslip. 



2. Pass the slide rapidly through a Bunsen burner flame 
4 times, to warm it (or hold it over the flame of a 
spirit lamp for y2 minute). 

Warning: The stain and particularly the potassium 
hydroxide may boil suddenly and spit. Keep your 
face well away from the slide when heating it. 




MICROSCOPICAL EXAMINATION 

Examine under the x 40 (high power) objective, then 
use oil immersion if necessary. Look for spores (large 
round granules with a transparent membrane) round or 
inside the haif . 

1 , Spcrss found outside the hair 

These are called ectothrix. Forming a sheath around 
the base of the hair the following may be found: 

(a) Small'Spored ectothrix: very small spores 
(2-3 ptm) in several layers (microspores) 

(b) Large-spored ectothrix: large spores (5-8 pim) in 
1 or 2 layers (megaspores). 
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2. Spores and filaments found inside the hair 

These are called endothrix. The following may be 
found in the hair: 

(a) Endothrix: chains of large spores (4-8Mm), 
often in conjunction with mycelium filaments. 

(b) Mycelium filaments: clear thick filaments 
4-5 Mm broad, twisted and fragmented, 
surrounded by air bubbles in the hair, particu- 
larly in potassium hydroxide preparations. On 
the scalp, small yellow crusts form at the base 
of each infected hair. 



Important: 

These examinations can be difficult, particularly in the 
early stages of the disease. 

If in doubt, take an appareRtly normal hair of the same 
length and place it next to the infected hair on the slide 
for comparison. Only culture can establish the exact 
species of fungus involved. 



RECORDING THE RESULT 

Direct microscopic examination of hair: 

~ EctOTr:hrix microspores present. 
— Endothrix filaments present with air bubbles in the 
hair. 



Collection of specimens using ultraviolet light 

In specialized laboratories, hair specimens are collected 
in a dark-room. The patient's head is examined under 
ultraviolet light. The hairs infected with tinea are often 
fluorescent and thus easily seen. 
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A. EXAMINATION OF URINE 



1. Collection of Urine Specimens and Appearance 



Urine specimens must be collected: 

- in the correct Way 

- In suitable containers. 

If the sfiecimen is not collected properly, the laboratory 
findt;igs will be unreliable. 



TIME 6^ COLLECTinN 

In hospitil: Vihore only one specimen is needed; the best 
time to collect^Kis first thinji in the morning (the urine 
isconcen|)ratedM I ^; -ft 

At the di00n$ary: have the patient pass the specimen in 
the dispensary, if possible. 

Schistosomiasis: the best time for collection of 
specimens to be examined for schistosome e^ is 
between 1 1 h and 17 h (see page 178). 



24 HOUR SPECIMENS (occasionally requestad) 

The urine is collected in a clear 2-litre bottle with a 
stopper. The patient gets up and urinates; this urine is 
not collected. All the urine passed during the rest of the 
day is collected in the bottle. All the urine passed during 
the night is ilso collected in the bottle. The patient gets 
up and collects the first urine of the morning in the 
bottle. The bottle should be taken immediately to the 
laboratory. Measure the volume of urine with a 
measuring cylinder and record it. 



SPECIMEN CONTAINERS 

For urine collected in the patient's room use a: 

— wide-mouthed bottle with stopper. 

(If the specimen is intended for bacteriological examin- 
ation a sterile container must be used.) 

For urine collected in the laboratory use a: 

— clean conical urine jar 

— or any clean glass container or bottle. 



\ 





QUANTITY OF URINE TO COLLECT 

Collect at least 50 ml in a suitable bottle. 



PERSONAL HYGIENE BEFORE COLLECTION CF 
URINE 

Women: Patients should wash the genital area in all 
cases. 

Avoid collecting urine specimens during the 
menstrual period. 
Men: Washing is necessary only for bacteriological 
examinations. 



COLLECTION METHODS 

Midstream specimens: 

Th'^se are required for all examinations. 

3 separate specimens: 

These are sometimes requested by the physician. The 




patient urinates without stopping into 3 successive urine 
jars, marked 1,2 and 3. It can then be determined, for 
example, which jar contains the most blood, pus, etc. 

Catheter specimens: 

Collection of urine using a catheter must be carried out 
by a qualified physician or nurse. The procedure is used 
for certain bacteriological tests, mainly in women. 
Usually, however, a specimen collected in the normal 
way following thorough local cleansing is acceptable for 
thi'i purpose. 



Infants: 

Urine can be collected into a plastic bag with an 
adhesive mouth. The bag is fixed around the baby's 
genitalia and left in place for 1-3 hours, depending on 
the examination requested. Colostomy bags can be used. 



APPEARANCE OF THE URINE 

Describe the appearance of the urine: 

— the colour, whether yellow, dark yellow, brown or 
colourless 

— whether clear or cloudy. 



3ii 
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SPECIFIC GRAVITY (SG) 

Specific gravity is measured by means of a urinometer 
calibrated from 1.000 to 1 .060. (The specific gravity 
of distilled water is 1.000 at a temperature of 20 °C). 

The temperctur.: of the urine must also be measured 
for correct celculation of the specific gravity. 



Value of the test 

The specific gravity of urine varies according to kidney 
function. 

— Concentrated urine = high SG. 

— Dilute urine = low SG. 



Materials 

- 1 urinometer 

- 1 thermometer (0-50 °C) 

- 1 measuring cylinder (50 ml). 

At least 40 ml of urine is required. 




Method 

1. Pour about 40ml of urine into the cylinder. 

2. Lower the urinometer gently into the urine and 
release. 

3. Wait for it to settle. It must not be in contact with 
the sides or bottom of the cylinder. 
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Read off the SG given on the scale at the surface 
of the urine (lowest point of the meniscus). 

Remove the urinometer. Take the temperature of 
the urine at once with thf thermometer. 



Calculation 

Check the temperature at which the urinometer is calibrated (marked on the instrument by the manufacturer). 
It is usually 20 °C. 

The temperature of the urine has been recorded. 
Add to the SG recorded: 

- 0.001 for every 3 °C that the urine temperature is above the calibration temperature. 
Alternatively, subtract from the SG recorded: 

- 0.001 for every 3 °C below the calibration temperature. 

Example 

The urinometer is calibrated at 20°^C. 
The temperature of the urine is 26 °C. 
The SG measured is 1.021. 

The temperature of the urine is 6 °C higher than the calibration temperature. 
Add to the SG figure: 

- X 0.001 = 2 X 0.001 = 0.002 
3 

The actual SG of the urine, therefore, is: 

1 .021 + 0.002 = 1 .023. 



Results 

Normal SG: 1.020 (normal range: 1.010-1.025). 

Low SG: below 1.010* (kidney or endocrine disorder). 

High SG: above 1 .025 (glycosuria, proteinuria). 

•A low figure is of no significance if the patient has drunk a large amount of liquid 



Checking the urinometer 

Every 3 months check the accuracy of the urinometer in distilled water at the temperature of calibration. The 
reading should be 1.000. , 



; passed urine is slightly acid, with a pH of around 6.0. 

diseases the pH of the urine may increase or decrease. 

Principle 

I C^lbyr^ iriclfcotor papers are dippedjn the urine. 
The ccibur changes according to the p^ 

The papers are then compared with standard control chart giving the corresponding figures. 



Mate/ials 

— Watch glasses 

— Dropper 

— Forceps 

— Universal indicator papers (for measuring pH from 
1 tolO) 

— Indicator papers of limited pH range: 

for the 5.0^-7.0 range and for the 6.0-8.0 range. 

The urine tested must be fresh. 




Method 

1 . Place in a watch glass 1 strip of universal indicator 
paper (pH 1-10). 

Let a few drops of fresh urine fall on to the paper. 




2. Pick the strip of paper up with forceps. 

Compare the colour obtained with idiose shown on 
the standard chart. Read off the pH unit given for 
the colour most closely matching the tet5t paper. 




3. According to the result obtained, select a strip of 
w indicator paper for the corresponding limited range. 

Example: 

4 pH 6: indicator paper for the range S.0-7.0 
4y - pH.8: Indicator paper for the range 6.0-8.0. 



4. Repeat the test in another watch glass, using the 
limited-range paper. 

Read off the pH of the urine on the standard chart. 
Example: pH = 6.2; or pH = 7.5. 

The test paper can also be dipped directly into the 
urine in the receptacle to obtain a reading of the pH. 



Results 

Normal pH about 6.0 (limit of normal range from 5.0 to 7.0 during the day). 

AcidpH 4.5-5.5 (if persistent: some forms of diabetes, muscular fatigue, acidosis). 

Alkaline pH 7.8-8.0 (infections of the urinary tract, vegetarian diet). 



pH and crystalline deposits 
Determination of the pH of urine is useful for the identification of crystalline deposits (see pages 332-335). 
Some crystals are deposited in acid urine only, others in alkaline urine only. 
For example: 

- Acid urine: oxalates, uric acid. 

- Alkaline urine; phosphates, carbonates. - ^ 

Reminder Acid fluids have a pH of 0-7 {0 being the most acid). 

Alkaline fluids have a pH of 7-14 {14 being the most alkaline). 




3. Detection and Estimation of Glucose in Urine 



Principle 

Glucose (sugar found in the urine of diabetics) is a reducing substance: it reduces the blue copper sulfate of 
Benedict solution to red copper oxide, which is insoluble. 



BENEDICT (METHOD 
Materielt 

- Pyrex test-tubes 

- Wooden test-tube holder 

- Beaker 

- Bunsen burner 

- Penfcillin bottles 

- Pipette 

- Benedict quali''^«ve solution (reagent No. 6). 




Method 

1. Pipette 5 ml of Benedict solution into a test*tube. 




2. Add 8 drops of urine and mix well. 




3. Boil over a Bunsen burner or spirit lamp for : 
2 minutes, or itand the tube in a beaker or can of 
boiling water for 5 minutes. 



^4E|Leave the mixture to cool to room temperature. 




Reading the result 

Examine the mixture for any colour change and for precipitate. 



Colour 


Result (glucose present) 




Approximate concentration (mmol/litre) 


Blue 


Negative 




0 


Oreen 


A trace 




14 


Green with yellow 
precipitate 


+ 




Zo 


Yellow to dark green 






56 


Brown 


+++ 




83 


Orange to brick-red 


++++ 




1 1 1 or more 



Note: For detecting sugar in urine using reagent strips, see page 323. 
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4. Detection and Estimation of Protein in Urine 



DETECTION OF PROTEIN IN URINE 
METHOD USING 30% SULFOSALICYLIC ACID 
Principle 

When ^Ifosalicylic acid is addad to urine containing protein, a white precipitate is formed. 
Urine 

The urine must be clear. If it is cloudy, filter it through filter paper, or use the supernatant fluid from 
a centrifuged urine specimen. 



Materials 

- Test-tubes 

- Graduated 5 ml pipette 

- Sulfosalicylic ;?cld 300g/l aqueous solution 
(reagent No. 51). 



Method 

1 . Pipette S ml of urine into a test-tube. 




2. Using a dropping pipette, add 2 drops of 
sulfosalicylic acid solution to the urine. 



z> cr> <o 



1^ — 



Results 



Positive result 

A white precipitate forms on addition of the 
reagent This is a useful technique when large 
numbers of urine specimens have to be tested. 
Report the results as follows: 

+ trace 

+-1-* snr-all amount 

-j-4-+ moderate amount 

large amount (opaque). 

Negative result 

No whits precipitate forms on addition of the 
reagent. 

Note: For the detection of protein using reagent strips, see page 323. 



ESTIMATION OF PROTEIN IN URINE 
Principle 

This is a quantitative test using the sulfosalicylic acid method and protein standard tubes (proteinometer) 
visual comparison method for estimating albumin. 



Materials 

- 30 g/l (3%) sulfosalicylic acid solution (reagent 
No. 52) 

— protein standard tubes. 



Method 

1 . Pipette 1 ml of urine into a small tube of the same 
bore size as that of the standard tubes. 

2. Add 3 ml of the sulfosalicylic acid solution. 
Mix and leave for 5 minutes. 



• 



3. Compare the cloudiness of the test with that of 
the standard tubes. 




Results 



Report the amount of albumin in g/l.* If the reading is 
over 1 g/l, the urine is diluted with sodium chloride 
solution and the test repeated, with the necessary 
adjustments in the calculations. 

Example: 

For a 1 in 4 dilution of the urine, use 0.25 ml urine 
and 0.75 ml of sodium chloride solution. Mix. 
Multiply the result obtained by 4. 



•To convert values in mg/IOOmI to values in g/l, divide by 100. 
Example: lOOmg/IOOmI x 0.01 = 1 g/l. 
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5. Bile Pinments in Urine _ 



Value of test 

The bile secreted by the liver contains greenish-yellow substances: bile pigments. 

In certain liver diseases (jaundice), anaemias and infectious conditions, bile pigments may pass into the blood 
stream and be excreted in the urine. 

Principle 

When iodine {Lugol iodine solution or tincture of iodine) is added to urine containing bile pigments, a green 
colour is produced. 



ERIC 



A. LUGOL IODINE TEST 
Materials 

- Test-tubes and rack 

- 10ml measuring cylinder 

— Lugol iodine solution {reagent No. 36) 

— Dropping pipette. 



Method 

1. Pour into a test-tube: 
— 4 ml of urine. 




2. Add 



4 drops of Lugol iodine solution. 




3. Shake the tube. 

Observe the colour produced at once. 
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Results 

Negative result 

Faint yellowish-brown colour. 

Positive result 

Green colour: 

— pale green: + 

— intense green: ++ 




B. TEST USING FOUCHET REAGENT 

This is a more sensitive test and will confirm results 
obtained by the iodine technique. 

Materials 

— Test-tubes 

— Funnel 

— Filter paper 

— Dropping pipette or drop bottle 

— 10 ml measuring cylinder 

— 100g/l (10%) barium chloride aqueous solution 
(reagent No. 5). 

— Fouchet reagent (reagent No. 27). 





A precipitate forms. 



2. Filter the mixture. 

The precipitate (which contains the bile pigments) 
remains on the filter paper. 
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3. Unfold the filter paper. 

Add to the precipitate on the filter paper: 
— 2 drops of Fouchet reagent. 



Results 

Negative ^' u colour change. 
Positive result: the precipitate turns green. 
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6. Urobilinogen in Urine 



MATERIALS 

— Ehrlich reagent (see reagent No. 19). 

— Test-tube. 



P 0>0>CP 



METHOD 

1. Pipette 5 ml of a fresh urine specimen into a test-tube. 
(If the urine is allowed to stand the urobilinogen will 
be oxidized and form urobilin, which is not detected 
by Ehrlich reagent.) 



^ 




2. Add 0.5 ml of Ehrlich reagent. 





RESULTS 

A deep red colour ~ indicates increased amounts 
of urobilinogen. 

A faint pink or brown colour - indicates that 
urobilinogen is present in normal amounts. 



^ Nof: For test using tablets, tee page 324. 



7. Ketone Substances in Urine 



Value of test 

Normal urine does not contain ketone bodies. 

Acetone and other ketone bodies may appear in the urine: 

in QPwpre or untreated diabetes , . . • \ 

- iS certain other conditions (dehydration, vomiting, malnutrition or after violent exercise). 

Principle 

When sodium pentacyanonitrosylferrate(2-) (also called sodium nitroprusside)* is added to urine containing ketone 
bodies, a purple colour is produced. 



MATERIALS 

— Test-tubes 
~ Rack 

- 10 mi measuring cylinder 

— Dropping pipette 

- Sodium pentacyanon*^ -isylferrate(2-) (crystals) 
GlacM acetic ^ 

Amrfionia. 
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METHOD 

1 . Preparation of sodium pentacyanonitrosyiferrate(2-) 
solution 

Just before carrying out the test, place a few crystals 
of sodium pentacyanonltrosylferrate(2-) In a test- 
tube (enough to cover the bottom of the tube). 



2. Add 5 ml of distilled water. 

Shake well until the crystals are almost dissolved. 
Not all of the crystals are expected to dissolve as 
the solution is saturated. 




• ^ u . I .M.w. :« unur l«horatorv mav be labelled with the internationally recommended name sodium pentacyanonitrosyl- 
fe?.te«!)tCS^^^^^ nitroprusside. Both names refer to the same 

substance, but the labetling practice of different manufacturers varies. 
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3. Into another test-tube, measure: . 




— 10 ml of urine. 



4. Add to the urine: 




— 10 drops of acetic acid. 




6. Mix well. 





RESULTS 

Negative result: no change in colour. 

Positive result: purple ring at the top of the urine. 

Pinkish ring: +. Red ring: ++. Deep violet: + + +. 




Note: For test using indicator papers or tablets, see page 324. 



ER4C» 
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Principle 

The reagents are commercial products. They may be: 

— strips of paper that are dipped in the urine 

— tablets on which drops of urine are deposited 

— tablets that are put in contact with the urine. 

A change of colour occurs when the result is positive. 



instructions for use and precautions 

Storage: Keep in a very dry place. Replace the stopper of the bottle immediately after use. 
Follow the manufacturer's instructions. 



Value 

Advantages: The method is quick and easy and does not need glassware, balances, or chemicals. 

Disadvantages: The reagents are often expensive. Some results are difficult to interpret. Some of the strFps 
and tablets are not stable and may fail to react. 



A. Reagent strips ("dipsticks'') 
Follow the manufacturer's instructions. 



t 



B. Tablets 

The method of use depends on the test required: see below. 



TYPES OF INDICATOR PAPERS AND TABLETS* 

1. Test for glycosuria 

Test papers (usually impregnated with glucose oxidase and colour reagents). 
Positive result: the paper usually turns bluish-purple. 

Advantage 

Reagent strips treated with glucose oxidase are specific for glucose. They can be used to confirm a weakly positive 
result obtained by non-specific tests. 



2. Test for protainuria 

Test papers (impregnated with tetrabromophenol blue). 

Positive result: the paper usually tqrm Yill9Wish-gri§n (tri6i§ Of prPt§in) or blue-green (strong positive). 
D/sadvantage 

Test papers for protein are often too sensitive; they can give weakly positive results that are false. 
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* In all ciMs, follow the manufacturer's instructioni closely. 
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3. Test for ketone bodies 

Test papers (impregnated with sodium pentacyanonitrosylferrate(2-). 
Positive result: the paper turns violet within 30 seconds. 

Tablets (usual method): 

- place the tablet in a watch glass 

— let a drop of urine fall on to the tablet. 

Positive result: a violet colour appears within 30 seconds. 



4. Test for urobilinogen 

(p-dimethylaminobenzaldehyde). 

Tablets. The most commonly found tablets are used 
as follows: 

1 . Place a small strip of filter paper on a watch glass. 

2. Add 5 drops of urine to the paper. 

3. Place 1 tablet in the centre of the strip of paper. 

4. Let 2 drops of water fall on to the tablet. 




Positive result: a red ring appears on the paper round the tablet. 



5. Test for blood 

Test papers (impregnated with orthotoliciine). 

Positive result: the paper usually turns blue within 1 minute. 



ERJC 324 
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9. Urinary DepfOSiiS 



Principle 

Urine contains microscopic elements in suspension {cells, crystals, etc.). These elements are collected by 
centrlfuging and a drop of the deposit is examined between a slide and coverslip. 

As all these elements in suspension would sediment in the urine if left for a few hours, they are called urinary 
deposits. 



Collection of urine 

Examine a specimen passed in a single urination. 

Examine a mid-stream specimen of fresh urine as soon as possible; it should be 

— collected in the laboratory 

— or brought quickly from the patient's room {within 2 hours of voiding). 

The receptacle should be provided by the laboratory. 

Women should be instructed to wash the genitalia beforehand {see page 525). 

Never carry out the examination on urine kept in the refrigerator. 



Value 

In certain diseases of the urinary tract the urinary deposits are considerably altered. The following elements may 
be found: 

— pus 

" an abnormal number of red cells 

— abnormal crystals, etc, 

— parasitic forms. 

Preservation of urine with formaldehyde solution 

Urine can be preserved for examination of the deposit by adding: 

— 8 drops of 1 0% formaldehyde solution per 300 ml of urine. 

Urine treated in this way cannot be used for any other laboratory tests. 



MATERIALS 

— Electric or hand centrifuge 

~ 15 ml conical centrifuge tube 
" Capillary dropping pipette (Pasteur pipette), if 
possible calibrated to deliver 50 drops per ml 

— Slide and coverslip, 20 x 20 mm 

— If necessary, 10% formaldehyde solution {reagent 
No. 26). 
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PREPARATION OF THE DEPOSIT 

1 . Mix the urine gently. 

2. Pour immediately into a centrifuge tube until 
it is % full. 

3. Centrifuge at medium speed for 5 minutes. 




4. Pour off the supernatant urine by inverting the tube 
quickly without shaking. 

(The supernatant urine can be used for chemical 
tests). 




5. Shake the tube to resuspend the deposit. 

Draw a few drops of the deposit into a pipette. 
Place 1 drop on a slide and cover with a coverslip. 
Number the slide with the number of the specimen. 



6. Examine under the microscope at once: 

- first lislngthftx 10 objective 

- then tislng th^^ 

- "withcwt a colour fill " 

- with the cbnderisar lwwered enough (or the 
condenser aperture reduced) to make transparent 
elements visible. O^J 
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THE FOLLCWiNG MAY BE FOUND IN URINE 
DEPOSITS: 

- red blood cells 

- leukocytes 

- yeasts 

- trichomonas 

- spermatozoa 

- epithelial cells 

- casts 

- parasitic egg and larvae 

- crystals. 



A. Red blood celU 
They may be: 

(a) intact: small yellowish discs, darker at the edges 
(Spm) 

(b) crenated: spiky edges, reduced diameter (5-6Atm) 

(c) swollen: thin circles, increased diameter (9-10/im). 

There are normally no red cells in the urine. 

Note: Red cells can be found in the urine of women if the 
specimen has been taken during the menstrual period. 




B. Leukocytes (white cells) 
They may be: 

(a) intact: clear granular discs, 10-15/im (the nuclei 
may be visible) 

(b) degenerate: distorted shape, shrunken, less granular 

(c) pus: clumps of numerous degenerate cells. 

The presence of many leukocytes, especially if in 
clumps, usually indicates a urinary tract infection. 




-Ho)N to express the quantity^^^ . . 

It is important to mention the quantity of the various elements found. 
It is important always to use the same method of expressing quantities found. 

With: 

- 1 drop of urine deposit (1/50 ml) 

- 1 coverslip, 20x20 mm 

- X 40 objective; eyepiece x 5 or x 6 

examine microscopically: 



Red cells 



0-10 red cells per field 



10-30 red cells per field 



Over 30 red cells per field 




few red cells 
(normal) 



moderate number of red cells 



many red cells 



Leukocytes 



0-1 0 leukocytes per field 



10-20 leukocytes per field 



20-30 leukocytes per field 



Clumps of more than 20 degenerate 
leukocytes 



Clumps and many degenerate 
leukocytes 



© 






Few leukocytes 
(normal) 



Moderate number of leukocytes 



Many leukocytes 



Many leukocytes seen in clumps 



Full field 
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C. Yeasts 

Do not confuse with red cells. 

Size 5-1 2 /im . . . x ^ 

Shape round or oval bodies of various sizes found 
together. Budding may be seen. 

They are not soluble in acetic acid. 

Yeasts are occasionally present in urine containing 

glucose. Check that the urine is fresh. 
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D. Trichomonas 



S/ze 

Shape 

Motility 

Undulating 

membrane 

Flagella 



15 /Km (2 red cells) 
round, globular 

motile In fresh urine (they whirl and turn) 
on one side 

4 flagella, more or less visible. 



See also page 187. 



E. Spermatozoa 

Occasionally found in the urine of males. 

Head 
Fagellum 
Motility 



very small (B/um) 

long and flexible (50 /um) 

motile in very fresh urine. 




F. Epithelial cells 

1 . Squamous epithelial cells 

Large rectangular cells, the product of 
desquamation {the shedding of cells from the 
epithelium of the urinary tract and organs). 
They come from: 

— the ureter or 

— the vagina. 



2. Bladder cells 

Large cells, often diamond-shaped, with a distinct 
nucleus. 




Cells from the pelvis of the kidney 

Medium-sized cells (the size of 3 leukocytes), 
granular, with a sort of taiL 




4. Cells from the ureter and pelvis of the kidney 

Medium-sized oval cells with a distinct nucleus. 

If many are present together with leukocytes and 
filaments, they may be from the ureter. 

If few are present, with no leukocytes, they may 
be pelvic cells. 



5. Renal cells 

Renal cells are small. They are: 
~ the size of 1-2 leukocytes (L) 
— very granular. 

The nucleus is refractile and clearly visible. They 
are almost always present with protein in the 
urine. 



G. Casts 

Casts are cylindrical in shape and long, crossing almost 
the whole field when examined under the x 40 objective. 
They are formed during disease in the renal tubules, 
which may fill with blood and other cells and chemical 
deposits. 



1. Hyaline casts 

Transparent and slightly refractile, the ends 
rounded or tapered. 

(They may be found in healthy persons after 
strenuous muscular effort.) 



2. Granular casts 

Rather short casts filled w'th large granules, pale 
yellow in colour, with rounded ends. 
(The granules come from degenerate epithelial 
cells from the tubules of the kidney.) 
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Fine granular casts 

The granules are smaller and do not fill the cast. 
Do not confuse with hyaline c-sts {H), partly 
covered by amorphous phosphate crystals. 



4. Blood casts 

Casts filled with more or less degenerate red 
blood cells, brownish in colour. 



Casts filled with degenerate leukocytes. 
True pus casts are completely filled with 
leukocytes (a). 




Hyaline casts may contain a few leukocytes (b). 



6« Epithelial casts 

Casts filled with pale yellow epithelial cells. 

(To make the cells more distinct, add a drop of 
1 00 g/l (10%) acetic acid to the deposu.) 




7, Fattf c&sts (rare) 

Very refractile yellowish casts/ the edges indented 
and distinct, the ends rounded. Fatty casts are 
soluble in ether but not in acetic acid. 

L^'- j:(They^Are found in cases of severe kidney disease*) 




Do not mistake for casts: 

- masses of phosphate crystals, short and 
clear-cut (a) 

- masses of translucent mucus, the er^ds tapering 
into threads (b). 
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9. Miscellaneous foreign substances 

If dirty recept«:les or slides are used or if the 
urine specimen is left exposed to the air, the 
following may be found: 

(a) oil droplets (refractile) 

(b) starch granules (blue-black with Lugol iodine 
sotiitibri) 

(c) grains lif pollen from flowers 

(d) hairs 

(e) cotton fibres 

(f) air bubbles. 




Eggi and larvae of parasites 

(See page 122) 

1 . Eggs of Schistosoma haematobium: f ou nd together 
vyith red cells. 

2. Microfilaria of W. bancrofti: the urine appears 
white and cloudy. 




L Crystals 

Crystals have regular geometric shapes (A), unlike 
amorphous debris, which is made up of clumps of 
small granules with no definite shape (B). 




(a) NORMAL CRYST iLUNB DBPOSiTS 

1 . Calcium oxalate (acid urine) 

3 (a) ShafifeMke an envelojpe 

S/ze 10-20^111 (1-2 red cells) 

(b) Shape like a whole peanut 
I . 50 Mm, very refractile. 




2. Uric acid facid urine) 

Shape varies (square, diamond-shaped, cubical 

or rose-shaped) 
Size 30-150 Mm 
Co/o£/r yeiiow orbrowni^-red. 




3. Triple phosphates (neutral or alkaline urine) 

Shape rectangular ( 1) or like a fern leaf or star (2) 

Size 3Q-'1S0i;im 

Colour colourless/ retractile. 




4. Urates (alkaline urine) 

Shape like a cactus (Dor a bundle of needles (2) 
Size about 20 /im (2'*3 red ceils) 
Colour yellow, retractile. 

(Often found together with phosphates.) 




S. Less common crystals 

A. Calcium phosphate (neutral or alkaline urine) 
Shape star-shaped 

Size 30-40 Mm 
Colour none. 

B. Cateium carbonate (neutral or alkaline urine) 
Crystals very small, like millet or corn grains, 

grouped in pairs 
Colour none. 

(If 100g/l (10%) acetic acid is added they 
dissolve, giving off IdHjbbles of gas.) 

C. Calcium sulfate (acid urine) 

Shape long prisms or flat blades, separate 

or in bundlds' 
Size 50-100Mm. 

(They can be.distinguished from calcium 
phosphate crystals by measuring the pH of the 
urine.) 





(b) AMORPHOUS DEBRIS 
i. Amorphous pho^>hatm (alkaline urine^^^^^^ 
Granules small, whh4$b, often scattered. 

They are soluble ih 1 00 g/l acetic acid { 1 drop 
per drop of deposit). 



2. Amorphous urates (acid urine) 

Granules very small, yellowish, grouped in 
compact clusters. 

They are not soluble in lOOg/l acetic acid, but 
dissolve if the urine is gently heated. 

(Urine kept in the refrigerator often shows a 
heavy precipitate of urates.) 

(C) OTHER CRYSTALLINE DEPOSITS 

The following are rarely found in the urine. 
When present, however, they are found in large 
quantities. 

1. Cystine (acid urine) 

Shape hexagonal plates 

Size 30-60 /^m 

Colour colourless, very refractile. 

Found only in fresh urine, as they are soluble 
in ammonia. 

(Found in cystinuria, a hereditary disease.) 



2. Cholesterol (acid urine) 

Shape souarlsh plates, with notches on one side 

Size 56-lOOMm 

Colour colourless, refractile. 

Soluble in ether. 
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Bilirubin (very rare) 

Shape various tiny crystals, square or like beads 

orneedles ^ ; 

Size Sim (about % red cell) 
Colour brown. 

(The chemical test for bile pigments is positive.) 






— Av Acetyl sulfonamides (neutral or acid urine) — 

Found in patients following treatment with 
sulfonamide drugs. 

Sulfonamide crystals are varied in shape but most 
frequently like sheaves of needles. If large quantities 
of unidentified crystals are seen find out whether 
the patient is on sulfonamide therapy. 

The presence of th65€i cr/stals should be reported 
because they can cau.^e kidney damage. 
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It can be determined whether or not a woman is pregnant by testing her urine: 

— either using commercial reagents (immunochemical test) 

- or injecting the urine into a laboratory animal (biological test). 

Collection and preservation of urine 

For pregnancy tests the specimen must be collected first thing in the morning. Collect the first urine of the day 
into a clean bottle, rinsed with distilled water. Any traces of detergent may lead to a false result. The test should 
be performed without delay. If this is not possible, keep the urine in the refrigerator. 



A. IMMUNOCHEMaCAL TEST 

There are many commercial reagents available for this test, which may be carried out: 

- in a test-tube 

— or on a slide. 



1. Test-tube method 

Always follow the manufacturer's instructions closely. 

Positive result 

The most common commercial reagents produce a 
regular brownish-red ring in the bottom of the tube. 

Negative result 

The liquid remains homogeneous; no ring forms. 




2. Slide method 

Follow the manufacturer's instructions. One of the 
reagents consists largely of a suspension of latex 
particles. 

If the test is negative, the latex particles agglutinate 
on the slide. 

If the test is positive, no agglutination is seen; it is 
prevented by substances in the pregnant women's 
urine. 




B. BIOLOGICAL TEST 

Various animals are used^two of the most frequently used being the male toad and the male frog. The urine to 
be tested is injected into the toad. If the women is pregnant the hormones in her urine stimulate the toad or^og, 
which passes spermatozoa visible under the microscope. Laboratory technicians must be carefully trained m this 
procedure by a qualified instructor and must follow his directions as to the choice of toad or frog, the amount of 
iirine to inject, the incut>atlon period, and microscopical examination of the cloacal fluid of the toad or frog. 

When does the test become positive? 

Positive resultsare obtained 9-1 5 days after the first menstrual period has been missed, depending on the 
reagents and test used. 'J ^ ^ 



DETECTION OF BLOOD IN URINE 

Whole blood can be detected in fresh urine by examining microscopically for red cells the deposit from a 
centrifuged specimen (see page 325). 

Chemical tests using benzidine are not recommended, as this chemical is known to be carcinogenic. 
Reagent strips are available for detecting blood in urine (see page 324). 
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B. EXAMINATION OF CEREBROSPINAL FLUID 
11. Collection of CSF: Appearance 



CSF = Cerebrospinal fluid 
Where is CSF found? 

CSF is contained in the cavity that surrounds the brain 
in the skull and the spinal cord in the spinal column. 
It nourishes the tissues of the central nervous system 
and helps to protect the brain and spinal cord from 
injury. 

Meningitis is an inflammation of the meninges, the 
membranes lining the skull and covering the brain 
and spinal column. 




Volume of CSF 

The volume of the CSF in adults is 100-150 ml. 



COLLECTION INTO 2 TUBES 

The specimen may be collected only by: 

- a physician or 

~ a specially trained nurse. 

1. The lumbar puncture needle is inserted between 
the 4th and 5th lumbar vertebrae to a depth of 
4-5 cm. The stylet is withdrawn and the fluid 
flows through the needle. 




The CSF is collected in 2 tubes, numbered 1 and 2: 

— tube 1 : a few drops in a sterile container 

- tube 2: 6-7 ml. 



Tube 1 is discarded if it contains many red cells. 

Tube 2 is used for: 

- a description of the appearance 

- the leukocyte concentration 

- glucose estimation 

- total protein testing 

- Pandy test for globulin 

- microscopical examination: 

(a) a wet preparation for trypanosomes 

(b) a Gram-stained preparation for other organisms 
jc) Ziehl-Neelsen-stained preparations for acid-fast 

bacijil. 



APPEARANCE OF THE CSF 

This should be mentioned in the report. 

A. Clear CSF: normally the CSF is clear and colourless. 

B. Cloudy CSF: it may be slightly cloudy or greyish- 
white, showing that pus is present. 

C. Bloodstained CSF: the fluid is cloudy and pink 
or reddish 

- either because of injury to blood vessels in the 
course of the puncture (in this case there is more 
blood in tube 1 than in tube 2) 

— or because of a subarachnoid haemorrhage lin 
this case both tubes are the same colour). 



If only one tube of CSF is available, wait for the red 
cells to settle (or centrifuge) and examine the 
supernatant fluid. 

1 . If the supernatant fluid is clear, the blood is there 
because of accidental injury to a blood vessel. 

2. If the supernatant fluid is stained, the blood is 
thb^e because of a subarachnoid haemorrhage. 



D. Xanthochromia: yellow discoloration of the CSF. 
This may be caused by : 

— an old haemorrhage 

— severe jaundice 

— spinal constriction. 



E. Clot formation {Mention the presence of clots 
in the report.) 

Examine the tubes of CSF 10 minutes after 
collection to see whether clots have formed: 

1. Normal CSF: no clots. 

2. Clots may be found in certain diseases: 

— tuberculous meningitis: single or numerous 
fine small clots that can easily be overlooked 

— purulent meningitis: a large clot 

— spinal constriction: the CSF clots 
completely. 



PRECAUTIONS TO BE TAKEN WHEN EXAMINING THE CSF IN THE LABORATORY 

1 . Do not delay in testing the CSF 

Cells and trypanosomes are rapidly lysed once the CSF is removed. Glucose too is rapidly destroyed, unless 
preserved with fluoride oxalate (see page 344). 

2 . Work carefully and economically 

Often only a small quantity of CSF is available for examination. The specimen is difficult to collect so do not 
waste any of it. 

3. The fluid may contain virulent organisms 

Therefore use pipettes plugged with non-absorbent cotton wool, or use a rubber bulb to draw up the fluid in 
the pipette. 



12. Leukocyte Concentration In the CSF 



Principle 

The CSF may contain leukocytes in varying quantities in certain diseases. 
The fluid is examined to determine: 

1 the total number of leukocytes - the white cell concentration ("count") (using a couriting chamber) 
2. the types of leukocyte present - identification (after staining with a Romanowsky stain). 

Important: 

The cell count must be carried out as soon as possible after collection of the specimen, since the cells are 
rapidly lysed. 



TOTAL LEUKOCYTE CONCENTRATION IN THE CSF 
Materials 

— Fuchs-Rosenthal counting chamber 

(if not available, an improved Neubauer counting 
chamber may be used) 

— Pasteur pipette with rubber teat 

— Turk solution (reagent No. 55). 



Method 

1 . Cover the counting chamber with the coverglass 
supplied. 



2. Gently mix the CSF. 

Fill the chamber with the fluid: 

- undiluted, if the CSF appears clear 

- diluted, if the CSF appears cloudy. 

Make a 1 in 20 dilution using 0.05ml of the CSF 
and 0.95 ml of Turk solution. Pipette into a small 
bottle and mix. 

3. Leave the counting chamber on the bench for 
5 minutes to allow the cells to settle. Place the 
chamber on the microscope stage. 




4, Count the cells in 1 cubic millimetre of CSF, using 
the X 10 objective. When reporting in SI units, 
report as "number x lOVl"; the value does not 
change. Example: 150 cells per mm^ are reported 
as "150x lOVl". 

Important: 

If using undiluted CSF, examine the cells using the x 40 objective to make sure that the cells are leukocytes. 
If red cells are present, make the count using the x 40 objective. 



Using undiluted CSF no calculation is necessary; the 
number of cells counted qives the number per cubic 
millimetre of CSF. 

Using diluted CSF, the number of cells counted 
multiplied by 20 gives the number of cells per mm^ 
of CSF. 



Using an improved Neubauer chamber, count the cells 
within the entire ruled area, which is 9 mm^ . 

Using undiluted CSF, multiply the cells counted by 
10 and divide by 9 to give the number of cells per 
rhm^ of CSF. 

Using diluted CSF, multiply the cells counted by 20 
and divide by 9 to give the number of cells per mm^ 
of CSF. 
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LEUKOCYTE TYPE NUMP^R FRACTSON 
("DIFFERENTIAL WHITlr; CELL COUNT") 

If the CSF does not contain many cells (under 
200x lOVl): 

1. Centrifuge the CSF at high ^eed for 10 minutes. 
Remove the supernatant fluid into another tube 
(to be used for other tests). 




V 
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2. Mix the deposit by tapping the end of the tube. 

Spread on a clean slide and leave to dry. 

Fix with methanol and stain with a Romanowsky 
stain as described on page 393. 

Examine the cells. 



if there are many cells in the CSF: 
~ pipette 1 drop of uncentrifuged, mixed CSF on 
to a slide 

— make a thin smear and leave to dry 

— fix and stain as described on page 393. 




Rtsuits 

Normal CSF: less than 5 x 10* white cells per litre (less than 5 per mm^) 
Increased number of ceils can be found in: 

Bacterial meningitis ~ mostly neutrophils 

(meningococcal, M influenzae, pneumococcal) 

Tuberculous and viral meningitis « mostly lymphocytes 

African trypanosomiasis - mostly lymphocytes, but Mott cells may be seen, 

as well as trypanosomes. 



is: Glucose Estim^^^ 



Principle 

In meningitis (especially purulent meningitis) the glucose in the CSF is greatly reduced. 



MATERIALS 

As described under blood glucose estimation (see page 429). 
METHOD 

As described under blood glucose estimation, except that four times the amount of CSF is used as compared 
with blood. 

The CSF glucose in the healthy individual is 2.5-4.2 vnmol/l.* 



Important: 

As the glucose in the CSF is rapidly destroyed once the fluid is collected, it is important to carry out glucose 
estimation as soon as possible. 

If there is likely to be a delay, the CSF should be preserved in fluoride oxalate (see reagent No. 23). 
*ln traditional units, 45-75mg/l00mI. 
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^4r^Prote8n III thrCSF^ 



Principla 

The total protein in the CSF is measured by diluting the CSF in 3% sulfosalicylic acid and comparing the 
cloudiness produced against a set of protein standards. 

A raised globulin level in the CSF is shown by adding the CSF to a phenol solution, in the Pandy test. 






MATERIALS 

- CSF: centrifuge the CSF and use the supernatant 
fluid 

- 30g/l sulfosalicylic acid (reagent No. 52) 

- Pandy reagent (reagent No. 40) 

- Graduated pipettes 

- Protein standards (see page 314). 



METHOD FOR TQTAL PROTEIN 

1. Pipette 3 ml of 30 g/l sulfosalicylic acid into 
a test-tube that matches those of the standard 
tubes. 



2. Add 1 ml of clear CSF supernatant fluid and mix. 
Leave the tube for 5 minutes. 



Compare the cloudiness of the test against the 

protein standards. 

Record the CSF protein in g/l. 



Results 

The normal CSF protein is 0.1^.45g/L* 

The CSF protein is increased in: 
— meningitis, subarachnoid haemorrhage or spinal 
constriction 

African trypanosomiasis. 
• In traditional units, 10-45 mg/IOOml. 



PANDY TEST FOR GLOBULIN 



Method 

1. Measure into a small test-tube: 
- 1 ml of Pandy reagent. 



2. Place %he tube in front of a piece of black 
cardboard. 

3. Using the dropping pipette, slowly add: 
- 3 drops of CSF. 

Examine the solution after the addition of 
each drop. 



4. Read the results immediately. 

Results 

Positive test 

A white cloud forms as the drops of CSF mix 
with the reagent. 

Negative test 

No white cloud forms as the drops of CSF mix with 
the reagent, or there is a slight cloudiness that 
redissolves. 

Report the test as "Pandy test positive" 
or "Pandy test negative". 



1 S^-Microscopicai Examination of the CSF 



Microscopical examination of CSF includes: 

1. Examination of a direct wet preparation for trypanosomes in areas where African trypanosomiasis occurs. 

2. Examination of a Gram smear for organisms that cause meningitis, e.g. meningococcus, pneumococcus, 
Haemophilus influenzae, 

3. Examination of a Ziehl-Neelsen smear if tuberculous meningitis is suspected. 

4. Examination for fungi, if suspected. 

The above examinations are made using the deposit from centrifuged CSF. 



1. DIRECT WET PREPARATION FOR 
TRYPANOSOMES 

Place 1 drop of CSF deposit on a slide and cover 
with a coverglass. 

Examine the preparation using the x 40 objective. 




Results 

The finding of motile trypanosomes in the CSF means 
that the later stage of the disease has been reached, in 
which the central nervous system has become infected. 
The CSF protein is raised with a positive Pandy test. 
The fluid also contains increased number of leukocytes. 




In a stained preparation the leukocytes can be 
identified as lymphocytes, and Mott cells can often 
be seen (M). These are large cells containing vacuoles 
and large amounts of immunoglobulin M that stain 
dark with the eosin part of Romanowsky stains (see 
page 391). 
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2. GRAM SMEAR FOR MENINGITIS 

Make a smear of the CSF deposit and allow to dry 
in the air. 

Stain the smear by the Gram method as described 
on page 235. 



Results 

Any organisms seen in the Gram smear are reported 
by their: 

— Gram reaction: positive or negative 

morphology: cocxi, diplococcir bacilli, etc. 
~ numbers found. 

A definite species identification cannot be made from 
a stained smear only. Culture of the organisms is 
necessary. 



The organisms that cause meningitis include: 



Meningococci 

- Gram negative 
diplococci, lying side by side 

- intracellular, inside the neutrophils. 

They may occasionally be seen outside the eel 
and may be few in number. 




B. Pneumococci 



Gram positive 

diplococci Jying end to end 

surrounded by a capsule, which is not visible 

by Gram stain 

usually many. 





In all the above-mentioned forms of meningitis the leukocytes present are neutrophils. 
Gram positive bacilli 

Very rarely found. May belong to the Listeria group. Culture is essential. 



3. ZIEHL-NEELSEN PREPARATION FOR 
TUBERCULOUS MENINGITIS 

If tuberculous meningitis is suspected the CSF 
is allowed to stand and a delicate clot may form. 
This should be removed, spread on a slide and 
stained by the Ziehl-Neelsen methods, as described 
on page 249. 

Results 

If organisms are seen, report the smear as "AFB 
present". 



4. FUNGMNTHECSF 

Fungi (very rare) may be observed in the smear stained 
by the Gram method. 

Cryptococcus neoformans (cloudy CSF with 
lymphocytes) 

Add: 

— 1 drop of centrif uged CSF deposit 

— 1 drop of Indian ink. 





Examine the mixture between a slide and coverslip. 

The fungus appears as follows: 

round budding spores containing greyish 

granulations 
— each group of 1-3 spores surrounded by a 

colourless capsule. 
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Candida (clear with a few leukocytes) 

In an unstained wet preparation, the following are 



^ oval budding spores 

— short mycelium filaments. 
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DtSPATCH OF CSF FOR BACTERIAL CULTURE 

Before dispatch, keep the CSF in the incubator at 37 ""C. Do not put it in the refrigerator. 

Use "Transgrow" medium if available, otherwise use Stuart transport medium (reagent No, 50). 



Using 'Transgrow" medium (for the isoiation of 
meningococci) 

This is the best method, if bottles of the medium are 
available. The medium is supplied as follows: 

— in 30 ml bottles 

— containing 8 ml of solid medium (along one side 
of the flat bottle) 

— filled with a mixture of air (90%) and carbon 
dioxide (10%). 

Follow. the instructions given for gonococci on 
page 245. 

If possible, sow centrifuged CSF deposit on the 
medium; otherwise use untreated CSF. 

Preservation time: up to 4 days at room temperature. 




16. The Blood Cells 



Haematology is the study of the blood, which includes the blood cells and the fluid 



THE BLOOD CELLS 

Blood cells can be examined under the microscope 

There are 3 different types: 

1 . blood cells, also called erythrocytes 

Appearar^ce round cells filled with haemoglobin 
Red cells on their side look like 
biconcave discs; they do not contain 
nuclei 

7.5 ium 



Size 

Number about 5 x 10*^ per litre (5000000 
concer)tratior) per mm^) of blood 

Function The red cells carry haemoglobin, 
which combines with and carries 
oxygen from the lungs to the tissues. 
They also carry carbon dioxide from 
the tissues to the lungs, thus removing 
the principal material to which most 
organic substances are metabolized 
in the body. 



2. White blood cells, also called leukocytes 

Appearance round, each containing one nucleus 

and a few granules 
Size 9-20 Mm 

Number about 8 x 1 0^ per I itre (8000 per 
concentration mm^) of blood 

Function defence of the body against 
infection. 



3. Platelets, also called thrombocytes 



Appearance fragments of cells of various shapes 
(triangular, star-shaped, oval, etc.), 
with granules 

2-5itim 

about 300 X 10^ per litre (300000 



Size 

Number «^«.«„w*iw hc 
concentration per mm^) of blood 

Function important in the clotting of the 
^ blood. 
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Volume of blood in the human body 
An adult weighing 60 kilogranr^s has about ^Vi litres 
of blood. 

There is therefore no danger involved in taking V4 litre 
of blood for transfusion, and no risk in taking two 
10ml tubes or more for analysis. Make this clear to 
anxious patients when you take their blood. 




Clotting of biood 

When blood is collected in a glass tube it solidifies 
within 5-10 minutes, forming a clot; it has 
coagulated. 

If a special anticoagulant is added to the blood as 
soon as it is collected, clotting is prevented and the 
blood remains fluid. Examples of anticoagulants: 
fluoride oxalate, trisodium citrate, EDTA d-poms.^ 
salt solution, Wintrobe mixture (see page 465 et seq.}. 



What happens to clotted blood 

After several hours, clotted blood separates into two 

components: . 

1. fAje sera/n, a yellow liquid 

2. the dot, a solid red mass. 




What happens to unciotted blood 

Blood treated with an anticoagulant separates into 

t/vo liquid components: 

1 the plasma, a yellow liquid 

2 the blood cells, which sediment: 

* ~ a thin layer of white cells and a deposit 
of red cells. 




What is the difference between plasma and serum? 

- Plasma contains a soluble protein called fibrinogen. 

- Serum does not contain this protein. The 
fibrinogen is changed into insoluble fibrin, which 
together with the red ceils forms the clot. 



Principle 

Venous blood is collected from a vein in the arm with 
a needle and syringe. 



MATERIALS 

For disinfecting the skin 

— 70% ethanol, or tincture of Iodine 

— Cotton wool. 



For the venepuncture 

- A tourniquet of soft rubber tubing, 2-5 mm bore. 
~ Needles 

length: 30-40 mm 

diameter or gauge: 0.9 mm ( 20 gauge ) 
1.2 mm (18 gauge) 

bevel: medium. 

(Needle sizes are usually indicated by length and diameter.) 
For taking blood from children under five, 23 gauge 
(0.6 mm) or 25 gauge (0.5 mm) needles can be used. 
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Keep a stock of sterile needles in small glass tubes: the 
point should rest on a pad of non-absorbent cotton 
wool and the tube be plugged with the same material. 




For collection of blood 

(a) Syringes (of 2, 5, 1 0 or 20ml capacity) 

Check that the end of each syringe fits into the 
needle; 

P. « Pravaz*Record syringe 
L. = Luer syringe (American) 
LL = Lucr Lok syringe. 




(b) Bottles or tubes 

These should either be empty or contain an 
antigoaculant (for anticoagulants see pages 68-69). 
and should bear a mark corresponding to the 
^ |r requi amount of blood (e.g. at the SmI level). 




METHOD 

Read carefully the patient's request form, 

— Decide how much blood is needed. 

— Prepare the correct bottle or tube to be used for 
each test. 

Before taking the blood, wash your hands with soap 
and water . 



Patient in the laboratory 

Ask the patient to sit alongside the table used for 
taking blood. 

Lay his arm on the table, palm upwards, and support 
it by placing a small cushion under the elbow. 
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Patient in bed 

Lay the patient's arm in an outstretched position. 



Where to take the blood 

The correct site is the vein in the bend of the elbow, 
at Its thickest and most easily visible point, preferably 
one of the branches forming a Y just above their 
junction (1). 

If necessary, points 2, 3 and 4 can be used as alternatives. 





Using a syringe 

1 . Fix the needle on to the syringe, touching only the 
top f^f the needle. Test the needle and syringe to, 
make sure that the needle is not blocked and the 
syringe is airtight. 

Place the end of the needle In the sterile tube until 
ready for use. 



Apply the tourniquet. 



2. With the right hand, wrap the tourniquet firn.// 
round the arm and hold the ends. 



3. With the left hand, pull one of the ends across. 




4. Loop it under the main part of the tourniquet. 
The tourniquet should be just tight enough to slow 
down the blood flow in and distend the veins, 
but it must not be so tight that the blood flow in 
the arteries Is diminished. 




5. Ask the patient to open and close his hand several 
times, to swell the veins, 



6. Using the index finger of your left hand, feel for 
the vein where you will introduce the needle. 



7, Disinfect the skin with a swab dipped in tincture 
of iodine or ethanol. 



8. Take the syringe in the right hand, holding your 
index finger against the top of the needle. 



9. Position the needle with the bevel uppermost. 

Make the venepuncture entering the centre of 
the vein without hesitation. 



Important: 

Never approach.a vein from the side. 

Never introduce a needle with the bevel downwards. 
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You will feel the needle going through; 

(a) the layer of skin, which is resistant 

(b) then the wall of the vein, which is less 
resistant (more flexible). 



10. Push the needle along the line of the vein to 
a depth of 1-1 .5 cm. 




1 1 . With your left hand pull back the piston of the 
syringe slowly. Blood should appear in the syringe. 

Continue to withdraw the piston to fill the syringe 
with the amount of blood required. 





14. Ask the patient to press firmly on the cotton wool 
swab for 3 arm outstretched. 

Bending the arm back over the swab is no longer 
recommended (because of the risk of a haematoma). 




15. Remove the needle from the syringe. 

Fill the specimen tubes or bottles with the blood 
up to the mark. 

Invert the bottles that contain anticoagulant several 
times. 




16. Label the bottles clearly with: 

— the patient's name 

— the date 

— the patient's outpatient or hospital n. imber, 
if this is available. 

Rinse the needle and syringe at once with cold 
water. 




COLLECTION OF CAPILLARY BLOOD 

A few drops of blood taken from the finger (or toe in 
infants) are enough for certain laboratory examinations. 
Examples: 

— blood cell number concentrations ("count ) 

— erythrocyte volume fractions 

— haemoglobin estimation 

— detection of parasites. 

The following may be used: 

— disposable bipod lancets 

— sterile lanceti 
Hagedornneedles(No. 7or8). 

For the method of collecting capillary blood, see page 
189. 




STERILIZING OF LANCETS AND NEEDLES 



Clean lancets and needles are placed in small glass 
tubes plugged with non-absorbent cotton wool and 
sterilized in the autoclave or the dry-heat sterilizer. 



The number of leukocytes (white ceils) contained In 1 litre of blood Is called the leukocyte nu- ar concentration. 
(In traditional units, it is expressed as the umber of cells per cubic millimetre and is called thx, ikix , te or white 
cell "count".) 

Principle 

The blood is diluted in a leukocyte diluting fluid which: 

- haemolyses (destroys) the red cells 

- leaves the white cells intact. 

The leukocytes (white cells) are then counted in a counting chamber under the microscope, and the number of 
cells in every litre of blood is calculated. 

Purposes 

In certain diseases the number of leukocytes in the blood is altered. For example, in some infections there is 
a marked increase. 



MATERIALS . 

Pfpettes 

1 . Blood pipette graduated to the 50 /il (0.05 m! 

or 50 mm^ ) mark with rubber tubing and mouthpiece. 

the use of bulb pipettes is not recommended as they are 
inaccurate, difficult to use and clean, and more expensive. 

2. 1 ml graduated pipette. 




Different types of ruled chamber can be used, including: 

- improved Neubauer, preferably "bright-line" 

- Barker. 

The Thoma chamber has a small ruled area and is therefore 
not recommended for leukocyte counts. 

The counting chamber is covered with a special cover 
glass supplied with the chamber. 




Diluting fluid 

- Turk solution (reagent No. 55). 
Hand tally counter, if possible. 




Mf^THOD 



1. 



Pipetf 

bonie. 



^5 ml of dflutii1<i 



kiid into a small 
>M pipette. 




2. Draw venous or capillary blno^« to thn n OB ml mark 
of the blood pipette. Do rv 
enter. With venous blood er 
mixed by inverting the bottle ai and the 
anticoagulant (see page 68) repeatedly for about 
1 minute immediately before pipetting it. 




3. Wipe the outside of the pipette with absorbent 
paper. Check that the blood is still on the mark. 




4. Blow the blood into the bottle of diluting fluid. 
Rinse the pipette by drawing in and blowing out 
the fluid 3 times. 

The dilution of the blood is 1 in 20. 

Label the bottle with the patient's name or number. 




5. Attach the coverglass to the counting chamber, 
pressing it carefully into place. 

When tht covergiau it properly attached, coloured bands, 
called Newton's rings, appear between the two glass surfaces. 
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Mix well the diluted blood. 

Using a Pasteur pipette fill the counting chamber. 

Take care not to overfill beyond the ruled area. 

Important: If the liquid overflows into the channel 
between the 2 chambers, you must start again: 
remove the coverglass, clean it and the counting 
chamber, and refill with another drop. 



7. Leave the counting chamber m iH* bench for 
3 minutes to allow the cells to settle. 



8. Place the chamber on the stage of the microscope. 
Use the x 10 objective {x 6 or x 10 eyepieces). 
Reduce the amount of light entering the condenser 
by adjusting the iris diapb' m. Focus the rulings 
of the chamber and the leukocytes. 



Do not mistake pieces of dust for leukocytes. 



- Depth of chamber = 0.1mm 



Count the cells in an area of 4 mm^ using the 
squares numbered 1 , 3, 7 and 9 as shown in 
the diagram. 

Include in the count iV,o cells seen on the lines 
of two sides of eac^ square counted, as shown 
below. 

This square represents one of the four counted, 
i.e. 1, 3, 7 and 9. 




Calculate the number of cells in j .itreofbiu -u 

— Multiply the number of cells counted in the four squatc. / O.Of 

- Report the result as "number x 10^/1" 

Example: 

Number of cells counted =188 
Cells in 1 litre = (188 x 0.05) x 10^ 
Result reported: 9.4 x lOVl 



Explanation of calqulation 

Each of the four squares in which cells are counted has an area of 1 mm^; the total area is therefore 4 mm^ The 
chamber depth is 0.1 mm, therefore the volume in which cells are counted is 4 x 0.1 = 0.4 mm^. Thus division 
by 4 and multiplication by 1 0 will give the number of cells in 1 mm^ of diluted blood. Since the dilution is 1 in 
20, multiplication by 20 will give the number of cells in 1 mm^ of undiluted blood. Finally, there are 1 million 
(10^) cubic millimetres in 1 litre, so multiplication by 10^ will give the number of cells per litre of undiluted blood. 
This may be summed up as follows: 

^ cells counted x 10 x 20 

Cells per Iffre = — ^ — --^x 10^ 

4 

= coils counted x 50 x 10* 
= cells counted x 0.05 x 10' 

Example: 

188 cells are counted in the four squares. The number of cells per cubic millimetre of undiluted blood is therefore 

188x 10 x 20, 

. (= 188 X 50 = 9 400) 

4 

1 88 X 1 0 X 20 

and the number per litre is x 10* = 9400x 10* == 9.4 x 10' 



*The calculation and example are given in Si unit£. However, the traditional unit (number of cells per cubic millimetre) is also 
•xplatned in the text. (Multiplication of the number of cells counted by 50 gives the number of cells per cubic millimetre.) 
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(b) Using the Barker ruled chamber 

— Area of chamber = 9mm^ 

— Depth of chamber - 0.1mm 

Count the cells in an area of 4 mm^ using vhe. squares 
numbered 1,3,7 and 9, as shown in the diagram. 

Include in the count the cells seen on the lines of 
two siJes of each square counted (see page 363). 



Calculation and example: as for improved Neubauer 

ruled chamber. 
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RESULTS 
Normal range 



51 units Traditional units 

(cells X 1 0^ per litre) (cells per nnm^ ) 

A in 4000-10000 

Men and women 4-10 ^nXn innnn 

Children of 10 years 4-10 ^nm nMQ 

Children of 3 years 4-11 2n?^"U^ 

infan. (3-9 months) 4^15 /o I foSS 
Newborn infants lu-^u 



High values 

An increase in lue total number of circulating white cells is called leukocytosis. This can occu^ J^in^j," 
Dvoaenic bacterial infections. In leukaemia, leukocyte number concentrations of 50 x 1071 to 400 x 10 /1 
(50 000/mm' to 400 000/mm3),or even higher values, can be found. It '^^hen necessary whe^^ f SfrSl Tdllutinq 
number concentration, to use a greater dilution of blood - for example 0.05 m of ^lood and 1.95 ml ^^^^^ 
fluid which gives a dilution of 1 in 40. If this dilution is used, the number of cells counted is fT^^^'P 1?^ bV^^ 
iSd of by 0 .05 in order to give the number x 10" per litre (if traditional units are being used, multiply by 100 
instead of 50 to give the number per cubic millimetre). 

Low values 

A decrease in the total number of circulating white cells is called leukopenia This can "^^"/.^''^h certain 
includina tvohoid fever and malaria. Leukopenia is a so seen following treatment with certain drugs. When the 
eukocyte Sir c^^^^ is very low, it is necessary to dilute the blood less - for example, 0 05 ml of b ood 
and 0 4Tm7oTdi lut°ng^^^^^ which gives a dilution of 1 in 10. If this dilution is used, the number of cells counted 
fs multipiS by ^25 instead of by o'o5 to give the number x 10" per litre (if traditional units are being used, 
multiply by 25 instead of 50 to give the number per cubic millimetre). 



Correction for nucleated red cells 

Nucleated red cells or normoblasts (see page 403) are not normally present in the blood. They may, however 

be oS n the blo^ certain d seases such as sickle cell anaemia and other haemolytic anaemias. Normoblasts 

a^?nThaV:ol;sed°?^tte diluting fluid and are therefore counted with the leukocytes. When normoblasts are 

present in large numbers, the leukocyte number concentration must be corrected as, follows. 

Examine a thin Romanowskystained blood film (see page 393) and count the number of normoblasts seen for 

every 100 white cells. 
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No. of normoblasts counted 

X leukocyte number concentration 



100 + No. of normoblasts counted 
Example 

If 50 normoblasts are counted and the leukocyte number concentration is 16 x 10^/1, the number cohcentration 
of normoblasts is: 

50 

X 16 = 5.3 X 1071 



100 + 50 

and the corrected leukocyte number concentration is 16 — 5.3 = 10.7 x 107l. 



* In traditional units, the concentrations of normoblasts and leukocytes are expressed per cubic millimetre. In such units, the^ 
calculation for the example given would be: 

— X 16 000 = 5300/mm3 
100+50 

Corrected leukocyte or white cell count = 16 000 - 5300 = 10 700/mm^. 
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The number of erythrocytes (red cells) contained in 1 litre of blood is called the erythrocyte number 
concentration. (In traditional units, it is expressed as the number of cells per cubic milhmetre and is called 
the erythrocyte or red cell "count".) Accurate determinations of the erythrocyte number concentration are 
difficult to make with a counting chamber, and it is recommended that the erythrocyte volume fraction 
(haematocrit PCV) and the haemoglobin concentration be determined instead. However, the counting of red 
cells is described for places where the erythrocyte volume fraction cannot be determined. 



Principle 

The blood is diluted in a red cell diluting fluid. 
The red cells are counted in a counting chamber under 
the microscope, and the number of cells in every litre 
of blood is calculated. 



MATERIALS 



- Pipettes: 

(a) blood pipette (often called Sahli pipette) 
graduated to the 0.02 ml (20 mm*^ or 20iLil) 
mark, with rubber tubing and mouthpiece. 

The use of bulb pipettes is not recommended as they 
are inaccurate, difficult to use and clean, and more 
expensive. 

(b) 5 ml graduated pipette. 

- Counting chamber. Several counting chambers can 
be used; the use of the improved Neubauer ruled 
chamber will be described. 

- Diluting fluid - formaldehyde citrate solution 
(reagent No. 24;. 

- Hand tally counter, if possible. 




METHOD 

1 . Pipette 4.0 ml of diluting fluid into a small 
bottle, using the 5 ml graduated pipette. 




2. Draw venous or capillary blood to the 0.02 ml mark 
of the blood pipette. Do not allow air bubbles to 
enter. With venous blood ensure that it is well 
mixed by inverting the bottle containing it and the 
anticoagulant (see page 68) repeatedly for about 
1 minute immediately before pipetting it. 




3. Wipe the outside of the pipette with absorbent 
paper. 

Check that the blood is still on the mark. 



4. Blow the blood into the bottle of diluting fluid. 
Rinse the pipette by drawing in and blowing out 
the fluid 3 times. 

The dilution of the blood is 1 in 200, 

Label the bottle with the patient's name or 
number. 




5. Attach the coverglass to the counting chamber 
as described on page 361. 
Mix well the diluted blood. 
Using a Pasteur pipette, fill the two ruled areas 
of the chamber. Take care not to overfill beyond 
the ruled areas. 




Leave the counting chamber on the bench for 
3 minutes to allow the cells to settle. 

Place the chamber on the stage of the microscope. 
Use the X 10 objective, find the centre square of 
the chamber, then change to the x 40 objective 
to count the red cells. 




Coufrtirig ofred cells 

Using an improved Neubauer ruled chamber: 

Count the cells in an area of 0.2 mm^ , using the 
squares marked A, B, C. D and E. 

Include in the count the cells on the lines of two 
sides of each square counted as shown below. 

This square represents one of the five counted, i.e. 
A, B, C, DandE. 



if 



9 



9 



9 



9 




Calculate the number of cells in 1 litre of blood: 

~ Multiply the number of cells counted in the first group of five squares by 0,01 

- Do the same with the number of cells counted in the second set of five squares 

- Take the average of the two figures 

- Report the result as "number x 10*^/1" 

Example: 

Number of cells counted in (a) first ruled chamber = 390 
Number of cells counted in (b) second ruled chamber = 370 

Cells per litre (a) = (390 x 0.01 ) x 10*^ 
= 3.9 x 10^2 

Cells per litre (b) = (370 x 0.01 ) x 10*^ = 3.7 xlO*^ 
Average (result reported) = 3.8 x lO^Vl 



Explanation of calculation 

Each of the five squares in which cells are counted has an area of 0.04 mm^; the total area is therefore 0.2 mm^ 
The chamber depth is 0.1 mm, therefore the volume in which cells are counted is 0.2 x 0.1 = 0.02 mm . Thus 
division by 2 and multiplication by 100 (i.e. multiplication by 50) will give the number of cells per cubic millimetre 
of diluted blood Since the dilution is 1 in 200, multiplication by 200 will give the number of cells m 1 mm of 
undiluted blood. Finally, there are 1 million (10^) cubic millimetres in 1 litre, so multiplication by 10 will give 
the number of cells in 1 litre of undiluted blood. This may be summed up as follows: 

Cells per cubic millimetre = cells counted x 50 x 200 = cells counted x 10000 

Since the concentration of red cells is so high, it is easier to write it in millions. 

cells counted x 10000 
Cellsper cubic millimetre = 1 000000 "^'"'ons 

= (cells counted x 0.01) millions 

= (cells counted X 0.01) x 10^ 
The number of cells in 1 litre will be 10^ times this number, therefore: 
Cellsper litre = cells counted x 0.01 xlO^xlO*^ 
= cells counted x 0.01 x 10^^ 

Example: 

390 cells are counted in the first group of five squares. The number of cells in 1 mm^ of undiluted blood is 
therefore 390 X 0.01 x 10^ = 3.9 million. The concentration per litre of undiluted blood is 390 x 0.01 xlO , 

or 3.9 X 10»VI. 
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Normal range 



SI units: 
cells X 10*^ per litre 



Traditional units: 
millions of cells per 
cubic millimetre 



Men 4.5-5.5 4.5-5.5 

Women 4.0-5.0 4.0-5.0 

Children (4 years) 4.2-5.2 4.2-5.2 

Infants (1-6 months) 3.8-5.2 3.8-5.2 

Newborn infants 5.0-6.0 5.0-6.0 

Note that the numbers are the same in both SI units and traditional units - e.g., 5.0 x 10*Vl or 5.0 millions/mm^. However, values 
in traditional units are sometimes written out in full — e.g., 5000000/mm^ 

Low concentrations 

Patients with anaemia caused by red cell loss or red cell haemolysis will have low concentrations. 
High concentrations 

Patients who are dehydrated or have polycythaemia will have high red cell concentrations. 



CLEANING THE EQUIPMENT 

1 . Cleaning materials and preparations 

A wide range of cleaning materials should be kept for the maintenance of all the equipment: pipettes, counting 
chamber, coverg!ass, etc. The items recommended here are routine and easy to obtain: 

— rubber bulb and, if available, vacuum pump 

— 500 and 50 ml beakers 

— 95% ethanol. Ether. Acetone. 

— -''^ - 3Se?water- ::::::: ioooS. 

— Dichromate cleaning solution (reagent No. 16) 

— If available: sodium bicarbonate. 



2. Pipettes: daily cleaning 

(a) Soaking 

Soak pipettes in clean tap water. 

(b) Cleaning 

Using a vacuum pump, or rubber bulb, draw 
through each pipette the following: 

— dilute acetic acid (3 times) 

— clean water, distilled if plentiful (4 times) 

— air (hold the pipette tip upwards) 

— acetone (once) 

— air (to dry as much as possible). 

(c) Drying 

If possible use an incubator, leaving the 
pipettes overnight at 37 ""C in a container 
padded with non-absorbent cotton wool. 

If the pipette is required at once use: 

— water, preferably distilled 

— ether 

— dry completely in the air. 




Pipettes: monthly cleaning (more often if 
necessary) 

(a) Soak the pipettes in a beaker of dichromate 
cleaning solution for about 12 hours. 

(b) Rinse the outside, then the inside, with 
ordinary tap water. 

(c) Soak the pipettes in a beaker of weak sodium 
bicarbonate solution {approximately lOg/l; 1%) 
for 12 hours, 

(d) Clean as described under "daily cleaning". 





4. Blocked pipettes 

Try to force a fine nylon thread (000 type) 
through the mouth of the pipette while 
applying suction at the other end. 



If this fails, leave to soak for 12 hours in 
a beaker of dichromate cleaning solution. 




5. Cleaning of counting chambers and coverglasses 

Clean as soon as possible after use: 

- soak in a solution of detergent powder for 
2-3 hours 

— rinse well under running tap water 

- rinse with ethanol, if available 

— dry with a soft cloth. 

Never use scouring powder as it will scratch 
the ruled surface of the chamber. 



When several tests are done, clean^as soon as possible after use by rinsing in water and wiping with a soft clean 
cloth. Once a month the chamber needs a more thorough cleaning, as above. 
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Photometric Method 



Haemoglobin is the red pigment contained in the red blood cells. It consists of protein chains and iron-containinq 
molecules. It carries oxygen to the tissue cells of the body. 



Units of measurement 

Strictly, the SI unit for expressing haemoglobin concentrations is millimole per litre (mmol/l). When this unit Is 
used. It IS necessary to specify the chemical structure to which It applies, fn practice, this means that the term 

haemoglobin{Fe) should be used instead of the simple term "haemoglobin". However, as an interim measure 
before making the change to millimole per litre, some laboratories are using the unit "gram per litre" (g/l) When 
this unit is used, the simple term "haemoglobin" suffices, and it is not necessary to say "haemoglobin{Fe)" Values 
in gram per litre may be converted into values In millimole per litre by multiplying by 0.062. Example: 

haemoglobin 150 g/l X 0.062 = haemoglobin{Fe) 9.3 mmol/l 

In this manual calculations and values are usually expressed in both forms. It should be noted that if the unit 
gram per litre" is used, the values are 10 times larger than values in the traditional unit "gram per 100 ml" For 
example, 150 g/l = 15.0 g/1 00 ml. » k • • 



Principle 

The blood is diluted in Drabkin diluting fluid, which haemolyses the red cells, converting the haemoglobin into 
cyanmethaemoglobin. The solution obtained is examined in a spectrophotometer or colorimeter. Its absorbance 
IS proportionate to the amount of haemoglobin in the blood. 

The cyanmethaemoglobin photoelectric method gives the most accurate haemoglobin estimations. It shouldije 
used wherever possible. 



MATERIALS 

— Photoelectric colorimeter* or spectrophotometer 

— Pipettes 

(a) Blood (Sahli) pipette graduated to 0.02 ml 
f20mm^or 20//!) with rubber tubing and 
mouthpiece 

(b) 5 ml graduated pipette 

— Test-tubes 

— Drabkin diluting fluid (reagent No. 17). 

The reagent can be bought in tablet or powder forms to 
be dissolved in 1 litre of distilled water. If an analytical 
balance is available the reagent can be made in the 
laboratory (see reagent No. 17). The^solution can be kept 
for 1 month in a brown bottle. If the solution becomes 
cloudy, discard it. 

Drabkin diluting fluid must not be allowed to freeze, as 
this can result in decolorization with reduction of the 
ferricyanide. 

— Cyanmethaemoglobin Reference (Standard) 

Solution Gin be bought, or obtained from a reference 
laboratory. 

The concentration of a bought reference solution is usually 
given in milligrams per 100 ml (usually commercially 
labelled mg%). 

^Some photometers run either on mains electricity or on current 
from a motor-car battery. One model is supplied by UNICEF: 
ref. 09.309.98 (110 V - battery) or 9.310.00 (220 V - battery). 




A calibration curve must be prepared before the colorimeter can be used for haemoglobin estimations. From 
such a curve a graph can be prepared and a table made for the haemoglobm values. 



Method 



1. 



Calculate the haemoglobin value of the reference solution in grams per litre by using the following formula: 



concentration in mg/IOOmI x 10 
1000 



x251 



(Note- 10 is the factor for converting 100ml to 1 litre, 1 000 is the factor for converting milligrams to grams. 
inS?51 is the dilutloafacto^ when 0.02ml of blood is diluted with 5 mi of Drabk.n d.lutmg flu.d.) 
Since 10 x 251/1 000 is very nearly 2.5, the above formula can be simplified as follows:* 
haemoglobin value of reference solution in grams per litre = concentration in mg/lOOmI x 2.5 



Example 

Concentration of reference solution = 60mg/100ml 
Haemoglobin value = 60 x 2.5 
= 150g/l 



*lf a dilution 



of 1 in 200 is used (i.e. 0.02ml of blood and 4 ml of Drabkin diluting fluid), multiply by 2.0 instead of 2.5. 



2. Make a series of dilutions of the standard solution: 

- prepare 4 tubes and label 1 to 4 

- pipette into each tube as follows: 



Tube number 


1 


2 


3 


4 


Standard 

solution 


4.0 ml 


2.0 ml 


1.3 ml 


1.0 ml 


Drabkin 
fluid 




2.0 ml 


2.7 ml 


3.0 ml 


Dilution of 
standard 


Undiluted 


1 in 2 


1 in 3 


1 in 4 




3. Mix and allow to stand for 5 minutes. 



4. Read the dilutions in the colorimeter: 

- place a green filter (llford No. 625) in the 
colorimeter or set the wavelength at 540 
nanometres (nm) 

~ fill a matched colorimeter test-tube or cuvette 
with Drabkin diluting fluid and place in the 
colorimeter 

- zero the colorimeter 

- read the contents of tubes 1 to 4, using a 
colorimeter test-tube or cuvette. 

Make sure the needle returns to zero between each 
reading with Drabkin fluid. 




5. Prepare a graph, plotting the colorimeter readings 
of the diluted standard solutions against their 
concentrations. 

Example 

Reference solution concentration calculated as 15g/l 



Standard 
dilution 


Haemoglobin 
concentration 

(g/i) 


Absorbance 


Undiluted 


150 


35.0 


1 in 2 


150 

-^ = 75 


17.5 


1 in 3 


150 


11.5 


1 in4 


^ = 37.5 
4 


8.5 



6. From the graph: 

— make a table of haemoglobin values from 
20 to 180 g/l. 




Important: 

At the beginning of each day: 

— clean the matched colorimeter test-tubes or cuvettes 

~ fill one of the cleaned tubes with fresh Drabkin diluting fluid, which Is used to zero the colorimeter 
~ read a reference solution. This can be: 

(a) the fresh cyanmethaemoglobin reference solution used to calibrate the instrument, or 

(b) a reference grey solution previously calibrated against the cyanmethaemoglobin reference. 
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HAEMOGLOBIN ESTIMATION USING PATIENT'S 
BLOOD (cyanmethaemoglobin method) 

1 . Pipette 5 ml of Drabkin diluting fluid into a tube. 

Draw venous or capillary blood^to the 0.02 ml mark 
of a Sahii pipette. Do not allow air bubbles to enter. 
With venous blood ensure that it is well mixed 
by inverting the bottle containing it and the 
anticoagulant {see page 68) repeatedly for about 
1 minute imnisdiateiy before pipetting it. 




n 



Wipe the outside of the pipette. Check that the 
blood is still on the mark. 
Blow the blood into the Drabkin fluid and rinse 
the pipette several times by drawing up and blowing 
out the fluid in the tube three times. 



3. Mix the contents of the tube and leave for 5 
minutes. 




Zero the colorimeter, using Drabkin diluting fluid. 

Read the absorbance of the patient's diluted blood, 
using the colorimeter test tube or cuvette. 

If cloudiness appears in the diluted blood, this may 
be attributable to abnormal plasma proteins or to 
a high leukocyte concentration. Centrifuge the fluid 
before reading in the colorimeter. 

Using the table prepared from the calibration curve, 
record the haemoglobin in g/l. 



RESULTS NORMAL RANGE 



Haemoglobin(Fe) 
mmol/l 



Haemoglobin 

g/l 



Children at birth 
Children at 1 year 
Children. 10-12 years 
Women 
Men 



8.4-12.1 

7.0- 8.1 

7.1- 9.2 
7.1-10.2 
8.1-11.2 



136-196 
113-130 
115-148 
115-165 
130-180 
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Principle ^ 

This is a visual method for estimating haemoglobin. 
The test solution is compared with a series of 
coloured glass standards that show the amount of 
haemoglobin. 



MATERIALS 

— Haemoglobin comparator with standards to 
cover the range 3-1 3 g of haemoglobin per 
decilitre (g/dl) 

— Two comparator tubes 

— 0.05 ml (50 mm^ or 50 /il) pipettes 

— Haemoglobin diluting fluid. This is made by 
adding 0.4 ml of strong ammonia solution to 
1 litre of distilled water. 



METHOD 

1. Fill a test tube with 10ml of the diluting fluid. 



2. Draw venous or capillary blood to the 0.05 ml (or 
50 mm^ or 50 /il) mark of the blood pipette. Do not 
allow air bubbles to enter. With venous blood ensure 
that it is well mixed by inverting the bottle 
containing it and the anticoagulant (see page 68) 
repeatedly for about 1 minute immediately before 
pipetting it. 



3. Wipe the outside of the pipette, check that the 
blood is still on the mark, and wash into the 10 ml 
of diluting fluid. 

4. Mix the contents of the tube. 

The fluid will become a clear red as the red cells 
are haemolysed. The colour of the solution will 
not fade for a few hours. 

5. Fill one of the comparator tubes to the mark with 
the fluid. Lift the lid of the comparator and place 
the tube in the right-hand side oif the comparator. 



6. Fill the other comparator tube to the mark with 
the diluting fluid and place this in the left-hand 
side of the comparator. Close the lid. 



7. Holdingtheequipment with the front of the 
comparator directed towards the daylight, look 
down through the viewing aperture, as seen in 
the drawing. 




8. Daylight must be used, but do not hold the 
comparator in direct sunlight. 

9 Starting with the pale-coloured standards, compare 
each with the colour of the test solution, as seen in 
the left-hand side of the viewing aperture. 
When the colours are matched as closely as possible, 
make a final check by comparing with the standard 
on each side of the one selected. 

10. Read the haemoglobin value in grams per decilitre 
ig/dl) as shown on the disc used to rotate the 
standards. 




1 1 . When the colour of the test lies between two 
standards, make an estimate between the two 
values. 

If the test fluid is darker than the 3.0g/dl 
standard, report the haemoglobin as greater than 
3 Og/dl. Alternatively dilute the test, using equal 
volumes of test fluid and diluting fluid (2.5 ml 
test fluid and 2.5 ml of diluting fluid). Multiply 
the value obtained by 2. 

(Multiply by 10 to obtain the haemoglobin value 
in g/l, or multiply by 0.62 to give the haemoglobm 
(Fe) value in mmol/l.) 
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Inaccurate method 



PRINCIPLE 

The blood is diluted in an acid solution, converting 
the haemoglobin to acid haematin. The test solution 
is matched against a coloured glass reference. 



The Sahli method Is not an accurate way of estimating 
haemoglobulin. Not all the forms of circulating haemoglobin 
are changed Into acid haematin; the colour changes, when 
viewed visually, are not very great; and the brown colour 
of the standard is not a true match for an acid haematin 
solution. 

As some places still use this method it is described, but 
it is not recommended. 
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MATERIALS 

— Sahli haemoglobinometer 

— Sahli pipette (graduated to 20 mm^, i.e. 
0.02 ml, or 20Atl) 

— Small glass rod 

— Dropping pipette 

— Absorbent paper 

— 0.1 mol/l (0.1 N) hydrochloric acid (HCI) 
(reagent No. 32). 



METHOD 



1 . Fill the graduated tube to the 20 mark 
(or the mark 3 g/1 00 ml) with 0.1 mol/l 
HCI. 



2. Draw venous or capillary blood to the 0.02 ml mark 
of the Sahli pipette. Do not allow air bubbles to 
enter. With venous blood ensure that it is well 
mixed by inverting the bottle containing it and 

the anticoagulant (see page 68) repeatedly for about 
1 minute immediately before pipetting it. (Do not 
take the first drop of blood from the finger.) 

3. Wipe the outside of the pipette with absorbent 
paper. Check that the blood is still on the mark. 




4. Blow the blood from the pipette into the graduated 
tube of the acid solution. 
Rinse the pipette by drawing in and blowing out 
the acid solution 3 times. 
The mixture of biood and acid gives a brownish 
colour. 

Allow to stand for 5 minutes. 




Place the graduated tube in the haemoglobinometer. 
Stand facing a window. 

Compare the colour of the tube containing diluted 
blood with the colour of the reference tube. 

If the colour is the same as or lighter than that of 
the reference tube the haemoglobin value is 40g/l 
or less. 




If the colour is darker than that of the reference 
tube continue to dilute by adding 0.1 mol/l HCI 
drop by drop. 

Stir with the glass rod after adding each drop. 
Remove the rod and compare the colours of the 
2 tubes. 

Stop when the colours match. Distilled water can 
also be used at this 5tep instead of 0.1 mol/l HCI 
to continue the dilution of the blood. 




Note the mark reached. Depending on the type of 
haemoglobinometer, this gives the haemoglobin 
concentration either in g/lOOmI or as a percentage 
of "normal" (the latter type, illustrated, is not 
recommended). To convert g/100 ml to g/l, 
multiply by 10. To convert percentages to g/l, 
multiply by 1.46. 

Examples: 

ia) 14.8g/100mlx10 = 148g/l 
(b) 85% X 1.46 = 124 g/l 
(The Sahli method is so unreliable that factors for 
converting results into mmol/l are not given.) 
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Principle 

The total volume of the erythrocytes (red cells) in a given volume of blood divided by the volume of blood is 
called the erythrocyte volume fraction. For example, if the volume of the red cells in 1 litre (1 000 ml) of blood 
Is 450ml, the erythrocyte volume fraction is 450 ml/1 000ml = 0.45 \since the fraction is millilitres divided by 
millilitres, the unit "ml" cancels out, and the result is a simple decimal fraction with no unit). The remainder of 
the blood is made up almost entirely of plasma, together with a small volume of white cells (leukocytes). If the 
latter are ignored, the plasma volume fraction in the above example would be 550 ml/1 000 ml = 0.55 (note that 
0.45 + 0.55 = 1 .0, i.e. erythrocyte volume fraction plus plasma volume fraction 1 ). The erythrocyte volume 
fraction is therefore a measure of the proportion of red cells to plasma. It is used in estimating the mean 
erythrocyte haemoglobin concentration (see page 386), and is of diagnostic value in patients suffering from 
dehydration, shock, or burns. 

Before the introduction of SI units, the erythrocyte volume fraction was called either "haematocrit" or "packed 
cell volume" (PCV), and it was reported as a percentage rather than a decimal fraction. In the traditional system, 
the "packed cell volume" In the example given above would be 45%. Note that, in using SI units, the numerical 
value does not change, but becomes 0.45 instead of 45%. 



Macro scale 

The blood (mixed with anticoagulant) is placed in a 
graduated tube and centrifuged to pack the red cells. 
The level of the column of red cells is then read directly 
in the graduated tube. 




Micro scale 

The bjood is placed In a long capillary tube and 
centrifuged using a "microhaematocrit head" 
attachment. The level reached by the column of 
red cells is read with a scale reader. 

This method Is preferable: |t Is quicker, and blood 
from the finger can be used. 
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METHOD - MICRO SCALE 
Materials 

- "Microhaematocrit" centrifuge (electric), with 
a special flat head, to revolve at high speed 

- Specially designed scale for reading the results 
(usually provided with the centrifuge) 

- Capillary tubes containing heparin: 

- 75 mm long 

- 1.5 mm bore 

(they contain a deposit of dried heparin as 

anticoagulant). 
If venous blood mixed with EDTA dipotassium salt Is used the 
capillary tubes do not need to contain heparin; plairt tubes 
can be used. 

- Soft wax or plastic modelling clay (or a spirit lamp) 

- Blood lancet and ethanol for taking capillary blood. 






Taking capillary blood 

Using a blood lancet, draw blocKj by pricking: 

- the 3rd or 4th finger 

- or the lobe of the ear 

- or the heel (infants), 

after sterilizing the area with ethanol. 

The blood should flow freely or with very little 
pressure to the area. Wipe away the 1st drop with 
filter paper. 



Measurement technique 

1 . Apply the tip (circled with red) of the 
heparinized capillary tube to the drop of 
blood. 

The blood flows into the tube by capillarity. 
Fill about % of the tube. 



Plug the other end of the tube with soft wax 
(i.e., the end that has not come into contact 
with the blood). 

Check that it is completely plugged to a 
depth of about 2 mm. 
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METHOD - MICRO SCALE 



Materials 

- "Microhaematocrit" centrifuge (electric), with 
a special flat head, to revolve at high speed 

- Specially designed scale for reading the results 
(usually provided vy/ith the centrifuge) 

" Capillary tubes containing heparin: 

— 75 mm long 

— 1 .5 mm bore 

(they contain a deposit of dried heparin as 
anticoagulant). 

If venous blood mixed with EDTA dipotassium salt is used the 
capillary tubes do not need to contain heparin; plain tubes 
can be used. 

- Soft wax or plastic modelling clay (or a spirit lamp) 

- Blood lancet and ethanol for tak'ng capillary blood. 



Taking capittary blood 

Using a blood lancet, draw blood by pricking: 

— the 3rd or 4th finger 

— or the lobe of the ear 

— or the heel (infants), 

after sterilizing the area with ethanol. 

The blood should flow freely or with very little 
pressure to the area. Wipe away the 1st drop with 
filter paper. 



Measurement technique 

1 . Apply the tip (circled with red) of the 
heparinized capillary tube to the drop of 
blood. 

The blood fjows into the tube by capillarity. 
Fill about % of the tube. 



2. Plug the other end of the tube with soft wax 
(I.e., the end that has not come into contact 
with the blood). 

Check that it is completely plugged to a 
depth of about 2 mm. 



If wax or plastic modelling clay cannot be 
obtained, seal the end of the tube by heating 
it carefully over a spirit lamp. 

Leave to cool in a horizontal position. 



3. It is useful to have ready a numbered stand 
containing plastic modelling clay, so that each 
patient's tube can be stuck upright next to the 
corresponding number. 



4. Placethecapillary tubes in the numbered slots 
in the centrifuge head, making sure that the number 
on the slot corresponds with the specimen number. 

The end of the tube sealed with wax (or in a flame) 
should point outwards, away from the centre. 



5. Centrifuge at high speed. 



After centrifugation, the tubes will show 3 layers: 

— at the top, a column of plasma (P) 

— in the middle, a very thin layer of white cells 
{WO 

— at the bottom, a column of red cells (RC). 

The erythrocyte volume fraction reading is made 
exactly at the top of the column of red cells. 



Two commercially available reading devices, 
(a) a triangular form and (b) a spiral type are 
illustrated here. 



If no reading scale or device is available, you can make one yourself using graph Pf^^- 1^-20 cm ^^^^^ 
in millimetres. On the left-hand vertical edge, starting at the bottom make a series °! lO-'^-^^^^^l 
4 mm On the right-hand vertical edge, in the same manner, make 10 marks at intervals of 6 mm^ 
drTw'idJrplnXs connecting each'mark on the left margin to the corresponding mark on the rig^ 
In the left marqin opposite the bottom horizontal line of the graph paper, write 0 . Continue up the eft 
margin LTkinS^^ line you have drawn as follows: 0.1 , 0.2, 0.3, etc.; the top sloping line wMI be 
marked To In the r^ght margin, write the same numbers opposite the other ends of ^f^^ '''oP'^a „ 
^ga n using a ru eT, d?av^ a second series of sloping lines, but make them much lighter than the '^J ='«t o^ 
Each light line should be drawn exactly in the middle of the space between each pair of heavy " n«s^Finallv, 
followihq the prin^^^^^^ of the graph paper, draw a series of heavy vertical lines at intervals of about 3 cm 
Your scale SoK look ^ the one printed b^low. (Instead of making your own scale, you may, if you wish, 
use the one printed here for reading erythrocyte volume Inactions.) 



How to use the scale 



1 . Hold the tube against the scale so that the bottom 
of the column of red cells {not the bottom of the 
tube) is aligned with the horizontal zero line. 

2. Move the tube across the scale until the line marked 
1 .0 passes through the top of the plasma column. 
Check to make sure that the bottom of the red 
cell column is still on line 0; also check (by means 
•of the heavy vertical lines) to make sure that the 
tube is vertical. 

3. The line that passes through the top of the column 
of red cells gives the erythrocyte volume fraction 
(0.4 in the illustration). The light intermediate 
lines represent intervals of 0.05; if the top of the 
column of red cells is not on a line, but between 

a heavy line and a light line, its position can be 
estimated to the nearest 0.01 . 

Note: If your laboratory has not yet changed to SI units 
and is still using the traditional system, the same chart can 
be used. Simply read the numbers as percentages instead 
of fractions. For example, instead of "erythrocyte 
volume friction 0.4" report "packed cell volume 40%". 



TOP OF COLUMN OF PIASMA 




BOTTOM OF COUUMN OF 
RED CELLS 



Results 



Normal values 



Erythrocyte volume 
fraction 



Traditional system: 
packed cell volume 



Men 
Women 

Children (5 years) 
Infants (3 months) 
Newborn infants 



0.40-0.50 
0.37-0.43 
0.38-0.44 
0.35-0.40 
0.50-0.58 



40-50% 

37- 43% 

38- 44% 
35-40% 
50-58% 



Low values are found in patients suffering from anaemia: in men, the erythrocyte volume fraction is lower than 
0.4 and in women it is lower than 0.37 (packed cell volumes of 40% and 37%, respectively). 

High erythrocyte volume fractions are found in cases of loss of plasma, severe burns, dehydration, infant diarrhoea, 
and cholera (also, rarely, in polycythaemia). 



METHOD - MACRO SCALE 
Materials 

— Ordinary electric centrifuge, capable of sustaining 
a force of 2300^ at the base of the buckets 

— Special graduated tubes (Wintrobe tubes): 

— bore: 0.6cm 

— length: 9.5cm 

— calibrations: 0-100 

— Long fine capillary Pasteur pipette (long enough to 
reach tJie bottom of the tube) with rubber teat. 
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Collection of specimen 

Draw venous blood and add it to a tube of anti- 
coagulant (EOTA dipotassium salt or Wintrobe 
solution). 
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Method 

1 . Using the capillary pipette, fill the graduated tube 
with blood: 

- up to the 100 mark 

— making sure that no air bubbles form. 




2. Centrifuge for 30 minutes at a centrifugal force of 
2300^. If the rotor arm of the centrifuge (measured 
from the axis of rotation to the base of the bucket 
holding the tube) is 15 cm long, 3600r/min will be 
needed to attain this force; with a 20cm arm 
3100r/min will be needed. 

(Important: a force of less than about 2300^ 
will give a false result.) 




3. Read the level at which the red cells meet the layer 
of leukocytes. Make sure that the correct set of 
graduations is being used, upwards towards the 
100. The figure obtained is a percentage (the 
"packed cell volume"); divide by 100 to obtain 
the erythrocyte volume fraction. 




Results 

The normal values are the same as those given for 
the micro scale method. 



RELATIONSHIP BETWEEN ERYTHROCYTE NUMBER CONCENTRATION AND VOLUME FRACTION 

Normally, the erythrocyte number concentration (cells x 10^^ per litre) bears a certain relationship to the 
erythrocyte volume fraction. If C is the former, the erythrocyte volume fraction will normally be in the range 
{C~0.2)/10to{C-0.4)/10. 

Example: 

If the erythrocyte number concentration is 5 x 10^ VI. the erythrocyte volume fraction will normally be in the 
range {5 -0.2)/l0 to {5 -0.4)/10; that is, 0.48 to 0.46. 

(In traditional units, the relationship is similar, but the formula for calculating is slightly different: if C is the 
erythrocyte (red cell) count, the packed cell volume (haematocrit), as a percentage, will normally be in the range 
(Cx lO)-2to(Cx10)-4.) 



?oh?ILx»^>v"4ri[r'^^^'^ ERYTHROCYTE VOLUME FRACTION AND HAEMOGLOBIN 



I^Dre2LdKm\°lrf t« '^"^ haemoglobin concentration when the latter is 

haSnWn/pJT ^ i !'^'^;J^ the haemoglobin concentration is expressed in terms of millimoles of 
naemoglobin(Fe) per litre, the erythrocyte volume fraction is roughly 0.05 times the figure. 

Example: 

■ ^2olTm^-V'^QT^l°^''' concentration on ;Og/l will normally have an erythrocyte volume fraction of 
volume f??c'ti"on°w'm aboTt S.Sl'oS^^T^' — ^^^'^ ^ ^.Ommol/I. and the erythrocyte 



ADDITIONAL INFORMATION PROVIDED BY ERYTHROCYTE VOLUME FRACTION TEST 

Leukocytes (white cells) 

tWrlT HPt^mrnpfh leukocytes just above the column of red cells. Normally it is very thin; if it seems 
nV ™k« leukocyte number concentration. The layer will seem abnormally thick if the leukocyte 

number concentration is greater than 20 x lO'/l (20000/mm3). In cases of leukaemia, Xn the leukocyte 
m"mmet'°""T''°" ""'^ ~ 200000/mm3), the layer may be several 
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24. Mean Erythrocyte Haemoglobin Concentration 



The mean erythrocyte haemoglobin concentration is a measure of the average haemoglobin content of the red 
cells. U is expressed either in grams of haemoglobin per litre or in millimoies of haemoglobin(Fe) per litre,* and 
is calculated by dividing the haemoglobin concentration of the blood by the erythrocyte volume fraction. 



Examples 

(1) If haemoglobin is expressed in grams of haemoglobin per litre: 
haemoglobin = 150g/l; erythrocyte volume fraction = 0.43 

mean erythrocyte haemoglobin concentration = 150/0.43 = 349 g/I 

(2) If haemoglobin is expressed in millimoies of haemoglobin(Fe) por litre: 
haemoglobin(Fe) = 9.3mmol/l; erythrocyte volume fraction = 0.43 
mean erythrocyte haemoglobin concentration - 9.3/0.43 = 21.7mmol/l 

(Note: to convert values in g/I to values in mmol/l, multiply by 0.062 06. Thus, using the above example, 
349 g/I X 0.062 06 = 2 1 .7 mmol/l .) 



RESULTS 

Normally the mean erythrocyte haemoglobin concentration lies between the following limits: (a) lower ''"Tji^- 
haemoglobin 322 g/I or haemoglobin(Fe) 20 mmol/l; (b) upper limit: haemoglobin 371 g/I or haemoglobm(Fe) 
23 mmol/l. When the value falls within this range the red cells are said to be "normochromic' (i.e., of normal 
colour) Values below the lower limit of the normal range indicate that the red cells are "hypochrom;c (i.e., 
less coloured than normal) and are found in hypochromic anaemias. Values higher than the upper limit of the 
normal range should be suspect and the mean erythrocyte haemoglobin concentration should be determined 
again Red cells are never "hyperchromia (i.e., more coloured than normal), but they may increase in volume 
and thus be capable of containing more haemoglobin than normal; in this case the mean erythrocyte haemoglobin 
concentration may be as high as 380 g/I (haemoglobin(Fe) 23.6 mmol/l), but it never exceeds these values. 



Traditional units 

In the traditional system, the mean erythrocyte haemoglobin concentration was called "mean corpuscula^h 
haemoglobin concentration" (usually abbreviated to MCHC) and was expressed as a percentage. It was calculated 
by dividing the haemoglobin concentration of the blood in grams per 100 ml by the packed cell volume as a 
percentage, and multiplying by 100. Example: haemoglobin concentration, 15.0g/100ml; packed cell volume, 
43%; mean'corpuscular haemoglobin concentration = (15.0/43) x 100 = 34%. In this system, the normal range is 
32-36% and the value never exceeds 38%. 



*See note about expression of haemoglobin concentration on page 371. 
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25. Preparatic^."^ of Thin Blood Films 



Principle 

A thin smear is pn?pared by spreading a small drop 
of blood evenly on a slide so that there is only one 
layer of cells. 

After staining, blood films are used: 

- for determining leukocyte type number fractions 

— for detecting abnormal red cells 
~ for identifying certain parasites. 
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MATERIALS 

— Clean grease-free glass slides 



Making a glass spreader 

1. Select a slide with a perfectly smooth edge. 

2. Make a diagonal mark across the 2 corners at 
one end of the slide with a file. 

3. Snap off the 2 filed corners. 



SLIDE PREPARATION 

Slides to be used for thin blood films should be well 
washed and, if necessary, cleaned with ethanol/ether 
using a piece of soft cloth. 
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COLLECTION OF BLOOD SPECiMEN 

Tnke the blood from the 

— 3rd or 4th finger 

— on the side. 

Let the blood flow freely. First take samples for 
determining blood cell number concentrations (if 
requested). 



Important Do not take blood from: 

— the index finger or thumb 

— an infected finger (paronychia, etc.) 

— the ear (too many monocytes) . 

Use of anticoagulants 

Use only dried EDTA dipotassium salt solution; other 
anticoagulants alter the appearance of leukocytes. 
It is much better not to let blood stand in an 
anticoagulant before preparing the film. 



MAKING THE FILM 

1 . Collect a drop of blood about this size: 0 
by touching it lightly with one end of the slide. 



Hold the slide with one hand. Using the other 
hand, place the edge of the spreader just in 
front of the drop of blood. 




3. Draw the spreader back until it touches the drop 
of blood. 



4. Let the blood run along the edge of the spreader. 



5. Push the spreader to the end of the slide with a 
smooth movement (all the blood should be used 
up before you reach the end): 

Blood from patients with anaemia should be 
spread more rapidly. 




Check that the film is satisfactory (see A): 

— there should be no lines extending across or 
down through the film 

— the film must be smooth at the end, not ragged 
and lined as shown in 6 

— the film must not be too long 

— the film must not be too thick 

— the film must not contain holes because a 
greasy slide has beer used. 

A well spread film is of great importance. 
A badly spread film will give wrong leukocyte 
type number fractions and make it impossible 
to report red cell morphology. 




DRYING THE FILM 




Adequate drying is essential to preserve the quality 
of the film, especially in humid climates. 
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In the wet season (in the tropics) 

Dry the film by waving it rapidly about 5cm away 
from the flame of a spirit lamp; to the side and slightly 
above (but never directly over) the flame. 

If necessary, protect the blood film from flies. 






Mark the dry film with the patient's name or number. 
Write with a lead pencil on the thick part of the film 
not used for examination. 



FIXATION 



if the film is intended for determining leukocyte type number fractions, it is fixed in methanol or directly 
with May-Griinwald stain (see page 393). 

For detection of parasites (Giemsa or Field stain), the film is fixed in methanol (see pages 393 and 395). 



PRESERVATION 

Fix films with nr.ethanol. 

Wrap them individually in sheets of white paper (once they are dry). 




26. Staining of Thin Blood Films 



Principio 

Thin blood films are stained with Romanowsky stains, which contain meihylene blue dyes and eosin. 
The Romanowsky stains most widely used include: 

— Leishman and Wright, which giVe similar results and are used as individual stains 

— May-GrCJnwald and Jenner, which give similar results and are u«ed with Giemsa stain 

— Giemsa, which can be used as an individual stain or with May-GrUnwald or Jenner stains 

— Field A and B, prepared in water unlike the other stains mentioned, which are made up in methanol. Field 
stains are used for both thin and thick blood films. 

The methanol Romanowsky stains can be used to fix thin films before being diluted on the slides to stain the 
films. Better results are obtained by fixing first with methanol, then staining with pre-prepared diluted stains 
as described below. 



STAINING WITH LEISHMAN STAIN 
Materials 

— 2 glass rods either over a sink or over a staining tank 

— Measuring cylinder 50ml or 100 ml 

— Wash bottle containing buffered water (reaqent 
No. 12) 

— I nterval timer clock 

— Rack for drying slides 

— Leishman stain (reagent No. 35) 

— Methanol 




Method 

1 . Fix the thin blooa film with methanol for 2-3 
minutes. 



2. Prepare a 1 in 3 dilution of Leishman stain using 
1 part of stain and 2 parts of buffered water. Mix. 

Example: Use 10 ml stain and 20 ml buffered weter 

Prepare sufficient stain for one day's u xt only, as the diluted 
stain does not keep well. 




3. Cover the slide with the diluted stain for 7-10 
minutes. 



Important: The st'j'.ning time may need changing, especially 
when a new batch of stain is received or the stain has been 
stored for a long time. 



Wash the stain off in a stream of buffered water. 
Do not tip the stain off as this will leave a 
deposit of stain on the film. 



5. Leave clean water on the slide for 2-3 minutes 
to differentiate the film. 

The time taken for differentiation will depend on 
the stain and the pH of the water used. 

The pH is of vital importance in differentiating 
leukocytes with Leishman stain. It should be 
between'6.8 and 7.2, and preferably between 
7.0 and 7.2 (see page 61). 



6. Tip the water off and stand the slide in a draining 
rack to dry. 



Results 

In a well stained film: 

Neutrophils The cytoplasm stains faint pink and contains small mauve granules 
Eosinophils The cytoplasm stains faint pink and contains large red granules 
Monocytes The cytoplasm stains grey-blue 
Lymphocytes (large) The cytoplasm stains a clear blue 
(small) The cytoplasm stains a dark blue 
Basophils Many dark mauve-bjue granules fill the cell 
Red cells ^ Stain pink-red 
Platelets Stain mauve-pink. 



STAINING WITH MAY GRONWALD AND GIEMSA 



Materials 

As for Leishman staining. 

- May-Grunwald stain (reagent No. 37) 

- Giemsa stain (reagent No. 28) 

- Buffered water (reagent No. 12). 




Method 

1 . Fix the thin film with methanol for 2-3 
minutes. 



2. Prepare the stains as follows: 

— dilute May-Grunwald stain 1 in 2 using 
equal volumes of stain and buffered water. 
Mix. 

Example: use 10ml stain 

10 ml buffered water. 

- dilute Giemsa stain 1 in 10 using one 
volume of stain and 9 volumes of buffered 
water. Mix gently. 

Example: use 2 ml stain 

18 ml buffered water. 

Prepare sufficient of each stain for one day's use only, as the 
diluted stains do not keep well. 



3. Cover the slide with diluted May-Griinwald stain 
for 5 minutes. 



4. Tip the stain off and replace with diluted Giemsa 
stain for 10 myiutes. 

Important: The staining time may need changing, especially 
when a new batch of stain is received or the stain has been 
stored for a long time. • 



5- Wash th3 stain off in a stream of buffered water. 
Do not tip the stain off as this will leave a deposit 
of stain on the film. 



6. Leave clean water on the slide for 2-3 minutes to 
differentiate the film. 

The time for differentiation will depend on the 
stain and the pH of the water used. The pH should 
be between pH 6.8-7.0 (see page 61). 



7. Tip the water off and stand the slide in a draining 
rack to dry. 



Results 

As for Leishman staining 'see page 392). 



RAPID STAINING Or THIN FILMS WITH 
FIELD STAIN 

The staining of thin films with Field stain is different 
frcm the method used for thick films; Field stain B Is 
used before Field stain A. 



Materials 

- Field stains A and B (reagent No. 22) 

— Bottles or beakers containing clean tap water 
(buffered water is not necessary). 

Field stains A and B, undiluted, can be used for as long 
as they give good results. They should be filtered every 
2-3 days. 



Method 

1 . Fix the thin film with methanol for 2-3 mini/tes. 



2. Dip the slide into Field stain B and count up to 5. 
Drain and wash in the first container of tap water. 



3. Drain and dip into Field stain A and count up 
to 10. 

Drain and wash well in the second container of 
tap water. 



4. Examine the colour of the film. It should appear 
mauve, neither too blue nor too pink. 

If it is not satisfactory, return the film to Field 
stain A or B (either) for a few more seconds, as 
needed. 

If satisfactory, stand the slide in a draining rack 
to dry. 




Results 

Similar to staining with Leishman (page 392). 



ESSENTIAL PRECAUTIONS FOR SUCCESSFUL RESULTS 

Avoid the formation of deposits of stain. They appear on the film as masses of little black spots. 
Avoid poor staining, which makes the film too blue, too pink or too dark. 

1 . Perfectly clean glassware: Wash every day. Do not use acid. Remove stain deposits with methanol. 

2 Neutral water (buffered if possible): See preparation technique, page 61 . Acid water produces a picture 

that is too red; alkaline one that is too blue. Neutral water must be freshly prepared, for it becomes acid 

when exposed to air. 

3. Giemsa mixture: Prepare siowly and carefully. Shaking causes the stains to precipitate. 



HOW TO REMEDY POOR RESULTS 

1 . Stain deposits 

They are caused by May-Grunwald stain or neutr: ) water and car* be seen with the naked eye in the 
liquid on the slide. Drain off the stain. Rinse the slide twice in methanol. Dry and re-stam using fresh 
or filtered May-Griinwald stain. 

2. Deposits of Giemsa stain 

They are seen with the naked eye or under the microscope. Also rinse with methanol, but wash off 
immediately with neutral water. Dry and repeat the staining procedure from the beginning. 

3. Too much blue in film (basophilic staining) 

Prepare a solution of 1% boric acid in 95% ethanol. Rinse the slide twice in the preparation. Wash at 
once in neutral water. Dry and examine under the microscope without further treatment. Basophilic 
staining can usually be prevented by using buffered water at a more acid pH and, if necessary, altering 
the differentiation time. 
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27. Leukocyte Type Number Fraction and Examination of Leukocytes 



The leukocytes (white ceils) in the blood are not all identical. There are five main types of leukocyte, which 
differ in size, shape of the nucleus, colour of the granules in the cytoplasm, and other factors. The proportion of 
each leukocyte type k of diagnostic importance. The proportion of each type is called the leukocyte type number 
fraction. 



Principle 

100 leukocytes are counted, and the number of each 
type seen is recorded. The proportion of each leukocyte 
type is reported as a decimal fraction,* Example: 

neutrophils 0.56 

lymphocytes 0.25 

eosinophils 0.12 

monocytes 0.06 

basophils 0.01 
The total of all the fractions should 1 . 



MATERIALS 

- Microscope (x 5 or x 6 eyepiece and x 100 
oil-immersion objective - a x 40 dry objective 
with coverslips is also used) 

- Immersion oil 

- Well spread thin blood film stained with'-^ 
Romariowsky stain (see page 393) 

- If available, a special counting keyboard, or a bead 
counter made locally. 




*ln the traditional system, the leukocyte type number fractions 
are called the "differential leukocyte (or white cell) count", and 
the proportion of each type is reported as a percentage -~ e.g., 
neutrophils 56%, lymphocytes 25%, eosinophils 12%, monocytes 
6%, and batcphlli 1% in the example given above. 
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Counting the white cells 

1 . Begin the count near the end of the smear, just 
where the re<J cells are beginning to overlap. 

2. Examine a strip of the film, moving from one 
field to the next systematically, as shown. Record 
the type of leukocyte seen in each field. 

3. Count a total of 100 leukocytes. 




Check that the film is not too thick. 

If you see that the film is getting thick (red ceils very 
crowded), stop moving towards the front end; move 
. across and towards the end of the film. 




Examination of film for red cell and platelet 
abnormalities 

Examine the red cells (see page 407) and note the 
presence of any malarial parasites (pages 200-201). 

Examine the number of platelets, reporting them 
as "normal" (N), "low" (L), "high" (H). 
If the film is made from capillary blood the platelets 
(page 351) will probably appear clumped. 





2. Note the shape of the nucleus and its size in 
relation to the total area of the cell: 
- round R, lobed L, indented I. 



3. Note the appearance of the cytoplasm. 

Colour: 

— colourless 

— pink 

— pale blue 

— dark blue. 

Granules in the cytoplasm: ^ 

— neutrophil granules (N) — mauve, small 

— eosinophil granules (E) — orange-red, large 

— azurophil granules (A) — bright reddish-purple, 
quite large 

— basophil granules (B) — deep purple, very large 



4. Note the appearance of the chromatin of the 
nucleus: densely or palely stained. Also the 
position of the nucleus in the cell: central or 
eccentric. 



Vacuoles and nucleoli are round or oval areas, 
more or less distinct, that remain unstfJned or 
stain very faintly: 

- vacuoles (V) in the cytoplasm 

- nucleoli (N) in the nucleus. 



Normal cells 

Pofyr:)orphonuclearneutrophil cells (P) have: 

— a nucleus with severallobes 

- granules in the cytoplasm (hence their usual 
name: granulocytes). 

Lymphocytes (L) and monocytes (M) have: 

— a compact nucleus 

- with or without granules in the cytoplasm. 



la. POLYMORPHONUCLEAR NEUTROPHIL CELL 

Size 12-1 5 Mm 

Shape rounded, well defined 
Cytoplasm abundant, pinkish 
Granules mauve and very small, numerous but 
separate 

Nucleus several (2-5) lobes, linked by strands of 
chromatin. The chromatin appears as a 
uniform deep purple mass. 

{The older the cell, the greater the number of lobes in 
the nucleus.) 



lb. IMMA JURE POL YMORPHONUCL EA R 
NEUTROPHIL CELL 
rSAND FORM" OR "STAB CELL") 

Similar to the previous leukocyte except that the 
nucleus is not yet divided into lobes; it is often "S" 
shaped. 

If "stab" cells are seen, report their number fraction 
as for other types of leukocytes. 



2. POL YMORPHONUCLEAR EOSINOPHIL CELL 
Size 12--16;im 

Granules lar^, round, orange-red, numerous and 

closely packed 
Nucleus usually 2 lobes. 

Sometimes the cell appears damaged, with scattered 
granules. 



3. POL YMORPHONUCLEAR BASOPHIL CELL 
The rarest type of granulocyte. 

Size 11 -13 Mm 

Shape round 

Granules very large, round, deep purple, numerous 
but less closely packed than those of the 
eosinophils 

Nucleus difficult to see because covered by the 
granules 

Vacuoles occasional small colourless vacuoles in the 
cytoplasm. 



4. SMALL LYMPHOCYTE 

Size 7*10Mm 
Shape round 

Nucleus large, occupying most of the cell , 

chromatin dark purple, dense 
Cytoplasm very little visible; blue with no granules. 



5. LARGiii L YMPHOCYTE 

Size 10-15/zm 
Sfiape round or irregular 
Nucleus ovnl or round, may lie to one side of 
the cell 

Cytoplasm abundant, pale blue 

Granules few, quite large, azurophilic (dark red). 



& MONOCYTE 

Size 15-25 Mm: largest of the leukocytes 

Shape irregular 

Nucleus variable, often kidney-shaped, chromatin 

arranged in $t -ands, pale manve 
Granules fine, dust-like, usually reddish 
Vacuoles usually present in the cytoplasm. 

In patients suffering from malaria the cytoplasm often 
contains brownish-black masses. This is malaria pigment. 



Rare or abnormal ctllt 

7. PLASMA CBU 

Plasma cells produce antibodies. They may be seen in 
the blood film in measles, tuberculosis, other viral and 
bacterial infections and multiple myeloma. 

Size 12-^15 Mm 
Shape round or oval 

Nucleus roCind, eccentric, chromatin clumped, often 
In a wheel-like arrangement 

Cytoplasm dark blue with a pale-staining area round 
the nucleus 

Vacuoles numerous and very small; not easily seen. 

o ;■ r 
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ft NUCLEA TED RED CEL L (NORMOBLAST) 

An immature nucleated red cell normally found In 
the bone marrow. In certain diseases (anaemias) 
nucleated red cells can be seen in the blood film. 

Size 8-10 Mm 

Shape round or irregular 
Cytoplasm pink or greyish-blue, no granules 
Nucleus round, often eccentric, chromatin 
clumped, dense, dark-staining 



a IMMA TURE GRANULOCYTE 

An immature polymorphonuclear granulocyte of 
the bone marrow that passes into the blood stream 
in certain diseases (severe bacterial infections). It can 
be distinguished by the following features: 

Size 12-1 a Mm 

Nucleus single without lobes, chromatin varying 
in colour from dark red to purple 

Cytoplasm pale blue or pink 

Granules many, large, mauve or dark red. Toxic 
granulation may be seen, in which the 
granules are very large and darkly stained. 

There are also immature cells without granules and 
with nucleoli: see No. 12 below. 



10. HYPERSEGMENTED POLYMORPHONUCLEAR EAR 
NEUTROPHIL CELL 

An "old" polymorphonuclear neutrophil cell that 
looks like a normal cell except that its nuclei have 
5-10 lobes and are often larger in size. 

Such neutrophils can be seen in patients with 
macrocytic anaemia, caused by folic acid or 
vitamin B-12 deficiency. 



//. ATYPICAL LYMPHOCYTE 

Atypical lymphccytes can be seen in viral infections, 
especially infectious mononucleosis {glandular fever), 
whooping cough and measles. They are also found in 
tuberculosis and severe malaria. 

■./"•' 

Size very variable, 12-18pm 

Shape usually irregular 

Nucleus round or irregular, often lying to one 

side of the cell; nucleoli may be seen 
Cytoplasm usually darker blue than that of the 

large lymphocyte; dark edges to the cell. 



12. BLASTCELL 

The earliest (most immature) of all the types of 
leukocyte. It can be seen in the blood films of 
patients with leukaemia. 

Size large, 15-25/ifn 

Nucleus large, round, pale mauve, always 

containing 1-5 nucleoli 
Cytoplasm dark blue, with a clear unstained area 

round the nucleus. 



13. MEGAKARYOCYTE 

The parent cell of the platelets found in the bone 
marrow. 

Size very large, 60-1 00 /im 
Nucleus very i^tegular, greatly lobulated but 
dense 

Cytoplasm full of fine granules, mostly azurophilic, 
and platelets 

The cell wall is not clearly defined. 
(Very rarely found in the blood.) 



COUNTING METHODS 

Using a special counting machine with keys 
These machines have keyboards with a key for each 
type of leukocyte; the nu.Tiber of each type is 
registered automatically. They are expensive. 




Using bead counter boxes 

A counting box like the one shown opposite can 
be made locally. It consists of: 

— 5 boxes labelled as foilows: 
N = neutrophils 

E = eosinophils 
B = basophils 
L = lymphocytes 
M = monocytes. 

- a 6th box containing 100 beads (or beans or 
maize grains), used for counting. 




Using a pencil endpaper 

To record the different typ^s of leukocytes as they 
are counted, proceed as follows: 

Draw up a table with: 

(a) 5 vertical columns {N, E, B, L, M) and 

(b) 10 horizontal lines (see model opposite). 

When 10 strokes have been made in the first line, 
go on to the next. Thus, when the 10th line has been 
completed, you know that you have counted 100 cells. 

Then add up the total for each vertical column. 



These totals give the percentage of each type of 
leukocyte. The totals are turned into decimal fractions 
by placing a decimal point two digits to the left (in 
some cases this may necessitate the insertion of a 
zero). Thus 59 becomes 0.59, 8 becomes 0.08, 
1 becomes 0.01 , 28 becomes 0.28, etc., as in the last 
line of the illustration. These decimals are the number 
fractions of each leukocyte type and are the results 
that are reported when SI units are used. 
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RESULTS 





Normal ranges for following age groups* 




Newborns 


After 4 days 


1-4 years 


10 years 


Adults 


Polymorphonuclear neutrophils 


0.55-0.65 


0.40-0.48 


0.36-0.48 


0.45-0.55 


G. 55-0.65 


Polymorphonuclear eosinophils 


0.02-0.04 


0.02-0.05 


0.02-0.06 


0.02-0.05 


0,02-0,04 


Polymorphonuclear basophils 


0 -0.01 


0 -0.01 


0 -0.01 


0 -0,01 


0 -0.01 


Lymphocytes 


0.30-0.35 


0.40-0.48 


0.44-0.54 


0.38-0.45 


0.25-0.35 


Monocytes 


0.03-0.06 


0.05-0.10 


0.03-0.06 


0.03-0.06 


0.03-0.06 



one with a majority ^ infants and 

of lymphocytes children under 10 

The distribution of different ^ 
leukocyte types thus shows 2 

principal patterns ^ one with a majority ^ adults, children 

o\ polymorphonuclear over 10 and newborns 

neutrophils 



Each different type of leukocyte may be reported in terms of number concentration (i.e., number of cells per litre) 
instead of as a number fraction. The number concentration is calculated by multiplying the number fraction of 
a particular leukocyte type by the total leukocyte number concentration. Example:** 

Leukocyte number concentration = 5x107l 

Neutrophil number fraction = 0.42 

Neutrophil number concentration = 0.42 x 5 x 10'* = 2.1 x 107l 



Abnormal findings 

(a) NEUTROPHILIA: an increased proportion of neutrophils (above 0.65). Particularly in acute infections. 

(b) EOSINOPHILIA: an increased proportion of eosinophils (above 0.05). Almost always suggests a parasitic worm 
infection localized in the tissues: schistosomiasis, filariasis, hookworm, ascariasis, etc. Can also be caused by 

an allergy. 

(c) LYMPHOCYTOSIS: an increased proportion of lymphocytes (above 0.35). Found in certain virus infections 
(measles, etc.), certain chronic infections (malaria, tuberculosis, etc.) and some toxic conditions. 

(d) MONOCYTOSIS: an increased proportion of monocytes (above 0.06). Found in certain bacterial and parasitic 
infections such as typhoid fever, malaria and kala-azar. 

(e) NEUTROPENIA: a decreased number of neutrophils. May occur in certain infections and sonie other diseases. 



'The values are given in SI units - i.e., as number fractions. To obtain values in traditional units (i.e., as percentages), multiply each 
value by 1 00. 

••In traditional units, the calculation is made by multiplying the percentage of neutrophils by the total leukocyte (white cell) count 
and dividing by 100. Example: 

Total leukocyte count = 5 000/mm 

Percentage of neutrophils = 42% 

"Absolute neutrophil count" = (42 x 5 000)/100 = 2 lOO/mm* , 



28. Abnormai Red Cells: Microscopical Examination 



In certain diseases, especially anaemia, the red ce^ls 
may have an: 

— abnormal shape 

— abnormal size 

— abnormal colour. 



MICROSCOPICAL EXAMIIMATIOIM 

Where to look at red cells 

Just before the end of the film: this is where they 
are spread out just touching one another but not 
overlapping. 



Wrong 

Here the film is too thick; the red cells are too 
closely packed. 





NORMAL RED CELLS 
Size 7-8 Mm 

Shape round, occasionally slightly irregular 
Staining periphery deep pink, centre pale pink 
or almost colourless. 



TARGETCELLS 

Size 6-8 Mm 

Shape round or slightly irregular 
Staining centre and rim stain well, but between 
them there is a colourless ring. 

Seen in thalassaemia, sickle-cell anaemia and other 
anaemias caused by abnormal haemoglobins, and in 
iron-deficiency anaemia. 




NUCLEATED RED CELLS (NORMOBLASTS) 

Size 8-10 Mm 

Shape round, but often irregular 

Nucleus small, deep purple, often eccentric 

nucleus, chromatin dense 
Cytoplasm pink or greyish-blue 

Seen in severe anaemias, for example sickle-cell 
anaemia, in severe bacterial infections and in 
leukaemias. 
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SICKLE CELLS 
Shape 



elongated and narrow, often with one or 
both ends curved and pointed. 



Seen in sickle-cell anaemia and sickle-cell thalassaemia, 
along with nucleated red cells, target cells and often 
macrocytes. 

Examination of sickle cells in wet preparations is 
described on page 411. 
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AN/SOCYTOSiS 

This term is used to describe a condition in which red 
cells of different sizes are present in the sarre blood, 
e.g. red cells of S/xm mixed with small red cells of Spim. 

Seen in many types of anaemia. 




POIKILOCYTES 

Red cells of different shapes in the sane blood, e.g. 
a mixture of round, oval, triangular, pear-shaped, 
indented. 

Seen in many types of anaemia. 




MICROCYTES (m) 

Small red cells measuring about 5/xm. 
Seen often in iron-deficiency anaemia. 

MACROCYTES (M) 

Large red cells measuring 9-10/xm. 

Seen in macrocytic anaemias caused by folic acid or 
vitamin B-12 deficiency, and in certain liver diseases. 

Large red cells staining pale blue-mauve (polychromasia) 
are reticulocytes (see page 414). 
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H YPOCHROMIC CEL LS (A) 

Size normal or slightly smaller than normal 
Staining only the periphery of the cell stains, owing 
to lack of iron 

Seen in iron-deficiency anaemia. 



, SPHEROCYTES (S) 

Size 
Shape 
Staining 



small (GiLtm) 
perfectly round 

uniform, the whole cell evenly and more 
darkly stained. 



Seen in haemolytic anaemias. 




ELUPTOCYTES 

Size normal (8 Mm) 

Shape oval 

Staining darker at the periphery (especially at the 
poles) 

Seen very occasionally. Found in hereditary 
eliiptocytosis. 



RED CELLS CONTAINING HOWELL JOLLY 
(HJ.) BODIES 

Red cells containing one or more large purple 

granules (nuclear remnants). 

Do not confuse with platelets lying on the cells. 

RED CELLS CONTAINING CABOT RING BODIES (€} 

Red cells containing thin red lines in the form of loops 
or figures of eight. 

Do not confuse with malaria parasites. 



RED CELLS CONTAINING BASOPHILIC GRANULES 

Red cells containing a number of fine purple-blue 
granules. 

Do not confuse with stain deposits. 





Note: Whenever you find red cells that look abnormal and are 
difficult to identify, refer the film to a specialist. 
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29. Test for Sickle Ceils 



Principle 

One drop of blood is mixed with nr-e dmp of a 
sodium metabisulfite reagent on s<^% f the red 
cells contain an abnormal haemoglobin catW 
haemoglobin S, they will become sickle-shaped or 
half-moon shaped. 

The reagent removes oxygen from the cells, allowing 
sickling to take place. 

Haemoglobin S is an inherited abnormal haemoglobin. 
If inherited from both parents it causes sickle-cell 
anaemia, a serious disease. If inherited from only one 
parent it causes sickle-cell trait, which does not usually 
cause disease. 

The sickle-cell slide test docs not distinguish between 
sickle-cell anaemia and sickle-cell trait. 

Haemoglobin S occurs mainly in tropical Africa but 
also in the Middle East and among Ame^ts^ Negroes. 



MATERIALS 

- Glass slide and coverglass 

- Pasteur pipette (or dropping pipette) 
~ 20 g/l sodium metabisulfite - fresh 

(reagent No. 48) 

- Container to prevent drying of the 
preparation, such as a Petri dish. 




TECHNIQUE USING SODIUM METABISULFITE 

1 . Place a small drop of capillary blood (about 
0.02 ml) in the centre of a slide. 




Add an equal drop of the sodium metabisulfite 
solution. 




3. Mix carefully with the corner of the coverslip. 

Cover with the coverslip, making sure that 
no air bubbles form. 



Place in a Petri dish that has wet filter paper 
in the bottom. Support the slide on two sticks. 

Note: When using a reducing reagent such as 
sodium metabisulfite it is not necessary to seal 
the preparation. 





5. Wait 15 minutes. 

Examine under the microscope (x 40 objective). 

If the result is negative, re-examine after a further 
15 minutes, then after 1 hour and 2 hours. 



Results 

Negative result: the red cells remain round. 



Positive result: the red cells become sickle-shaped 
or banana-shaped (a), often with spikes (b). 

It is important to examine several parts of the 
preparation, as sickling can occur more quickly in 
one part than In another. 
Do not mistake for sickle-cells cells lying on their 
side or crenated cells. 
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OTHER METHODS 

1 . The test can be carried out on venous blood 
provided it is freshly collected (1-2 hours) 
into an anticoagulant (EOTA dipotassium salt). 

2. Tube method: commercial reagents are available 
for this method. 




Important: 

If the slide test is positive a thin blood film should 
be examined. Patients with sickle-cell anaemia have 
irreversibly sickled cells, nucleated red cells, target 
cells, marked polkilocytosis and often macrocytosis. 
Patients with sickle-cell trait are not usually anaemic 
and^ave a normal red cell morphology. Whenever 
possible haemoglobin electrophoresis should be 
carried out to confirm a diagnosis of sickle-cell 
disease. This can be done in a reference laboratory. 
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30. Reticulocytes 



Reticulocytes are immature red cells that pass into the blood stream from the bone marrow. The number of 
reticulocytes in the blood indicates the degree of activity of the bone marrow, and when the marrow is very 
active (as in anaemias) their number increases. 



Principle 

Reticulocytes contain fine granules that can be stained with brilliant cresyl blue. A btood film is stained with 
this dye and a certain numher of red cells observed under the microscope. From this observation, either (a) the 
number of reticulocytes per litre M blood or (b) the proportion of red blood cells that are reticulocytes is 
calculated. 





MATERIALS 

— Slides (grease-free) 

— Glass spreader 

— Small test-tubes 

— Funnel 

— Filter paper 

— 2 Pasteur pipettes with teats 

— Hand tally counter, if available 

— Saturated solution of brilliant cresyl blue 
(reagent No. 9). 



METHOD 

1 . Filter a little of the cresyl blue solution into 
a test-tube. 

In the bottom of another tube place: 

— 2 drops of the filtered cresyl blue solution. 




3. Add to the tube containing 2 drops of cresyl blue 
solution: 



— 2 drops of blood. 



4« Mix by gently shaking the tube. 

Plug the tube with non-absorbent cotton wool. 
Leave for 15 nninutes. 



5. Take the tube and shake it gently. 
Remove one drop of the mixture. 
Place it on a slide ready for spreading. 



Make a thin smear of the mixture with the 
spreader. 




7. Dry the smear In the air. 



Examine the smear using the oil-immersion 
objective. Look at the end of the smear, where 
the red cells should be well separated from each 
other. 

Red cells stain pale blue. 

Reticulocytes are red cells that contain fine, deep- 
violet granules arranged in a network (reticulum). 
Reticulocytes may contain granules (1) or 
filaments (2). 



9. Using the x 100 oil-immersion objective, examine at least 100 red cells. Keep a carefu count of a> Jje ^ota^ 
number of red cells examined and (b) the number of this tota that are reticulocytes 'Counting s ea^r lU^ 
size of the microscope field is reduced. This can be done by placing in the eyepiece a small circular piece ot 
stiff black paper in which a hole about 5 mm in diameter has been punched.) 

10. Some haematologists prefer reticulocytes to be reported in terms of """^ber concentration (^^^^^^^ 
reticulocvtes oeHitre of blood), whil* others prefer them to be reported in terms of number fraction une 
proSiSXd c^^^^^ on the pra^ice in your laboratory or the specification 
of the requesting physician, make the calculatiwv^ foi'ows: * 

(a) Number concentration. To calculate this, you rnust know tht .tal 6? ,= «wte "^^^f 

If C is the latter (omittinq the "x 10' Vi") and n ♦he numberof ret^f«y«es seen ,„ mmym 500 
erythrocytes, the reticulocyte number concentrati#fl ss C x 2a7 x 10 /I. Example: 

erythrocyte number concentration =4.5x10' " 

number of reticulocytes seen in counting 500 erythfocytes - b 

reticulocyte number concentration = 4.5 x (2 x 6) x 10 /I 

= 4.5x 12x lOVl 

= 54 X lO'/l (report this result). 

(b) Number fraction. To calculate this you do not need to know the erythrocyte number concentration. 

If /HsfhrSber of reticulocytes seen in examining 500 erythrocytes, the reticulocyte number fraction 
is 2rj X 10'\ Example: 

number of reticulocytes seen in counting 500 erythrocytes = 6 
reticulocyte number fraction = |2x6', xlO"' = 12x10 •. 

Note: If more than 500 erythrocytes are examisted on the blood "Im, the calculation wi.i have to be adjusted accordingly. 
Normal range 





reticulocyte number 
concentration** 


reticulocyte number 
fraction 


Infants at birth 
Adults and children 


lOOx lO'/l -300x lOVl 
8 X 10^/1 -110 X lOVl 


20 X 10"^-60x 10"^ 
2x 10"^-20x 10**^ 



•The calculations (and the table of normal ranges) are given in SI units. Traditionally, reticulocytes have '^en reported in the form 
of^r«ntaS (i.e Sfe^^^^^^^^^ expressed a, a percentage, of the erythrocytes In the blood that are ^^^'culocyte ). H 500 
^TrocvtM U o^ onths blood film, and n of them are reticulocytes, the percentage of erythrocytes is calculated by 
3S « S ol^^ E«mple^ if 500 erythrocyte, examined, 25 are reticul«x:ytes. The percentage of retjculocy^es is then 
25 X 0.2 = 5%. Tlie normal range for infants at birth is 2.0%-6.0%, and that for adults and children is 0.2%.2.0%. 
••Approxim«tt Values. The concentration depends on the erythrocyte number concentration; see table on page 369. 



OTHER STRUCTURES THAT CAN BE SEEN IN THE BLOOD FILM 

The blood film stained with brilliant cresyl blue that is used for the reticulocyte determination may also show 
the following bodies: 

Haemoglobin H bodies. These, If present, will be seen as pale blue dots, variable in size; unlike the reticulum of 
the reticulocytes, they occur in most of the red cells. They are found in alpha thalassaemia intermedia or 
haemoglobin H disease. 

Heinz bodies. These, if present, will be seen as blue granules, variable in size, lying to one side of the cell, near 
the cell membrane. They occur in glucose-6-phosphate dehydrogenase deficiency following treatment with 
certain drugs. 
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31. Erythrocyte Sedimentation Rate (ESR) 



Principle 

Blood collected into an anticoagulant is placed in a 
long graduated tube held in a vertical position. 

The red tolls settle to the bottom leaving a layer of 
plasma above. 

The height of the column of plasma after 1 hour 
indicates the sedimentation rate of the erythrocytes 
(red cells). 



MATERIALS 

- Westergren ESR tube: 

- internal diameter 2.5 mm 
^ graduated from 0 to 200 mm (often marked 
1 to 20, 1 corresponding to 10, 2 to 20, etc.) 

- Westergren stand 

- Anticoagulant: 38 g/l (3.8%) trisodium citrate 
solution (reagent No. 54) (keep in refrigerator) 

- 5 ml graduated syringe 

- Timer. 
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METHOD 

1 . Place in a tube or bottle: 

- 0.4 ml of the trisodium citrate solution. 




2. Collect venous blood.* 

Apply the tourniquet as loosely as possible; 
puncture the vein at once and release the 
tourniquet. 

Collect into a syringe: 
- 2 ml of blood. 

*8lood priviouily collected Into a bonJc w?ith EOTA 
dipotiisium tttt cm alio be uied for thii test. 
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Remove the needle from the syringe and add 

1 .6 ml blood to the bottle containing anticoagulant 

(marked to contain a total of 2.0 ml). 

Shake gently. 

Measurement of the ESR should begin within 
2 hours of collection of the blood. 





4. Draw the citrated blood into the Westergren tube 
(using a rubber bulb if possible) up to the 0 mark. 



5. Place the tube in the Westergren stand, making sure 
that the tube is completely upright. 

Check that there are no air bubbles in the tube. 

Qh§€K that the stand is level. 



Wait one hour (set the timer to ring)^^n note the 
height of the column of plasma in mrvi^raduations 
starting from the 0 mark at the top oflhe tube. 
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RESULTS 

The result is expressed as follows* 
ESR mm/h. 



Normal range 

Men: 1-10 mm/h 
Women: 3-14 mm/h. 



ESR and anaemia 

If the patient has a deficiency of red cells measurement 
of the ESR is of little value. 

It is pointless to measure the ESR for patients who 
have an erythrocyte volume fraction of less than 0.3 
(packed cell volume of less than 30%). 



ESR and dehydration 

If a patient is dehydrated measurement of the ESR 
has little value. 

Increased ESR 

Any disease that produces plasma protein changes will 
increase the ESR. 

Chronic infections also do so. 

Very high ESR values occur in: 

— tuberculosis 

— trypanosomiasis 

— malignant diseases. 

In normal pregnancy the ESR is raised. 



Temperature of the test 

The ESR increases with the temperature (from 23 ''C). 
In hot countries make sure that the stand is not 
placed in a warm part of the laboratory (e.g. not in the 
sun). 

Washing Westergren tubes 

Rinse in water, then leave to soak in clean water for 
12 hours. 

Dry completely (in the incubator at 37 ''C, if possible). 
Do not use washing powder, acids or ethanol. 
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32. Bleeding Time: Duke Method 



Principte 

A smalt cut is made with a lancet in the lobe of the 
ear. Blood flows from the puncture; the time it takes 
for the bleeding to stop is measured. 

The test is performed: 

— for the diagnosis of certain haemorrhagic disorders 

— before surgi^^l operations 

— before liver or spleen puncture. 



MATERIALS 

- 1 sterile blood lancet 

- Ether 

— 1 slide 

— Filter (or blotting) paper 

~ 1 stopwatch, if available, otherwise a watch 
with a second hand. 




METHOD 

1 . Gently clean the lobe of the ear with cotton wool 
and ether. Do not rub. 

Allow to dry. 




Puncture the ear lobe deeply. 
Start the stopwatch. 

The blood should flow freely, without need 
to squeeze the ear lobe. 



3. After 30 seconds: 

Collect the 1st drop of blood on a corner of 
the blotting paper. 

Do not touch the skin with the paper. 




Collect the 2nd drop of blood in the same way, 
i\ little further along the strip of paper. 



5. Continue to collect one more drop of blood 
every 30 seconds. 

The drops become progressively smaller. 



6. When no more blood appears stop the stopwatch 
(or note the time on the watch). 

Another method is to count the number of drops 
on the blotting paper and multiply by 30 seconds. 

For example: there are 7 drops. 

The bleeding time is 7 x 30 seconds ^ 3V2 minutes 



RESULTS 

Report the bleeding time to the nearest half minute. 

Mention also the normal range for the method used. 

Example: bleeding time 3V2 minutes (Duke normal 
1-5 minutes). 

Norma) range " 
— 1-5 minutes 

If the bleeding time is prolonged examine a 
Romanowsky-stamed thin blood film (see page 
391) to see whether the platelets appear few in 
number (venous blood must be used). 



33. Whole Blood Coagulation Time: Lee and White Method 



Principle 

Venous blood is collected in a glass tube. 

The time it takes for the blood to coagulate (clot) 

is noted. 

The test is of limited value, as it detects only 
severe clotting factor deficiencies. 




METHOD 



1 . Collect just over 2 ml venous blood using a 
plastic syringe. 

Venepuncture must be carried out quickly and 
well. 

Start the stopwatch as soon as the blood enters 
the syringe. 




2. Remove the needle from the syringe and fill each 
tube with blood to the 1 ml mark. 

Plug both tubes with non-absorbent cotton wool. 

Place them in the water bath at 37 ^^C (or in the 
vacuum flask of water kept at that temperature). 




3. After 3 minutes remove the 1st tube from the 
water batH. 




Tilt the tube at an angle of 45° to see whether 
the blood has clotted. 

4. If the blood has not clotted, return it to the water 
bath and examine it at 30-second intervals to see 




5. After the blood in the first tube has clotted, 
examine the second tube immediately. 

The blood in the second tube usually clots very 
soon after the blood in the first tube. Stop the 
stopwatch, or note the time. 

The coagulation time is reported as the clotting 
time of the second tube. 



RESULTS 

Record the clotting time in minutes to the nearest 
half minute. 

Normal rangs 

— 5-12 minutes. 

A patient with a prolonged clotting time should be 
referred to a specialist centre for further investigation. 
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34. Clot Retraction and Lysis Time 



Principle 

The whole blood coagulation time is measured as 
indicated on page 423. 

The tubes are kept: 

— for observation of the retraction of the clot 

— for measurement of the time it takes for the clot 
to dissolve (lysis). 

These tests are carried out: 

— for the diagnosis of certain haemorrhagic disorders 
" before and after surgical operations. 



METHOD 

1 . Leave the tubes In the water bath (or at room 
temperature). 

Examime the clot: 

— after 1 hour 

— after 2 hours 

— after 3 hours 

— after 4 hours. 

The clot normally remains solid during the first 
4 hours, though it begins to retract, usually in 
the first hour. 



W4 


j 0 









2. After 4 hours examine the clot. 

It will have retracted, the red cell mass 
separating from the yellow serum. 
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RESULTS 

(a) Normal retraction 

The red clot is well separated and, at the 
surface, is attached to the sides of the tube. 
There may be a small deposit of red cells in 
the bottom of the tube; It should not be 
more than 5 mm thick. 
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(b) Abnormal retraction 

1 . There may be a small red clot at the bottom of 
the tube, not necessarily attached to the sides of 
the tube. It is surrounded by sedimented red cells 
and covered by supernatant plasma/serum. 

- The blood is deficient in fibrinogen. 



2. There may be a red clot that remains almost 
completely attached to the sides of the tube and 
has retracted very little, if at all. Hardly any serum 
has exuded. 

- The blood is deficient in platelets. 

(Examine a Romanowsky -stained thin blood film, 
using venous blood, see page 391.) 



3. There may be a yellow clot: clotted plasma. 
Beneath it is a poorly retracted red clot. 

— This plasma coagulation is caused by 
abnormal plasma proteins. 



4. There may be no clot at all or a yellow clot that 
forms very slowly over the red cell deposit. 

— There is a serious clotting factor deficiency 
such as can occur with haemophilia. 

Haemophilia is a hereditary haemorrhagic disease 
affecting males. 

Report the clot retractio j as: 

— normal 

— abnormal, with a description of the clot. 



Lysis time 

Examine the clot: 

— after 12 hours 

— after 24 hours 

— after 48 hours 
~ after 72 hours 

until lysis occurs; that is, until the clot dissolves 
completely and all the red cells sink to the bottom 
of the tube. 
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Results 



Normal clot lysis time 72 hours or more. 
Reduced clot lysis time 1 -48 hours. 

In cases of acute fibrinolytic diyiase the clot may 
dissolve in 1-4 hours. 

Report the clot lysis time in hours. 
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D. BLOOD CHEMISTRY 



35. Blood and CSF Glucose Estimation: C ihotoluidine Method 

Principle 

The proteins are first precipitated by trichloroacetic acid. The glucose in the filtrate reacts with the 
orthotoluidine reagent to give a green colour. This is then measured in a photoelectric colorimeter. 
A blood glucose (sugar) estimation is required to help in the diagnosis of diabetes mellitus or any other 
condition in which there is abnormal carbohydrate metabolism. In diabetes mellitus there is a deficiency 
of the hormone insulin, which controls sugar metabolism in the body. In this disease glucose is usually 
found in the^i-'ne (see page 311). CSF sugar estimation is required to help in the diagnosis of meningitis 



MATERIALS 

- Glucose reagents (reagent No. 29) 

(a) trichloroacetic acid, 30 g/l (3%) 

(b) orthotoluidine reagent 

(c) benzoic acid, 1 g/l (0.1%) 

(d) glucose stock reference solution 

(e) glucose working reference 

- Colorimeter 

- Whole blood (capillary or venous), plasma or serum, taken from a fasting patient* 

- Conical tubes and larger size test-tubes (able to hold 20 ml) 

- Pipettes graduated 0.1 ml (lOO/il), 1.0ml, 5.0ml 

- Boiling water bath 

- Control serum. A control serum should be used with each batch of tests. If the result of the control 
serum is correct, it can be assumed that the patient's results will also be correct, 

* If venous blood is used, it is advisable to use fluoride oxalate (reagent No. 23) as the anticoagulant. This will prevent 
the glucose from being destroyed in the blood. nrevem 
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METHOD 

1. Into a conical centrifuge tube pipette 1 .9 ml of 
trichloroacetic acid solution. 

2. With a 0.1 ml blood pipette deliver 0.1 ml of 
whole blood, serum or plasma (B in the drawing) 
at the bottom of the tube ~ that is, under the 
trichloroacetic acid solution (A in the drawing). 
The trichloroacetic acid solution will become 
cloudy where it makes contact with the blood, etc. 

3. Raise the pipette and draw clear trichloroacetic acid 
solution into it in order to wash out all traces of 
blood, plasma or serum. 

4. Expel the trichloroacetic acid solution from the 
pipette into the centrifuge tube. 

5. Mix well (the entire solution will become cloudy) 
and allow to stand for 5 minutes. 

6. To sediment the precipitated proteins and obtain 
a clear supernatant fluid, centrifuge at maximum 
speed for 5 minutes. 

Note: Trichloroacetic acid is corrosive. Use It with care. 
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7. Take 3 (or more if needed) large test-tubes and 
label as follows: 

- Blank tube -B 

- Reference tube - R 

- Patient tube - P 

Note: if more than one estimation Is being carried out. 
label each of the tubes with the name or number of the 
patient. 



8. Pipette into each tube as follows: 

— Blank — 1 .0 ml of distilled water 

— 5.0 ml orthotoluidine reagent 

— Reference — 1.0 ml of working glucose reference 

solution 

— 5.0 ml ortho£oluidine reagent 

— Patient — 1.0 ml supernatant fluid 

— 5.0 ml orthotoluidine reagent 

Note: The orthotoluidine reagent is corrosive; use. if possible, 
a rubber bulb to draw up the fluid in the pipette. 



9. Mix the contents of each tube. 

Place all the tubes in a boiling water bath 
for 10 minutes to allow the green colour 
to develop. 



10. Remove the tubes and allow them to cool in a 
beaker of cold water for 1 5 minutes. 

^/leasure the colour produced in a colorimeter at 

a wavelength of 630 nm: 

~ place the orange-red filter in the colorimeter 

- fill the colorimeter test-tube or cuvette with 
the solution contained in the tube marked 

B (blank) and place in the colorimeter. 

- adjust the reading of the colorimeter to zero 
with the cuvette containing solution B in 
place 

- pour solution B out of the cuvette, rm.se the 
latter with a small amount of solution R 
(reference), pour this out, and fill the cuvette 
with solution R; place the cuvette in the 
colorimeter and read the absorbance,i4R 

- pour solution R out of the cuvette, rinse the 
latter with a small amount of solution P 
(patient), pour this out, and fill the cuvette 
with solution P; place the cuvette in the 

Q colorimeter and read the absorbance, y4p. 
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CALCULATION 

Calculate the concentration of glucose in the blood or cerebrospinal fluid as follows:* 
<a) Blood 

Concentration of glucose = Mp/4r) x 11.1 mmol/l (millimoles per litre) 
<b) Cerebrospinal fluid 

Concentration of glucose = [AplA^) x 2.78 mmol/l 

Note: If a control serum has been included, make the calculation for that serum in exactly the same way, substituting An 
(absorbance of the control solution) for in the formula. 



Normal range 

The normal ranges of blood glucose concentration in fasting patients are approximately as follows: 
venous blood, serum, or plasma: 3-5 mmol/l 
capillary blood: 3.3-5.5 inmol/l. 

The normal range in cerebrospinal fluid is approximately 2.5-4.2 mmol/l. 
High and low concentrations 

If unusually high or low glucose concentrations are found, the test should be repeated in order to confirm the 
results, as described below. 

Concentrations higher than 1G.5mmol/l: Dilute solutions B (blank) and P (patient) with an equal quantity of 
9[acial acetic acid. Using diluted solution B in the cuvette, set the colorimeter reading to zero. Then read the 
absorbance >4p with diluted solution P in the cuvette. Recalculate the glucose concentration, using the new 
value oi Ap and the value o^Ar that was obtained previously. Multipiv the result by 2 (because solution P 
has been diluted 1 in 2) to obtain the true glucose concentration. 

Concentrations lower than 2.2 mmol/l. If values as low as this are obtained, the entire test should be repeated. 
In step 1, use 1.8 ml of trichloroacetic acid solution (instead of 1.9 ml), and in step 2 use 0.2 ml of blood, 
serum or plasma (instead of 0.1 ml). Perform the teot and calculate the result exactly as before. Divide the 
result by 2 to obtain the true glucose concentration. 



/T^V^i traditional units blood glucose concentrations are calculated by the formula 

{Ap/A^) X 200 - concentration in mg/IOOmI; CSF glucose concentrations are calculated by the formula {Ap/Af^) x 50 = 
concentration in mg/IOOml. Approximate normal values are: venous blood, 55-90mg/100ml; capillary blood 60-100 mg/ 
100ml;cerebrospinal fluid, 45-75mg/100ml. k y , u 
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36. Urea Estimation: Diacetyl Monoxime/Thiosemicarbazide Method 



Principle 



The proteins are first precipitated by trichloroacetic acid. The urea in the filtrate reacts with diacetyl mono; 
in the presence of acid, oxidizing reagent and thiosemicarbazide to give a solution coloured red. This is then 
measured in a photoelectric colorimeter. 

Urea is a waste product formed in the liver following the breakdown of proteins. It passes into the blood, is 
filtered out by the kidneys and excreted in the urine. 

If the kidneys do not remove the urea the amount of urea in the blood is increased. This can happen if the ^ 
tubules become damaged or if the volume of blood flowing through the kidneys is reduced. 



MATERIALS 

- Urea reagents (reagent No. 56): 

(a) Trichloroacetic acid, I00g/l (10%) 

(b) Stock diacetyl monoxime 

(c) Stock thiosemicarbazide 

(d) Working diacetyl monoxime/thiosemicarbazide 

(e) Acid reagent 

(f) Blank reagent 

(g) Urea stock reference solution 

(h) Urea working reference solution. 

- Colorimeter 

- Patient's serum, plasma, or blood (in EDTA dipotassium salt solution) 

- Conical tubes and test-tubes able to hold 20 ml 

- Graduated pipettes 0.5ml (if possible) or 1 ml, 2ml, 5ml, 10ml 

- Small 25ml measuring cylinder (if possible) 

- Boiling water bath 

- Control serum. 

A control serum or a pool of patients' serum should be used with each batch of tests. If the result of the 
control serum is correct, it can be assumed that the patient's results will be correct also. 



1 . Prepare the colour reagent immediately before use, using a 1 in 6 dilution of the working diacetyl 
monoxime/thiosemicarbazide reagent in the acid reagent. 

Example: The blank tube, reference tube, and patient tube will each require 5 ml of colour reagent. 



METHOD 



Acid reagent 



Working 
diacetyl monoxime/ 
thiosemicarbazide 



Therefore: For 1 urea estimation use - 
For 2 urea estimations use — 
For 3 urea estimations use — 



15ml 
20 ml 
25 ml 



3 ml 

4 ml 

5 ml 



Mix the reagent in a large test-tube or small flask 
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2. Pipette into a conical centrifuge tube: 

- 0.8 ml distilled water 

- 0.2 ml whole blood treated with EDTA 
dipotassium salt, or serum or plasma. 

Mix. 




3. Add * ml of 10% trichloroacetic acid and mix. 
The mixture will become cloudy. 

To sediment the precipitated proteins and obtain 
a clear supernatant fluid, centrifuge for 5 minutes 
at high speed. 




4. Take 3 (or more if needed) large test-tubes and 
label as follows: 

- Blank tube - B 

- Reference tube - R 

- Patient tube - P. 



Note: If more than one estimation is being carried out, label 
each of the P tubes with the name or number of the patient. 




5. Pipette into each tube as follows: 
~ Blank - 0.5 ml blank reagent 

— 5.0 ml freshly prepared colour 
reagent 

— Reference - 0.5 ml working reference solution 

— 5.0 ml freshly prepared colour 
reagent 

- Patient — 0.5 ml supernatant fluid 

— 5.0 ml freshly prepared colour 
reagent. 




7. Remove the tubes and allow to cool in a beaker of 
cold water for 10 minutes. 
Measure the colour produced in a colorimeter at 
a wavelength of 520 nm: 

- place the green filter in the colorimeter 

- fill the colorimeter test-tube or cuvette with 
the solution contained in the tube marked 

B (blank) and place in the colorimeter 

- adjust the reading of the colorimeter to zero 
with the cuvette containing solution B in place 

- pour solution B out of the cuvette, rinse the 
latter with a small amount of solution R 
(reference), pour this out, and fill the cuvette 
with solution R; place the cuvette in the 
colorimeter and read the absorbance,^R 

- pour sol /tir 1 R out of the cuvette, rinse the 
latter with 3 small amount of solution P 
(patient), pour this out, and fill the cuvette 
with solution P; place the cuvette in the 
colorimeter and read the absorbance,^p. 





CALCULATION 

Calculate the concentration of uroa in the blood as follows:* 

Urea concentration = {Ap/An) x 16.7mmol/l (millimoles per litre). 



Normal range 

The normal blood urea concentration range is approximately 3-7 mmol/l. 

High values . u cm-A 

^h^rST SyasSre, but divide the result by 2 to obtain the true urea concentration. 

II.- o nu.an in <;i iiniu In traditional units blood urea concentrations are calculated by the fo' mula 
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E. BLOOD TRANSFUSION 



37. Blood Groups: Theory 



The purpose of blood transfusion is to enable a patient to receive blood with safety. This involves: 

— findinii out what group or type of blood he has 

- carefully matching his blood against that of a suitable donor (cross-matching). 



A80 SYSTEM: 4 GROUPS 



Subject's 
blood group 



Antibodies in 
the plasma 



Antigens in 
the red cells 




Antigen A exists as a strongly reacting antigen called A,, and a weakly reacting antigen called A2. This 
therefore further divides the groups A and AB into the following subgroups: A|, A,B, A2 and A2B, 




RHESUS SYSTEM: 2 MAIN GROUPS* 



Rh Positive Rh Negative 



The red cells contain D antigen No D antigen 

Persons who are Rhesus negative do not normally have anti-D antibody in their plasma. 

Rhesus antibodies may be produced in persons who receive Rhesus antigens they do not already have. This 
can be by blood transfusion or pregnancy. 

Other blood group systems 

li, Lutheran, P, Lewis, MN, Kidd, Kell, Duffy, etc. These are less important for the prevention of haemolytic 
disease in the newborn and transfusion reactions. 

*The Rhesus system is a complex blood group system con sisting not only of antigen D, but also of other Rhesus antigens; for 
example antigens C, E, c, e. 

ERIC 43g 435 



BLOOD TRANSFUSION REACTIONS: ABO SYSTEM 

Example: Group A donor 
Group 8 receiver. 

The red blood cells of the donor A are destroyed by 
anti-A antibodies in the blood of the receiver B. 
A serious reaction results. 




AVOIDANCE OF ACCIDENTS 

1. Group the blood of each donor and receiver very carefully: 

- by testing the red cells (for antigens) with known anti-A, anti-B and anti-AB grouping sera (see page 437). 

- by testing the plasma or serum (for antibodies) with known test cells of A, B and 0 groups (see page 443). 

- by testing the red cells for the Rhesus factor with known anti-D test serum (see page 448) and when 
necessary with other specific antisera for the Rhesus system (in specialized laboratories). 

2. Select the right blood group to be given to a patient. Whenever possible a patient should receive his own blood 
group. 

In smaller hospitals, and especially in cases of emergency, a patient may need to receive blood of another 
group. The following rules apply: 

- Group A patient Should receive group A blood and, if not available, group O 
" Group B patient Should receive group B blood and, if not available, group O 

- Group AB patient Should receive group AB blood and, if not available, group A, group B, or group O 

(in that order of preference) 

- Group 0 patient Can only receive group O blood. 

3. Carefully cross-match the serum of the patient against the red ce!ls of the donor (compatibility test), to make 
sure that the blood is safe to give. 

4. Work alongside an experienced person until you have sufficient practical and theoretical knowledge to work 
with safety and responsibility. 
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38. ABO Grouping with Antisera 



Principle 

The red cells are tested with 3 antisera: 

— anti-A serum 

— anti-B serum 

— anti-AB serum. 

The test can be performed: 

— on a slide 

— in a test-tube (particularly in doubtful cases). 



A. TESTING BY THE SLIDE METHOD 
Materials 

— Dropping pipette (calibrated: 20 drops per ml) 

— Pasteur pipettes with teats 

— Beakers 

— Centrifuges 

— Grease pencil 

— Sodium chloride solution (reagent No. 45). 

— Tubes 50 X 1 1 mm for washing red cells 

— Control red cells of Group A, Group B and 
Group O. 

Antisera: anti-A, anti-B and anti-AB: 

Store as instructed by the manufacturer, either at 

4 °C or in the freezer compartment of the refrigerator. 

If the antiserum appears cloudy, it is probably infected 
with bacteria and must not be used. 

Keep opened bottles in the refrigerator at 4 "C. 
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1. Collection of blood: separation 
Use: 

(a) Venous blood collected into an anticoagulant 
(EDTA dipotassium salt): 

— centrifuge for 5 minutes at high speed 

- draw off the plasma with a Pasteur pipette. 
Keep it for grouping with known red cells 
(see page 443). 




(b) Coagulated venous blood: 
tube: 



5-1 0 ml in a glass 
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— allow the blood to clot (for rapid clotting 
place an applicator stick in the blood and 
leave for 15-20 minutes at 37 °C) 

— centrifuge for 5 minutes at high speed. 
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- draw off the serum with a Pasteur pipette. 
Keep it for grouping with known red cells. 




(c) Capillary blood: 

- place 3 drops of 38g/l trisodium citrate 
solution (reagent No. 54) in a test-tube 

- collect 10 drops of blood immediately into 
the citrated tube: it will not coagulate. (This 
is a useful method for infants.) 




2. Washing the red blood cells 

Mix: 

— 5 drops of the red cell deposit 

— 2 ml of sodium chloride solution. 

Centrifuge at high speed. 

Draw off the supernatant fluid and throw it away. 
Again add: 

— 2 ml of fresh sodium chloride solution. 
Shake gently. 

This gives a 10% suspension of red cells. 





3. The test 

Prepare and label 3 slides. 
Place: 



on slide No. 1 

1 drop of 
anti-A serum 



on slide No. 2 

1 drop of 
antl'B serum 



on slide No. 3 

1 drop of 
antl-AB serum 
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Add to each slide: 




of the 10% suspension of red cells to be tested. 



Mix the preparation on each slide: 

— with a wcKDden applicator 

— with the rounded end of a small test-tube 

— or with a corner of a slide. 

Use a fresh wooden applicator for each slide, or clean 
the test-tube between each slide. Do not transfer the 
mixture from one slide to the next. 

Avoid coming into contact with the blood of the patiijnt or the 
donor {danger of infectious hepatitis). 




Tilt the slide backwards and forwards to complete the 
mixing. Read within 2 minutes, but take care that no 
evaporation has taken place as it may cause false 
agglutination. 




Reading of result 

Positive agglutination { + ) 

Little clumps of red cells are seen floating 

separately in a clear liquid. 

Agglutination should occur in under 2 minutes. 

Negative reaction (—) 

No agglutination of the red cells. 




ResulU 



Slide 1 


Slide 2 


Slide 3 


Subject's 


anti-A 


anti'B 


anti'AB 


group 








Group A 








Group B 








Group AB 








Group 0 
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Important: 

A blood b ^ cmnai be determined by this method 

alone (with antiseraj. 

A secof^iiw he carried out on the subject's 
plasma or serum using known red cqIIs (see page 443). 
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B. TEST-TUBE METHOD 



Grouping by the test-tube method takes longer and requires more equipment, bui the results are more reliable. 
For that reason many blood transfusion centres use only the test-tube technique. When the slide method is 
used all doubtful cases or results that are difficult to read must be checked by the test-tube method. 
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Materials 

The same as for the slide method, plus: 

— small test-tubes, with a facie 

— a concave microscope mirror. 



1 . Washing the red cells (3 times) 
Mix: 

- 2 drops of the red cell deposit 

- 4 ml of sodium chloride solution. 

Centrifuge at high speed. 
Draw off the supernatant fluid. 

Add: 

- 4 ml of fresh sodium chloride solution. 
Shake gently to form a suspension. 

The result is a 2% suspension of red cells. 



2, The test 

Label 3 tubes with the serum number. 
Place in the tubes: 



No. 1 

1 drop of 
anti-A serum 



No. 2 

1 drop of 
anti-B serum 



No. 3 

1 drop of 
antl-AB serum 



Add to each tube: 
— 1 drop of the 2% suspensior. 
be tested. 
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ted cells to 






3. Incubation without centrifuging 

Let the tubes stand for / hour at room 
temperature. 



4. Technique using centrifuge (rapid method) 

Let the tubes stand for 15 minutes at roonr 
temperature. 

Then centrifuge for 1 minute at low speed. 



1 
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5. Reading the reaction 

Shaking the bottom of the tube gently, examine 
the deposit of red cells. The concave mirror can 
be used. 




6. Positive agglutination (+) 

The red cells form one or more clumps with 
a clear supernatant fluid. 

Negative reaction {—) 

The red cells resuspend easily, without any visible 
clumping. 




CONTROLS 

The antisera used should be controlled by testing: 

— anti-A and anti-B antisera against known group A, 
group B and group 0 red cells, using the test-tube' 
method. 



DOUBTFUL REACTIONS - ERRORS 

1 . Reading results under the microscope 

In cases of weak agglutination, place a drop of 
the red cell serum on a slide and examine it under 
the microscope (x 10 objective). 

(a) Clear agglutination: 

large clumps of red cells on a clear background 

|b) Weak agglutination: 

smaller clumps of red cells with some free 
cells in the field 

(c) No agglutination: 

all the red cells are free. 



2. 



To disperse rouleau formation, add 2 drops of 
sodium chloride solution to the drop of the red- 
cell-serum mixture on the slide. Examine under 
the microscope. In false agglutination the rouleau 
disperses but in true agglutination the clumps 
remain. 
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Rouleau formation 

The red cells are not agglutinated but are piled 
up on each other like a stack of plates or coins. 
This gives the appearance of a false agglutination. 
It is difficult to distinguish with the naked eye. 




Storage of antisera 

1 . Before use: as directed by the manufacturer. ^ 

2. After opening the bottle: in the refrigerator at + 4 C. 

3. Always keep the bottles tightly closed, and leave 
them as little as possible at room temperature. 

4. Contaminated serum looks cloudy and whitish. 
Examine a drop under the microscope with the 

X 40 objective. If it contains bacteria, throw the d i ^ 

antiserum away. ^ - O 
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39. ABO Grouping with Standard Red Cells 



Principle 

The serum or plasma to be grouped is tested against 
3 suspensions of known red cells: 

— group Ai red cells 

— group B red cells 

— group 0 red cells. 

The test can be carried out: 

— on a slide 

— in a test-tube (particularly in doubtful cases). 



A. TESTING BY SUDE OR TILE ME*^HOD 
Materials 

The same as for blood grouping using antisera (see 
page 437). Separate the subject's serum or plasma 
from the red cells as described on page 437. 



Reagents - reference red blood cells 

Select fresh specimens of known Ai, B and 0 blood. 



Group A I blood 

Test several group A bloods with anti-A, serum as 
indicated on page 437 (slide method) or page 440 
(test-tube method). 

Slide method: agglutination occurs within 30 seconds 
if the blood tested is ^oup A]. 




Washing the reference cells 

Wash the 3 types of reference cells in 3 test-tubes, 
n each tube mix: 

- 1 ml of whole blood (with anticoagulant) 
with 4 ml of sodium chloride solution 

or 

- 0.5 ml of packed red cells with 4.5 ml of 
sodium chloride solution. 

Centrifuge for 5 minutes at high speed. 
Discard the supernatant fluid. Replace with the 
equivalent volume of sodium chloride solution. 
Mix. Centrifuge. Discard the supernatant fluid. 





Preservative for washed red cells 

After washing, keep the deposit of red cells in 
suspension in a preservative: 

— either ACD solution 

— or sodium chloride solution 
always in the same proportions: 

— 4.5 ml of preservative for 

0.5 ml washed (packed) red cells. 




This produces a 10% suspension of reference red 
cells, which can be kept in the refrigerator at 4 °C 
in labelled drop bottles (mark the bottles with the 
date of preparation). 
Preservation time: 

— in sodium chloride solution — 3 days 

- in ACD -1 week 

ACD solution (acid-xhrate-dextrose): may be 
prepared in the laboratory (reagent No. 1 ) or 
obtained from blood transfusion bottles which 
must be discarded if any of the ACD solution is 
removed. 
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The test 

Prepare 3 slides labelled A,, B and O. 



Place on 

slide A, 

1 drop of 
I0%iuipanston 
of At cells 



slide B 

1 drop of 
10% suspension 
of 8 cells 



slide 0 

1 drop of 
10% suspension 
of 0 cells 
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Discard the reference red cells if the supernatant 
preservative shows that haemolysis has occurred (it 
turns pink). 



Add to each slide: 

2 drops of the serum or plasma to be tested. 




Mix the preparation on each slide, using a wooden 
applicator or the rounded end of a test-tube. Do not 
transfer any of the mixture from one slide to another. 
Tilt the slide backwards and forwards to complete the 
mixing. 




Reading the result 

The size of the agglutinates varies from one person to 
f'inother (depending on the concentration of anti-A 
or anti-B antibodies in the serum). 

The agglutinates are usually smaller than those 
observed when testing red cells with antisera, but 
their appearance is similar. 




Results 
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A, 

ceiis 


B 

ceils 


0 

ceiis 


Subject's 
group 




+ 




group A 


-1- 






group B 


~ — group AB 




-f- 




group 0 





Compare the findings with the results of the test using 
antfsera. You should have reached the same results 
by both technique's. If the results are not the same 
by both tests repeat the tests. 



Doubtful reactions 

Examine under the microscope. 

Rouleau formation may be detected as indicated on 

page 442. 
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B. TEST-TUBE METHOD 
Preparation of reference red cells (2%) 

Prepare 2% suspensions of standard A|, B and 0 red 
cells from the 10% suspensions prepared for the test 
using the slide method (see page 444). 
Mix: 

— 2ml of sodium chloride solution 

- 10 drops of the 10% suspension. 

This 2% suspension must be used on the same day. 



The test 

Label 3 test-tubes Ai, B and 0. 
Place in: tube A, tube B 

2 drops 2 drops 

of the serum or plasma to be tested. 



tube 0 
2 drops 



Add to: 



tube A| 



tube B 



tube 0 



1 drop of 2% 1 drop of 2% 1 drop of 2% 
suspension suspension suspension 
of A, cells of B cells of 0 cells 



Incubation without centrifuging 

Let the tubes stand for / hour at room temperature. 

Technique using centrifuge (rapid method) 

Let the tubes stand for 75 minutes at room 
temperature. 

Then centrifuge for 2 minutes at low speed. 



Reading the reaction 

Shaking the tube gently, examine for agglutination: 

- Positive agglutination: the red cells form 

small clumps. 

- Negative agglutination: the red cells resuspend 

easily, without visible 
clumping. 




Combined results 







ANTISERA 






REFERENCE RED CELLS 




Anti-A 


Anti-B 


Anti-AB 




B 0 


Group A 


+ 


— 


+ 


- 


+ - 


Group B 




+ 


+ 


+ 




Group AB 












Group 0 
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IMPORTANCE OF TESTING WITH GROUP O CELLS 

mjL^S^'rL'd celi?^'''' ^^^^ subject's serum does not contain abnormal antibodies that agglutinate all 

If there is any suspicion of this, carry out an additional test for autoantibodies. In a tube pipette puf 

- 2 drops of the patient s serum 

- 1 drop of the patient's own red cells in 2% suspension. 
Incubate for 1 hour at room temperature. Examine for agglutination. 

A positive reaction indicates the presence of autoantibodies. The blood grouping results using the patient's 
washed red cells will be 3 better guide as to the patient's true blood group. m m i» 

The patient's serum and cells should be sent to a reference laboratory for investigation if you suspect 
autoantibodies or ,f the test with antisera and reference red cells does not give the results shown in the 
table above. 



REASON FOR USING GROUP A, RED CELLS 

Of any 10 persons belonging to group A, about 

— 8 are group A] 

— 2 are group A2. 

(Other A subgroups are rare.) 

Group A2 red cells are weakly agglutinated by the anti-A antibodies of group B and group 0 subjects 

""^'^ ^° "sed, there would be a risk of doubtful agglutination and the results would 
be difficult to interpret. 



DISTRIBUTION OF BLOOD GROUPS THROUGHOUT THE WORLD (estimate) 





White races 




Yellow races 


Black races 


Group 0 


43% 




36% 


48% 


Group A 


44% 




28% 


27% 


Group B 


9% 




23% 


21% 


Group AB 


4% 




13% 


4% 



40. Rhesus Grouping 



PrincipSe 

The red cells are tested for antigen D using antI D 
serum. 

Persons with antigen D are called Rhesus (Rh) positive. 

Persons with no antigen D are called Rhesus (Rh) 
negative. 



The test is carried out at 37 "C-40 C: 

— on a slide 

— or in a test-tube. 



A. SLIDE METHOD 

Materials 
~ Slides 

— Capillary pipette 

~ Electrically warmed box ("Diamond" box) 

— Anti-D serum* 

~ Control specimens of Rh positive and Rh 
negative blood (if available). 

Important: 

When using commercial anti-D serum, the method for testing 
given by the manufacturer must be followed. It may be 
different from what is described below. 

Preparation of blood for grouping 

Prepare a 50% suspension of red cells in their own 

serum or plasma. 

(a) Blood with anticoagulant (EDTA dipotassium salt) 

- Centrifuge 2-5 ml of blood for 5 minutes 
at high speed 

- Check that the volume of the red cell deposit 
is equal to that of the supernatant plasma 

- If the volume of plasma is greater (anaemic 
blood), remove the excess plasma with a 
pipettti until the volume of plasma and that 
of red cells are equal 

- Then mix the plasma and red cells gently. 





(b) Coagulated blood 

~ Break up the clot with a capillary pipette to free the 
red cells 

~ Transfer a portion of the freed red cells with serum 
to a centrifuge tube 

— Centrifuge for 5 minutes at high speed 

— Pipette off the excess serum until the volume of 
serum and that of red cells are equal 

~ Mix the serum and red cells gently 

— Spread a drop of the cell suspension on a clean 
slide and examine microscopically {x 10 
objective). If it contains clumps of red cells 
discard the suspension and prepare a fresh 
one, taking care to use free red cells only. 



* Anti-D serum can be of the complete type, which will 
agglutinate red cells in saline, or of the Incomplete type, which 
will agglutinate red cells in albumin. Most anti-D sera are of the 
incomplete type. 
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Method 

1 . Switch on the heater, the surface temperature 
of which should be 40 °C 

Place the numbered slides to be used for the 
test on It. 

Leave to warm for 5 minutes. 




If no warm box is available, the slides can be 
heated over a spirit lamp before the test. Check 
their temperature against the back of your hand: 
the heat should be bearable. 





Results 

Agglutination = Rh positive 
A large number of agglutinates of red cells are clearly 
seen, both in the centre and around the edges of the 
blob. Agglutination should occur within 3 minutes. 




No agglutination = Rh negative 



Controls 

It is recommended that for each daily series of tests 
the following should be set up: 

— a positive control using Rh positive blood 

— a negative control using Rh negative blood 
(if available). 

A check on blood found to be Rh positive and 
suspected of autoagglutination can be made by 
testing the patient's red cells against his own serum. 




Difficulties in reading results 

1. Streaky reaction 

After 2 minutes streaks appear in the smear, 
especially around the edges. 
They are caused by rouhau formation, which 
develops because of evaporation (excessive heat), 
because not enough anticoagulant has been used, 
or because the plasma has a high protein content. 



Add a small drop of sodium chloride solution and 
mix. If the blood is Rh negative the rouleaux 
usually disperse. 





Weak agglutination 

First check the anti-D serum with known Rh 
positive blood to ensure that it produces strong 
agglutination. 

Weak reactions may also occur because: 

- the blood belongs to a Rh subgroup (Du) 

- the blood contains unusual antibodies. 

Check doubtful results by the test-tube method 
(see B opposite). In specialized laboratories additional 
tests are made (Coombs test, enzyme techniques, 
etc.) 
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B, TEST-TUBE METHOD 



1 . Prepare a 2% suspension of red cells in their own 
serum or plasma. 



2. Place in a small tube: 

— 1 drop of anti-D serum 

- 1 drop of the 2% suspension of red cells. 

Incubation without centrifuging 
Recommended method. 

Leave for 1 hour at 37 °C (in a water bath or 
incubator). 

Technique using centrifuge (rapid method) 

Leave for 30 minutes at 37 

Then centrifuge for 1 minute at low speed. 



Reading the result with the naked eye 

Examine the liquid in the bottom of the test-tube 
turning the tube gently in an almost horizontal 
position. If possible, examine over an illuminated 
surface (the plate of the warm box or a lamp). 



Rh positive reaction 

Small agglutinates of red cells are seen in a clear 
liquid. 

Rh negative reaction 

The red cells suspend, with no visible agglutinates. 



Reading under the microscope 

If in doubt, warm a slide, take a drop of the red 
cell deposit with a Pasteur pipette and smear it on 
the slide. Examine under the microscope (x 10 
objective). 



C. ERRORS IN Rh GROUPING 



1 . Anti'D serum contaminated by bacteria 
Contaminated serum looks cloudy and whitish. 
It should be discarded. 

2. Errors in reading labels 

3. Patient's blood haemolyr^d or citrated 

Haemolysed blood (the plasma turns pink) kept 
in the refrigerator for moie than 2 d5jys is difficult 
to group. Blood collected in sodium citrate solution 
can be grouped only by the test-tube method. 

4. Tubes shaken too much 

Centrifuge for the time and at the speed indicated. 
Remove the tubes gently from the centrifuge. 
Turn them slowly in a horizontal position. False 
negative results are often obtained because of too 
much shaking. 

5 . Correct use of an ti-D sera 

Some anti-D sera are intended for use either with 
the test-tube method only or with the slide method 
only. Other anti-D sera must be used in sodium 
chloride solution: in that case, prepare a 2% 
suspension of red cells in the solution and use the 
test-tube method. Always read the instructions for 
use on the labels of antisera bottles. 



D. IMPORTANCE OF RHESUS GROUPING 

1 . Multiple transfusions 

Examole: a oatient \s O Rh negative . . . . « 

- 1st transfusion: he is given O Rh positive blood and develops anti-D antibodies. 

2nd transfusion: if he is again given 0 Rh positive blood the anti-D antibodies he has developed 
may agglutinate the Rh positive (D) red cells from the donor. 

2. Haemolytic disease of the newborn 

^""u^or^!^Z'' ''s^e^hlTfchNd that is Rh positive. During delivery some of the fetal red cells 

- 1st pregnancy. JJ^^"; ^^^^J^'"^ ^^^^^ ,he mother's circulation, causing her to produce 

anti-D antibodies. 

- 2nd pregnancy: she has a second Rh positive child. The anti-D antibodies of the rno^ 

haemolyse the red cells of the fetus and the child may be born with haemolytic 



disease. 

It is therefore recommended that Rh grouping should be carried out on all pregnant women. 



DISTRIBUTION OF ANTIGEN D 
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Peoples of South-East Asia and the Pacific 
Peoples of Ecuador and Chile 
Peoples of Brazil and Argentina 
Peoples of Africa (Bantu, Ethiopians) 
Peoples of Africa (Negroes) 

Peoples of West European and North American countries 
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98-100% Rhesus positive 



91- 
82- 
94- 
32- 
80- 



97% Rhesus positive 
94% Rhesus positive 
97% Rhesus positive 
94% Rhesus positive 
.85% Rhesus positive 



ts^tching (Compatibtl% ^ 



Principle 

Cross-matching (compatibility testing) is carried out 
to prevent blood transfusion reactions. The object is 
to check whether the serum of the patient contains 
any antibodies that could agglutinate the red cells of 
the donor. 



MATERIALS 



Patient's serum (see page 437) 
Patient's red cells 

Donor's red ceKs from the pilot bottle 

8.5 g/l sodium chloride solution (reagent No 45) 

20% bovine albumin (reagent No. 8) 

37 °C water bath or incubator 

Centrifuge 

Pipettes 

Test-tubes - small and medium. 




STANDARD CROSS-MATCHING 

Select the right donor blood to be cross-matched 
according to the blood group of the patient 
(see page 436). 

1. Prepare a 2-5% suspension of the donor's washed 
red cells: 

~ label a medium-sized test-tube with the donor's 
group and number 

- fill the tube with about 4 ml sodium chloride 
solution 

- add 3 drops of the donor's red cells 

- mix 

- wash the cells three times as described on 
page 440. 



2. Take 4 small test-tubes and label them 1 to 4: 

— tube 1 — the sodium chloride solution cross- 

match 

— tube 2 — the albumin cross-match 

— tube 3 — the sodium chloride solution auto- 

control 

— tube 4 —the albumin auto-control. 



3. Pipette into the tubes as follows: 

tube 1 and tube 2: 

- 2 drops of the patient's serum 

- 2 drops of the 2-5% suspension of the donor s 
washed red cells 

tube 3 and tube 4: 

- 2 drops of the patient's serum 

- 2 drops of the 2-5% suspension of the 
patient's washed red cells. 



4. Mix the cells and serum by gently tapping the 
bottom of each tube. 



5. Place the tubes in a 37 °C water bath or incubator. 
Leave for V/z hours. 



Add 2 drops of 20% bovine albumin: 

- to tube 2 

— to tube 4. 

Do not mix. 

Incubate for a further 20-30 minutes. 



Examine the red cell deposit from each tube 
under the microscope: ^ 

- use a Pasteur pipette (unbroken tip) 

- carefully draw up the red cell deposit, taking 
care not to disturb it too much 

^ spread it across a clean slide 

- examine under the microscope for agglutination 
using the x 1 0 objective. 



RESULTS 



No agglutination 

l-leavy agglutination or 
haemolysis in tube 1 , 
with less agglutination 
in tube 2 

Agglutination in tube 
1 only 



agglutination in tube 
2 only 

Agglutination in all 
4 tubes 



Rouleaux 



The blood is compatible and can safely be given to the patient. 

The blood is incompatible and must not be given to the patient. Probably the 
wrong ABO blood group is being used. Check the blood group of the patient 
and the donor agam. 

The blood is incompatible and must not be given. The patient has what are 
called complete antibodies. It may be possible to find compatible blood using 
another donor, but whenever possible obtain advice from a specialist centre. 
The blood is incompatible and must not be given. The patient probably has 
immune antibodies, for example anti-D if the patient is Rhesus negative and 
Khesus positive blood is being used. 

T!^^ ^^''""^ contains autoantibodies. Advice from a specialist centre 

Should be obtained and, if possible, the cross-matching should be carried out by 
Tne centre. 

The appearance of heavy rouleaux may be difficult to distinguish from true 
agglutmation The rouleaux will often be less in the albumin tubes. Adding 
sodium chloride solution to the cell suspension on the slide may disperse the 
rouleaux sufficiently to see the difference (see page 442) 



EMERGENCY CROSS-MATCHING 



min:t:STe^alioS;eraSnTt?b'^^ '"'^"'^^^ ^"'^^ '^^^^ °^ '"^ ^han 45 

- centrifuge tube 1 for 1 minute at low speed. 

- examine the red cell deposit microscopically. 

bVemerilncVrriiJ'ml^^^^^^ P'^'""'' ^^'''"^ "^'^^^'v °" ^^e label "Blood compatible 

tjy emergency cross-match . Always complete the test-tube cross-matching method. 



42. Detection ot Dangerous Group O Donors 



',!rr,a.ncv group 0 blood som.,i™. has ,0 be given to a P«^3\Sra^5?;S^SbX*SJr:a5 



METHOD 

^'^''a^* suspension of A, cells in sodium chloride 

- r5%'s°uspension of B cells in sodium chloride 
solution. 

(Follow the instructions given for the preparation of 
reference red^^ells, page 443). 
Wash the red cells twice. 
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1 . Separate the donor's serum (from the tube without 
anticoagulant). 

The test must be carried out within 6 hours of 
taking the specimen.* 

• If this time-limit is exceeded, an equal volume of fresh 
group AB serum may be added. 



2. Place in 2 tubes: 



fresh donor 
serum 

5% suspension 
of Ai cells 

5% suspension 
of 8 cells 



Tube Ai 
9 drops 
1 drop 



Tube B 
9 drops 



1 drop 
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3. Leave the tubes: 

- for 2 hours at 37 "C (in an Incubator or 
water bath). 



4. Tap the tubes gently to resuspend the cells. 
Centrifuge for 1 minute at low speed. 



Check the colour of the supernatant serum. 
RESULTS 

1 . Yellow colour: 

There will be a deposit of red cells. 

This donor may be used as a universal donor. 

2. Pinkish colour: 

All or most of the red cells will have been 
haemolysed and there will be only a small 
deposit left. 

This group 0 donor's blood can be given to 
group 0 patients only. 

In this case write on the label of the blood 
bottle: 

DANGEROUS GROUP O DONOR 
USE FOR GROUP 0 PATIENTS ONLY 



43. Collection and Storage of Blood 



Blood for transfusion purposes must be collected 
and stored correctly to avoid transfusion reactions. 



BLOOt) DONORS 
Requirements: 

- healthy adults not under 18 years and not over 
50 years of age 

- a haemoglobin level above 1 25 g/l or 
haemoglobin! Fe) above 7.8mmcl/l. 

A pregnant woman should not be asked to donate 

blouu. 

A person can donate blood every 4-6 months. 
Blood group the donor by the slide grouping method 



(see pages 437 and 443). 



COLLECTION OF BLOOD 
Materials 

- Cotton wool and ethanol 

- A blood pressure cuff 

- Blood collecting bottle (or plastic pack) 

- Airway needle for collecting bottle 

- Blood collecting set containing 1 20 ml of ACD 
solution 

- Objt*ct for donor to squeeze 

- Forceps 

- Scissors 

- Adhesive tape , , . 

- Pilot bottle containing 1 ml of ACD solution 
(reagent No. 1 ; see page 444) attached to 
collecting bottle 

- Serum tube, if the blood is group O. 



Method 

1 . Ask the donor to lie on a bed and support his 
head with a pillow. 



Prepare the blood collecting bottle, following any 
instructions supplied by the manufacturer. 
If the collecting bottle is glass and without a 
vacuum: 

- clean the top of the bottle with ethanol 

- insert an airway needle 
~ insert the needle from the collecting set, 

making sure that the end of the needle is 
below that of the airway needle. 

If at the same level, blood may bo drawn up into the airway 
needle and block it. 




3. Place a pressure cuff on the upper part of the 
donor's arm. 

Raise the pressure to 80-100 mm Hg (1 1-13.5 kPa) 
and feel for the vein. (See page 353 for 
venepuncture.) 




4. Clean the area round the vein well with 70% 
ethanol, using a cotton wool swab. 

Insert the needle along the line of the vein. 




When blood begins to flow into the bottle, reduce 
the pressure to between 40 and 60 mmHg \5.5 and 
8 kPa) and move the collecting bottle gently to 
ensure mixing of the blood with the anticoagulant. 





Ask the donor to squeeze his hand on a small 
object to help the flow of blood. 

If the flow of blood slows down: 

— raise the pressure to about 80 mmHg (11 kPa). 
If this does not help: 

— insert a second airway needle into the bottle. 
If this does not help: 

— try gently and carefully to adjust the 
needle in the vein. 

If the needle comes out of the vein and a swelling 
lhaematoma) appears because of bleeding under 
the skin, reduce the pressure, remove the needle, 
and press firmly with a cotton wool swab until 
the bleeding stops. 
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Imponant: 

If the flow of blood stops, never reduce the 
pressure without first inserting another airway 
needle into the bottle. The flow of blood may 
have stopped because of a blocked airway, causing 
a build-up of air pressure in the bottle. If the 
pressure is reduced, the air will be forced out of 
the bottle, up the tubing and into the patient's 
vein, which can cause air embolism (blockage) and 
be fatal 



7. When the blood reaches the mark, usually 540 ml 
{120ml ACD anticoagulant, and 420ml of blood): 

- reduce the pressure 

- clamp the tubing near the bottle 

- remove the object from the donor's hand . 



8. Remove the pressure cuff. Take out the needle, 
pressing the puncture site with a cotton wool 
swab. 

Place the needle in the pilot bottle. 



9. Remove the needle from the blood bottle: 

- release the forceps 

- allow the blood to drain into the pilot 
bottle. 

If the blood is group O, place a little in an empty 
tube also. The serum is needed for haemolysin 
testing (see page 456). 



10 Remove the airway needle from the collecting 
bottle. Cover the top of the bottle with a plastic 
cap or adhesive tape. 



11. Remove the needle from the pilot bottle. Cap the 
bottle. 

Mix the blood with the anticoagulant in the pilot 
bottle by inverting the bottle several times. 




12. Label the pilot bottle and the blood bottle carefully 
with: 

— the ABO and Rhesus group 

— the number of the donor bottle 

— the date of expiry (3 weeks from the time the 
blood is collected). 
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14. Give the donor a drink (fruit juice is suitable ~ 
not an alcoholic drink). 

Give the donor a certificate of blood donation, 
obtained from the blood transfusion centre. 

Keep a blood donor book, entering the donor's 
name, group, haemoglobin level, number and date 
of collection. 




STORAGE OF BLOOD 

Blood can be refrigerated and stored for up to three weeks under certain conditions: 

Lo^JlTP^'Vt^K® """'^ ^ ^ '^^'^ 3 thermostatically controlled refrigerator 

or Str'ilil^^ '''''"^^[^^1^" ^f'^' ^^^'^'^^^ absorption type can also be used, operated either on Ss 
or on ek>ctricity, provided that the refrigerator is not opened frequently. 

- Blood stored for more than a few days at 8-10 °C must be discarded. 

- Blood must not be stored with vaccines, reagents or medicines that require frequent use of the refrigerator. 

" ti^S^ iT^^'^^t'^ record must be kept using a thermometer kept in a bottle of water in the refrigerator 
Ideally a temperature recorder should be fitted to a blood bank refrigerator. ^gcraior. 

- A written record of all the blood used and kept in the refrigerator should be maintained. 
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TESTS ON DONOR BLOOD 



Certain diseases can be transmitted in the blood: testing for these may be required: 

- Malaria parasites can be found in the blood, especially in endemic areas It is "dually best to fj ^^^''^^^^^ 
chloroquine to patients receiving blood in such areas rather than discard blood m which the parasites are found. 
The parasites are not killed by storing the blood at 4-6 C. 

- Treponema pallidum, which causes syphilis, can remain viable in the blood for up to 48 hours If therefore 
the biCod is stored for longer than 2 days the organisms cannot be transmitted. Whenever possible VDRL 
testing should be done. 

- Trypanosomes causing African and South American trypanosomiasis should be te^ed for in ^"deml^ ar^^^^ 
bv examinino Romanowsky-stained thick blood smears. T. cruzi usually requires serological tests, since tnere 
arVfero?gaLmsTn thTblood. For African trypanosomiasis the ESR may be a useful screening test together 
with a thick film examination. 

- Leishmania donovani , which causes kala-azar, should be tested for in endemic areas by a formaldehyde gel 
screening test* on the serum. If the test is positive the blood must not be used. 

- Pathogenic microfilariae can cause allergic reactions but cannot transmit filariasis. 

_ Viral hepatitis can be transmitted by blood transfusion. Whenever the appropriate facilities are available, it is 
advisable that Australia antigen testing for the virus should be carried out. 



'Techniaue- To 1 ml of serum add 1 drop of 40% (commercial) formaldehyde. Complete coagulation occurs in a few seconds 
Technique, T°J ^1^°^ ^^T^oX move when tube Is inverted) when the test is positive. The mixture becomes turbid in 20 minutes. 
The reaction may be slow in the early stage of disease. 



ERIC 



462 



L Blood Grouping and Cross matching: Summary Plan of Work 



BLOOD GROUPING (TYPING) 
Slide or tile method 

' • s'eSlorSSL^'gToCpS^ "'^''^"^ '-aent No. 45). (Prepare ir, 



2. Take tiles, mark and pipette as follows: 



Anti-A 


Anti-B 


Anti-AB 


- 1 drop 
anti-A 

~ 1 drop 
patient's 
ceils 


— 1 drop 
anti-B 

— 1 drop 
patient's 
cell: 


- 1 drop 
antl-AB 

— 1 drop 
patient's 
cells 



3. Mix. 

4. Warm the anti-D slide on a warm box. 

5. Read the results: 



Antt-D 



A, cells 


B cells 


0 cells 


— 1 drop 
Ai cells 

— 1 drop 
patient's 
serum 


— 1 drop 
B cells 

— 1 drop 
patient's 
se rum 


- 1 drop 
0 cells 

— 1 drop 
patient's 
serum 



- 1 drop anti-D 

- 1 drop patient's cells (serum suspension) 



6. Record all the results in a blood grouping register. 



Group 


Anti-A 


Anti-B 


Anti-AB 


A, cells 


B cells 


0 cells 


Anti-D 


A Pos 


+ 




-f 




-f 






B Pos 




■f ^ ' 




+ 






+ 


AB Pos 


+ 


+ 










+ 


DPos 








+ 









Test-tube method 

^' groSS)'"''''"""" °^ '"'^'"^ "'^^P^^^ ^^'^^^ 

2. Take 7 tubes, label and pipette as follows: 



1 



6 



1 drop 
anti-A 
1 drop 
patient's 
cells 



2 drops 
patient's 
serum 
1 drop 
D cells 



1 drop 
anti-B 
1 drop 
patient's ' 
cells 



1 drop 
anti-AB 
1 drop 
patient's 
cells 



1 drop 
anti-D 
1 drop 

patient's q 
cells (serum suspension) 



2 drops 
patient's 
serum 
1 drop 
Ai cells 



2 drops 
patient's 
serum 
1 drop 
B cells 
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3. 
4. 
5. 
6. 



Mix. 

Incubate the anti-D tube at 37 °C. 
Leave all tubes for 2 hours. 

Read the results, checking the negative results by microscope. 
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CROSS-MATCHING (COMPATIBILITY TESTING) 



Routine cross-match 

1 . Prepare a cell suspension of donor's and patient's red cells in 2% sodium chloride solution. 

2. Take 4 tubes, label and pipette as follows: 



3 
4. 
5. 
6. 
7 



Mix. 



Albumin cross-match 
2 drops patient's serum 
1 drop donor's cells 



Sodium chloride so/ution 

cross-match 

2 drops patient's serum 

1 drop donor's cells 



Albumin auto-control 
2 drops patient's serum 
1 drop patient's cells 



Sodium chloride solution 

auto-control 

2 drops patient's serum 

1 drop patient's cells 



Incubate all the tubes at 37°C for 1 hour. 

Add 2 drops of 20% bovine albumin to tubes 2 and 4. DO NOT MIX. 
Leave at 37° C for a further 20 minutes. 
, Examine the red cell deposit from each tube under the microscope. 

If there is no agglutination, the blood is compatible. Issue the blood with the routine cross-match label. 
If there is agglutination, see page 455 for interpretation. 

Record all the results in a blood transfusion book. 



Emergency cross-match 

1 . As for routine cross-match. 

2. As for routine cross-match. 

3. As for routine cross-match. 

4. Incubate all the tubes at 37 ""C for as long as 
possible. 

If less than 45 minutes: 

- centrifuge tube 1 for 1 minute at low speed. 

5. Examine the red cell deposit from tube 1 under 
the microscope. 

If there is no agglutination, issue blood with an 
emergency cross-match label. 

important: 

Complete the cross-match following steps 5 to 7 as on 
page 454. If you observe any agglutination Inform the 
doctor immediately. 
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REAGENTS AND THEIR PREPARATION 



Order 

Reagents are listed in alphabetical order. For example: 

acetic acid is under 

brilliant cresyl blue is under 

carbol fuchsin js under, 

hydrochloric acid is under! 



sodium carbonate is under s 

Each reagent has a number which appears after the name (the numbers are 
given m the techniques). 



q.s. - the quantity required to make up 
a certain volume 

For example; sodium chloride 8.5 g 

distilled water q.s. 1000 ml 

This means: 

Place 8.5 g of sodium chloride in a volumetric flask or 
measuring cylinder. Add enough water (q.s.) to obtain 
a total volume of 1000 ml. 




Chemical formulae ^ 

In most cases the chemical formulae of the compounds used are given 
immeaiately after the English names: ^ 
~ sodium chloride (NaCI) 

- potassium hydroxide (KOH) 

- sulfuric acid (H2SO4) 
etc. 

This can be useful when checking the label on the bottle. 

An aqueous solution is a solution of a compound dissolved in water. 
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ACD SOLUTION (No. 1)* 

Glucose 2.45 g 

Trisodium citrate ^-20 g 

Citric acid ^ n 9 

Distilled water 1°°^' 

•United States Pharmacopeia (USP) formula 



ACETIC ACID, 100 g/l (10%) (No. 2) 

Glacial acetic acid (CHjCOOH) 20 

Distilled water q.s, 200 

Warning: Glacial acetic acid is highly corrosive. 



ACID-ETHANOL for Ziehl-Neelsen stain (No. 3) 

Hydrochloric acid, concentrated 

Ethanol, 95%. 

Warning: Hydrochloric acid is highly corrosive. 



ACID REAGENT (No. 4) 

Concentrated sulfuric acid 

Orthophosphoric acid 85% 

Iron ("ferric") chloride solution, 50 g/l (5%) 
Distilled water 

Half fill a 500 ml flask with water, add the sulfuric acid very slowly, 
stirring constantly, and follow with the phosphoric acid (mixing). Add 
the iron chloride and make up to the 500 ml mark with water. Store m 
a brown bottle. 

Warning: Sulfuric acid is highly corrosive. 



40 ml 

5ml 

5 ml 

q.s. 500 ml 



BARIUM CHLORIDE, 100 g/l (10%) AQUEOUS SOLUTION (No. 5) 

Barium chloride (BaClj) -^J^OQ 

Distilled water ^ s. 100ml 




BENEDICT QUALITATIVE SOLUTION (No. 6) 

Copper sulfate (CUSO4.5H2O) .U n^ 

Trisodium citrate (Na3C5H507.2H20) /3.0g 

Sodium carbonate (NajCO.O anhydrous Jnnn . 

Distilled water 100° ml 

Dissolve the copper sulfate crystals by heat in 100 ml distilled water. 
Dissolve the trisodium citrate and the sodium carbonate in about 800 ml 
water. Add the copper sulfate solution slowly to the sodium carbonate/ 
trisodium citrate solution, stirring constantly. Make up the mixture to 
1000ml with distilled water. 
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BLANK REAGENT (No. 7) 

Trichloroacetic acid solution, 100g/l (10%) ... 50 ml 

Distilled water. . ]///.'.[['////.[ q!s'. 100 ml 

Mix. 

Warning: Trichloroacetic acid is highly corrosive. 



BOVINE ALBUMIN 20% (No. 8) 
For blood transfusion work. 

Prepare from a 30% bovine albumin solution, which can be bought from 
a manufacturer. 

30% bovine albumin 10ml 

Sterile distilled water 5 ml 

A 22% solution is available also. It can be used without further dilution and 
is recommended by some workers. 



BRILLIANT CRESYL BLUE (No. 9) 

Brilliant cresyl blue 1 .0 g 

Trisodium citrate \ \ o!4g 

Sodium chloride solution, 8.5 g/l (0,85%) (reagent No. 21)! W W . . . 100 ml 

Dissolve the dye and the citrate together in the sodium chloride solution. 
Filter the solution obtained. 



BUFFERED GLYCEROL SALINE (No 10) 



Sodium chloride 4.2 g 

Dipotassium hydrogen phosphate (K2HPO4), anhydrous 3.1 g 

Potassium dihydrogen phosphate (KH2PO4), anhydrous 1 .0 g 

Phenol red 0.003 g 

Distilled water 700.0 ml 

Glycerol 3(X).0ml 

Final pH = 7.2 



Dispense in bijou bottles so that there is only a 2 cm gap between the top 
of the medium and the top of the bottle. 



BUFFER SOLUTION for the VDRL test (No. 11) 



Disodium hydrogen phosphate (Na2HP04), anhydrous 0.04 g 

Potassium dihydrogen phosphate (KH2PO4), anhydrous 0.1 7 g 

Sodium chloride , 10.00 g 

Distilled water 1000.00 ml 

Formaldehyde solution, at least 37%, neutral, reagent grade 0.50 ml 



Dissolve the salts in the distilled water, first the disodium hydrogen 
phosphate, then the potassium dihydrogen phosphate, then the sodium 
chloride, stirring well. Then add the formaldehyde solution. Check the 
pH of the solution, which should be pH 6,0 ± 0.1 . Store in screw-capped or 
glass-stoppered bottles. 




Warning: Formaldehyde is corrosive and poisonous. 
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BUFFERED WATER (No. 12) 

Buffer solution for May-Grunwald, Giemsa and Leishman stains 

Disodium hydrogen phosphate (Na2HP04 . 2H2O) 3.76 g 

Potassium dihydrogen phosphate (KH2PO4), anhydrous . 2.1 g 

Distilled water ci-s. 1000ml 

Check the pH using narrow-range pH papers, or a comparator as shown 
on page 61 . The pH should be 7.0-7.2. 



CARBOL FUCHSIN for Ziehl-Neelsen stain (No. 13) 
Solution A: 

Saturated solution of basic fuchsin 

Basic fuchsin 3g 

Ethanol,95% lOOfri' 

Solution B: 

Phenol solution, 50g/l (5%), aqueous 

Phenol • ■ 

Distilled water q.s.200ml 

Then: 

Solution A lOfTiJ 

Solution B 

Warning: This solution is highly corrosive and poisonous. 



CARY-BLAIR TRANSPORT (HOLDING) MEDIUM (No. 14) 

Sodium thioglycolate 

Disodium hydrogen phosphate (Na2HP04), anhydrous 

Sodium chloride 



Distilled water 

1 . If possible, prepare in chemically clean glassware. 
2 Heat while mixing until the solution just becomes clear. 

3. Cool to 50 °C, add 9 ml of freshly prepared aqueous calcium chloride 
solution, 10g/l (1%), and adjust the pH to about 8.4. 

4. Pour 7 ml into previously rinsed and sterilized 9 ml screw-capped vials. 

5. Steam the vials containing the media for 1 5 minutes, cool, and tighten 
the caps. 



1.5g 
1.1 g 
5.0 g 
5.0g 



CRYSTAL VIOLET, MODIFIED HUCKER (No. 15) 
Solution A: 

Crystal violet (certified) 2 g 

Ethanol,95% 20 ml 

Solution B: 

Ammonium oxalate ((NH4)2C204.H20) 0-89 

Distilled water 80.0 ml 

Mix solutions A and B. Store for 24 hours before use. 
^ Filter through paper into staining bottle. 
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DICHROMATE CLEANING SOLUTION (No. 16) 
For cleaning glassware. 

Potassium dichromate (KjCrsO?) mn 

Water '^^9 

Pure siilli/ric acid"(H2sb4K ^lOOml 

Dissolve the dichromate in the water. Add the acid little by little, very carefully, stirring constantly. The acid 
must always be added to the water, NOT the water to the acid. If commercial detergents such as Teepol 053 
Labrite, or Extran are available, dichromate cleaning solution is not usually necessary. 

ifS^^^^ dichromate and sulfuric acid are both corrosive and the mixture even more so, avoid using the solution 



DRABKIN DILUTING FLUID (No. 17) 

Drabkin diluting fluid can be prepared from reagent tablets bought direct from manufacturers. The instructions 
are supplied by the manufacturer. 

For laboratories equipped with an accurate balance, Drabkin fluid can be prepared as follows: 

Potassium ferricyanide «^ 

Potassium cyanide 01 

Potassium dihydrogen phosphate .... " n op^ 

Nonidet P40 (Shell Chemical Co.) ^o^^ 

(orSteroxSE.) "1] 

Distilled water ." .' .' : ' ' onnn 

q.s. 2000 ml 

Dissolve the first three chemicals in the water and mix. 

Add the Nonidet (or Storex) detergent and mix gently. 

The reagent should be clear and pale yellow in colour. 

VVhen measured against water as blank, in a spectrophotometer at a wavelength of 540 nm the absorbance 
should be zero. 

Store in a brown bottle. If the reagent appears cloudy, discard. 

^^rning. Potassium cyanide is a highly poisonous chemical and should be used only by experienced chemists. When not in use it 
should be kept in a locked cupboard. After using the chemical, wash your hands thoroughly. 



t 



EDTADIPOTASSIUM SALT SOLUTION, 100 g/l (10%) ("potassium edetate") (No. 18) 

Dipotassium ethylenediaminetetraacetate on 

Distilled water Vnn . 

q.s. 200 ml 

For use, pipette G-.04 ml of this solution into small containers marked to hold 2.5 ml of blood. Allow the 
anticoagulant to dry by leaving the containers overnight on a warm bench or in a 37 °C incubator. 



EHRLICH REAGENT (No. 19) 

Paradimethylaminobenzaldehyde 2g 

Concentrated hydrochloric acid (HCI) 20 ml 

Distilled water , , ! 80 ml 

Mix the chemical in the water and then add the acid carefully. 
Mix well. 

Warning: Hydrochloric acid is highly corrosive. 



EOSIN, 10g/l (1%) AQUEOUS SOLUTION (No, 20) 

Eosin 1 g 

Distilled water. , q.s. 100 ml 



EOSIN, 20 g/l (2%) SOLUTION IN SALINE (No. 21) 

Eosin 2g 

Sodium chloride, 8.5 g/l (0.85%) aqueou'j solution . . ! q.s' 100 ml 

ERIC 472 
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FIELD STAIN (No. 22) 
FIELD STAIN A: 

Preparation from prepared powders: 

Field stain A powder cnn"^^ 

Hot distilled water ^ s. 600 ml 

Mix until dissolved. Filter when cool. 
Preparation from original stains and chemicals: 

Methylene blue (medicinal) ^-^^ 

Azurl 1-09 

Disodium hydrogen phosphate (Na2HP04), anhydrous lO.Og 

Potassium dihydrogen phosphate {KH2PO4), anhydrous J^T:^^ 

Distilled water ^-s. 1000 ml 

Dissolve the two phosphates in the water. Pour about half of the 
phosphate solution into a litre bottle containing a few glass beads. Add 
the stain powders and mix well. Add the remainder of the phosphate 
solution. Mix well and filter. 

FIELD STAIN B: 

Preparation from prepared powders: 

Field stain B powder • 9 

Hot distilled water q.s.600m! 

Mix until dissolved. Filter when cool. 
Preparation from original stain and chemicals: 

Eosin (yellow water-soluble) inn^ 

Disodium hydrogen phosphate (NazHPOA), anhydrous lo.ug 

Potassium dihydrogen phosphate (KH2PO4), anhydrous ' J^i"^^ 

Distilled water ^ s- 100°"^' 

Dissolve the two phosphates in the water. Pour into a litre bottle. 
Add the eosin. Mix until dissolved. Filter. 



FLUORIDE OXALATE (No. 23) Anticoagulant 

Sodium fluoride ^-^9 

Potassium oxalate • * ^7. 9 

Distilled water ^i.s. 100ml 

For use, pipette 0.1 ml of the anticoagulant into small containers, marked 
to hold '2 ml of blood (or CSF ) . 

Warning: Both sodium fluoride and potassium oxalate are poisonous. 



FORMALDEHYDE CITRATE (No. 24) 

Sodium citrate ■ • • 

Commercial formaldehyde soluticr*, at least 37% ("formalin") 
Distilled water 

Warning: Formaldehyde is corrosive and poisonous. 




FORMALDEHYDE SALINE (No. 25) 

Neutral formaldehyde solution, at least 37% ("formalin") 10ml 

Sodium chloride solution, 8.5 g/1 (0.85%) (No. 45) 90ml 

Commercial formaldehyde solution is neutralized by adding a few drops of 
50g/l (5%) sodium carbonate solution (reagent No. 44). Test with pH 
indicator paper. 

4^ 

wwa,.»'>'i,. • T ■ * 
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FORMALDEHYDE SOLUTION, 10% {No. 26) 

Commercial formaldehyde solution, at least 37% ("formalin") 100 ml 

Distilled water 300 ml 

Warning: Formaldehyde is corrosive and poisonous. 



FOUCHET REAGENT (No. 27) 

1. First prepare a a 10% solution of iron ("ferric") chloride: 



Iron chloride (FeCIa) lOg 

Distilled water - ' q'g. lOO ml 

2. Preparation of reagent: 

Iron chloride solution 10 ml 

Trichloroacetic acid (CCI3COOH) 25 g 

Distilled water \ 100 ml 



Dissolve the acid in about 70 ml of distilled water in a 1 00 ml volumetric 
flask. Add the 1 0 ml of 1 0% iron chloride solution. Make the volume up to 
100 ml with distilled water. 



Warning: Trichloroacetic acid is highly corrosive. 



GIEMSA STAIN (No. 28) 

Powdered Giemsa stain 
Methanol (CH3OH) . . . 
Glycerol 

Put the ingredients in a bottle containing glass beads and shi^kv. Shake the 
bottle 3 times a day for 4 consecutive days. Filter. 
(Check the manufacturer's instructions in case the quantities indicated are 
not the same). 

In some countries Wright stain (No. 60) is used instead of Giemsa stain. 



0.75 g 
. 65 ml 

1^ ml 



GLUCOSE REAGENTS (No. 29) 

TRICHLOROACETIC ACID, 30g/l (3%) 

Trichloroacetic acid 15g 

Distilled water q s. 500 ml 

Weigh the acid out quickly, since it is highly deliquescent. Transfer to a 
beaker. Add water to dissolve the chemical. Transfer to a 500ml flask 
and make up to the mark with water. Keep indefinitely in the refrigerator. 

Warning: Trichloroacetic acid is highly corrosive. 



ORTHOTOLUIDINE REAGENT 

Thiourea . . 

Glacial acetic acid 

Orthotoluidine 



0.75 g 
470 ml 
. 30 ml 



Dissolve the thiourea in the glacial acetic acid. (If it is difficult to dissolve 
stand the flask in a bowl of hot water.) Add the orthotoluidine and mix 
well. Store in a brown bottle, and keep at room temperature. 

Warning: Avoid contact with these chemicals; glocial acetic acid is highly corrosive. 



BENZOIC ACID, 1 g/l (0.1%) 

Benzoic acid 1 g 

Distilled water q.s' 1000 ml 

Measure 1000 ml distilled water and heat to just below boiling. Add the 
benzoic acid. Dissolve. Allow to cool. ^ ^ ^ 



GLUCOSE REAGENTS (continued) 



GLUCOSE STOCK REFERENCE SOLUTION 

Glucose (dextrose), pure, anhydrous ■ ■ ■ • • • • ^9 

Benzoic acid solution, 1 g/l ^-s- 500ml 

Weigh out the glucose with great accuracy. Transfer to a 500 ml volumetric 
flask and make up to the mark with the benzoic acid solution. Mix well. 

Freeze in quantities of about 20ml. Use a new bottle of frozen stock 
reference solution each time the working reference is prepared. 



WORKING GLUCOSE REFERENCE SOLUTION 
IGOmg reference: 

Glucose stock reference solution 1 .0 ml 

Benzoic acid, 1 g/l q.s. 100ml 

Using great accuracy, pipette 1 .0 mi of the stock reference solution into a 
100 ml volumetric flask. Make up to the mark with the benzoic acid 
solution. Mix well. Store in a refrigerator. Renew monthly. 



GLYCEROL WATER (No. 30) 

Glycerol, pure • '-.nnn'^! 

Distilled (or filtered and boiled) water Q.s. 1000 ml 



GRAM IODINE SOLUTION (No. 31) 

Iodine 

Potassium iodide (Kl) 

Distilled water 



. .. 1g 
... 2g 
300 ml 



Grind the dry iodine and potassium iodide in a mortar. Add water, a few 
ml at a time, and grind thoroughly after each addition until the iodine and 
iodide dissolve. Rinse the solution into an amber glass bottle with the 
remainder of fhe distilled water. Alternatively: 

Measure 100 ml of water in a cylinder. First dissolve the potassium iodide 
in about 30ml of the water. Add the iodine and mix until dissolved. Add 
the remainder of the water and mix well. Store in a brown bottle. 



HYDROCHLORIC ACID, 0.1 mol/l (0.1 N) (No. 32) 

Hydrochloric acid (HCI), concentrated '.^^r;^"^! 

Distilled water ^-S- "OOOml 

Measure out 500ml of water. Add the acid, drop by drop. Make up to 
1 litre with the rest of the water. The solution obtained may be used only 
for haemoglobin estimation by the Sahli method. Renew monthly. 

Warning: Hydrochloric acid is highly corrosive. 



ISOTONIC SALINE (see Sodium chloride solution) 
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KINYOUN CARBOL FUCHSIN (No. 33) 

Basic fuchsin ^9 

Phenol 

Ethanol,95% 20 m 

Distilled water i""'"' 

First dissolve the fuchsin in ethanol. Then add phenol and water. 

Warning: Phenol is highly corrosive and poisonous. A >^ 
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LACTOPHENOL COTTON BLUE MOUNTING SOLUTION (No. 34) 

Phenol crystals 20 mg 

Lactic acid 20ml 

glycerol y//. '.'////.'.] '.'.'.'.'.'.[ AO m\ 

Distilled water 20 ml 

Mix and dissolve by heating gently. Add 0.05 g of cotton blue. 
Warning: Phenol is highly corrosive and poisonous, 

LEISHMAN STAIN (No. 35) 

Leishman powder 150 

Methanol l ...'.'.','.['//.[]'.]][] q.s, VoOOml 

Rinse out a clean bottle with methanol. Add a few clean dry glass beads. 
Add the staining powder and methanol. Mix well to dissolve the stain. 
The stain is ready for use the following day. When preparing an ethanol 
Homanowsky stain such as Leishman, it is important to allow no moisture 
to enter the stain during its preparation or storage. 



LUGOL IODINE SOLUTION (No. 36) 

Iodine .... 1 q 

Potassium iodide (Kl) ••//...../.[.....,,,[/.].[ 2q 

Distilled water ' * q g. 100ml 

Weigh the iodine in a porcelain dish or a watch glass. Grind the dry iodine 
and potassium iodide in a mortar. Add water, a few millilitres at a time, 
and grind thoroughly after each addition until the iodine and iodide 
dissolve. Put the solution into an amber glass bottle with the remainder of 
the distilled water. Alternatively: 

Measure 1 00 ml of water in a cylinder. First dissolve the potassium iodide 
in about 30 ml of the water. Add the iodine and mix until dissolved. Add 
the remainder of the water and mix well. Store in a brown bottle. 



MAY-GRONWALD STAIN (No. 37) 

May-Grunwald powder 

Methanol 



.... 5g 
1000 ml 



Rinse out a clean bottle with methanol. Add a few clean dry glass beads. 
Add the staining powder and methanol. Mix well to dissolve alf the stain. 

The stain is improved by keeping for 1-2 weeks, mixing at intervals. When 
preparing an ethanol Romanowsky stain such as May-Griinwald, it is 
important to allow no moisture to enter the stain during its preparation 
or storage. 

METHYLENE BLUE, AQUEOUS (No. 38) 

Methylene blue 0.3 g 

Distilled water 100ml 

Filter after dissolving. 



MiF (No. 39) 



1. Prepare a stock solution: 

Tincture of thiomersal, 1 : 1000 (Merthiolate, Lilly) 200ml 

Formaldehyde solution (No. 26) 25 ml 

Glycerol 5^1 

Distilled water 250 ml 

Store in a brown bottle for up to 3 months. 

2. Preparation of 50g/l (5%) Lugol iodine solution: 

Iodine 5g 

Potassium iodide (Kl) . , . . . . lOg 

Distilled water ' ' ' q.s. lOOmI 

Prepare in the same way as Lugol iodine solution (No. 36). Store in 
a brown bottle for no more than 1 month. 

3. On the day of use, mix: 

Stock thiomersal solution 9.4ml 

Lugol iodine solution, 50g/l (5%) 0.6 ml 

Wjr/7/>?^; Formaldehyde is corrosive arid poisonous. 
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PANDY REAGENT (No. 40) 

Phenol • • 30g 

Distilled water 

Put the phenol in a 1000 ml bottle. Add the water. Shake vigorously. Leave 
to stand for one day. Check whether any phenol remains undissolved. If 
so filter. (If all the phenol has dissolved, add a further 10 g and wait another 
day before filtering.) Pandy reagent is a saturated solution of phenol. 

Warning: Phenol is highly corrosive and poisonous. 



POTASSIUM HYDROXIDE, 200 g/l (20%) (No. 41) 

Potassium hydroxide pellets (KOH) • 20g 

Distilled water ^-S- 100 nil 

Warning: Potassium hydroxide is corrosive. 



SAFRANINE SOLUTION (No. 42) 
Stock solution: 

SafranineO (certified) -^-^9 

Ethanol,95% qs. 100.0ml 

Working solution: 

Stock solution ^Om 

Distilled water 



SILVER NITRATE, 17 g/l (1.7%) SOLUTION (No. 43) 

Silver nitrate • 

Distilled water q.s. 300 ml 



Warnhig: Silver nitrate is caustic. 



SODIUM CARBONATE, 50 g/l (5%) AQUEOUS SOLUTION (No. 44) 
Sodium carbonate (NazCOj), anhydrous (or an equivalent 

quantity of one of the hydrates) i 

Distilled water ^-S- 100"^' 



SODIUM CHLORIDE SOLUTION, 8.5 g/l (0.85%) ("isotonic saline") 
(No. 45) 

Sodium chloride innnl^ 

Distilled water • q.s. 1000ml 



SODIUM CITRATE SOLUTIONS. See Trisodium citrate. 



SODIUM HYDROXIDE 30 g/l (3%) AQUEOUS SOLUTION (No. 46) 

Sodium hydroxide pellets Vnn^^ 

Distilled water q.s. 100ml 

Warning: Sodium hydroxide is corrosive. 



SODIUM HYDROXIDE, 100g/l (10%) AQUEOUS SOLUTION (No. 47) 

Sodium hydroxide pellets Vnn£,^ 

^ Distilled water q.s. 10^.^^ 
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SODIUM METABISULFITE,20g/i (2%) AQUEOUS SOLUTION (No. 48) 

Sodium metabisulfite (Na2S20s) n t 

Distilled water ^ ^ i 1 qV 25 1 

Make up freshly for use. 



SODIUM THIOSULFATE, 30g/| (3%) AQUEOUS SOLUTION (No. 49) 

Sodium thiosulfate, anhydrous (or an equivalent quantity of 

NajSjOa, 5H2O) 3q 

Distilled water q!s lOOml 

Store in a brown drop bottle. Used to neutralize any chlorine in water 
samples taken for bacteriological analysis. 



STUART TRANSPORT MEDIUM, MODIFIED (No. 50) 

Agar 

Distilled water ] ] ] [ 

Heat until dissolved and add while hot: 

Sodium chloride 

Potassium chloride " " " 

Disodium hydrogen phosphate (NasHPOa), anhydrous 1 'i5g 

Sodium dihydrogen phosphate (NaH2P04), anhydrous 0 20g 

Sodium thioglycolate l.OOg 

Calcium chloride, lOg/l (1%) aqueous solution freshly prepared. . ! 10 00ml 
Magnesium chloride, lOg/l (1%) aqueous solution 10.00 ml 

Final pH : 7.3 

1. Stir until dissolved. Add lOg neutral charcoal powder. 

2. Dispense 5-6 ml per 13 x 10 mm screw-capped tube (avoid crushing). 

3. Autoclave at 121 C for 20 minutes. Invert tubes prior to solidification 
m order to distribute the charcoal uniformly. Store in refrigerator. 



4.00 g 
1.001 



SULFOSALICYLIC ACID 300g/l (30%) AQUEOUS SOLUTION (No. 51) 

Sulfosalicylic acid 3^ 

Distilled water n - Vnor 



SULFOSALICYLIC ACID 30g/l (3%) SOLUTION (No. 52) 
For quantitative protein tests using protein standards: 

~ dilute the 300 g/l solution as follows: 

- 300 g/l sulfosalicylic acid 50ml 

- distilled water 450 ml. 



TRISODIUM CITRATE, 20 g/l (2%) AQUEOUS SOLUTION (No. 53) 

Trisodium citrate 

Sodium chloride solution (No. 45) q.s. 

Keep in refrigerator. 



TRISODIUM CITRATE, 38 g/l (3.8%) AQUEOUS SOLUTION (No. 54) 

Trisodium citrate, anhydrous (or an equivalent quantity of either the 

dihydrate or the pentahydrate) 

Distilled water q!s IC 

Keep in the refrigerator. Use 1 ml of the solution per 4 ml of blood. 



TORK SOLUTION (No. 55) 

Acetic acid (CH3COOH), glacial • v^ml 

Distilled water ^'Vn ^ 

Aqueous methylene blue solution > " ^''ops 

The methylene blue solution is prepared by dissolving 0.3 g methylene 
blue in 100 ml of distilled water. Filter before adding to the acid solution. 

Warning: Acetic acid is corrosive. 



UREA REAGENTS (No. 56) 

TRICHLOROACETIC ACID, lOCg/l (10%) 

Trichloroacetic acid \'f3P^i 

Distilled water q.s. 200 ml 

Weigh the acid out quickly, since it ishighly deliquescent. Transfer to a beaker. 
Add water to dissolve the chemical. Transfer to a 200 ml stoppered cylinder 
or flask and make up to the 200 ml mark with water. 

Warning: Trichloroacetic acid is highly corrosive. 

STOCK DIACETYL MONOXIME 

Diacetyl monoxime (also called 2, 3-butanedione monoxime) nc^^^ 

Distilled water ^-s- 250 ml 

Dissolve the chemical in the water. The solution should be renewed every 
month, 

STOCK THIOSEMICARBAZIDE 

Thiosemicarbazide ocnl,i 

Distilled water q.s. 250 ml 

Dissolve the chemical in the water. The solution is stable at room 
temperature. 

5% TRISODIUM CITRATE SOLUTION 

5 a 

Trisodium Citrate '-I'nn 1 

Distilled water ^ ^0°"^' 

WORKING DIACETYL MONOXIME/THIOSEMICARBAZIDE 

Stock diacetyl monoxime 10 "^1 

Stock thiosemicarbazide \r^"^ 

Distilled water q.s. 100 ml 

Mix the solutions together. Renew the solution every month. 

UREA STOCK REFERENCE SOLUTION 

Urea 

Benzoic acid aqueous solution, lOg/l (1%) q.s. 500 ml 

Weigh with great accuracy. Using a 500 ml volumetric flask, dissolve the 
chemical in the solution. Mix well. 

UREA WORKING REFERENCE SOLUTION 

Urea stock reference solution ^"^j 

10% trichloroacetic acid ; " ' ; IH 

Benzoic acid aqueous solution, 10g/l (1%) • P-S- 100 ml 

Pipette with great accuracy. Mix the solutions well in a 100 ml volumetric 
flask. 

Warning: Trichloroacetic acid is highly corrosive. 
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WAYSON STAIN (No. 57) 
Solution A|: 

Basic fuchsin 0-2 9 

Methanol, anhydrous ("absolute") 10rn' 

Solution Aj; _ ^ 

Methylene blue 0-7 9 

Methanol, anhydrous ("absolute") 10nnl 

Combine the two solutions = Solution A. 

Solution B: (50g/l (5%) aqueous solution of phenol) 

Phenol • • 

Distilled water 200ml 

Add Solution A to Solution B. The staining properties of Wayson stain 
improve with age. Make the stain in large quantities and dispense it in 
small amounts in dark bottles for future use. 

Warning: ^henol is corrosive. 



WILLIS SOLUTION (No. 58) 

This is a saturated solution of sodium chloride. 

Sodium chloride "^^Bg 

Distilled water 500 ml 

Dissolve the sodium chloride by heating the mixture to boiling point. 
Leave to cool and stand. Check that some of the salt remains undissolved. 
If it has all dissolved add a further 50 g. Filter and keep in a corked bottle. 



WINTROBE MIXTURE {No. 59) 

Anticoagulant solution. 

Ammonium oxalate ((NH4)2C^04.H20) 
Potassium oxalate (K2C2O4.H2O) . . . . 
Distilled water 



.... 1.2g 
. . . . 0.8g 
q.s. 100 ml 



Put 0.5 ml of this mixture In each 5 ml bottle used for the collection of 
blood. Leave the open bottles to dry at room temperature or, preferably, 
put them in an incubator at 37' C. 



WRIGHT STAIN (No. 60) 

Wright stain (powder) . . . 

Glycerol 

Methanol 



ZENKER FIXATIVE (No. 61) 

Potassium dichromate 2.5g 

Mercuric chloride ^-^9 

Sodium sulfate J -^9 

Distilled water q-s. 100 ml 

Just before use, add to the 100 ml of solution: 

Acetic acid, glacial 5ml 

Warning: Glacial acetic acid is highly corrosive, and mercuric chloride is highly poisonous. 
This fixative should be made up by fully qualified "iand experienced technicians only. 
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A 



ABO grouping of blood, 435-436 

with antisera, slide method, 437-439 
test-tube method, 440-441 

with standard red cells, slide (tile) 
method, 443-445, 463 

test-tube method, 446, 463 
Accidents, 98 

avoidance of, 101 
ACD solution, 444, 458, 466 
Acetic acid, lOOg/l, 175, 331, 334, 466 
Acid-ethanol, 249, 253, 257, 466 

modified, 259 
Acid reagent, 432, 466 
Actinomycetes, 240 
Amoebae, 73 

cysts, 157-158 

motile forms, 148, 150-152, 165 
Ancylostoma duodenale , 123, 142 

eggs, 125, 126, 163 

larvae, 169 

worms, 146 
Anisocytosis, 409 
Anthrax bacilli, 239 

Anticoagulants, 68-69, 72, 352, 466, 469, 

470, 475, 477 
Antigen D, 435, 448 

geographical distribution, 452 
Ascaris lumbricoides, 123, 142 

eggs, 125, 127, 140, 163 

worms, 143 
Autoclave, 33-35 



B 



Bacilli, acid-fast, 249, 252 
anthrax, 239 
diphtheria, 270, 271 
Gram negative, 240, 244 
Gram positive, 239, 244 
leprosy, 252, 259-262, 264 
plague, 265-267 ' 
tetanus, 239 
tubercle, 249-258, 277 



Bacteriological examinaticin, 231-234 

gonorrhoea, 243-244 

leprosy, 259-264 

plague, 265-267 

staining, 235-237 

stools, dispatch for, 268-269 

syphilis, 246-248 

throat specimens, 270-272 

tuberculosis, 249-258 

urine, 275-277 

water, dispatch for, 279-284 
Balances, 48-51 

Balantidium coli, cysts, 155, 159 

motile form, 148, 154 
Barium chloride, 100 g/l aqueous solution, 
317,466 

Basophil cells, polymorphonuclear, 401 
Basophilic granules, 410 
Benedict method for glucose in urine, 311 
Benedict qualitative solution, 31 1 , 466 
Benzidine test, 177 
Benzoic acid, 1 g/l, 429, 471 
Bile pigments, in urine, 316-318 
Biopsy material, fixation and dispatch, 73, 
75-77 

Blank reagent, 432, 467 

Blast cells, 404 

Blastocystis, in stools, 160 

Bleeding time, 421-422 

Blood, cerebrospinal fluid in, 340 

collection, capillary, 189-190, 358, 388 
venous, 353-358, 437, 458461 

dispatch, 72, 285-287 

dried, 287 

glucose estimation, 429-431 
^ occult, in stools, 175-177 

urea in, 432-434 

in urine, 337 
Blood coagulation, 325 

tests for, 421-427 
Blood cross-matching, 453-455, 464 
Blood donors, 458 

dangerous group 0, 456-457 

register, 82 
Blood film, thick, preparation, 189-191 

staining, 191-196 
Blood film, thin, fixation, 390 

preparation, 387-390 

staining, 391-396 
Blood grouping, 435-436 

ABO system, 437-447 

plan of work, 463-464 

rhesus system, 448-452 
Blood plasma see Plasma, blood 
Blood platelets see Thrombocytes 
Blood serum see Serum, blood 
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Blood transfusion, 435-464 
Borrelia,2A\ 

Bovine albumin, 20%, 453, 464 f 67 
Brilliant cresyl blue, 414, 417, 467 
Brugia malayi, 21 3, 214 
Buffered glycerol saline, 72, 269, 4b/ 
Burettes, 46 

BOrker ruled chamber for blood cell 

counts, 364 
Burns, acid, 98 

alkali, 99 

heat, 100 



C 



Cabot bodies, 410 

CaA)^y/^ya, 270, 272, 349 

Carbol fuchsin, Kmyoun, 257, 4^^^ 

Ziehl-Neelsen, 249, 253, 468 

modified for '^prosy te^t 259 
Cary-Blair transport medium, 265 26», 4ba 
Casts, in urinary deposits, 330- JJ/ 
Centrifuges, 52-55 

see also Microhaematocnt centrifuge 
Cerebrospinal fluid, appearance, 340 

collection, 339 

dispatch, 71, 350 

fungi in, 349 

glucose estimation, 344, 4iJy 
Gram staining, 348 
leukocyte concentration in, J4Z 
meningococci in, 346 
microscopical examination, J4/ 

pneumococci in, 348 

protein in, 345-346 

register, 80 

trypanosomes in, 347 

Ziehl-Neelsen staininc,, 349 
Chagas' disease see Trypanosomiasis, South 

Arr^orican 
Chilomastix mesnilh cysts, 

motile forms, 148, 154 
Cholera vibrios, 72, 268, 269 
Ciliates, cysts, 155,158 

motile forms, 148, .54 

Clonorchis sinensis, 1 23 

eggs, 125, 128, 141,163 

worm, 146 „ 
Clot retraction and lysis time, 425-427 
Coagulation time, whole blood, 42J-4Z4 
Cocci, Gram negative, 244 

Gram positive, 239, 244 
Coccidia, in stools, 161 
Coccobacilli, Gram negative, 240 
Compatibility testing of blood, 453-455, 
463-464 



Concentration methods, microfilariae, 223-225 

parasites in stools, 162-169 

trypanosomes, 207-208 
Containers for specimens, 68-73 

biopsy tissue, 73, 76 

blood, 68-69, 72, 286-287, 461 

cerebrospinal fluid, 71. 350 

disposal and sterilization, 39-41 

pus, 71, 245-246 

throat, 71,273 

sputum, 70, 255 

stools, 72-73,114, 268 

urine, 73, 305 

water, 279 
Corynebacterium diphthenae, 27U, z/ 1 
Cross-matching blood for transfusion, 

453-455,464 
Crystal violet, modified Hucker, 235 4b» 
Crystals, in urinary deposits, 332-335 
CSF see Cerebrospinal fluid 
Cysts in stools, 155-161 
artifacts, 160-161 

microscopical appearance, 1b/-iby 
recognition features, 156 
slide examination, 155 



D 



Diabetes mellitus, 429 , 
Diacetyl monoxime/thiosemicarbazide 
method for urea estimation 432-434 
Dichromate cleaning solution, 30, Jba, 
Dicrocoelium , 123, 142 
eggs, 128,141,163 
worms, 146 
Dientamoeba fragilis, 158 

motile form, 148, 152 
Differential leukocyte count .see Leukocyte 

type number concentration 
Differential white eel! courit see Leukocyte 

type number concentration 
Dipetalonema perstans, 213 
Dipetalonema streptocP'-'f , 218 
Diphtheria bacilli, 27 
Diphyllobothrium latL ..23,14^ 

eggs, 128, 141 
Diplbcdcci; Gram negative, 239, 243 
Dipylidium caninum, 123, 142 
eggs, 129 
worms, 145 
Drabkin diluting fluid, 371, 469 ' 
Duke method for bleeding time, 421-422 
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Echinococcus granulosus, 185 
EDTA dipotassium salt solution, 68, 72, 352, 
380, 383, 388, 413, 414, 418, 433, 437, 
448, 469 
Eggs, in sputum, 183-184 

in stools, alphabetical list, 123 
artifacts, 138-140 . 
concentration methods, 163-169 
identification key, 125 
microscopical appearance, 121, 

126-137, 140-141 
terms used, 124 
in urine, 178-180 
Ehrlichreagent, 319, 469 
Electrical equipment, setting up and 

maintenance, 87-93 
Electric shock, 101 
Elliptocytes, 410 
Endolimax nana, cysts, 1 58 
motile form, 148, 152 
Entamoeba coli, cysts, 1 57 
motile form, 150, 151 
Entamoeba hartmanni, cysts, 1 57 

motile form, 152 
Entamoeba histolytica, cysts, 1 55, 157, 1 59 

motile form, 148, 150, 151 
Enterobius vermicularis, 123, 142 
collection of eggs, 119-21 
eggs, 125, 129,140 
worms, 143 
Eosin, 10g/l aqueous solution, 297, 469 

20g/l solution in saline, 147, 469 
Eosinophilia, 406 

Eosinophils, polymorphonuclear, 401 
Epithelial cells, in urinary deposits, 329 
Erythrocyte count see Erythrocyte number 

concentration 
Erythrocyte number concentration, 9, 

366-370, 384 
Erythrocyte sedimentation rate, 418-420 
Erythrocyte volume fraction, 8, 9, 379-385 
Erythrocytes, 351 

abnormal, 407-410 
in urinary deposits, 327 
ESR see Erythrocyte sedimentation rate 



F 



Fasciolopsis buski, 123, 142 
eggs, 125, 130, 141,163 
worms, 146 
Field stain see Stain, Field 
Filariae see Microfilariae 
First aid procedures, 98-101 
Fixation, bacterial smears, 233-235, 250, 
261,266 

biopsy tissue, 73, 75-76 
thick blood films, 191 
thin blood films, 390, 391 , 393, 395 
Flagellates, in stools, cysts, 1 58 

motile forms, 148, 153-154, 165 
recognition features, 156 
in urine, 181 
Flukes, blood see Schistosoma 

cat liver see Opisthorchis felineus 
Chinese liver see Clon orchis sinensis 
giant intestinal see Fasciolopsis buski 
giant liver see Fasciola hepatica 
Japanese see Metagonimus yokogawai 
lancet see Dicrocoelium 
oriental lung see Paragonimus 

westermani 
small oriental see Heterophyes 
heterophyes 
Fluoride oxalate, 341 , 344, 352, 429, 470 
Formaldehyde citrate solution, 366, 470 
Formaldehyde-ether concentration technique, 

162, 165-167 
Formaldehyde saline, 73, 75, 470 
Formaldehyde solution, 10%, 72, 73, 165, 

173, 325, 471 
Fouchet reagent, 317, 471 
Fuchs-Rosenthal counting chamber, 343 
Fungi, in cerebrospinal fluid, 349 
in genitourinary discharge, 188 
in stools (yeasts), 160 
in urinary deposits (yeasts), 328 



G 



Fasciola hepatica, 123, 142 
eggs, 125, 130, 141, 163 
worms, 1 46 



Gametocytes, 197, 200-201 
Giardia lamblia, cysts, 1 55, 1 58, 1 59 

motile form, 148, 153 
Giemsa stain see Stain, Giemsa 
Glassware, 27-32, 34, 37, 64-67, 105, 369-370 
Glossina, 226 

Glucose, estimation in blood, 429-431 
in cerebrospinal fluid, 344, 429 
in urine, 31 1-312 

Glucose reagents, 429, 471-472 

Gonococci, 239, 243-244 

Gonorrhoea, 231 , 243-244 

Gram stain see Stain, Gram 

Granulocytes, 403 
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Haematocrit see Erythrocyte volume fraction 
Haemoglobin, concentration, 385 

estimation by cyanmethaemoglobin 

photometric method, 5 71-374 
estimation by Sahli me'und, 377-378 
estimation using comparator, 37&-d/b 
units of measurement, 371 
Haemoglobin H bodies, 417 
Haemoglobin S, 41 1 
Haemophilus influenzae, 348 
Hansen's bacillus see Mycobacterium leprae 
Harada-Mori stool concentration technique, 

162, 168-169 
Heinz bodies, 417 
Heparin, 69, 380 
Heterophyes heteropnyes, l 
eggs, 131, 141, 163 

worms, 146 , . , ^ 

Hookworm see Ancylostoma duodenale and 

Necator americanus 
Hot air oven, 37 • _ 
Howell-Jolly bodies, 410 
Hydatid scolex, 185 
Hydrochloric acid, 0.1 mo'/l, 377, 472 
Hymenolepis diminuta, 123, 142 

eggs, 131, 141 
Hymenolepis nana ,123,1 42 

eggs,125,132, 140, 163 

worms, 145 
Hypochromic cells, 409 



Inoculating loop, making, 232 
lodamoeba butschli, cysts, 158 

motile form, 148, 152 
Isoto^^ic saline see Sodium chloride, 8.5 g/i 
solution 



J 



Kala-azar, blood test, 462 
Ketone bodies In urine, 320-321 
Kinyoun carbol fuchsin, 257, 472 
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Jenner stain see Stain, Jenner 



Laboratory apparatus and equipment, 27, 

104-107 
Laboratory glassware, 27 
cleaning, 29 
making, 64 
Li^boratory plans, 102-103 
Laboratory registers, examples, /o-o^ . 
Lactophenol cotton blue mounting solution, 

300,473 ^ ^ , ... 

Lee and White method for whole blood 

coagulation time, 423-424 
Leishman stain see Stain, Leishman 
Leishwania donovani, 462 
Leprosy, 259-264 

Leptospira icterohaemorrhagiae, in urine, 
Leptospirosis, 182 

Leukocyte cognt see Leukocyte number 

concentration 
Leukocyte number concentration, 9, 360-365 
Leukocyte type number fraction, 8, y, 

343, 397-398 
Leukocytes, 351 

counting, 363, 405-406 
examination, 398-404 
in cerebrospinal fluid, 342 
in stools, 160 
in urinary deposits, 327 
Leukocytosis, 364 
Leukopenia, 364 
/.oa/oa, 212, 214 
Loeffler culture medium, 2/1, -^/o 
Lovibond comparator, 61 
Lugol iodine solution, 116, 147, 155, lb5, 

173,316,473 
Lugol iodine test, 316 
Lymphocytes, 401-402,404 
Lymphocytosis, 406 
Lysis time of blood clots, 426 
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Macrocytes, 409 
Malaria parasites, 196-203 

blood film preparation, 196 
thick films, 189-192 
thin films, 387-390 
density, 198,203 
developmental stages, 197 
in donor blood, 462 
geographical distribution, 199 
recognition features, 200-202 
Mansonella ozzardi, 21 3, 214 
May-Grunwald stain see Stain, May-Grunwald 
McArthur microscope, 26 
Mean corpuscular haemoglobin concentration 
see Mean erythrocyte haemoglobin 
concentration 
Mean erythrocyte haemoglobin concentration, 

10, 386 
Megakaryocytes, 404 
Meningitis, 339, 344, 347-349, 429 
Meningococci, 239 

in cerebrospinal fluid, 346 
Metagonimus yokogawai, 123 
eggs, 132, 141, 163 
worms, 146 
Methylene blue, aqueous, 249, 253, 257, 473 

modified, 259 
Microcytes, 409 

Microfilariae, blood, concentration, 207-208 
recognition features, 210-214 
species, 212-214 
staining, 209 
time of day for specimen 

collection, 204 
wet preparation, 204-206 
eye, 219 

in glandular fluid, 230 

skin, 215-219 

in urine, 181-182 
Microhaematocrit centrifuge, 208, 224, 

379-383 
Microscope, 19-26 

adjustment system, 17 

illumination system, 16 

magnif ication system, 14 

object focusing, 21 

precautions in use, 24 

routine maintenance, 23 

setting up, 18 

support system, 13 
Microscope slides, cleaning, 31 
MIF solution, 73, 165, 173, 473 
'MIF stool concentration technique, 162, 167 
Moniliasis, 272 
Monocytes, 402 

in malaria, 202 
Monocytosis, 406 
Monthly report, example of, 84 



Motile forms of protozoa in stools, 147-154 
microscopical appearance, 150-154 
recognition features, 149 
slide examination, 147 

Mycelium filaments, in genitourinary 
discharge, 188 

Mycobacterium leprae, 259 

Mycobacterium tuberculosis, 249, 253 
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Nasal smears, leprosy bacilli in, 264 
Necator americanus , 123, 142 

eggs, 125, 132, 140, 163 

worms, 146 
Needles, 105, 226, 265 

cleaning, 32 

sterilization, 34 

VDRLtest, for, 288, 294 

venepuncture, 353 
Neisseria gonorrhoeae, 243 
Neubauer ruled chamber for blood cell 

counts, 363, 368 
Neutropenia, 406 
Neutrophilia, 406 

Neutrophils, polymorphonuclear, 400 
Normoblasts, 364, 403, 408 
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Onchocerca volvulus, 21 5 
in urine, 181 

recognition features, 218 
Onchocerciasis, 215-219 
Opisthorchis felineus, 1 23 

eggs, 133, 141,163 

worms, 146 
Orthotoluidine method for glucose 

estimation, 429-431 
Orthotoluidine reagent, 429, 471 
Ova see Eggs 

Oxyuris see Enterobius vermicular is 
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Packed cell volume see Erythrocyte 

volume fraction 
Pandy reagent, 346, 474 
Pandy test for globulm m CSF, 34b 
Paragonimus \wstermani , \'2Z _ . 
eggsj25, 133,141, 163, 183-184 

Parasites, 1 1 1 . . , . 

concentration m stoo?s, ^Ky^ 

in urine, 178-182 

see also specific organisms 
Pasteurella pestis see Yersinia pestis 
Peripheral laboratory, equipment of, 
104-107 

plan, 102-103 
pH determination of urine, 309-310 

of water, 60, 61-63 

Pinta,288 ^. ... 

Pinworm see Enterobius vermicularis 

Pipettes, 43 

cleaning of, 30 
dropping, 46 

Pasteur, 64, 246 . 
Pityriasis versicolor, direct examination, /- 
299 

Pityrosporum furfur, 297 
Plague, 265-267 
Plasma, blood, 352 
Plasma cells, 402 
Plasmodium, 199-202 
Platelets see Thrombocytes 
Plumbing, simple procedures, 94-9/ 
Poikilocytes, 409 

PdymtphJ>n°uclear cells, 400-401, 403 
Poly{vinyl alcohol), 73, 173 174 
Potassium hydroxide, 200 g/1, 300, 474 
Pregnancy tests, 336 
Pressure cooker for sterilization 36 
Protein, in cerebrospinal fluid, 34b-.l4t) 

in urine, 313-315 
Protozoa, 113, 142 

cysts, 155-159, 165 

motile forms, 147-161 

see also tpecific organisms 

Pus, in stools, 161 

urethral, 71, 243-245 
PVA see polyvinyl alsohol) 
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Reagents, preparation, 465-4, 7 
Record forms and registers, 

blood chemistry, 79 

blood donor, 82 

blood transfusion, 80-81 

cerebrospinal fluid, 80-81 

haematology, 79 

parasitology, 83 

serology, 83 

urine analysis, 80-81 
Red blood cells see Erythrocytes 
Red cell count see Erythrocyte number 
concent? ition 

Registers, /'3-83 „ „ o>,o 

Reports bacteriological examination, ^4^ 
monthly, laboratory, 84 
stool examination, 172 
Reticulocyte count see Reticulocyte number 
concentration and Reticulocyte number 

fraction « >iie 

Reticulocyte number concentration, 9, 416 
' Reticulocyte number fraction, 9, 416 
Reticulocytes, 414-417 
Rhesus grouping of blood, 435-4Jb 
slide method, 448-450 
test-tube method, 451-463 
Ringworm see Tinea . . 

River blindness see Onchocerciasis 
Romanowsky stain see Stain, Romanowsky 
Rouleau formation, 442, 450 455 
Roundworm see Ascaris lumbricoides 
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Quantities, names for, 7-10 



Safranine solution, 235, 244, 474 
Salmonella. 268 r,AA 
Saprophytes, 238, 239 241 244 
Schistosoma bovis, 123, 142 
eggs, 133, 163 

worms, 146 ,0-3 ixo 

Schistosoma haematobium U3 ^A2 

eggs, 125, 134, 140, 163, 178-180,332 

worms, 146 ■ 
Schistosoma intercalatum, 123, 14^ 

eggs, 134, 141, 163 

worms, 146 ♦ 
Schistosoma japonicum, 1 16 1 4^ 
eggs, 125, 135, 141,163 
worms, 146 

Schistosoma ^a^^o^Voc i/in ir-j iRn 
eggs, 122, 125, 135, 140,163,180 

worms, 146 
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Schizont, 197/200-201 
Serum, blood, 352 

collection, 285-286 

colour in donor blood, 457 

dispatch, 286 

preservation, 286 
Shigella, 268 
Sickle cells, 408,411-413 
Silver nitrate, 17g/l solution, 58, 474 
S'lmilium, 215 
SI units, 6-10 

Skin lesions, leprosy bacilli in, 259-262 
Sleeping sickness see Trypanosomiasis, 
African 

Smears, for bacteriological examination, 
fixation, 233-234 

preparation, 232-233 
staining, 234 
Sodium carbonate, 98, 474 
Sodium chloride, 8.5 g/l solution, 116, 121, 
147, 155, 165, 186, 204, 209, 215, 220, 
226, 264, 265, 288, 437, 453, 463, 474 
Sodium hydroxide, 30 g/l aqueous solution, 
183,474 

100 g/l aqueous solution, 178, 474 
Sodium metabisulfite, 20 g/l aqueous solution, 
411,475 

Sodium nitroprusside see Sodium penta- 

cyanonitrosylferrate(2— ) 
Sodium pentacyanonitrosylferrate(2-), 320 
Sodium thiosulfate, 30 g/l aqueous solution, 

279, 475 
Specific gravity of urine, 307-308 
Specimens, dispatch, 71-73 

disposal, 39-41 

packing, 74 

registration, 78 
Spermatozoa, in urinary deposits, 329 
Spherocytes, 409 

Spirochaetes, 182, 241, 246-248, 272 
Sputum, collection, 254 

dispatch, 71, 255 

eggs in, 183-184 

smear preparation, 249-251 

tubercle bacilli in, 249 
Stab cells 400 

Stain, Field A and B, 191, 196, 222, 390, 395 
Giemsa, 191, 193-195, 196, 207, 209, 

218, 222, 230, 241,390, 393 
Gram, 235-237, 238, 242, 244, 270, 

275, 348 
Jensen, 391 
Kinyoun, 257-258 
Leishman, 391 

May-Griinwald, 193, 390, 393 
Romanowsky, 391 
Wayson, 265-267 
Wright, 391 

Ziehl-Neelsen, 238, 242, 249, 253, 
259, 262, 264, 275, 349 
Staphylococci, 239 
Sterilization, 33-38 
Stirring rod, making, 66 
Stools, collection, 1 14 

concentration of parasites in, 162-169 



Stools, (continued) 

dispatch, 72-73, 173-174, 268-269 

examination, 113, 170-172 

occult blood in, 175-177 

protozoa in, 147-161 

worms, adult, in, 143-146 
eggs, in, 122-141 
Streptococci, 239 
Strongyloides stercoralis, 123, 142 

eggs, 125, 136, 141 

larvae, 136, 140, 163, 168-169 
Stuart transport medium, modified, 246, 

273, 350, 475 
Sulfosalicylic acid, 30 g/l aqueous solution, 
345, 475 

300 g/l aqueous solution, 313, 475 
Supplies, inventory, 85 

ordering, 86 

storage, 85 
Swabs, preparation, 274 
Syphilis, 246-248,387,288 
Syringes, 105 

sterilization, 34 



T 



Taenia saginata, 123, 142 

eggs, 125, 137, 140, 163 

worms, 144,. 145 
Taenia solium, 123, 142 

eggs, 125, 137, 140, 163 

worms, 144, 145 
Tapeworm, beef see Taenia saginata 

dog see Dipylidium caninum 

dwarf see Hymenolepis nana 

fish see Diphyllobothrium latum 

pork see Taenia solium 

rat see Hymenolepis diminuta 
Target cells, 408, 413 
Tetanus bacilli, 239 
Thiosemicarbazide reagent, 432, 476 
Threadworm see Strongyloides stercoralis 
Throat specimens, dispatch, 71, 273 

examination, 270-272 
• swab preparation, 274 
Thrombocyte count see Thrombocyte 

number concentration 
Thrombocyte number concc-ntration, 9, 351 
Thrombocytes (platelets), 203, 351, 398, 426 
Thrush, 272 

Tinea, direct examination, 300-302 
Transgrow transport medium, 71, 245, 
273, 350 

Transport media, for cerebrospinal fluid, 350 
for gonococci, 245-246 
for sputum, 255 
for stools, 268-269 
for throat specimens, 273 



Urine, (continued) 
pH, 309-310 
pregnancy tests, 336 
protein in, 313-315, 323 
specific gravity, 307-308 
tubercle bacilli in, 277 
urobilinogen in, 319, 324 

Urobilinogen, 319, 324 



Treponema pallidum , 246, 462 
Treponema pertenue, 246 
Treponema vincentii, 2^^,212 
Trichomonas hominis, motile form, I4b, loj 
Trichomonas vaginalis, in genitourmary 
discharge, 186-187 

in urinary deposits, 329 
in urine, 181 
Trichostrongylus, 123, 142 

eggs, 137, 141 
Trichuris h ichiura, 123, 142 
eggs, 125, 137, 140 
worms, 146 
Trichloroacetic acid, 30g/l,429, 471 

lOOg/1,432,476 , ^. 

Trisodium citrate, 20g/l aqueous solution, 
207,208,475 

38 g/l aqueous solution, 69, 72, 3b^, 
418, 438,475 
Trophozoite, 197, 200-201 
Trypanosoma cruzi, 225, 462 
Trypanosoma gambiense, 222 
Trypanosoma rangeli, 225 
Trypanosoma rhodesiense 222 
Trypanosomes, in blood, 220-224, zti/, 
in cerebrospinal fluid, 347 
in lymph node fluid, 226-230 _ 
recognition features, 221, ZZ^, 
229, 230 

Trypanosomiasis, African, 220, 226 

South American, 220, 225 
Tsetse fly see Glossina 
Tuberculosis, 231, 249-258 
Turk solution, 342, 360, 476 



V 



VDRLtest, 248, 288 

buffer solution, 289, 467 
preparation of antigen suspension, 
qualitative, 291-293 
quantitative, 294-296 

Venepuncture, 353-358, 458-461 

Vincent's angina, 241, 272 

Volume, measurement of, 42-47 



U ea estimation, 432-434 

Urea reagents, 432, 476 

Urethral pus, dispatch of specimens, 71, if4b 

examination, 243 
Urinary deposits, casts m, 330-^*5^ 

crystals in, 332-335 

microscopical appearance, ^zz-^^o 

preparation, 326 
Urine, analysis register, 80 

appearance, 306 

bile pigments in, 316-318 

blood in, 337 

collection, 275, 305 

cultures of, 278 

direct bacterial examination, Z/^-z// 
glucose in, 311^312, 323 
indicator papers for examination, 

323-324 . ooAQoo ^oa 

Icetone substances in, 3z0'^zz, 
parasites in, 178-182 
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Wash bottle, malcing, 67 
Water, buffered, 61-63, 468 
clean, 56 
demineralized, 59 
distilled, 57 
for la?:)oratory use, 56 
pH of, 58,60,61-63 
sampling for analysis, 279-284 
Whipworm see Trichuris trichiura 
White blood cells see Leulcocytes 
White cell count see Leulcocyte number 

concentration iRa.i64 
Willis concentration technique, 162, ibJ id** 
Willis solution, 163 477 _ 
Wintrobe mixture, 352, 383, 4// 
Worms, adult, in stools, 143-146 

see also Eggs 
Wright stain see Stain, Wright 
Wuchereria bancrofti, 2\ 2, 214 
in urinary deposits, 332 
in urine, 181 




Xanthochromia, 342 




Yaws, 240, 247, 287, 288 
Yeasts, 240 

in genitourinary discharge, 188 

in stools, 160 

in urinary deposits, 328 
Yersinia pestis, 265, 267 



Zenker fixative, 73, 75, 477 
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